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ABSTRACT: In an attempt to overcome some of the difficulties inherent in vascular anastomosis using standard 
suture methods, we have developed a technique that allows for rapid non-suture anastomosis of blood vessels. The 
technique has been used in over 400 anastomoses, including interposition vein grafts in rat, rabbit and dog vessels 
ranging in size from 0.7 mm to 3 mm in diameter. Animals have been followed for over 1 year postoperatively with 
serial angiography and histological evaluation including scanning electron microscopy. Stress studies have compared 
the biomechanical properties of both non-suture and suture anastomosis. The overall patency rate in non-suture 
end-to-end anastomoses using an interposition vein graft was 85% at 1 year follow up. Histological evaluation 
revealed a healing pattern that was temporally similar to that of the suture technique. Stress tests revealed no 
significant difference between suture and non-suture technique. These studies reveal that the non-suture technique 
compares favourably with the suture technique, and demonstrate the feasibility of applying this technique to man. 

RESUME: Une technique rapide d'anastomose vasculaire sans suture Dans le cadre d'une recherche visant a surmon-
ter certaines des difficultes inherentes a I'anastomose vasculaire par les methodes de suture standards, nous avons 
d^veloppe une technique qui permet une anastomose rapide des vaisseaux sanguins sans utiliser de suture. Cette 
technique a ete utilisee dans plus de 400 anastomoses vasculaires, incluant des greffes de veines par interposition chez 
le rat, le lapin et le chien, au niveau de vaisseaux dont le diametre variait de 0.7 a 3 mm. Les animaux ont ete suivis sur 
une periode de I ans apres l'operation, au moyen d'angiographies seriees et d'une evaluation histologique incluant la 
microscopie electronique a balayage. Les proprietes biomecaniques des anastomoses sans suture et avec sutures ont 
ete comparees par des etudes de stress. Le taux global de permeabilite dans les anastomoses bout-a-bout sans suture, 
utilisant une greffe veineuse d'interposition, etait de 85 % a l'examen de controle un an apres la procedure. 
L'evaluation histologique a montre un pattern de guerison similaire dans le temps a celui des anastomoses par 
sutures. Des epreuves de stress n'ont revele aucune difference significative entre les techniques avec et sans suture. 
Ces etudes demontrent que la technique sans suture se compare favorablement a la technique par suture et atteste de 
la possibility d'appliquer cette technique chez I'humain. 
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The introduction of the operating room microscope and the 
development of microsurgical techniques have led to signifi
cant advances in vascular surgery. Nevertheless, many prob
lems remain. In cerebrovascular surgery, these include the 
technical difficulty of working with small caliber vessels in 
deeply confined areas, the prolonged occlusion time required, 
especially for multiple anastomoses, and the difficulty in provid
ing adequate brain perfusion during the anastomosis. The patency 
rates for long vein grafts from neck to proximal intracranial 
vessels remain disappointing. These problems are, to a large 
extent, unavoidable with manual suture techniques currently 
employed for vascular anastomosis. In an attempt to overcome 
some of these disadvantages, we have over the past 7 years 
developed a non-suture technique for vascular anastomosis. 

The technique allows rapid, precise, intima-to-intima anasto
mosis of both large and small caliber vessels with a marked 
reduction in operating time, and is applicable to both end-to-
end and end-to-side anastomosis. The purpose of the present 
report is to review the current status of this technique and 
discuss the feasibility of its use in man. 

MATERIAL AND METHODS 

The technique for non-suture anastomosis has been pre
viously described.' The device for end-to-end anastomosis 
utilizes 2 components, a grooved cylinder of sterilizable. 
biocompatible material (Elgiloy) and a ring-shaped clip with 
opposed ends separable under spring tension. The bipartite 
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device provides intima-to-intima contact using a lapped joint 
principle with no foreign material within the lumen. Specially 
developed instruments facilitate the use of the components of 
the device during anastomosis. Initially, careful measurements 
of both the external and internal diameters of the recipient, 
donor and, when employed, vein grafts, are taken and appropri
ately sized cylinders and clips chosen. One end of the vessel to 
be anastomosed is mounted on the cylinder by passing it through 
the lumen and cuffing the end back over the metal tube. A 
circumferential clip is then applied and released to secure the 
vessel (Figure 1). When a vein graft is utilized, the other end is 
treated in identical fashion. The cylinder, with I end of the 
vessel or vein graft mounted, is held with a cylinder holder and 
the second, or recipient end evaginated over the first to effect a 
lapped joint; the intima-to-intima seal is then completed with a 
second ring clip that fits in the remaining groove on the cylinder 
(Figure 2). 

The device for non-suture end-to-side anastomosis is a modi
fication of the end-to-end prosthesis and likewise consists of 2 
components, a cylinder and a ring-shaped clip incorporating 
multiple spikes radiating from the base and having opposed 
ends separable under spring pressure. The donor vessel is 
initially mounted on the cylinder by threading it through the 
cylinder and cuffing the end back over the tube (Figure 3). The 

Figure I — Drawingofdeviceforend-to-endnon-sutureanastomosis,demon
strating the grooved cylinder and ring-clip. 

Figure 2 — Drawing of non-suture, end-to-end anastomosis using vein graft. 

segment of recipient artery chosen for the site of anastomosis is 
then prepared and temporarily clamped. A cruciate arteriotomy 
incision is made in the recipient vessel and the spiked ring clip is 
held directly over the arteriotomy site. The edges of the incised 
recipient artery are brought through the ring and everted over 
the spikes of the clip. The donor vessel mounted on the cylinder 
and held by cylinderforceps is then inserted into the arteriotomy 
while the clip is opened slightly and then closed under spring 
tension onto the cylinder (Figure 3). 

Histological and Biomechanical Studies 

Animals have been followed from I hour to I year postopera
tively and patency rates documented with serial angiography. 
In-vivo patency tests were also performed prior to harvesting. 
The anastomotic site was excised and placed in 10% buffered 
formalin for histological evaluation. After fixation, the metal 
cylinder and clips were removed and the vessel specimen dehy
drated and embedded in paraffin. Histological processing included 
longitudinal sectioning and staining with hematoxylin and eosin 
and elastin trichrome stain. The vessels were also processed for 
scanning electron microscopic studies. 

The biomechanical properties of the non-suture anastomosis 
were assessed using an Instron unit (Instron Corporation. Canton, 
Massachusetts, U.S.A.), and the strength of the anastomosis 
was compared to standard suture technique. For this test, both 
ends of the segment of vessel containing either the non-suture 
or suture anastomosis were mounted on blunt needles and 
secured tightly. The vessels were inflated with .9% saline solu
tion with blue dye to detect fluid leakage during stress testing. 
A constant injection rate was applied until the vessel pulled 
apart. The load enlongation curve was plotted by strip chart 
recorder; non-suture and suture anastomoses were tested. 

RESULTS 

To date, over 400 non-suture anastomoses, which include 
interposition vein grafts, have been carried out in rat. rabbit 
and dog vessels varying in size from 0.7 mm (rat femoral artery) 
to 4 mm (dog carotid artery) in diameter. The mean time for 
non-suture end-to-end anastomosis in our last 200 vessels have 
been 3.0 ± 1.8 mins, compared with 15.2 ± 3.8 mins 
using the suture method and 5.5 ± 2.2 mins for non-suture 
end-to-side anastomosis, and 30.0 ± 3.5 mins for end-to-

Figure 3 — Drawing of device and technique for end-to-side non-suture 
anastomosis, demonstrating the spiked cylinder and ring-clip. 
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side anastomosis using standard suture technique; the time 
difference between the two methods is significant (p<0.01). In 
a recent series of 124 non-suture anastomoses carried out using 
the rabbit carotid artery with external diameters ranging from 
1.5 mmto2.75 mm,there was 100% patency rate for non-suture 
end-to-end anastomosis and 97.1 % patency for end-to-side non-
suture anastomosis.2 Overall patency rates in non-suture, end-
to-end anastomosis using an interposition vein graft was 85% at 
1 year follow up. The patency rates ranged from 76% in 2 mm 
vessels to 100% in 4 mm vessels. Figure 4 is an angiogram of a 
dog's carotid arteries I year following non-suture anastomosis 
using bilateral interposition vein grafts; the diameter of the 
arteries was 3 mm; the anastomoses remain patent with no 
evidence of narrowing of the anastomotic sites. Figure 5 is an 
angiogram of an interposition vein graft in a dog's brachial 
vessel 6 months postoperatively, showing it to be widely patent. 

Histological analysis revealed a healing process at the non-
suture anastomotic site temporally similar to suture anastomosis. 
While significant damage to endothelium and platelet fibrin 
microthromboses were invariably seen at the suture anasto
motic site in the early period following surgery, related to 
needle suture trauma, none was found at the non-suture site. 
The process of re-endothelialization as seen on scanning elec
tron microscopy was similar in both suture and non-suture 
anastomosis and usually complete by 2 to 3 weeks. Figure 6 is a 

Figure 4 — Angiogram ojdog carotidvessels showing patent bilateral interpo
sition vein grafts (Rt. 6 months, Lt. I year postoperatively). 

photo micrograph of a non-suture anastomosis 2 months follow
ing surgery. Examination of the portion of vessel that had been 
within the anastomotic cylinder revealed a degree of thinning 
first evident at 3 months, and which stabilized at approximately 
6 months. This involved primarily the media and adventitia. In 
all cases the integrity of the intima was maintained. The degree 
of attenuation at 1 year was similar to that at 6 months. Aneurys
mal formation was not encountered with the non-suture technique. 
The mean burst and disruptive strength in the non-suture anas
tomosis was similar to that of the suture technique and by 6 
weeks compared favourably with normal vessel strength (Figure 
7). 

Studies in Human Cadaver Vessels 
A number of studies of fresh human cervical and intracranial 

cadaver vessels have also been carried out to obtain informa
tion such as vessel wall thickness and other parameters that 

Figure 5 — Angiogram showing patent interposition vein graft to 2.0 mm 
brachial vessel in dog 6 months postoperatively. 

Figure 6 — Photomicrograph of non-suture, end-io-side anastomosis! months 
postoperatively. Metal components of the prosthesis have been removed. 
Elastin trichrome stain. Original magnification: x 20. 
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STRESS TEST 
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O - O SUTURE ANASTOMOSIS (END-TO-END) 

(5) CONTROL 

TIME PERIOD 

Figure 7 — Graph of burst strength measurements of suture (n = 60), and 
non-suture (n = 124) anastomosis in rabbit carotid artery. 

would be required in human application of the technique. Cadaver 
studies suggest that the technique could be applied favourably 
to intracranial internal carotid and MI, M2, and M3 segments of 
the middle cerebral artery. A segment of vessel free of athero
sclerotic plaque would be required forapplication of the end-to-
side prosthesis. 

DISCUSSION 

There have been many attempts over the years to develop 
alternative techniques for vascular anastomosis.3"" The poten
tial advantages of a non-suture technique would include reduc
tion of operating time and the elimination of suture material 
within the vessel lumen, with reduced initimal trauma and the 
potential for thrombus formation. For a technique to become 
widely acceptable, it must be relatively simple. The method 
should be applicable to a variety of human vessel sizes, and 
should rival or better the success rates using suture techniques. 
Despite all efforts, however, the results of non-suture tech
niques have generally been poor and, to date, none have come 
into common clinical use. 

Our previous studies provided validity to the concept of a 
non-suture vascular anastomosis.' The favourable patency rates 
would appear to be related to precise alignment and intima-to-
intima opposition at the site of anastomosis without the pres
ence of suture material within the lumen. Histological and 
biomechanical studies show that our technique compares 
favourably with conventional suture anastomosis. There was 
no significant increase in tissue reaction in or around the non-

suture anastomotic site, a fact attributable to the inert and 
biocompatible materials from which the prosthesis is fashioned. 
There was some degree of attentuation of the vessel wall at the 
site of the anastomotic cylinder; this stabilized at 6 months and 
was not associated, on biomechanical evaluation, with weaken
ing of the anastomosis. The results of these studies together 
with our studies using fresh human cadaver vessels have sug
gested to us the technical feasibility of using this technique in 
man. Clinical application of non-suture technique is currently 
underway. In neurosurgery, the technique will be useful in the 
treatment of inaccessible regional stenotic lesions of both ante
rior and posterior circulation, and in dealing with large complex 
aneurysms where one can rapidly and fully eliminate the aneu
rysm from the circulation. It is felt, however, that this method 
may have an even greater role in cardiac, peripheral vascular, 
transplantation and re-implantation surgery. 
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