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Abstract

Medical imaging is of great importance for patients affected by stroke. Since an early exam-
ination of the patient is necessary for successful recovery, there is room to improve the existing
capabilities of analysis. Common systems like magnetic resonance imaging or computed tomo-
graphy are precise, but stationary, and therefore, not ideally suited for the early analysis of
stroke. The presented multiport vector network analyzer system uses electromagnetic tomog-
raphy (EMT) as an alternative imaging technique. It consists of a network of distributed elec-
tronic sensor nodes which improve important parameters: the parallel measurement setup
reduces the measurement time as low as 160 ms for a 200-port S-parameter matrix and it
is capable of measuring signal levels down to −150 dBm. The electronics allow a compact,
movable packaging, leading the way for future portable devices. The detection of stroke mod-
els was examined by test measurements of a phantom. The data was analyzed by the help of an
inverse reconstruction algorithm. The possibility of building portable setups which can be
even applied to patients inside an ambulance, makes EMT a suitable alternative for early
stroke detection. It can help in shortening the recovery of patients, by providing an early ana-
lysis of the brain.

Introduction

The results of a medical imaging process are often the basis for clinicians to decide for the
appropriate therapy. Methods, such as magnetic resonance imaging (MRI), ultrasound and
computed tomography (CT), which is a very well developed application of X-ray, are wide-
spread and successfully used in many different applications. The presented brain imaging
measurement system is an application of electromagnetic tomography (EMT), which mainly
visualizes the differences in the electrical properties of materials, namely permittivity, which
influence the electromagnetic waves. This differs from the analysis of material and proton
density, which is investigated by CT or MRI setups. Therefore, EMT is a complementing
imaging technique, which provides the benefit of determining tissue properties, such as ische-
mia and blood oxygenation in a completely noninvasive way.

The principle of an EMT setup for brain imaging is sketched in Fig. 1. The measurement
setup includes a large number of TX and RX antennas and sensor nodes which are located
around the subject under test (SUT). The sensor nodes are capable of sampling the phase
and magnitude of electromagnetic waves. During measurements, an electromagnetic wave is
transmitted at one antenna position and received at all other positions, sampling the influence
of the SUT inside the measurement chamber on the phase and the magnitude of the transmit-
ted electromagnetic wave.

The measurement data serves as input to an algorithm, which is solved iteratively. The
quality of the result of the imaging process depends on the measurement data in terms of
signal-to-noise ratio (SNR) and measurement accuracy. Especially in this case, as the spatial
resolution of the resulting image is limited by the measurement frequency, which should
not exceed 1 GHz, because of the high losses of the human head.

Altogether, the mentioned requirements set the list of system performance parameters. It is
designed to measure signals of power levels down to −150 dBm with high accuracy. The neces-
sity of being capable to measure such low signal levels is the high attenuation of the human
head and the output power limitation of 0 dBm, which is considered as being inherently
safe in medical applications. In addition, the presented system keeps the measurement dur-
ation short, because of its capabilities of dealing with hundreds of antennas simultaneously.
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A benefit of EMT systems compared to stationary imaging
devices is the compact form factor or even portable design.
Since antennas and electronics are small and no moving parts
are involved, it is envisioned to apply the imaging system to the
patient affected by stroke very early after occurrence. This is our
main motivation to built such a multiport vector network ana-
lyzer (MPVNA) system: a reliable and especially early examin-
ation of the patient can be life-saving. Brain cells are irreparably
damaged from the beginning of the bleeding. The presented sys-
tem offers the capability to not only localize the affected area, but
also to distinguish between ischemic (i.e. caused by a blood clot)
or hemorrhagic (i.e. caused by bleeding) stroke [1], which is one
of the most valuable informations to clinicians due to the differing
medication in these two cases. In both cases the permittivity ϵ of
the affected area of the brain differs from that of healthy cerebral
matter. This results in a contrast De that is made visible in the
reconstructed image. To provide as much information about the
brain as possible, very low contrast levels must be resolved.

Especially the benefit of being capable to provide information
about the condition of the brain much sooner and completely
noninvasive have attracted the attention of several research groups
worldwide. One of the first measurement setups was proposed in
[2] in 1996, consisting of a chamber with 64 antennas which are
connected to a measurement system. This system was built up
with a switching system to cover all antennas and a quadrature
phase detector, connected to an analog-to-digital converter
(ADC) which was used for sampling the data to a computer.
This 2D-system was further evolved to a 3D-system [3] where
the receiver is mechanically positioned instead of using a switch-
ing system. This improves measurement performance due to the
missing switching system and its introduced losses. Similar multi-
antenna systems have been used for first clinical studies of breast
imaging [4,5] as well, which is another very popular application of
EMT systems. Later systems, as presented in [6], use vector net-
work analyzer (VNA)s and external switching matrices to per-
form measurements of multi-antenna setups. Other setups for
stroke detection are presented in [7], where a modified bicycle
helmet represents the measuring chamber and again a VNA
and a switching system are used for measurements. This approach
is used as well in [8–10]. The execution of a clinical study of the

system in [9] verifies the feasibility of the concept under real-
world conditions.

Setups that use switch matrices must cope with insertion losses
and isolation imperfections that limit the measurement perform-
ance. This would pose a problem especially in our case, because
low-level signals must be detected with high accuracy. Therefore,
getting rid of a switch matrix was one of the goals of the presented
solution.

Several other attempts of removing the VNA and the switching
matrix from the setup can be found in literature, e.g. [11], where
only one antenna is moved around the head and the data is mea-
sured from different positions of the antenna. For data collection,
a compact and portable Agilent VNA is used. Though this leads
to a compact system, it also restricts the use cases, due to the com-
plex repositioning mechanics. In order to reduce size even further,
the VNA is completely replaced by electronic off-the-shelf com-
ponents and boards in [12,13], while [14] uses a software-defined
radio (SDR) to keep costs for the measurement setup low and to
speedup the measuring process.

This text covers the measurement performance of the system,
presents first results [15] and focuses in more detail on the
sensor node hardware and the measurement and reconstruction
procedure.

The paper is organized as follows: The section 2 describes the
hardware of one sensor node, followed by the measurement per-
formance in the section 3. The measurement system composed of
multiple sensor nodes and its application is described in the sec-
tion 4. The measurement procedure and results are presented in
the section 5.

Sensor node hardware

In order to fulfill the required specifications of maximizing SNR
and compactness, the hardware was designed as modular distrib-
uted measurement system. Each antenna of the measurement
chamber is equipped with a sensor node which corresponds to
one port of the multiport system. All nodes are connected and
synchronized, but operate independently. This allows a flexible
and expandable system architecture which can include even hun-
dreds of ports, as further described in the section 4. In the pro-
posed hardware prototype setup, the nodes are realized using
off-the-shelf components and custom printed circuit boards
(PCB)s.

Fig. 2. Block diagram of the hardware architecture of one sensor node.

Fig. 1. An EMT system mainly consists of the arrangement of TX and RX antennas
placed around the SUT, in this case on a sphere (which is called measurement cham-
ber) around the human head.
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The basic building blocks of one sensor node are shown in
Fig. 2 and the hardware realization in Fig. 3.

The sensor node consists of an RF transmit- and receive- path,
separated by an electronic RF-switch, as shown in Fig. 2. The
transmitter combines a phase-locked loop (PLL), which operates
in the desired frequency range around 1 GHz, a frequency mixer
and a power amplifier. A direct digital synthesizer (DDS) is used
as signal generator for the baseband modulation signal which
serves as input to the upconverting mixer. The DDS enables a
programmable choice of modulation frequency, which allows to
choose a frequency that is not influenced by spurious signals of
other components of the sensor node. The modulation frequency
is chosen in the range from 3–100 kHz, because it is preferable to
enlarge the separation to DC for the reason of noise sources (e.g.
1/f noise) and a relatively low modulation frequency leads to
relaxed requirements for the ADC in the receive path. The receive
path covers a high gain low-noise amplifier (LNA), a PLL and a
mixer. The down-converted baseband signal at the output of
the mixer is filtered by an analog filter chain and converted by
an ADC. The PLLs of all sensor nodes are synchronized by
using the same reference clock signal which is distributed across
the entire system. The accuracy of the distribution is a crucial fac-
tor for the stability of the phase result of the measurement. A
varying time delay in between the reference clock signal of the
transmitter PLL and the receiver PLL directly maps to a phase
shift in the measurement data. Evaluated at the present measure-
ment frequency of 1 GHz, a time shift of one of the reference sig-
nals of 2.7 ps ends up in a phase shift of the measurement result of
approximately 1◦. Further presented measurements were collected
after a warmup time, which ensures that the phase error of the
1 GHz signal due to reference clock signal shift is smaller than 1◦.

Besides the analog RF-signal part of the sensor node, it is add-
itionally equipped with digital signal processing hardware. Signal
processing algorithms are realized within the field-programmable
gate array (FPGA), making the port PCB a smart sensor node
capable of data evaluation directly at each port. A Goertzel algo-
rithm, implemented as fixed point IIR filter of second order
[16,17], processes the sampled data. These distributed computa-
tions reduce the load of the data interface and the duration of
one measurement cycle.

The external connection of one sensor node only consists of a
digital data - and synchronization interface.

Measurement performance

The performance of the measurements is judged and compared
alongside the results of commercially available VNAs in terms

of the lowest detectable signal and variance over multiple
measurements.

The measurements were carried out using an electronically
switched attenuator. To cover the dynamic range of the
MPVNA from −40 dBm to −160 dBm, the measurements were
conducted in three batches. The output power was set to 0 dBm
on all compared devices, as this ensures safe operation for medical
applications.

Figure 4 covers the dynamic range of the MPVNA and the
lowest detectable signal value of the system in relation to measure-
ment time. The graph shows the comparison of three of the
implemented acquisition times. Alongside the measurement
results of the MPVNA, similar measurements using different
VNAs are shown.

We used a two-port MPVNA system configuration to obtain
results that are comparable to those of to the VNAs, an Agilent
8364A (using direct receiver input) and a Rohde & Schwarz
ZNB8. As plotted in Fig. 4, the mean value of 400 measure-
ments states the influence of the measurement time, or
resolution bandwidth, respectively. It is apparent, that the
MPVNA shows the same results using its shortest measurement
time, compared to the Agilent 8364A VNA using a relatively
narrow resolution bandwidth of 10 Hz and direct receiver
input, which means that there was no coupler used on the
receive port. Longer measurement times of the MPVNA even
show results, which cannot be reached using the VNA. The
MPVNA is designed specifically for a narrow-bandwidth oper-
ation and captures only transmission measurements, which has
further positive influence on the performance. The intended
lack of switchable amplifiers provides maximum linearity over
the entire dynamic range of 110 dB. The VNAs switch amplifi-
cation to extend their dynamic range towards higher signal
levels. One problem caused by them is the discontinuous course
of the variance, as can be seen in between 60 dB and 80 dB
attenuation in Fig. 5.

If we compare our system to a multiport VNA system with a
switch matrix, the difference in the lowest detectable signal level
would become even greater, as the insertion loss of the switch matrix
(typically 8 dB for the 256-port matrix [18] used) has to be consid-
ered. The parallel multiport-design of the MPVNA does not suffer

Fig. 3. The hardware realization of one sensor node on a PCB.

Fig. 4. Comparison of the sensitivity below −40 dBm for different measurement
settings of the VNAs and our MPVNA (two-port system). The mean values of 400
measurements taken at 1 GHz and 0 dBm output power are shown.
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from performance degradation due to port extension: imperfect iso-
lation of the switch matrix paths and the switching time.

In addition to the sensitivity, the standard deviation

s =
����������������������������
1
N

∑N
n=1(xn − 1

N

∑N
n=1 xn)2

√
of the measurement values,

with xn given in dBm for amplitude and in degree for phase,
for N = 400 measurements is plotted in Fig. 5 and for the mea-
sured phase in Fig. 6.

At comparable sensitivities, all investigated systems exhibited
standard deviations that can be considered equal. As expected,
increasing the measurement time of the MPVNA reduced the
standard deviation.

The application envisioned allows the system to be designed to
work within a narrow bandwidth around 1 GHz and to capture
transmission measurements only. These requirements and the
system architecture, which enables multiport measurements with-
out switch matrix, lead to an improved SNR compared to com-
mercially available equipment.

System structure and application

One of the main advantages of the presented system, is the capabil-
ity of adding ports without performance degradation. Furthermore,
this new approach does not require time-multiplexing of the
RX-measurements. The MPVNA can measure in parallel, which
results in very short total measurement times which are necessary,
to prevent distortions from patient movements.

The implemented architecture is structured in sensor nodes,
data collection subunits and one master unit, which is connected
to a computer, as it is graphically shown in Fig. 7. The data col-
lection subunit is designed to handle up to 16 sensor nodes, but
the number of subunits is not limited and can be adapted to fit
the application needs. All data collection subunits are connected
to the master unit which serves as control for the subunits and
sensor nodes and distributes the synchronization signal. It is con-
trolled by the attached computer, which additionally serves as
image reconstruction platform.

Since full parallelism is guaranteed independently of the num-
ber of ports, measurement time remains constant for one trans-
mitter transmitting to an arbitrary number of receivers. The
benefit of our architecture in terms of total measurement time
is illustrated by an example in Table 1. The total measurement
time was estimated by calculating the theoretical measurement
time tmeas = 1

RBW of the VNA in relation to the resolution band-
width (RBW) used. The use of a switch matrix [18] for a sequen-
tial measurement process was assumed, but the switching time of
5 ms was ignored since it is negligible compared to the measure-
ment time of the VNA. However, the total measurement time of a
200 port measurement using the MPVNA and 0.8 ms measure-
ment time amounts to less than just the omitted switching time
of the switch matrix. Potential overhead arising from measure-
ment trigger and control signals is <1 % of the measurement
time and, therefore, not considered in the calculation.

The results show that our system clearly outperforms a VNA
with switch matrix setup using the described measurement scen-
ario. One reason for this is that the relation between measurement
time and number of ports is quadratic in the case of the VNA (in
order for all entries of the S-parameter matrix to be considered),
whereas it is linear for the MPVNA. For the closest comparable
measurement settings (RBW = 1000 Hz and 0.8 ms measurement
time), the difference amounts to nearly 10 s for a 100-port meas-
urement. Achieving comparable measurement accuracy means
comparing an RBW of 10 Hz to a measurement time of 0.8 ms.
This increases the difference in total measurement time to more
than 15 minutes, and even to more than an hour for 200 ports.

Fig. 6. Plot of the standard deviation (N = 400 measurements) of the measured signal
phase between two ports, with a transmit power of 0 dBm and inserted attenuation
from 40 dB to 160 dB between the two ports.

Fig. 7. Block diagram of the modular hardware architecture, including sensor nodes,
data collection subunits, a master unit and a computer.

Fig. 5. Plot of the standard deviation (N = 400 measurements) of the measured signal
amplitude between two ports, with a transmit power of 0 dBm and inserted attenu-
ation from 40 dB to 160 dB between the two ports.
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The improved measurement time for 200 ports was estimated
because the prototype spherical measurement chamber comprises
177 ceramic-loaded rectangular waveguide antennas with a dielec-
tric constant of e′ = 60. Although the first prototype of measure-
ment electronics covers only two data collection subunits and,
therefore, the opportunity of measurements with 32 sensor
nodes, the platform was prepared to be extended. The first
prototype MPVNA can be seen in Fig. 8. It is connected via semi-
rigid RF-cables to a portion of the antennas of the measurement
chamber, where an anthropomorphic head phantom (Indexsar
IBX-030) was placed, which included a hemorrhagic stroke
model. The PCBs are individually shielded, to improve the isola-
tion in between the SMA-ports, such that the leakage signal is
lower than the noise floor.

Measurements, reconstruction and results

The measurement procedure foresees, that each antenna and sen-
sor node is active as transmitter for the specified measurement
time one after the other. During the measurement, the electro-
magnetic wave is transmitted into the measurement chamber
and all other sensor nodes are operating in receiving mode, col-
lecting the phase shifted, and attenuated signals. In the present
experiment, 29 receivers are active in parallel. This cycle repeats
as long, until all sensor nodes have transmitted. The sensor

node configuration of one measurement of the cycle is graphically
represented in Fig. 9.

Figure 9 also sketches the effect of the SUT on the electromag-
netic wave. The electromagnetic wave propagation depends on the
electromagnetic properties of the material of the SUT. The wave is
attenuated by the material and scattered by material discontinu-
ities. Therefore, phase and attenuation of the wave sampled at
the antennas varies according to the SUT properties. This is
sketched in Fig. 9 by the different lengths of the arrows, which
symbolize an electromagnetic wave. In order to gain maximum
information from the inside of the head, it is of great importance,
to match the SUT as carefully as possible to the antennas, because
only in this case the maximum of the available signal power
can enter the brain. To optimize the transition from the antennas
to the phantom in this experiment, the area was filled using a
liquid saline solution as matching medium with permittivity
e = 43+ j19, which is close to the values found for skin and
brain matter in literature [11]. It is planned, to use a gel-type
matching material for later experiments with volunteers and
patients heads.

One measurement process incorporates two measurement
cycles, where each of them outputs a complex valued data matrix.
One of these measurements is a reference measurement, done
with an empty measurement chamber, which means that it was
filled with the matching medium only. For the second measure-
ment, the SUT is placed in the chamber. The difference between
those two measurements, namely scattered field measurement,
serves as input to the image reconstruction algorithm. The pro-
cedure of performing a reference measurement of the chamber
filled with the matching medium only, also helps to remove sys-
tematic errors of the measurement setup.

Based on these results, it is possible to reconstruct the material
properties of the SUT using iterative mathematical techniques.
During processing, the measured data is compared to the result
of a numerical solution. This numerical solution is gained by a
simulation of electromagnetic fields, described by Maxwell’s equa-
tions and solved using the finite-difference time-domain (FDTD)
approach. This forward problem describes the measurement setup
virtually and usually starts with a test object placed inside the virtual

Fig. 8. Schematic view of the medical imaging prototype setup. A phantom is placed
as SUT inside the measurement chamber, which is equipped with numerous anten-
nas. The MPVNA is connected to the chamber and to a computer (not shown) that
controls the hardware and runs a reconstruction algorithm to generate an image
of the inside of the phantom.

Fig. 9. Schematic view of the imaging chamber from the top, the antenna array and
the object under test. The transmitted signal is phase-delayed and attenuated
according to the SUT placed in the measurement chamber. This characteristic pat-
tern, which is received at all other antenna positions serves as input the reconstruc-
tion procedure.

Table 1. Comparison of the total measurement times of a full S-parameter
matrix of a conventional VNA with a switch matrix and our MPVNA

Device Setting 2 ports 100 ports 200 ports

VNA 1000 Hz 2 ms 10 s 40 s

VNA 10 Hz 200 ms 16 min 66 min

MPVNA 0.8 ms 1.6 ms 80 ms 160 ms
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chamber. The simulated electromagnetic field pattern at the anten-
nas, caused by the test object, is compared to the experimental data.
Based on this comparison, the structure and dielectric properties of
the test object are refined in a next step and, iteratively, the test
object converges (in terms of properties) to the real experimental
object [19]. In otherwords, a virtual object is constructed iteratively,
which generates the same electromagneticwave pattern alteration as
the physical object. The reconstruction process involves a mini-
mization procedure of a non-linear functional.

An example of such a reconstruction result can be seen in
Fig. 10. The complex valued permittivity is plotted as real part

and imaginary part, which takes the conductivity changes in the
region of stroke into account. Both plots clearly show the position
of the hemorrhagic stroke model, placed on the right side inside
the phantom. It can be distinguished between the cerebral matter,
the skull and the hemorrhagic stroke model. The permittivity of
the matching medium states the correctness of the absolute values
of the reconstruction result.

Conclusion

One of themain characteristics of the presented system is itsmodular
architecture. The concept of parallelization of measurements and
data evaluation reduces the total measurement time considerably
and has positive effects on themeasurement performance. The num-
ber of ports which can be used in parallel is literally not limited and
can be even more than hundred. The narrow-bandwidth design of
the single modules allows optimization of the system parameters
for high dynamic range and low variance over multiple measure-
ments. The system is capable of measuring very low power signals -
just above thermal noise - with high precision.

The realization as compact device is the preliminary stage before
developing a portable device. The presented prototype has proven
the concept, and in full extension the system is anticipated to
open up new fields of applications due to its compactness. In the
presented application of the detection, localization, and classifica-
tion of stroke, it offers the possibility of shortening the time
between the occurrence of stroke, diagnosis, and appropriate treat-
ment. Being noninvasive, it can be used frequently without harm,
which additionally enables long-term monitoring of the recovery
process. These benefits can help clinicians at the stage of diagnosis
and beyond, but it is especially helpful to patients in retaining brain
cells and thus has the potential to save lives.
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