
[RADIOCARBON, VOL. 38, No. 1, 1996, P.1-134] 

Radiocarbon 
1996 

ABSTRACTS OF THE 7TH INTERNATIONAL AMS CONFERENCE 

BRAZILIAN ACCELERATOR MASS SPECTROMETRY PROGRAM 

J. C. ACQUADRO, G. M. SANTOS, R. M. ANJOS, P. R. S. COMES, C. TENREIRO, 
M. M. COIMBRA and C. APOLON! 

Instituto de Fisica, Universidade de S. Paulo, C.P. 20516, S. Paulo, 01498-970 Brazil 
Instituto de Fisica, Universidade Federal Fluminense, Av. Litoranea s/n, Gragoata, Niteroi, R.J., 24210-340 Brazil 
Departamento de Fisica, Faculdad de Ciencias, Universidad de Chile, Santiago, Chile 
Departamento de Fisica, Universidade Estadual de Londrina, Londrina, Parana, Brazil 

The AMS program at the S. Paulo 9MV Tandem accelerator has been initiated with major emphasis 
on projects based on the determination of 10Be, 26Al and 36C1 concentrations. A first report on this 
program was presented at the AMS Conference in Canberra (Tenreiro et al. 1994). Since then, 
progress has been achieved on the improvement of the voltage stability of the 8UD-9MV terminal 
and the ionic optics, controlled only by electrostatic elements, except for the analyzing magnet. An 
automatic system for changing beams of different isotopes has been developed, allowing the rejec- 
tion of the stable beams before they reach the detector placed at the beam direction. The group from 
the Fluminense Federal University (UFF), in Niteroi, has helped in the design and construction of a 
new Bragg gas chamber detector, coupled with an E X DE telescope and a time-of-flight system. A 
new scattering chamber has also been designed at UFF, and it will be fully dedicated to the AMS 
program. Beams of 26A1 were produced via the 26Mg (p,n) 26Al reaction; 36C1 beams were produced 
from samples prepared from sea water from different places in South America and placed at a Cs- 
sputtering ion source. Both beams were successfully accelerated and detected. Recently, another 
group, from the Londrina State University, has joined the Brazilian AMS project. The main research 
programs related with the AMS technique, in Brazil, are based on Geological and Oceanographical 
studies. 

REFERENCE 
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AMS SAMPLE HANDLING IN GRONINGEN 

A. T. AERTS-BIJMA, H. MEIJER and J. VAN DER PLIGHT 

Centre for Isotope Research, Groningen, The Netherlands 

As is the case with the Groningen conventional laboratory, the AMS laboratory handles ca. 1000 
samples annually such as water (DIC/DOC from groundwater and the ocean), marine carbonates, 
atmospheric C02, organic deposits such as peat, soils and macrofossils, and the complete spectrum 
of archaeological datable materials. 

The organic samples are combusted in a CN-analyzer, consisting of a flash combustion/purification 
unit and on-line mass spectrometer. The CO2 is trapped cryogenically and transferred to the graphi- 
tization setup. We employ one 10-fold and one 15-fold graphitization systems (ranging from 3 to 8 
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ml), using reduction with hydrogen and Fe as catalyst. With this setup we can handle samples from 
150 mg C and up. Finally, the graphite produced is pressed in a target holder, and stored in nitrogen 
until the measurement. 

We have studied various fractionation effects occurring during the graphite production, possible 
methane production and isotope fractionation (13d, 14d) as a function of amount of CO2 left. We 

will also report on various contamination studies. 

PERFORMANCE OF 14C DATING WITH AMS AT UTRECHT 

C. ALDERLIESTEN, K. VAN DER BORG, A. F. M. DE JONG and J. E. M. J. RAAYMAKERS 

Department of Subatomic Physics, R. J. Van de Graaff Laboratorium, Utrecht University, P.O. Box 80.000, 3508 TA Utrecht, 

The Netherlands 

Since 1985, more than 5000 samples have been 14C dated with the Utrecht AMS facility. In this 
paper the present status of preparation, measurement and data analysis is discussed. A routine pro- 
cedure is followed for samples of at least 0.5 mg carbon. The 14C/12C and the 13C/12C ratio are mea- 
sured and normalized on those of the NOX standard. The AMS-measured S13C value is used to mon- 
itor the measurement and must agree within 1-2 a with that from conventional mass-spectrometry. 
Contamination in preparation and measurement is corrected for on the basis of the average value 
observed for the blanks (0.18-0.06 pMC). In routine 14C measurements on (sub)recent materials, the 
overall precision is ca. 0.4%. Measurements on samples containing <200 µg carbon reveal mass 
dependence in two respects: 1) the 14C/12C of a blank increases with decreasing amount of carbon, 
and 2) fractionation occurs in the measured 13C/12C and 14C/12C ratios with defects of 2% and 5%, 
respectively, for samples of 20µg carbon. This mass-dependent fractionation is ascribed partly to 
the sample preparation, partly to the AMS measurement. For this reason, "small" samples are com- 
pared with a set of standards and blanks with a similar mass range to correct for the mass-effects. In 
this way, we find uncertainties up to ca. 3% for samples of 20µg carbon. 

AMS PROGRAM AT THE TANDAR ACCELERATOR 

D. E. ALVAREZ, D. ABRIOLA, E. ACHTERBERG, 0. A. CAPURRO, M. DITADA, 
A. ETCHEGOYEN, A. M. FERRERO, J. 0. FERNANDEZ NIELLO, G. V. MARTI, 
A. J. PACHECO, M. RAMIREZ and J. E. TESTONI 

Departamento de Fisica, Comisibn Nacional de Energia At6mica, Avenida del Libertador 8250,1429 Buenos Aires, 
Argentina 

In this work we present the AMS program that is under development using the 20 UD electrostatic 
accelerator of the TANDAR laboratory at Buenos Aires. The preliminary measurements were done 
by tuning 14C beams. The detection system used for this test was a DE-ER telescope placed at 0°. For 
the detection of heavier isotopes some developments are being currently implemented in the Quad- 
rupole Dipole Dipole (QDD) magnetic spectrometer at the TANDAR laboratory. A mylar window 
placed at the entrance of the quadrupole piece defines a volume filled with N2 inside the spectrom- 
eter, where different isobars are expected to follow different trajectories, i.e., reaching the multiwire 
detector of the spectrometer at different positions. Furthermore, work is also in progress to construct 
a time-of-flight facility with two microchannel plates prior to the entrance to the QDD spectrometer 
to distinguish ions with different mass numbers. 
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NEW APPROACH TO NEGATIVE IONS: LASER PHOTO DETACHMENT AND 
RESONANT IONIZATION SPECTROSCOPY 

T. ANDERSEN 

Institute of Physics and Astronomy, University of Aarhus, DK-8000 Aarhus C, Denmark 

Studies of the structure and dynamics of negative ions are of fundamental interest for atomic phys- 
ics, but have also practical implications, such as providing the basis for ultra-sensitive accelerator 
mass spectroscopy (AMS). Negative ions exhibit structural properties markedly different from neu- 
tral atoms because of the extra electron being bound in a short-range potential and the important role 
played by the electron correlations. During the last year, significant experimental progress has been 
achieved by means of a newly developed technique based on resonance ionization spectroscopy, 
which will be reported with examples of its application. 

The new method is based on laser photo detachment of the negative ion, followed by state-selective 
resonance ionization of the generated neutral atom by means of photo excitation into a Rydberg 
level, with subsequent state-selective field ionization. The sensitivity and selectivity of this tech- 
nique make it possible to study even very weak photo detachment channels and to rely on s-electron 
thresholds in the measurements of electron affinities for nearly all elements. The technique has been 
used to study the structural properties (binding energies, fine-structure splittings, existence of meta- 
stable state or resonances) of the weakly bound alkaline-earth ions, which have attracted so much 
interest in recent years. The experimental binding energies and fine-structure splittings are 
improved by nearly two orders of magnitude compared to recent results yielding data, which has 
made it possible to perform critical tests of theoretical predictions. It has also been possible to unam- 
biguously clarify the nature and state composition of negative beams, to disprove previous claims to 
observation of a meta-stable component in Ca-, and to discover the long-lived unpredicted metasta- 
ble Ba' ion. 

IMPURITY DETECTION IN THE SEMICONDUCTOR INDUSTRY: CHALLENGES 
FOR AMS 

MARK ANTHONY 

Texas Instruments, Dallas, Texas, USA 

The semiconductor industry is growing at a rapid rate, with worldwide sales of >$100 billion in 
1995. Although compound semiconductors satisfy some niche roles in the industry, Si is still by far 
the dominant material in terms of market share. Many technical challenges must be addressed to 
successfully scale Si critical dimensions to the 250 nm regime in mainstream manufacturing. In 
many cases, successfully meeting these challenges requires detailed knowledge of the amount and 
location of impurity elements in Si structures at low concentrations, both laterally and in depth. This 
presentation will attempt to identify some of the technical needs for impurity detection in the semi- 
conductor industry, and to compare the strengths and weaknesses of AMS with other trace element 
methods under consideration. 
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DETECTION OF 41CA WITH 7LI37C1 MOLECULAR PILOT BEAM 

T. BABA, N. FUNAYA, N. MIYAZAKI, T. TAKAHASHI, T. KAIKURA, R. SEKI, S. SUENO 
and Y. NAGASHIMA 

AMS Group, Tandem Accelerator Center, University of Tsukuba, Japan 

The dating of foraminifera (Nagashima, Baba et al., in press), which is one of our current interests, 
is extensively studied by 14C AMS technique with 7Li2 pilot beam (Nagashima et a1.1994). As the 
next item on the dating program, dating of foraminifera with 41Ca has been tried. A long half-life of 
41Ca enables us to investigate very old foraminifera (several hundred thousand years old). Expand- 
ing the idea of the molecular pilot beam method used in 14C, 26A1, and 36C1 measurements (Nagash- 
ima et al. 1994), a 7Li37C1 molecular pilot beam has been introduced for stabilizing the terminal 
potential of 12UD pelletron machine. 

41Ca standard was prepared with the 40Ca neutron capture process in a nuclear reactor. 41Ca to 40Ca 

ratio was controlled to be 1.0510-10. Under the chemical process, the form of CaCO3 changes to 
CaF2 in order to diminish oxygen. The CaF2 sample is mixed with TiH2, and LiCI and the mixture 
is pressed into the hole of an ion source sample holder. A CaH3' negative beam was created in the 
ion source as well as the 7Li37C1 molecular pilot beam. The strong 41K background can be greatly 
decreased because there is no KH3' formation in the ion source. -1mA CaH3' current can be 
extracted and 41CaH3' and 7Li37C1' are transported into the 12UD through a 90-degree inflection 
magnet. After passing through the tandem, both 41Ca10+ and 37C19+ are analyzed by an analyzing 
magnet. Here, the 37C19+ beam can produce enough current on a pair of off-axis slits that are set at 
the image plane of the magnet and the current is used for terminal potential control. On the other 
hand, 41Ca10+ is guided into an AMS beam line and it is finally detected by a gas DE-SSD E counter. 
Overall beam transport efficiency is ca. 2.5%. We will report the method of 41Ca detection with the 
7Li37C1 molecular pilot beam in detail as well as some preliminary results of 41Ca measurements. 

REFERENCES 

Nagashima, Y. et a1.1994 Nuclear Instruments and Methods in Physics Research B92. 
Nagashima, Y., Baba, T. et al., in press, Proceedings of 7th International Conference on Heavy Ion Accelerator Technology. 

Canberra, September 1995. 

USE OF CHLORINE-36 AS TRACER FOR THE EVOLUTION OF WATERS IN 
GEOTHERMAL AND TECTONIC ACTIVE AREAS IN WESTERN TURKEY 

W. BALDERER 

Geological Institute, Engineering Geology, ETH Honggerberg, CH-8093 Zurich, Switzerland 

and 

H. A. SYNAL 

Paul Scherrer Institut, c/o Institute for Particle Physics, ETH Honggerberg, CH-8093 Zurich, Switzerland 

Within the joint, interdisciplinary project "Marmara" of ETH Zurich and the Istanbul Technical Uni- 
versity (ITO), six areas along the North Anatolian Fault Zone (Schindler et al. 1993; Straub and 
Kahle 1994) are studied. In particular, effects of active tectonics as evidenced by geology, geodesy 
and seismology on groundwater circulation and on heat flow pattern are investigated. For ground- 
waters of such tectonic active regions the problem of residence time determination arises, as the usu- 
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ally applied isotope techniques are often not appropriate because of 1) the high amount of water- 
rock interaction; 2) the underground production of nuclides in crystalline, fissured rocks in geother- 
mal conditions; 3) the occurrence of highly saline waters at boiling temperature affected by water- 
rock interaction processes; and 4) the high fluxes of CO2. Therefore, the application of the 36C1 

method looks very promising. We discuss the results of 36C1 determinations of groundwaters from 
six areas along the North Anatolian Fault zone: (from East to West) Kuzuluk/Adapazari, Yalova/ 
Gemlik, Bursa, Gonen/Yenice, Bergama and Canakkale (Tuzla/Kestanbol). 

Main subsurface effects that affect 36C1 concentration of groundwaters in tectonic active areas are: 
1) underground production; 2) leaching of rock salt (including fluid inclusions) due to water-rock 
interaction processes; 3) dissolution of limestones, especially in areas of high CO2 activity related to 
thermometamorphic processes; and 4) mixing processes of fluids with different origin/evolution 
with different chloride concentrations and 36C1/Cl ratios. Considering for each area the sources of 
36C1 and the water-rock interactions with respect to the chloride cycle, additional information on the 
ongoing processes of groundwater circulation and evolution as well as the ranges of residence times 
was gained. Dating with 36C1 is possible only if the local input ratio and exact evolution (from the 
rock environment along flow path including the geological evolution of the area) is known. Addi- 
tional information, such as independent hydrodynamic and coupled geothermal modeling as well as 
the results of other environmental isotopes, gives additional support to the interpretation described 
above. 

REFERENCES 

Schindler, C., Balderer, W., Greber, E., Imbach, Kahle, H. G., Marti, U., Straub, C., Aksoy, A., Rybach, L., Pfister, M., Pavoni, 
N. and Mayer-Rosa, D. 1993 The MARMARA Poly-Project: Tectonics and recent crustal movements revealed by Space- 
Geodesy and their interaction with the circulation of groundwater, heat flow and seismicity in northwestern Turkey. Terra 
Nova 5:164-173. 

Straub, Ch. and Kahle, H. G. 1994 Global Positioning System (GPS) estimates of crustal deformation in the Marmara Sea 

region, Northwestern Anatolia. Earth and Planetary Science Letters 121: 495-502. 

APPLICATION OF THE 36C1 METHOD FOR THE INVESTIGATION OF THE MULTI- 
LAYER AQUIFER SYSTEMS OF THE GREAT HUNGARIAN PLAIN (HUNGARY) 

W. BALDERERH -A. SYNAL,2 J. DEAK3 and W. STICHLER4 

The Great Hungarian Plain (GHP), with an areal extension of >50,000 km2, is a sedimentary basin 
in Central/Eastern Hungary. This deep depression basin was formed mainly in the late Tertiary and 
Quaternary. The continuous subsidence of the basin led to the accumulation of sedimentary layers 
of several thousands of meters of thickness. This area is well defined with respect to hydrogeology 
by its large density of wells, and has been carefully studied with respect to hydrochemistry and envi- 
ronmental isotope techniques, including noble gases (Desk et al. 1987; Stute 1989). It was therefore 
selected as appropriate for further investigations by the 36C1 method. Groundwater samples were 
collected along four different flow paths starting from the recharge areas at the southern, eastern and 
northwestern part and leading to the central part of the main discharge area of the basin. The ground- 
water samples originate from boreholes with defined depth intervals (as the screened part of the 
boreholes) within the sedimentary layers of the Quaternary aquifer (used mainly for drinking water 
supply of the towns on the plain) and the underlying thermal water aquifer of the Pannonian (late ter- 
tiary sediments of the Upper Pliocene). From the first evaluation of the data of the groundwaters 
sampled in August 1995 the following observations result: along the flow path an increase in chlo- 
ride concentration together with generally decreasing 36C1 concentrations (36C1 atoms/l of water) 
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can be recognized. Generally, groundwaters originating from boreholes at greater depths at the same 
location show lower 36C1 /Cl ratios. 

For some samples of boreholes from the same location an inverse trend is observed. Such situations 
are possibly linked to mixing phenomena due to the continuous exploitation of the groundwater 
within the quaternary aquifer as a drinking water supply. The residence times deduced from the 36C1 

results (by taking into account the chemical evolution of the waters and also the amount of under- 
ground production) will be discussed for the different flow paths and compared to the results of 
other, previously applied isotope methods. 

REFERENCES 

Deak, J., Stute, M., Rudolph, J., Sonntag, C. 1987 Determination of the flow regime of Quaternary and Pliocene layers in the 
Great Hungarian Plain (Hungary) by D, 180, 14C and noble gas measurements. Isotope Techniques in Water Resources De- 
velopment, IAEA-SM-299/39, IAEA, Vienna, 1987. 
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wasserfliesssystemen. Inaugural dissertation, Universitat Heidelberg. 

1Geological Institute, Engineering Geology, ETH Honggerberg, CH-8093 Zurich, Switzerland 
2Paul Scherrer Institut, c% Institute for Particle Physics, ETH Honggerberg, CH-8093 Zurich, Switzerland 
3Research Center for Water Resources Development, VITUKI, Budapest, Hungary 
4GSF Institute for Hydrology, Neuherberg, D-85764 Oberschleissheim, Germany 

14C/AM5 SINGLE-RING ANALYSIS OF A LATE PLEISTOCENE TASMANIAN 
CELERY-TOP PINE 

M. BARBETTI,1 C. TUNIZ,2 QUAN HUA,2 E. M. LAWSON,2 D. FINK, 2 M. A. C. HOTCHKIS,2 
G. E. JACOBSEN,2A. M. SMITH,2 G. TAYLOR,1 B. THOMSON,1 L. WEEKSI and Y. ZHA01 

Ancient conifer logs are exposed in the bed and banks of the Stanley River in western Tasmania. 
Many of them have been sampled for dendrochronology and 14C studies. In addition, several major 
excavations have been carried out in floodplain sediments up to 100 meters from the present river 
channel. Sections have been collected from over 350 well-preserved subfossil logs. They range in 
age from >48 ka to the present, with good coverage for the periods 9 ka to 3.3 ka and from 2.5 ka to 
the present. Two species are represented in the collection, Huon pine (Lagarostrobosfranklinii) and 
celery-top pine (Phyllocladus aspleniifolius), with the former more abundant. 14C measurements 
have previously been made on consecutive 10-ring samples from several logs, using classical liquid 
scintillation methods (Barbetti et al. 1992, 1995). We recently measured with a precision of 0.5 to 
1% the 14C concentrations of 77 consecutive, single-ring samples from a celery-top pine log, cata- 
logue SRT 157, dating from ca.12,70014C yr BP. The rings were separated by careful shaving, then 
milled and pretreated to isolate alpha-cellulose before combustion to CO2 and graphitization. These 
data provide a short but precise high-resolution annual record of atmospheric 14C variations when 
plotted against ring numbers, and will be used to estimate an upper limit for the amplitude of the 11- 
yr solar cycle. 

REFERENCES 

Barbetti, M., Bird, T., Dolezal, G., Taylor, G., Francey, R., Cook, E., Peterson, M. 1992 Radiocarbon variations from Tasma- 
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14th International 14C Conference. Radiocarbon 34(3): 806-817. 
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Barbetti, M., Bird, T., Dolezal, G., Taylor, G., Francey, R., Cook, E., Peterson, M.1995 Radiocarbon variations from Tasma- 
nian conifers: Results from three early Holocene logs. In Cook, G. T., Harkness, D. D., Miller, B. F. and Scott, E. M., eds., 
Proceedings of the 15th International 14C Conference. Radiocarbon 37(2): 361-369. 

Fhe NWG Macintosh Centre for Quaternary Dating, Madsen Building F09, University of Sydney, Sydney, NSW 2006 
Australia 

2Australian Nuclear Science and Technology Organisation, Private Mail Bag 1, Menai, NSW 2234 Australia 

STUDIES ON THE UPTAKE OF 26A1 INTO A CULTURED BLOOD-BRAIN BARRIER 

J. BARKER,1 R. DEANE,1 T. SIDDIQUE,1 J. ABBOTT,2 M. B. BRADBURY,2 R. EGLETON,2 
J. P. DAY, 3 S. J. KING, 3 C. OLDHAM, 3 J. F. POPPLEWELL, 3 R. G. CRESSWELL4 and 
L. K. FIFIELD4 

Aluminium has been implicated in the aetiology of Alzheimer's Disease (a form of dementia). It has 
been suggested that silicon may play a role in suppressing the uptake of aluminium into the brain by 
the formation of stable aluminosilicates. These complexes are also present in the cores of certain his- 
topathological lesions (Neuritic Plaques) in patients with Alzheimer's Disease (AD). However, it is 
not known whether the distribution of these elements is an artifact from the measurement procedure 
or a genuine co-localization. Recently, it has been shown, using accelerator mass spectrometry 
(Edwardson et al. 1993; Barker et al. 1992; Day et al. 1991; 1994) that silicon in the diet can reduce 
the gastrointestinal uptake of aluminium in humans and that most aluminium is bound to the iron- 
transporting protein transferrin in blood plasma. There is often a negative correlation between alu- 
minium and silicon in potable water supplies, and the reported geographical association between AD 
and aluminium from tapwater may be a consequence of dissolved silicon promoting the formation of 
insoluble aluminosilicates. The synergic behavior between silicon and aluminium in biological sys- 
tems is poorly understood and there is an urgent need to study both the uptake and the AI/Si interac- 
tion at the brain endothelium (Blood-Brain Barrier). 

Fully grown cells were incubated with 26A1 and stable aluminium carrier in the medium for up to 4 

hr in the presence and absence of transferrin, and in the presence of an antibody which blocks the 
interaction of the transferrin-aluminium complex to its receptor. To investigate the role of alumin- 
ium speciation, aluminium citrate and silicic acid were also used. 

At the end of the time period, the medium was removed, cells washed and samples prepared for 
counting. The full results of these studies will be presented at the meeting. 

REFERENCES 

Barker, J., Day, J. P., et a1.1992 Nuclear Instruments and Methods in Physics Research B68: 319. 
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'School of Chemical and Life Sciences, University of Greenwich, London, SE18 6PF, United Kingdom 
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3Department of Chemistry, University of Manchester, Manchester, M13 9PL, United Kingdom 
4Department of Nuclear Physics, Australian National University, Canberra, Australia 
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A NEGATIVE SURFACE IONIZATION SOURCE FOR AMS 

M. BA UER, D. DEBOFFLE, R. ME UNIER, G. RAISBECK and F. YIO U 

Centre de Spectrometrie Nucleaire et de Spectrometrie de Masse Batiment 108, 91405 Orsay, France 

For isotopes with large electronegativities (1291, 36C1) a negative ion source based on surface ioniza- 
tion is potentially very attractive, both from the point of view of efficiency, and/or selectivity from 
interfering isobars. We have constructed a prototype source based on this principle, using a heated 
surface of LaB6 or BaO. We have carried out preliminary tests of the source on the isotope separator 
SIDONIE using samples prepared from stable iodine (AgI). 

The results demonstrate the feasibility of using small samples (<60 µg iodine) and efficiencies of 
>1%. This opens up the possibility of measuring 1291/1271 ratios directly from 1 liter ocean water 
samples, without addition of carrier. 

10Be AND DUST IN POLAR ICE 

ST. BAUMGARTNER,1 J. BEER,1 G. WAGNER,1 P. KUBIK,2 M. SUTER,3 G. M. RAISBECK4 
and F. YIOU4 

The dust content of today's precipitation in the polar regions of the Earth is so small that the contri- 
bution of recycled, dust-bound 10Be to the total 10Be signal in polar snow and ice is generally 
regarded to be negligible. During the last ice age, however, dust fluxes were larger than today by at 
least one order of magnitude. One is therefore forced to examine the relevance of dust as a source of 
10Be in polar ice cores. New experimental data from the Summit GRIP ice core suggest that the ratio 
of dust adsorbed 10Be to the total 10Be content is much larger than expected, since the 10Be concen- 
tration of the dust is very high. The dust contribution to the 10Be signal, therefore, cannot be 
neglected. Its knowledge is necessary for a thorough interpretation of the whole 10Be record. 

These unexpected findings lead to some fundamental questions about possible interferences 
between the two sources of 10Be in precipitation, i.e., dust with recycled 10Be and aerosols with 
recently produced 10Be. The question has to be addressed, under which conditions the two sources 
for 10Be can be separated at all. A status report on actual problems and possible solutions will be 
given. 

1Environmental Physics, EAWAG, CH-8600 Di bendorf, Switzerland 
2Paul Scherrer Institut, c/o ETH Honggerberg, CH-8093 Zurich, Switzerland 
3Institute for Particle Physics, ETH Honggerberg, CH-8093 Zurich, Switzerland 
4Centre de Spectrometrie Nucleaire et de Spectrometrie de Masse, IN2P3-CNRS, Bat. 104-108, F- 91405 Orsay-Campus, 
France 

STATUS OF THE NSF-ARIZONA AMS LABORATORY 

J. W BECK, D. BIDDULPH, G. S. BURR, C. COURTNEY, P. E. DAMON, D. J. DONAHUE, 
A. L. HATHEWAY L. HEWITT, A. J. T. DULL, T. LANGE, N. LIFTON, R. MADDOCK, 
L. R. McHARGUE, J. M. O'MALLEYandL. J. TO OLIN 

NSF-Arizona AMS Facility, The University of Arizona, Tucson, Arizona 85721 USA 

In this paper we will present a summary of the activities at the NSF-Arizona AMS laboratory over 
the past year. In addition to a description of some of the measurements, the summary will include 
details of: 1) latest results concerning precision and accuracy of radiocarbon measurements; 2) mea- 
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surements of, and corrections for, S13C values; 3) corrections to 14C measurements for contamina- 
tion introduced in sample preparation; 4) dependence of 14C ages on sample size and target compo- 
sition; 5) properties of 10Be measurements; 6) a recent modification to the accelerator; and 7) 
planned future additions to the instrument. The particular modification to be discussed is the instal- 
lation and operating characteristics of an insulator which supports the high-voltage terminal. This 
insulator allows us to decrease the stresses on the delrin rods which are used to maintain the accel- 
erator tubes under compression. 

HIGH FREQUENCY RADIOCARBON VARIATIONS IN PACIFIC CORALS 

J. WARREN BECK, GEORGE S. BURR, DOUGLAS DONAHUE, JEANETTE O'MALLEY, 
LEAL CALSOYAS and MICHAEL SMOKER 

NSF-Arizona AMS Facility, The University of Arizona, Tucson, Arizona 85721 USA 

Modern corals from the western Pacific Ocean reveal substantial seasonal cycles in e14C when sam- 
pled at a monthly frequency. GCM model results suggest that a significant portion of these seasonal 
cycles may be advected from the equatorial Pacific region, as opposed to being of local origin. 

Coupled U/Th and 14C measurements on a long-lived (700 yr) Younger Dryas (YD) age coral reveal 
periodic inter-annual to decadal scale variability in ocean surface water e14C, with variations of 10- 
40%0o amplitudes. These periodic variations are superimposed on a long period 150%o drop in A14C 
which occurred during the YD. Carbon box model results suggest that such changes cannot plausi- 
bly be produced by changes in the Earth's magnetic field intensity, but that it is possible to produce 
such variations solely by modulating the thermohaline circulation flux associated with NADW. 

36C1 VARIATIONS IN GREENLAND ICE SINCE 1425 AD 

J. BEER, 1 CH. L UKASCZYK,1 ST. BAUMGARTNER,1 H. A. SYNAL2 and M. SUTER3 

36C1 was measured in 470 samples of a 300-m-long ice core from Dye 3, Greenland, which has been 
analyzed previously for 10Be. The 36C1 record has an annual resolution and reveals interesting fea- 
tures. The solar modulation is reflected in the Schwabe sunspot cycle as well as in the 90-yr Gleiss- 
berg cycle. The Maunder and the Spoerer minima are also present. In the 1950s the 36C1 concentra- 
tion was increased dramatically by nuclear bomb tests. 

A detailed comparison between 36C1 and 10Be measured on the same pre-bomb samples shows a rel- 
atively high similarity of the basic features of both records. However, on the average 36C1 lags 
behind 10Be by about one year. This points to a longer atmospheric residence time of 36C1 compared 
to 10Be and provides some hints to atmospheric transport processes. 

1Swiss Federal Institute for Environmental Science and Technology (EAWAG), CH-8600 Duebendorf, Switzerland 
2Paul Scherrer Institut, c/o ETH-Honggerberg, CH-8093 Zurich, Switzerland 
3Institute for Particle Physics, ETH-Honggerberg, CH-8093 Zurich, Switzerland 

WEAKLY BOUND NEGATIVE IONS STUDIED BY LASER EXCITATION AND AMS 

D. BERKOVITS,1 S. GHELBERG,10. HEBER2 and M. PA ULI 

Properties of weakly bound elemental and molecular negative ions (electron affinity and photode- 
tachment cross section) are measured by combination of laser excitation and AMS techniques. The 
photodetachment cross section is determined by measuring the depletion of negative ions through 
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laser light. The electron affinity is obtained by varying the photon energy and studying the excitation 
function near a threshold corresponding to a state in the neutral atom. The negative ion beam formed 
in a Cs+ sputter source is alternately transmitted after colinear interaction with a 25 Hz dye laser 
pulse or with no laser interaction. Transmitted ions are analyzed by AMS and counted. For elements 
with very small affinities, the yield of negative ions is usually weak due either to low probability of 
formation or to other effects (e.g., decay by black-body radiation). When, in addition, the ion mass 
is large, the ion beam contains usually high-intensity backgrounds of negative molecular ions of 
equal mass number. The use of AMS to tag the ion species interacting with the laser pulse is then 
essential. The energy of individual laser pulses corresponding to every detected ion is measured, 
allowing for a direct measurement of the absolute photodetachment cross section. An alternative 
technique designed to make measurements close to threshold (small cross sections) more sensitive, 
is based on the detection of the neutral reaction products rather than the depleted negative ion beam. 
Negative ions interact with the laser pulse in the tandem terminal and neutral products are separated 
from the negative ion beam and identified by AMS after a subsequent stripping along the high- 
energy accelerating tube. We measured absolute photodetachment cross sections of Sr- ions inter- 
acting with photons at energies near the threshold corresponding to the first excited state of the neu- 
tral Sr atom. By fitting a theoretical law to the measured excitation function an electron affinity of 
48 ± 6 MeV has been determined (Berkovits et al. 1995). Negative ions of lanthanide and actinide 
elements are under investigation. The experimentally measured electron affinities and the absolute 
cross sections are a guide to theoretical atomic calculations since they constitute a sensitive test of 
the accuracy of the wave functions used. This is especially true for the group of the lanthanide and 
actinide elements, where very little experimental information exists. 

REFERENCE 

Berkovits, D., Boaretto, E., Ghelberg, S., Heber, 0. and Paul, M. 1995 Physical Review Letters 75: 414. 

1Racah Institute of Physics, Hebrew University, Jerusalem, Israel 91904 
2Accelerator Laboratory, Weizmann Institute, Rehovot, Israel 76100 

RECENT EXAMPLES OF 14C0-AMS APPLICATIONS IN THE STRATOSPHERE AND 
TROPOSPHERE 

CARL A. M. BRENNINKMEIJER 

Max Planck Institute for Chemistry, Atmospheric Chemistry Division, Mainz, Germany 

Good progress has been made in the application of AMS in atmospheric chemistry. After the exten- 
sive, more traditional measurements of atmospheric carbon dioxide using conventional radiocarbon 
dating, methane 14C levels have been established using AMS, and presently this technique allows us 
to obtain 14C0 observations. Using air samples of some several hundred liters of air, it has been 
established that the lowest levels occur, as expected, in the troposphere, where summertime minima 
of 5 molecules 14C0 per cm3 of air were detected. In the lowermost high latitude stratosphere the 
highest recorded level so far is 200 molecules 14C0 per cm3 of air (in descending polar vortex air at 
200 hPa). This enormous gradient offers some exiting applications. In particular it will give an 
unprecedented test for our quantitative estimates of the intensity of troposphere-stratosphere 
exchange, which traditionally has been repeatedly discussed in relation with the flux of ozone from 
the stratosphere into the troposphere. In fact the good old 14C02 (carbon-14 dioxide) from the atmo- 
spheric bomb tests has been one of the few benchmarks for estimating stratospheric residence times 
so far. 
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However, a most exciting application is the assessment of tropospheric OH, which is based on the 
fact that the dominant sink of 14CO is OH, via 14CO + OH (14CO2 + H). This OH radical is extremely 
short lived and it defies large-scale direct measurement, yet it is fundamental to the photochemical 
cleaning process of the atmosphere. The first results we have obtained showed that probably the 
established OH values had been too low by ca. 20%, and indeed, just recently the independent esti- 
mates for OH have been "re-adjusted". This meant, for instance, that the lifetime of the greenhouse 
gas methane in the atmosphere has been scaled down from ca. 9 to 8 yr. Although this fact has 
almost gone unnoticed, we are looking forward to a most rewarding application of 14C0 which will 
help to better constrain 1) stratosphere-troposphere exchange, 2) meridional transport, and 3) tropo- 
spheric OH levels. We will present and discuss the latest results in the use of 14CO. 

CORRECTIONS FOR CONTAMINATION BACKGROUND IN AMS 14C 

MEASUREMENTS 

T. A. BROWN and J. R. SOUTHON 

Center for Accelerator Mass Spectrometry, Lawrence Livermore National Laboratory, Livermore, California 94551 USA 

Measurements of 14C/13C ratios of a standard material (HOxI) and 14C "dead" materials have been 
made that span the mass range from ca. 10 µg to 2 mg. These measurements have allowed the deter- 
mination of both the amount of the contaminant carbon introduced during sample processing in our 
laboratory and 14C content of the contaminant carbon. These data have been used to correct 14C/13C 

ratios obtained for a test sample ca. one half-life old for influence of the background contaminant. 
The 14C/13C ratios measured for the test sample span the 10 µg to 2 mg mass range and the correc- 
tions have been made using three different formulae. The results obtained from these calculations 
allow the accuracy of these background correction formulae to be evaluated. 

This work was performed under the auspices of the U.S. Department of Energy at the Lawrence Liv- 
ermore National Laboratory under contract W-7405-Eng-48. 

A RADIOCARBON CALIBRATION DURING THE LAST DEGLACIATION BASED ON 
TIMS 230Th AGES OF AMS 14C DATED CORALS FROM VANUATU, NEW HEBRIDES 

G. S. BURR,1 S. C. GRAY,Z3 R. L. EDWARDS,3 F. W. TAYLOR,4 D. J. DONAHUE,1 J. RECY,S 
G. CABIOCHS and J. W. BECKI 

Radiocarbon calibration beyond the range of tree rings is critical not only to improve the accuracy 
of 14C ages and correlations, but also because the pattern of secular variation gives important clues 
about the nature of deglacial climate transitions. Previous dating studies of corals have demon- 
strated that 230Th ages give an independent calibration of the 14C time scale beyond the limits of den- 
drocalibration. We present a comparison of high-precision thermal ionization mass spectrometry 
(TIMS) U/Th ages to AMS 14C ages of corals drilled from an uplifted reef along the coast of Tas- 
maloum, Espiritu Santo, Vanuatu. Tectonic uplift of the coastline provided a substrate for a rela- 
tively continuous sequence of reef growth during periods of rapid post-glacial sea-level rise between 
14 and 7 thousand years ago during the transition from full glacial to full interglacial conditions. The 
Vanuatu coral calibration indicates an overall pattern of decreasing 14C/12C throughout the last 
deglaciation. However, superimposed upon this gradual trend, the Vanuatu calibration shows two 
prominent 14C plateaux/reversals that are temporally correlated with two 14C plateaux identified in 
terrestrial varved 14C calibrations. Assuming a constant reservoir age of the surface waters, these 
features would suggest a rapid decrease in atmospheric 14C/12C (from --250%o to 130%o) between 
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14,800 ± 100 and 14,150 ± 70 230Th yr BP, followed by a rise in e14C to -200%o by 12,600 ± 60 
230Th yr BP, followed by a second large drop in e14C of N120%o between 12,300 and 11,000 yr BP. 

Local or regional changes in the reservoir age may account for part of the observed &4C change. 
However, the fact that these drops are temporally correlated with independent evidence of NADW 
"turn on" at 14,700, and 12,500 yr BP and two distinct periods of rapid warming recorded in ice 
cores and terrestrial paleoclimate records suggests that global changes in ocean circulation were an 
important contributing factor. The high magnitude and rapidity (>80%o in <800 yr) of these e14C 
shifts could result from rapid ventilation and outflow of 14C-depleted water from the Southern 
Ocean into the South Pacific thermocline following long periods of reduced outflow and decay of 
oceanic 14C trapped in the deep waters around Antarctica. These ventilation events may be induced 
by increases in the flux of NADW and/or shifts in the latitude of the maximum southern-hemisphere 
westerly wind belt. The results of this study underscore the need for high-resolution studies of e14C 
variation from around the world during these specific time intervals. 

1Physics Department, The University of Arizona, Tucson, Arizona 85721 USA 
2Marine and Environmental Studies, University of San Diego, Alcala Park, San Diego, California 92110 USA 
MMinnesota Isotope Lab, Department of Geology and Geophysics, University of Minnesota, Minneapolis, Minnesota 55455 
USA 

4University of Texas Institute for Geophysics and Department of Geological Sciences, 8701 Mopac Blvd., Austin, Texas 
78759-8345 USA 

SORSTOM, Lab. Geodynamique Sous-Marine, B.P. 48, 06230 Villefranche/mer, France 

RADIOCARBON DATING OF DISSOLVED ORGANIC AND INORGANIC 
COMPONENTS IN GROUNDWATER 

G. S. BURR,1 J. M. THOMAS2 and C. COURTNEYI 

This study compares radiocarbon dates and g13C measurements of dissolved inorganic carbon (DIC) 
and dissolved organic carbon (DOC) from the same groundwater samples. Water samples were 
taken from several carbonate aquifers in southern Nevada. Dissolved inorganic fractions were sep- 
arated by acidifying the water under a vacuum. Dissolved organic fractions were collected with an 
Amicon 8400 stirred cell ultrafiltration unit. Subfractions of low molecular weight (LMW), middle 
molecular weight (MMW) and high molecular weight (HMW) were collected using Amicon Diaflo 
YM1 and YM3 ultrafilters. The LMW fraction contained material with molecular weights below 
1000 amu. The molecular weight of the MMW fraction ranged from 1000 to 3000 amu and the 
HMW fraction contained material with molecular weights >3000 amu. Each of these fractions was 
concentrated with the ultrafiltration unit, freeze-dried, combusted, and reduced to graphite for AMS 
analysis. 

Results suggest that the HMW fraction is the best DOC component to use for 14C dating. Dates 
derived from the HMW fraction are broadly consistent with dates derived from hydraulic models 
and from chemical mass balance models based on DIC measurements. For younger samples (less 
than a few 100 years), the 14C concentration of the DIC fraction is higher than that of the HMW frac- 
tion, but for older samples, the opposite relationship is observed. Details of the technique will be dis- 
cussed, with a comparison of this method to published studies using other methods to isolate DOC 
in groundwater. 

1NSF-Arizona AMS Facility, The University of Arizona, PAS Building, Tucson, Arizona 85721 USA 
2U.S. Geological Survey, Water Resources Division, 333 W. Nye Lane, Carson City, Nevada 89706 USA 
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INVESTIGATION OF THE QUATERNARY HISTORY OF THE COLORADO RIVER 
USING COSMOGENIC RADIONUCLIDES 

M. W. CAFFEE,1 R. C. FINKEL,1 I. LUCCHITTA,2 S. DAVIS3 and M. DAVIS3 

Cosmic-ray-produced radionuclides in surface samples are being used to investigate the emplace- 

ment of colluvial and fluvial deposits in the eastern Grand Canyon, between Lee's Ferry and Unkar 

Creek. The colluvial surfaces in this reach of the Colorado River are mantled by debris-flow depos- 
its emplaced by tributary washes or on pediments, whereas the fluvial surfaces are comprised of 
river gravels. Downcutting of the Colorado River punctuated by periods of stasis or aggradation 

resulted in the formation of multiple terraces in which the lowest levels are the youngest. The terrace 

levels were identified on the basis on morphostratigraphy. These surfaces are mantled by locally 

derived rocks, many of which contain chert. Cosmogenic 10Be and 26A1 are produced by cosmic ray 

interactions in chert so these samples should help to establish a chronology for aggradation events 

in this portion of the Grand Canyon. Soil samples were also obtained from most surfaces sampled 

for cosmogenic radionuclide measurements, providing a means for calibrating and constraining 
models of carbonate formation. 

In the samples analyzed to date we have demonstrated that chert is a suitable mineral for surface 

exposure dating. The surfaces have exposure ages ranging from <2000 yr to >100 ka and the lowest 

level surfaces yield the youngest ages. Based on the ages of the youngest colluvial surfaces, which 

are dated by archaeological methods, and on the overall consistency of the surface exposure ages, 

we believe that most samples do not contain inherited cosmogenic 10Be and 26A1. The older surfaces 

show evidence of degradation and yield exposure ages less than would be indicated by their strati- 

graphic level. 

This work performed under the auspices of the U.S. Department of Energy at the Lawrence Liver- 

more National Laboratory under contract W 7405-Eng-48. 

1Center for Accelerator Mass Spectrometry, Lawrence Livermore National Laboratory and Earth Sciences Division, Liver- 

more, California 94551 USA 
2U.5. Geological Survey, Flagstaff, Arizona 86001 USA 

3Georgetown, California 95634 USA 

TRACING THE ENVIRONMENTAL EFFECT OF NUCLEAR-WASTE DISPOSAL TO 
THE OB RIVER SYSTEM IN CENTRAL SIBERIA, RUSSIA USING ACCELERATOR 
MASS SPECTROMETRY 

L. DEWAYNE CECIL,1 EDWARD R. LANDA,1 RICHARD KARNISH,1 STEPHAN VOGT, 2 

PANKAJ SHARMA, 2 DAVID ELMORE, 2 ROGER BERNABEE, 3 RODGER WILLIAMS, 3 

G UY MARLETTE3 and SHELLY SAYER3 

In May and June 1995, a Russian-American research team sampled the flowing Ob River system, 

including the suspended and bed sediments, for determination of radionuclide concentrations. The 

research team consisted of seven Russian scientists from the State Hydrologic Institute, St. Peters- 

burg, and four hydrologists from the U.S. Geological Survey (USGS). Water samples were collected 

using high-volume peristaltic pumps, then were prefiltered through 63-micrometer (µm) nylon 

media and filtered sequentially through 0.45-µm and 10,000-dalton tangential-flow ultrafiltration 

systems. Samples were collected from five stations along the Ob River system representing channel 

length of >3,500 km from the headwaters in central Siberia to the Ob Gulf on the Kara Sea. 1\vo 
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known nuclear-weapons production facilities on this river system are the probable sources of the 
radionuclides measured. 

Chlorine-36 (36C1) concentrations were determined by accelerator mass spectrometry (AMS) for 
500 mL (milliliter) water samples prefiltered through the 63-µm nylon media. Concentrations of 
36C1 were measured at all five stations and ranged from 4.0 ± 0.1 x 101 atoms/L for the sample only 
influenced by nuclear-weapons testing and not by waste disposal (station 1) to 2.4 ± .03 x 109 atoms/ 
L for the sample nearest a plutonium production facility (station 2). The 36C1 concentration for the 
sample from the station most distant from any waste source and nearest to the Ob Gulf (station 5) 
was 5.0 ± 0.2 x 108 atoms/L. 

Plutonium (Pu) isotopic concentrations and strontium-90 (90Sr) concentrations were determined by 
conventional decay-counting methods. The only Pu isotopes detected in 20 L water samples were 
238Pu at station 1 and 239Pu at station 2. No detectable concentrations of 90Sr were measured in 400 
mL water samples from any of the stations. Gamma-spectroscopy measurements also showed no 
detectable concentrations of anthropogenic gamma-emitting radionuclides from the 20 L water sam- 
ples. These results suggest that AMS offers a method of determining radioactivity concentrations in 
the environment at greater distances away from a source than do conventional decay-counting meth- 
ods because of the smaller analytical method detection limit associated with AMS for select radio- 
nuclides. 

IU.S. Geological Survey, Idaho Falls, Idaho 83403 USA 
2PRIME Lab, Purdue University, West Lafayette, Indiana 47907 USA 
3U.S. Department of Energy, Idaho Falls, Idaho 83403 USA 

BOMB-PRODUCED CHLORINE-36 FLUX CALCULATED FROM MID-LATITUDE 
GLACIAL ICE OF NORTH AMERICA 

L. DEWAYNE CECIL 

U.S. Geological Survey, Idaho National Engineering, Laboratory Project Office, Idaho Falls, Idaho, USA 

and 

STEPHAN VOGT 

Purdue University, West Lafayette, Indiana, USA 

In 1991, the U.S. Geological Survey collected a 159.7-m ice core from the Upper Fremont Glacier 
in the Wind River Range, Wyoming (Naftz et al. 1993). In 1994, the ice was processed at the 
National Ice Core Laboratory in Denver, Colorado, and analyzed for chlorine-36 (36C1) by acceler- 
ator mass spectrometry at Purdue University. A tritium bomb peak identified in the work by Naftz 
and others was used as a marker to estimate the depth of bomb-produced 36C1. Tritium concentra- 
tions ranged from 0 tritium units (TU) for older ice to >300 TO at 29 m below the ice surface, a 
depth that includes ice that was deposited during nuclear-weapons tests through the early 1960s. 
Maximum 36C1 production during nuclear-weapons tests was in the late 1950s; therefore, the analy- 
ses were performed on ice from a depth of 29.8 to 32 m. Calculated flux for 36C1 in ice deposited in 
the late 1950s ranged from 4.5 ± 0.1x106 atoms/cm2 yr for a 0.6-m section of ice centered at a depth 
of 30.1 m to 11 ± 0.2 x 106 atoms/cm2 yr for a 0.5-m section of ice centered at a depth of 31.8 m. Ice 
samples from a depth of 104.7 to 106.3 m were selected to represent pre-weapons tests 36C1 flux. 
Calculated flux for 36C1 in this deeper ice was 1.7 ± 0.2 x 105 atoms/cm2 yr for a 0.8-m section of 
ice centered at a depth of 105.1 m and 7.4 ± 0.4 x 105 atoms/cm2 yr for a 0.8-m section of ice cen- 
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tered at a depth of 105.9 m. These flux calculations from the Upper Fremont Glacier analyses are the 
first for bomb-produced 36C1 in ice from a mid-latitude glacier in North America. 

REFERENCE 

Naftz, D. L., Schuster, P. F., Reddy, M. M. and Michel, R. L. 1993 Evidence of rapid climate shift during the termination of 
the Little Ice Age in south-central North America. Transcripts of theAmerican Geophysical Union 74: 264. 

'4C ANALYSIS ON THE SINR MINI-CYCLOTRON AMS 

MAOBAI CHEN, DEMING LI, SENLIN X U, G UOSHENG CHEN, LI GONG SHEN, 
XIANGSHUN L U, YUEXIANG ZHANG, YINGJI ZHANG 

Shanghai Institute of Nuclear Research, Academia Sinica, P.O. Box 800204, Shanghai 201800 China 

and 

WEIJIAN ZHOU 

X'ian Laboratory of Loess and Quaternary Geology, Academia Sinica, China 

Since the completion of the first phase of the minicyclotron AMS in 1993, the facility SMCAMS has 
been steadily operated and greatly improved. To put this facility into practical use, endeavors in 
three areas have been made. The home-designed multi-sample device for the vertical Cs sputter neg- 
ative ion source has been assembled on the injector of the minicyclotron and has been working rou- 
tinely. The "slow" alternate acceleration of 12C, 13C and 14C has also preceded, and has showed that 
the read-out of the three kinds of particles is reproducible, which implies machine performance is 

stable. Five new power supplies for "fast" alternate acceleration have been delivered to our labora- 
tory, but haven't been tested yet. In the meantime, we spent a lot of energy in increasing the 14C 

counts to >5 cps from 1-1.5 cps for modern samples made from sugar by finely adjusting the 
machine, redesigning the accelerating electrodes, improving the vacuum and further suppressing 
secondary electron and X-ray interference to the micro-channel plate detector. We are feeling confi- 
dent of further increasing the 14C counts to well above 10 cps, if some tested techniques (such as a 

buncher) can be applied and some explored problems can be solved. 

Since early this year, the 14C analysis has proceeded on this facility, and the optimum method of 14C 

analysis on the SMCAMS has been explored arising from the different 14C analysis principle 
between tandem AMS and minicyclotron AMS. In this paper, improvements of the facility will be 

summarized, the results of 14C measurements will be presented and analysis principle will be 
described. Finally, the potentials of this facility will be highlighted. 
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ANIMAL STUDIES OF Al METABOLISM WITH AMS TECHNIQUE 

XIAOW U CHENG, NAXI U WANG, WEINAN ZHO U, LIANFAN LI U, HUI YUAN QI U, 
GUOYUAN SUN, SHIYU HE 

Shanghai Institute of Nuclear Research, Academia Sinica, P.O. Box 800-204, Shanghai 201800 China 

HANMIN ZHU, SHUYING CHEN and R UIPIN HAN 

Shanghai Institute of Senile Diseases, Shanghai 200040 China 

Animal tests have been performed to study the correlation of Al metabolism and senile dementia. 
Four groups of lab rats were fed with normal food, normal food with low and high aluminium con- 
tents and high aluminium content plus calcium and magnesium respectively for six to 12 months. At 
the end of this period, a mapping test was made to record the degree of cognitive degeneration. Half 
of the rats were sacrificed and Al contents in serum and various organs measured by atomic absorp- 
tion spectroscopy. The other half were injected with 26A1, killed after 5,10,15, 25 and 35 days and 
26A1 contents measured by AMS. The distribution of Al and 26A1 was analyzed and the correlation 
of the accumulation of 26A1 with the initial Al content and dementia was studied. 

MEASUREMENT OF 81} IN THE ATMOSPHERE 

P. COLL ON,1 T. ANTAVA, 2 B. DAVIDS, 2 M. FA UERBACH, 2 R. HARKEWICZ, 2 

M. HELLSTROM,2 W. KUTSCHERA,1 D. MORRISSEY,2 R. PARDO,3 M. PAUL,4 
B. SHERRILL2 and M. STEINER2 

We present the first AMS measurement of the 81Kr concentration in atmospheric krypton. Our 
result, 81Kr/Kr = (5.3 t 1.2) x 10'13, agrees well with previously known values from low-level- 
counting of pre-nuclear krypton. This experiment is part of a program to develop AMS for long- 
lived noble gas radionuclides (Kutschera et a1.1994). Since noble gases do not form stable negative 
ions, these measurements are performed with positive-ion machines. 

The use of 81Kr (t/ = 2.1 x 105 a) as a valuable tracer was suggested by H. Oeschger (1987) at the 
Niagara-on-the-Lake AMS conference in 1987. The main interest of 81Kr lies in the possibility it 
provides for dating deep ice from the polar ice caps, and old groundwater. Due to its favorable 
goechemical properties it is possibly the only cosmogenic radionuclide that has the potential to 
become a reliable absolute chronometer for these applications. However, the extremely low concen- 
tration of 81Kr in these reservoirs (1000 atoms per kg ice or water) demands a very high overall 
detection efficiency. 

We have performed first AMS measurements of 81Kr in atmospheric krypton using the supercon- 
ducting electron cyclotron resonance source coupled to the K1200 Cyclotron of Michigan State Uni- 
versity. The main technical problem for the detection of 81Kr with AMS resides in the separation 
from the isobaric 81Br background. As there is still very little understanding of the source of bromine 
we concentrated our efforts on the separation of 81Kr from 81Br using full stripping. 

After the acceleration of 81Kr17+ to 45 MeV/A in the cyclotron, the ion passed through a Be foil (18.8 
mg/cm2). The fully-stripped 81Kr36+ (-70%) is then separated from the 81Br35+ using the A1200 frag- 
ment separator. Various experimental configurations as well as support gasses and stripper foils have 
been tested in an attempt to optimize this method. A summary of the results for natural and neutron- 
activated 81Kr samples is given below. 
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Sample 

84+86Kr18+ Total 81Kr Background Run time 
(euA) (counts) (counts) (min) 81Kr/Kr measured 

N-act (2.2±0.2)x10-10 28.5 1044 1 22 Reference value 
N-act (1.4±0.2)x1011 17.2 373 16 219 (1.3 ± 0.2)x 10'11 
Natural (5.2±0.6)x10'13 19.3 34 3 405 (5.3 ± 1.2)x 10'13 
86Kr Depleted in 81Kr 21.3 7 3 413 (6.0 ± 4.8)x 1014 

In order to handle small gas samples (.'.3cc gas STP) a portable computer-controlled gas handling 
system was developed. The basic concept was adapted from the Oxford CO2 gas source (Bronk and 
Hedges 1990). Our system was designed to retain any bromine contamination from the sample gas 
in a heatable cold trap before the krypton sample is released into the ion source. First tests at the 
MSU cyclotron will be reported. 

REFERENCES 

Bronk, C. R. and Hedges, R. E. M.1990 A gaseous ion source for routine AMS radiocarbon dating. Nuclear Instruments and 
Methods in Physics Research B52: 322-326. 

Kutschera, W. et al. 1994 Long-lived noble gas radionuclides. Nuclear Instruments and Methods in Physics Research B92: 

241-248. 
Oeschger, H. 1987 AMS and Ice Core Research. Nuclear Instruments and Methods in Physics Research B29:196-202. 

'Institut fur Radiumforschung and Kernphysik der Universitat Wien, Boltzmanngasse 3,1090 Vienna, Austria 
2Cyclotron Laboratory, Michigan State University, East Lansing, Michigan 48824 USA 
3Physics Division, Argonne National Laboratory, Argonne, Illinois 60439 USA 
4Racah Institute for Physics, Hebrew University of Jerusalem, Israel 91904 

IS 360 FROM WEAPONS TEST FALLOUT STILL CYCLING IN THE ATMOSPHERE? 

R. J. CORNETT, H. R. ANDREWS, L. A. CHANT, W. G. DAVIES, B. F. GREINER, V. IMAHORI, 
V. T. KOSLOWSKY, J. C. D. MILTON and G. M. MILTON 

Atomic Energy of Canada, Chalk River Laboratories, Chalk River, Ontario, Canada KOJ 1J0 

36C1 concentrations in many surface waters are higher than those expected from natural production 
and fallout from the atmosphere. This suggests that either the existing models of 36C1 underestimate 
fallout or that there is another source of 36C1. We tested the hypothesis that 36C1 concentrations in 
these systems are elevated because 36C1 from weapons test fallout is still cycling through the bio- 
sphere. Here we present four sets of observations to support this interpretation of the elevated con- 
centrations of 36C1. 

1. 36C1 concentrations in small lakes and streams are higher than those measured in snow and rain, 
2. 36C1 concentrations in shallow groundwaters (that do not contain 3H) are lower than those mea- 

sured in surface waters, 
3. 36C1 concentrations in biological tissues such as tree wood, and litter, etc., are much higher than 

values expected in natural precipitation, and 
4. Organic compounds collected from air contain Cl and 36C1, thus providing a mechanism to 

recycle the isotope in different environmental pools; however, the quantity of organic 36C1 was 
very small. 

These observations are consistent with the observations by Milton et al. (1994, NIMB) and (1995 
GSA). 36C1 is moving through the biosphere at a slower rate than that of a non-reactive anion or 
water. The pulse of 36C1 that was introduced into the atmosphere >30 yr ago is still present in vege- 
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tation, organic compounds and soil and this 36C1 is slowly leaching into surface waters. The lag 
between 36C1 fallout and transport is not seen in data collected from ice cores because these abiotic 
glacial systems are dominated by the input in rain and snow and they do not have a significant biotic 
cycle. The behavior of 36C1 cannot be inferred from the distribution of C1 because the C1 mass bal- 
ance is near or at steady state. The non-conservative behavior of 36C1 should be considered in waste 
management assessments and when 36C1 is used as a tracer in hydrologic studies when the potential 
for biotic cycling is significant. 

36C1 AND 1291 IN TEETH AND BONES 

R. J. CORNETT, L. CHANT, H. R. ANDREWS, W. G. DAVIES, B. F. GREINER, Y. IMAHORI, 
V. T. KOSLOWSKY, T. KOTZER, J. C. D. MILTON and G. M. MILTON 

Atomic Energy of Canada, Chalk River Laboratories, Chalk River, Ontario, Canada KOJ 1J0 

Can 36C1 and 1291 concentrations or atom ratios in teeth and bone be used in dosimetric studies and 
to date old archeological materials? 

Measurements of 36C1 in inert biological matrices have the potential to provide a record of exposure 
to high neutron fluxes (e.g., for the A-bomb victims and survivors). Both 36C1 and 1291 could also 
provide information on exposures to radioiodine and volatile compounds by inhalation and/or inges- 
tion of contaminated foodstuffs following public exposure to a release of radionuclides (e.g., for 
people contaminated during the Chernobyl accident). 

Measurements of 36C1 and 129I in archeological specimens of bone and teeth may provide a method- 
ology to determine the age of samples that cover a range of ages from -100k to -200k and 15M to 
75M yr before present, respectively. Samples in these age ranges are often difficult to date directly 
and these inert biological matrices have the potential to provide an age estimate for the actual sample. 

In this presentation we will demonstrate that four of the six key issues needed to exploit these poten- 
tial records of 36C1 and 1291 in teeth and bone have been resolved: 

1. A pyrolytic technique to extract the isotopes has been developed, tested and proven to extract 
the isotopes and stable analog without introducing contamination. 

2. Sufficient I and Cl can be extracted to provide a sample for measurement by AMS. Stable chlo- 
rine and iodine measured in teeth and bone in concentrations range from 100 to 2000 ppm and 
<1 to 20 ppm, respectively, and 

3. 36C1 and 1291 concentrations measured in samples of teeth and bone that were exposed to known 
amounts of the isotopes during weapons testing have the expected concentrations of the iso- 
topes. 

We must still demonstrate that: 

4. The initial concentrations of the two isotopes can be estimated accurately in order to calculate 
a date or subtract a background for dosimetry studies, 

5. The 36C1 and 129I atom ratios that form the records in the teeth and bone are stable over the time 
period of interest, and 

6. The estimates obtained from 36C1 and 129I are congruent with other dosimetry or age data. 

Preliminary studies of these later three issues are encouraging and support the use of 36C1 and 1291 in 
these new applications. 
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129IODINE DISTRIBUTION AROUND CHERNOBYL 

R. J. CORNETT, L.A. CHANT, M. BALANOV, H. R. ANDREWS, W. G. DAVIES, B. F. GREINER, 
Y. IMAHORI, V. T. KOSLOWSKY, J. C. D. MILTON and G. M. MILTON 

Atomic Energy of Canada, Chalk River Laboratories, Chalk River, Ontario, Canada KOJ 1J0 

Radio-iodine isotopes were released from the reactor during and following the Chernobyl accident. 
A slight excess of thyroid cancers has been reported since the accident and it is postulated that this 
increase in thyroid cancers results from the exposure of members of the population to the short-lived 
isotopes of iodine (123I to 1351) during and immediately following the release. Since the longest phys- 
ical half-life of these isotopes is 8 days and conditions during and immediately following the acci- 
dent were difficult to assess precisely, an accurate estimate of the dose received from exposure to 
radio-iodine is difficult. 

We report analyses of the long-lived radio-iodine isotope, 1291, by accelerator mass spectrometry 
(AMS) performed at Chalk River Laboratories. We have used these AMS measurements to provide 
an independent estimate of the distribution of radio-iodine after the accident and to estimate the 
exposure of members of the public. Elevated concentrations of 1291 were measured in soils and 
lichen samples collected from a number of regions that received fallout from the accident. Concen- 
trations ranged from 6 to 80 mBq kgof sample and the atom ratio of 1291:1271 ranged from 1 to 
40x107. Concentrations in the soils and in the lichens were very similar. 

The 1291 concentrations correlate with measurements of 137Cs within an individual region. However, 
the relationship between 1291 and 137Cs is different in different areas. The regional distribution of 1291 

also correlates with that of 1311. The distribution of these isotopes is consistent with the observations 
made during the accident that the radionuclide composition of the plume and subsequent fallout 
from the plume changed through out the event. This study supports the application of 1291 measure- 
ments to reconstruct the radio-iodine dosimetry and indicates that measurements on a variety of 
material including lichens, soil, foodstuffs and even the extracted teeth of individuals can provide 
valuable information on the exposure of individuals to radio-iodine. 

NEW HEAVY ION LINE AT GIF-SUR-YVETTE 

E. COTTEREA U,1 G. RAISBECK,1 '2 F. YIO U,1'2 D. DEBOFFLE,1,2 J. LESTRING UEZ,1,2 

S. HAIN2 and D. De ZERTUCHA2 

As reported at AMS-6, since 1990 we have proposed the addition of a beam line to the Gif sur Yvette 
AMS facility capable of analyzing isotopes over the whole periodic table. Approval of this line was 
given in January 1995, and construction is nearing completion. The line, very similar to that 
installed at IsoTrace, includes a double-focussing magnet (mass energy product of 150 Mev.amu 
and M/AM=2600) and a 45° electrostatic deflector (resolution=900). The initial application will be 
the analysis of 129I for use both as an oceanographic tracer and in nuclear waste studies. We hope to 
be able to report on the first tests by the time of the meeting. 

1Centre de Spectrometrie Nucleaire et de Spectrometrie de Masse, Bat 108, 91405 Orsay, France 
2TANDETRON, Domaine du C.N.R.S., Batiment 30, 91190 Gif sur Yvette, France 
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TRACKING BIOMASS BURNING AEROSOL: FROM THE COMBUSTION 
LABORATORY TO SUMMIT, GREENLAND 

L. A. CURRIE, B. A. BENNER, G. A. KLOUDA, J. M. CONNY 

Chemical Science and Technology Laboratory, National Institute of Standards and Technology, Gaithersburg, Maryland 
20899 USA 

and 

J. E. DIBB 

Glacier Research Group, Institute for the Study of Earth, Oceans and Space, University of New Hampshire, Durham, 
New Hampshire 03824 USA 

Because of its potentially profound influences on tropospheric ozone formation, visibility and cli- 
mate, there is increasing interest in tracking and quantifying sources of biomass burning aerosol, 
especially in cases of long range transport. Among the many potential tracers for combustion aero- 
sol,14C is perhaps the most important because of its unique ability to apportion biomass and fossil 
carbon; and recent advances in accelerator mass spectrometry have made 14C "dating" of remote 
carbonaceous aerosol practicable, as a result of its near microgram level sensitivity. Other tracers 
such as potassium, ammonium, elemental and organic carbon, and specific classes of organics, such 
as polycyclic aromatic hydrocarbons are also widely used because of economy and/or enhanced sen- 
sitivity. Such tracers, or molecular markers, however, provide indirect evidence of biomass (or fos- 
sil) burning aerosol, so one of the most vital applications of 14C metrology is to assess the validity 
of such alternative tracers. 

We shall report on a number of instances where 14C validation (or non-validation) is playing a crit- 
ical role in regional and remote field studies, such as the application of mineral-corrected potassium 
to urban woodburning soot apportionment, and the application of ammonium and ion balance data 
to the identification of biomass burning aerosol transported to Summit Greenland, and to the devel- 
opment of the biomass burning record from snowpit and ice core data. The latter work is in an early 
stage, but already we have observed correlation between greatly enhanced trace organics with potas- 
sium, ammonium, and an ion balance variable in a Summit Greenland air particulate sample col- 
lected on 5 August 1994. Also, previously reported back trajectories for this sample showed strong 
transport over biomass fires in northern Canada. Complementing this work, the 1995 season at Sum- 
mit provided an opportunity to look for the August 1994 biomass burning signal in snow pits, and 
to search for ionic, organic and isotopic biomass burning signatures in 1995 surface snow and atmo- 
spheric aerosol collected directly on quartz filters. A progress report on this work will be presented, 
together with vital supporting laboratory work on the combustion process, and on the production of 
trace organic and isotopic standards for carbonaceous aerosol research. The former, combustion 
studies proved extremely important in showing the relationship between trace organic aerosol com- 
position, fuel type, and combustion stage; the latter, which includes the development of a carbon- 
aceous particle filter standard, is vital to control the quality of carbon measurements in the remote, 
polar (Arctic) region where aerosol carbon is in the mg/m3 range, while its concentration in the snow 
and ice is of the order of ng/g. 
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RADIOCARBON "DATING" OF INDIVIDUAL CHEMICAL COMPOUNDS IN 
ATMOSPHERIC AEROSOL: FIRST RESULTS COMPARING DIRECT ISOTOPIC AND 
MULTIVARIATE STATISTICAL APPORTIONMENT OF SPECIFIC POLYCYCLIC 
AROMATIC HYDROCARBONS 

L. A. CURRIE,1 T. I. EGLINTONZ and B. A. BENNERI 

The ability to measure tiny amounts of radiocarbon (14C) has revolutionized our ability to apportion 
fossil and biogenic sources of trace carbonaceous gases and aerosols. Because of the impacts of 
these species on visibility, human health, and climate, accurate assessment of anthropogenic and 
natural sources is mandatory both for understanding the atmospheric carbon system, and for making 
informed decisions about that portion which may be subject to control. The chemical complexity of 
carbonaceous aerosol, however, presents a challenge in the interpretation of average isotopic com- 
position. Therefore, it has long been interesting to consider ways to "date" special classes of com- 
pounds, or better still, individual compounds of particular concern. One such class comprises the 
polycyclic aromatic hydrocarbons (PAH), produced at trace levels (ppm) in combustion processes, 
such as biomass burning. The PAH hold special interest because of compound-specific genotoxicity 
and because of the potential for individual PAH or abundance patterns of PAH to serve a "molecular 
markers" for ambient aerosol sources. Prior to the work reported here, such inferences relied on 
indirect, multivariate statistical techniques. 

The new work demonstrated, for the first time, the ability to measure 14C in individual, trace organic 
compounds in atmospheric aerosol. It utilized a special, well characterized sample collected in 
Washington, D.C.: "urban dust" Standard Reference Material (SRM 1649). Following extraction, 
individual PAH were isolated using a two-stage process involving semi-preparative liquid chroma- 
tography and preparative capillary gas chromatography, which cycles the sample stream hundreds 
of times through a series of traps. This process generated "datable" quantities of selected PAH which 
were subsequently converted to targets for 14C accelerator mass spectrometry, performed at 
Lawrence Livermore National Laboratory. Results showed considerable isotopic heterogeneity 
reflecting varying source contributions to different chemical fractions. The polar organic fraction, 
for example, had a significant biogenic component (60% fossil), whereas the aliphatic portion was 
almost totally derived from fossil sources (98% fossil). Among the PAH compounds dated, one- 
benzo(ghi)perylene-held special interest because previous multivariate statistical analysis of urban 
aerosol indicated that it might be a useful tracer for soot generated by motor vehicles. Preliminary 
analysis of the 14C data for this compound (87% fossil carbon) generally supported the statistical 
result. 

1Chemical Science and Technology Laboratory, National Institute of Standards and Technology, Gaithersburg, Maryland 
20899 USA 

2Department of Marine Chemistry and Geochemistry, Woods Hole Oceanographic Institution, Woods Hole, Massachusetts 
02543 USA 

RELEASE OF SEQUESTERED 14C DEPLETED CO2 DURING THE GROWING 
SEASON NEAR THE ARCTIC CIRCLE: A REGIONAL 14C EFFECT 

PAUL E. DAMON,1 GEORGE BURR, 2 GORDON C. JACOBY3 and ALEXEI N. PERISTYKH1,4 

Previously, we measured e14C in annual tree rings of white spruce (AD 1870-1885) from the Grand 
View site, Mackenzie River area of the Northwest Territory of Canada near the Arctic Circle (67°N, 
130°W). We found no anomalous 11-yr 14C cycle as previously reported. However, we found a 2.6 
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± 0.9%o (1o) depression of e14C relative to the Olympic Peninsula. We find a 3.2%o average depres- 
sion of 014C for single-year Douglas fir samples from the Olympic Peninsula relative to Douglas fir 
from the Santa Catalina Mountains near Tucson (32°26'N, 11O°47'W; elev. 2740 m). This implies a 
ca. 5.8%o average anomaly between the Tucson mountains and Grand View site areas. Expressed in 
years, this would result in a ca. 48-yr discrepancy in ages from the two sites. 

We ascribed the relative suppression of e14C near the Arctic Circle to the release of 14C depleted CO2 
as thawing occurs during the May-August growing season. This is similar to the release of radon 
that occurs during spring thaws resulting in the tagging of air masses with anomalous amounts of 
radon. 

In order to further study this regional effect, we extended our measurements back to AD 1861. The 
measured depression was a little greater than previously measured, 3.1 ± 1%o (lo) rather than 2.6 ± 
0.9%o (1o), primarily resulting from an anomalous warming from AD 1867-1869 determined by 
dendroclimatology involving tree-ring density. The inverse correlation between A14C and tempera- 
ture is r = 0.63, implying that ca. 40% of the relationship can be explained by increased thawing dur- 
ing warmer growing seasons. If this is correct, measurement of i14C in annual tree rings from Arctic 
regions may provide an additional paleoclimate technique. 

1NSF Accelerator Facility for Radioisotope Analysis, Department of Geosciences, The University of Arizona, Tucson, Ari- 
zona 85721 USA 
2NSF Accelerator Facility for Radioisotope Analysis, Department of Physics, The University of Arizona, Tucson, Arizona 
85721 USA 
3Lamont-Doherty Earth Observatory of Columbia University, Palisades, New York 10964 USA 
4I.F Ioffe Polytechnical Institute, Russian Academy of Science, St. Petersburg 194021 Russia 

SUPERNOVA: PRIME PROBLEM OF PALEOASTROPHYSICS 

PAUL E. DAMON,1 GRANT E. KOCHAROVZ and LANNYR. McHARGUEI 

Galileo constructed his first telescope in 1609. Prior to that, astronomers had been limited to naked- 
eye observations of light reaching Earth from the cosmos. Instruments have evolved to record virtu- 
ally the entire electromagnetic spectrum plus protons, electrons and other particles arriving at Earth 
from objects distant in time and space. However, until recently the instrumental record has been lim- 
ited to radiation arriving at Earth since Galileo. Cosmogenic isotope research expands the astrophys- 
ical record into the distant past limited only by the half-lives of the cosmogenic isotopes. 

Cosmogenic isotopes are produced by cosmic rays and cosmic rays are of primarily galactic origin, 
generated by supernova explosions. If a supernova explosion were to occur near enough to the Earth, 
it would be observed as an increase in the cosmic ray flux, leaving a record in increased concentration 
of cosmogenic isotopes in natural archives. Hard y-rays would arrive after the visible light and pro- 
duce 14C. The 8%o 14C pulse recorded in tree rings in the third year after light arrived from SN 1006 
AD probably signals the arrival of the hard Y-rays from that event. If so, the total 'y-ray energy from SN 
1006 AD is 1050 ergs. No measurable increase in 14C has been observed for the 1ycho and Kepler 
supernovae and would not be expected because of their greater distance from Earth. 

The 10Be increase in the Vostok ice core at ca. 35 kyr is a candidate for arrival of a supernova shock 
wave at Earth. An event at approximately the same time has been observed in the GISP ice cores and 
in ocean sediment cores from the Gulf of California and Adriatic Sea. We believe the supernova 
hypothesis is correct because the increase in production rate is too great to be explained by zero geo- 
magnetic field intensity. Geomagnetic field lines are almost vertical at Vostok and a Maunder type 
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minimum of such duration (-1200 yr) and magnitude is unprecedented in 10,000 yr of the Holocene 
14C record. If so, how rare is such an event? 

Our galaxy, the Milky Way, is a spiral sea level ca. 50,000 light years (lyr) in radius and 1000 lyr 
thick. It contains ca. 0.004 stars per (lyr)3 and has a volume of ca. 3.9 x 1013 (lyr)3. Therefore, it con- 
tains ca. 1.6 x 1011 stars. Supernovae in our galaxy occur every 50 yr. Consequently, the probability 
of a star becoming a supernova is ca. 1.3 x 10-13 yr-1(residence time of 7.7 x 1012 yr). The super- 
nova observed within the constellation Cassiopeia in 1181 AD was the furthest recorded at 28,000 
lyr. The portion of the galaxy lying within a volume of that radius is ca. 18%. The frequency of 
supernovae within that volume is one every 280 yr. This compares favorably with the observed fre- 
quency of one supernova every 260 yr. 

Supernova shock waves merge with the background cosmic ray flux within 100 pc (386 lyr). A 
sphere of that size contains ca. 9.6 x 105 stars and the expected supernova frequency is one per 8 my. 

This is approximate; we have assumed a uniform galaxy. Nevertheless, such events must be very 
rare! Yet, according to astronomers, we live within the swept out "bubble" of a supernova shock 
wave that passed through the solar system. We may have evidence for a real but rare event. The rem- 
nant is probably a nebula. Which one, the Veil Nebula in Cygnus, the SN remnant within the North 
Polar Spur, Geminga, others? 

Obviously more work needs to be done, e.g., more detailed 10Be measurements in cores with minor 
bioturbation and fast sedimentation rates. Measurement of other isotopes such as 2611, 36C1, 41Ca 

and 1291 would be desirable. There should be a search for in-situ production of 14C and the deposition 
of nitrates in polar ice. What were the paleoenvironmental consequences involving climate and 
space environment and what was the affect on organisms living within that millennium? 

1NSF Accelerator Facility for Radioisotope Analysis, Department of Geosciences, The University of Arizona, Tucson, 

Arizona 85721 USA 
2Astrophysics Division, A.F. Ioffe Polytechnical Institute, Russian Academy of Science, St. Petersburg 194021 Russia 

TEAMS DEPTH PROFILES IN SEMICONDUCTORS 

S. A. DATAR,1 S. N. RENFROW,1 B. N. GUO,1 J. M. ANTHONY,2 and F. D. McDANIEL1 

Accelerator mass spectrometry (AMS) is routinely used to measure abundance ratios of long-lived 
radioisotopes such as 36C1, 14C and 1291 to their stable isotopes at levels as low as 1 x 10-15. Second- 
ary ion mass spectrometry (SIMS) is one of the most sensitive techniques for the determination of 
impurity depth profiles in semiconductors. Trace element accelerator mass spectrometry (TEAMS) 
is the combination of these two techniques, applied to the measurement of very low levels of stable 

elements in a matrix that may be quite different from the element being detected. TEAMS offers the 
possibility of detection limits of the order of tens of ppt for certain impurities in silicon, which is 

substantially better than SIMS. In general, TEAMS data is subject to the same constaints as SIMS, 

the big improvement arising from the elimination of molecular interferences that bedevil SIMS. The 

Ion Beam Modification and Analysis Laboratory at the University of North Texas has a dedicated 
facility for TEAMS measurements. A detailed description of the laboratory and TEAMS apparatus 

will be presented along with recent TEAMS depth profiles from a variety of implants in semicon- 
ductors. 
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This work was partially supported by the Office of Naval Research and the Robert A. Welch foun- 
dation. 

lion Beam Modification and Analysis Laboratory (IBMAL), Department of Physics, University of North Texas, Denton, 
Texas 76203 USA 

2Texas Instruments, Dallas, Texas 75265-593, USA 

A POSSIBLE APPLICATION OF NEW DISCOVERIES IN VACUUM HIGH-VOLTAGE 
INSULATION 

W. T. DIAMOND 

Chalk River Laboratories, AECL, Chalk River, Ontario, KOJ 1JO Canada 

An investigation of vacuum high-voltage insulation processes has been carried out at the Tandem 
Accelerator Superconducting Cyclotron (TASCC) facility with the goal of improved operation of 
the cyclotron electrostatic deflector. This research program has produced an improved understand- 
ing of the underlying processes of electrical breakdown in vacuum. Electric fields as high as 90 MV/ 
m at a 1-mm gap and 50 MV/m at a 4-mm gap have been reached with no measurable field emission. 
The control of field emission is key to the realization of an electrostatic accelerator designed for vac- 
uum insulation instead of gas. This paper will present an approach to a new accelerator design 
inspired by our research program. 

IN-SITU AMS DETERMINATION OF Re-Os ISOCHRON IN IIA IRON METEORITES 

G. J. DING, L. R. KILI US,1 G. C. WILSON, X.-L. ZHAO and J. C. R UCKLIDGE 

IsoTrace Laboratory, University of Toronto, 60 St. George St., Toronto, Ontario, Canada M55 1A7 

Using two electrostatic plate deflectors, we have developed an isotope switching system for the 
IsoTrace AMS system. It was applied to the in-situ determination of Re-Os isochrons for the Ni-Fe 
phases of a set of iron meteorites with emphasis on group IIA. The method requires no chemical 
sample treatment and permits analysis of the Re-Os systematics of materials at sub-mm scales. The 
fitted isochron of IIA irons corresponds to an age of 4.70 ± 0.31 Ga, consistent with the latest 
reported IIA ages of 4.584 ± 0.043 Ga (Morgan et al. 1995) and 4.61 ± 0.01 Ga (Shen, Papanastas- 
siou and Wasserburg 1995), obtained by conventional whole-rock methods. The detection limits of 
Re and Os are estimated to be 54 ppb and 0.5 ppb, respectively. It is shown that in-situ AMS has the 
capability to obtain an internal Re-Os isochron in iron meteorites. It also provides a convenient and 
sensitive tool to study Re-Os systematics in broad geological applications. 

REFERENCES 

Morgan, J. W., Horan, M. F, Walker, R. J. and Grossman, J. N. 1995 Geochimica et Cosmochimica Acta 59: 2331-2344. 
Shen, J. J., Papanastassiou, D. A. and Wasserburg, G. J. 1995 Lunar Planetary Science Conference 26:1283-1284. 
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EVIDENCE OF ANOMALOUS 107Ag AND 109Ag COMPOSITION IN IRON 
METEORITES 

G. J. DING, L. R. KILI US,1 G. C. WILSON, X.-L. ZHAO, J. C. R UCKLIDGE and 
A. E. LITHERLAND 

IsoTrace Laboratory, University of Toronto, 60 St. George St. Toronto, Ontario, Canada M5S 1A7 

It has been reported that excessive 107Ag in a wide range of iron meteorites is correlated with the Pd 
concentrations. Anomalous 107Ag was attributed to the in-situ decay of 107Pd still alive in the early 
solar system (Wasserburg 1985). We applied the in-situ AMS method to determine 107Ag and 109Ag 
compositions in several groups of iron meteorites and observed extreme variations of 107Ag and 
109Ag count rates from those samples as a function of measurement sequence. In contrast, no signif- 
icant variation in the counting rate of 108Pd was observed. The origin of the inclusions responsible 
for these variations are not understood. However, in one interpretation, the observed results could be 
attributed to the preservation of pre-solar grains at sub ;um scales in iron meteorites. New AMS 
methods of measuring 107Ag and 109Ag simultaneously will be discussed. 

REFERENCE 

Wasserburg, G. J.1985In Black, D. C. and Matthews, M. S., eds. Protostars and Planets II. Tucson, The University of Arizona 
Press: 703-737. 

1Deceased January 1996 

A SERVER-BASED CODE FOR IN-SITU-PRODUCED NUCLIDES THAT 
INCORPORATES IRREGULAR GEOMETRIES 

A. DUNNE, D. ELMORE 

PRIME Lab, Department of Physics, Purdue University, West Lafayette, Indiana 47907-1396 USA 

and 

L. DEP 

Applied Physics Institute, Department of Physics and Astronomy, Western Kentucky University, Bowling Green, Kentucky 
42101 USA 

The application of in-situ-produced radionuclide dating of rock surfaces requires complex calcula- 
tions and the incorporation of a few to as many as 100 pieces of data for each sample. Full neutron 
transport calculations, sometimes needed for 36C1, can take from a few hours to a day or more on 
high-speed computers. Results need to be presented in terms of both exposure ages and erosion 
rates. To expedite this, a versatile computer code, radionuclide in-situ-produced cosmogenic- 
nuclide history (RICH), has been developed. This code is available to all scientists on the internet. 

RICH is designed to accept data, with uncertainties, for any parameter that can affect production 
rate. Production rates are scaled for latitude, altitude, geometric shielding, depth, burial, snow cover, 
and rock composition. RICH will solve for the erosion rate, which (for now) is assumed constant. 
Complex, finite sampling surfaces are being modeled by incorporating Monte Carlo neutron, pro- 
ton, and muon transport codes with an appropriate seed particle flux tuned to the site location. We 
have plans to account for geomagnetic variations, tectonic uplift, and multiple stepwise erosion. 
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Because development of cosmogenic rock-exposure dating requires constant re-evaluation of old 

data in the light of new refinements, RICH accepts all parameters, such as production rates, as input. 

Alternatively, most parameters can remain as defaults for quick estimates prior to sampling. RICH 

can combine data from several different isotopes or from two different 36C1 mineral separates within 

the same run. RICH propagates uncertainties for all data and parameters. RICH runs as a batch pro- 

cess on an Internet-accessible Digital Alpha workstation, and will soon support a World Wide Web 

on-line interface for entering data, in addition to the current e-mail interface. 

ISOLATION OF INDIVIDUAL ORGANIC COMPOUNDS FOR AMS RADIOCARBON 
ANALYSIS: A NOVEL APPROACH 

T. I. EGLINTON,1 A. P. McNICHOL,1 B. C. BENITEZ-NELSON,1 A. PEARSON,1 

K F. VON REDEN,1 R. J. SCHNEIDER,1 J. E. BA UER2 and E. R. M. DR UFFEL3 

The ability to measure natural levels of radiocarbon in individual organic compounds isolated from 
geologic samples adds a new dimension to the types of studies one can conduct. Successful applica- 

tion of this technique requires the collection of sufficient quantities of compounds usually present in 

very low concentrations in complex matrices and the ability to measure small samples on the AMS. 
In this study, isolation of compounds containing 10-200 µg C is accomplished using preparative 
capillary gas chromatography (PCGC). PCGC allows one to collect the same peak from repeated 
injections (typically 20-100) in order to isolate sufficient material for an AMS analysis. The isolated 
compounds are transferred to a combustion tube with a solvent, the solvent is evaporated, and then 
the sample is treated like a small AMS sample. We have found it is best to isolate at least 25µg C 

and that it can be difficult to remove all of the solvent for some compounds. We tested this technique 
in a pilot study (Eglinton et al. in press) and found that we can accurately date individual com- 
pounds. It is best to isolate at least 25µg C and, for some compounds, extra care must be taken to 

remove all the solvent. We are now applying the technique to study the origin of organic matter in 
surficial marine sediments. Initial results from the Black and Arabian Seas indicate that biomarker 
compounds from distinct sources have significantly different ages. For example, in Arabian Sea sed- 
iments, markers for diatoms (highly branched isoprenoid alkenes) were very young (-250 yr) com- 
pared to the saturated hydrocarbons (-8000-10,000 yr). We will describe the technique in detail, 
including the analysis of samples on the AMS. We will also discuss research areas where this tech- 
nique may be useful. 

REFERENCE 

Eglinton T. I., Aluwihare, L. I., Bauer, J. E., Druffel, E. R. M. and McNichol, A. P., in press, Gas chromatographic isolation 
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THE MICROSTRIP GAS CHAMBER FOR USE IN GAS-FILLED MAGNETS 

D. ELMORE,1 K FIFIELD,2 P. GELTENBORT3 and I. SHIPSEY4 

Gas-filled magnets (GFM) are becoming popular as isobar separators in AMS systems. They are 
useful for measurement of 36C1 where 36S is difficult to separate with 5-6 MV tandems and where 
samples are small or chemical preparation is not adequate. GFM are essential for heavier nuclides 
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such as 59Ni, 60Fe, and 53Mn where isobars are more abundant and more difficult to separate. Even 
at the highest energies used for AMS, the GFM is used primarily as a count-rate reducer and much 
of the isobar separation is performed in the gas ionization detector that follows the GFM. It is clear 
that the GFM as presently used will not make isobar separation easy at low energies without 
advances in performance. 

The radius of curvature of heavy ions in a GFM is proportional to (ME)Wq where M is the mass and 
E the kinetic energy. Because of the statistical charge-changing process in the gas, the average 
charge state q depends on Z, the atomic number. Thus ions of different Z leave the magnet at differ- 
ent locations, which allows one to stop the unwanted isobar from entering the detector. The isobar 
selectivity is limited by multiple small angle scattering in the entrance foil and in the gas in the first 
part of the magnet. The isobar separation would be greatly improved by measuring the radius of cur- 
vature of the ions at several places inside the magnet. This requires a position-sensitive detector that 
will fit in the small space inside the magnet chamber and one that can handle high counting rates. 

Micro-strip gas chambers (MSGC) are being developed for low-ionizing particles at high counting 
rates for experiments in high energy physics (see Proceedings of the International Workshop on 
Micro-Strip Gas Chambers, Legnaro, Italy, 13-14 October 1994). They consist of narrow (cathode) 
and wide (anode) strips placed on a glass substrate by lithography techniques, typically with a 1 mm 
pitch. Ionization takes place only near the cathode and positive ions are removed quickly since the 
anode is very close to the cathode. This allows high counting rates even for highly ionizing particles, 
potentially making the MSGC a good position detector for use inside a GFM. There is little experi- 
ence with the use of the MSGC with heavy ions. Results of some tests with beams will be presented. 

1PRIME Lab, Purdue University, West Lafayette, Indiana 47907-1396 USA 
2Australian National University, Canberra, Australia 
3Institute Laue-Longevin, BP 156, F-38042 Grenoble Cedex 9, France 
4Purdue University, West Lafayette, Indiana 47907-1396 USA 

STATUS AND PLANS FOR THE PRIME LAB AMS FACILITY 

D. ELMORE, M. LIPSCHUTZ, X. MA, T. MILLER, K. MUELLER, M. PERRY, F. RICKEY, 
P. SKARMA, P. SIMMS and S. VOGT 

PRIME Lab, Purdue University, West Lafayette, Indiana 47907 USA 

The Purdue Rare Isotope Measurement Laboratory is the National Science Foundation facility for 
measurement of the nuclides'°Be, 26M, 36C1, 41Ca, and 129J 14C is also measured, but at low priority 
since the NSF supports two other facilities to measure this nuclide. The AMS system is based on an 
upgraded FN (8 MV) tandem accelerator (Mueller et al., this conference). The ion source (Miller et 
al., this conference) is a spherical-ionizer cesium-sputter source with a custom 8-sample wheel. Iso- 
tope ratios are obtained by cycling the injector and analyzer magnets (ferry et al., this conference), 
with plans for fast cycling (Purser et al., AMS-6). The multi-plate gas ionization detector and data 
acquisition system have special features for separation of 36C1 and 36S (Knies et al., AMS-6). The 
data-acquisition system has been automated; samples are measured overnight without need for oper- 
ators. Sample results are available to users on the World Wide Web as soon as they are measured. 
The existing on-line sample database is being upgraded to Oracle (X. Ma, this conference). Quality 
assurance and quality control procedures are being implemented. 

PRIME Lab chemistry operations offers a physical and chemical sample preparation service for the 
local and international AMS community. Construction of two new sample preparation laboratories 
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(Vogt et al., AMS-6) is complete and preparation techniques for the nuclides listed have been devel- 
oped for a wide variety of matrices, including 10Be, 36C1 and 1291 in water, 26A1 and 10Be in quartz, 
10Be in soils and 36C1 in various rock mineral fractions. AMS of all nuclides listed has been demon- 
strated with the exception of 41Ca; work on 41Ca detection using CaH2 and CaF2 is in progress. 

We have constructed a graphite production line and demonstrated 1% precision for '4C/'3C ratios; 
capability for this nuclide is being developed primarily for local projects and for projects that 
involve measurement of other AMS nuclides at PRIME Lab. In 1995 we measured a total of 1265 
research samples for five nuclides: 10Be, 162; 14C, 31; 26A1, 427; 36C1, 577;129I, 68. Of these, 260 
were chemically prepared at PRIME Lab. We loaded a total of 3950 samples (including tests, stan- 
dards, and blanks) into cathodes in 1995. 

There are over 125 users of our facility involved in 20 internal and 160 external (Sharma et al., this 
conference) projects. Purdue-based goals in earth and planetary sciences are to calibrate and develop 
methods for using cosmogenic radionuclides to study the history of rocks, soils, meteorites, and 
groundwater through improvements in sample collection methods, chemical separation techniques 
and theoretical models. Applications reported here include glacial erosion of bedrock, the glacial 
history of Indiana, rock erosion rates, volcanic and tectonic history of the Andes, Antarctic meteor- 
ites and the Mocs meteorite strewnfield. Purdue-based goals in the biomedical sciences are to 
develop methods for tracing aluminum, calcium and carbon-containing compounds in living sys- 
tems; applications reported here include aluminum uptake in rats, aluminum-containing adjuvants 
and cholesterol. 

STABLE TRACE ELEMENT AMS AT THE PSI/ETH FACILITY IN ZURICH 

R. M. ENDER,1 M. DOBELI,2 P. W. NEBIKER,2 M. SUTERI and H. A. SYNAL2 

The limits of conventional Secondary Ion Mass Spectrometry (SIMS) for the detection of stable 
trace elements in ultrapure materials can be extended with Accelerator Mass Spectrometry (AMS), 
since it strongly suppresses all molecular background. Based on the results of trace element analysis 
tests (Dobeli et al. 1994) obtained with the existing AMS setup (developed for radioisotope detec- 
tion) a new sputtering chamber has been built to fulfil the special requirements of materials analysis 
(Ender, in press). The major differences between the old and the new sputtering chamber are a less 
intense but mass analyzed and well focused Cs sputter beam, a better vacuum (40-9 mbar) and an 
extraction system which suppresses the contamination of the sample by the sputtering process. 

The Cs sputter gun of the new setup is a commercial SIMS product. It is equipped with an ExB filter 
and a 1 

° beam bend for neutral particle suppression, resulting in a pure Cs ion beam. The ion energy 
is variable between 1 and 15 keV. With different apertures it is possible to select a range of beam 
focus sizes (2-150 mm) and the corresponding ion currents (40 pA-500 nA). These parameters can 
thus be optimized for different applications such as bulk analysis, depth profiling and imaging. 

The secondary ion extraction geometry is adapted to the ion optical requirements of the existing 
accelerator mass spectrometer. It is realized with a cylindrical acceleration lens with four electrodes, 
accelerating the ions to 40 keV. For the injection into the existing beamline a retractable, spherical 
electrostatic deflector is used. 

In order to keep contamination of the extracted ion beam as low as possible, the entire environment 
of the target is plated with a 20-mm-thick layer of pure gold. This reduces the background level of 
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any element but gold by several orders of magnitude. The setup features high extraction and trans- 

mission efficiencies, but low contamination from sputtering and redeposition. 

The detection system includes a Faraday cup and a channelplate detector on the low energy side and 

a Faraday cup, a channelplate and a gas ionization detector on the high-energy side of the accelera- 

tor. This allows the measurement of the matrix element current as well as single event counting of 
the trace element of interest. The mass to be injected and to be analyzed as well as the charge state 

and the detector type to be used are selectable via computer control. 

The complete setup (Cs gun, sputtering chamber, detection system, computer control, data acquisi- 

tion and special design aspects) as well as first test results will be presented and compared with the 

experiments performed with a standard AMS setup. 
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COSMOGENIC CHLORINE-36 PRODUCTION RATES FROM POTASSIUM 

J. M. EVANS,1,2 J. 0. H. STONE,1 L. K. FIFIELD 2 and R. G. CRESSWELL2 

We are calibrating the in-situ production rate of 36C1 from potassium in surface rocks using the fol- 

lowing strategy: 1) Work with separated minerals (e.g., K-feldspar) to maximize both target element 

abundances (enhancing analytical sensitivity) and K/Cl ratios (enhancing contributions from spalla- 

tion relative to slow neutron capture); 2) suppress 36C1 measurement errors and reduce dependence 

on the accuracy of Cl analyses by adding Cl carrier to samples; 3) determine in individual samples 

the 36C1 contribution from slow neutron capture by 35Cl; and 4) use deep sub-surface samples to cal- 

ibrate the muon reaction. 

To date, only surface samples of K-feldspar have been measured, precluding a breakdown of total 

production from K (PK) into component reactions, but by sampling from geographically distinct 

sites we can reasonably estimate global surface production rates from potassium. 

Assuming texp =13.1 ka, samples from the Sierra Nevada give PK =1460 ± 88 atom (gK)1 a'1 at 

3000 m and ,eff= 37.4°. Concordant results are obtained from samples at 4 sites, at elevations 

between 3000 and 3600 m and with chloride concentration from 10-310 ppm. Reactions on K 

account for 76-99% of production in the samples. Consistency between samples with low and high 

Cl contents is obtained by assuming a surface neutron capture rate of 2450 n g'1 a'1 at 3000 m and 

Xeff = 37.4° (close to the scaled value of Zreda et al. 1991). Assuming 5% of K production at sea 

level is due to muon capture, these data give PK =180 ± 11 atom (gK)'1 a'1 at sea level and high lat- 

itude. 

Samples from pavements exposed by retreat of Loch Lomond (Younger Dryas) Stage ice (teXp =11.5 

± 0.3 ka) in Scotland give PK = 313 ±25 atom (gK)1 a'1 at 520 m and 58.5°N. Neutron capture cor- 

rections are 18-20% for these samples. Again assuming 5% of total K production due to muon cap- 

ture, these data give PK =189 ± 15 atom (gK)1 a'1 at sea-level and high latitude, in excellent agree- 

ment with results from the Sierra Nevada. 
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Two samples of K-feldspar from the Trans-Antarctic Mountains (77.5°S), apparently saturated with 
36C1, give production rates of 1350 ± 50 atom (gK)-1 a'1 at 2050 m and 1230 ± 40 atom (gK)a1 
at 2000 m, with negligible (<2%) corrections for neutron capture on 35C1. Equivalent rates at sea 
level, scaled as above are PK = 239 ± 10 and 227 ± 8 atom (gK)'1a. The samples have been mea- 
sured repeatedly to confirm that the 25% discrepancy with the scaled values from Scotland and the 
Sierra Nevada is real and must be accounted for either by the scaling procedure, or secular variation 
in the cosmic ray flux. 
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PRE-ANTHROPOGENIC 1291 IN THE MARINE SYSTEM: OBSERVATIONS AND 
APPLICATIONS 

UDO FEHN,1 JEAN E. MORAN and RAY T. D. TENG3 

1291, the only long-lived radioisotope of iodine, is of interest because of its potential applications for 
tracing and dating of processes in the age range between 5 and 80 Ma. The biophilic nature of iodine 
and the low abundance of this element in rock-forming minerals sets this system apart from other 
isotopic systems. The main production modes for 1291 are the interaction of cosmic rays with Xe iso- 
topes in the atmosphere and the spontaneous fission of 238U in the crust. In order to apply this system 
successfully, the input function and behavior of this isotope in the marine system has to be under- 
stood. We report here results from the determination of 1291/1 ratios in marine sediments, deep waters 
and marine organisms which were undertaken in order to determine the pre-anthropogenic signal of 
this isotopic system in the oceans. 

The results suggest a pre-anthropogenic 129I/I ratio of 1500 x 1015, in good agreement with earlier 
studies done in marine sediments. However, variation in the ratios in most of the sediment cores was 
found to be much larger than the experimental error. The most likely interpretation of this variation 
is related to the presence of a fossil carbon component in the marine sediments. Because this fossil 
carbon does not participate in the active carbon cycle, iodine bound to it will preserve the age of its 
original formation. The oldest iodine was found in a core off the Oregon coast with a ratio of 354 x 
10'15, suggesting Miocene age for the fossil carbon in this core. 

Our results indicate that iodine is present in two major forms in the marine system: a labile constit- 
uent which is readily available for incorporation into organic organisms and a component which is 
bound to refractory carbon and does not participate in the iodine recycling in the oceans. Our results 
show that the labile component is well mixed in the marine reservoir and has an input ratio of 1500 
x 10'15. Since organisms will take up the labile component, this ratio is to be used for the calculation 
of ages using 1291 in hydrologic systems or in organic material. The association of 129I with fossil 
carbon opens up the possibility of determining age and amount of refractory carbon, an important 
question for the understanding of the global carbon cycle. 

1Department of Earth and Environmental Sciences, University of Rochester, Rochester, New York 14627 USA 
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COSMOGENIC-RADIONUCLIDE PROFILE OF THE MOCS METEORITE 
STREWNFIELD 

T. E. FERKO and M. E. LIPSCHUTZ 

Purdue University, West Lafayette, Indiana 47907-1393 USA 

Cosmic-ray produced nuclides were measured in samples from eight pieces of the L5-6 chondrite 
Mocs from known locations in the strewnfield (Graham et al. 1985; Koch 1882). We measured 10Be 
and 26A1 in the bulk phase along with 36C1 in both the metal and silicate phases.10Be, 26A1 and 36C1 

were chemically separated as described by Vogt and Herpers (1988). All samples were measured at 
the Purdue accelerator mass spectroscopy facility (PRIME Lab) (Elmore et al. 1994). 

Measurements of cosmogenic radionuclides in individual meteorites have been used to provide 
information on the geometry of meteoroids (Graf et al. 1990). However, no similar data exist on the 
strewnfield of a meteorite shower. It is well known that larger fragments tend to travel farther and 
impact at the far-end of the strewnfield. As a working hypothesis, we might expect a systematic vari- 
ation of cosmogenic radionuclide levels with location of fragments in the strewnfield. While further 
measurements will be required to fully test this hypothesis, current results do suggest a >2rc irradia- 
tion for the Mocs meteoroid which was <1 m in radius. 

Depth of samples from the surface of the parent meteoroid can be estimated from 10Be and 26A1 
measurements.10Be values in this work ranged from 20.5 ± 0.5 to 23.7 ± 0.4 dpm/kg. Previous mea- 
surements of noble gases resulted in 22NeP1Ne ratios of 1.04-1.10 (Herzog 1973). Based on rela- 
tionship of 10Be activities to 22Ne/21Ne ratios, all samples probably originated from depths of 60 to 
80 cm (Graf, Baur and Signer 1990). Activities of 26A1 measured in this work also varied little, rang- 
ing from 66 ± 2 dpm/kg to 74 ± 4 dpm/kg. These values agree well with previously published 
results, which range from 69 ± 2 to 74 ± 3 dpm/kg (Cameron and Top 1975) This also suggests that 
these samples originated from a depth of approximately 70 cm in the parent meteoroid (Reedy 
1987). Activities of 36C1 showed slightly more variation than either 10Be or 26A1, with metal phase 
36C1 ranging from 13.1 ± 0.2 to 16.5 ± 0.4 dpm/kg and preliminary 36C1 in the silicate phase ranging 
from 7.5 ± 0.1 to 12.1 ± 0.2 dpm/kg. 

Despite large uncertainties, the three cosmogenic nuclides exhibit an interesting trend, with six of 
the eight samples apparently defining a linear relationship between 10BeP6A1 and 36C1/26A1. The 
only two outliers of this trend likely came from a secondary strewnfield superimposed on the main 
strewnfield. These data hint at a one-stage irradiation for most Mocs samples with a more compli- 
cated history for some. 
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AMS OF THE PLANETARY ELEMENTS 

L. K. FIFIELD,1 R. G. CRESSWELL,1 J. P. DAY,2 A. P. CLACHER,2 S. J.KING,2 F. R. LIVENS,2 

K. MORRIS2 and N. D. PRIESTS 

The detection of long-lived plutonium and neptunium isotopes by AMS at high sensitivity has been 
demonstrated with the 14UD accelerator at the Australian National University. Possible applications 
include nuclear safeguards and waste disposal issues, the biogeochemical behavior of these ele- 
ments following release into the environment, and the biochemistry of plutonium. Briefly, the meth- 
odology is as follows: the plutonium or neptunium is dispersed in iron oxide and Pu0' or Np0' ions 
extracted from a SNICS high-intensity source. Gas stripping is employed, and to date the 7+ charge 
state has been selected for analysis. The choice of accelerating voltage is dictated by the maximum 
mass-energy product (135 MeV amu) of the high-energy beam transport system, which for Pu7+ 

ions corresponds to an energy of 28 MeV and a terminal voltage of 3.5 MV. Pu and Np ions are 
detected in a propane-filled ionization detector in which the electric field is parallel to the direction 
of the incoming ions. An energy resolution of 3.1% is achieved for 28 MeV actinide ions which is 
more than adequate to resolve the Pu and Np from all charge-exchanged ions with the exception of 
other actinides, principally 238U. 

A number of tests of the system have been performed and show that it is capable of quantitative 
measurement of isotope ratios for these very heavy elements. Backgrounds are very low. First mea- 
surements for projects to study the distribution of Np in pore waters from mud flats in the vicinity 
of the Sellafield reprocessing plant in Cumbria and to measure the Pu levels in people living near the 
plant are underway. Preliminary results will be presented. In addition, the prospects for improve- 
ments in performance will be discussed. 

1Department of Nuclear Physics, Research School of Physical Sciences and Engineering, Australian National University, 
Canberra, ACT 0200 Australia 

2Department of Chemistry, University of Manchester, Manchester, M13 9PL, United Kingdom 
3Biomedical Research, AEA Technology, Harwell, United Kingdom and Urban Pollution Research Unit, Middlesex Univer- 
sity, London, United Kingdom 

10Be MEASUREMENTS AT THE ANTARES AMS FACILITY 

D. FINK, M. A. C. HOTCHKIS, E. MLAWSON, A. M. SMITH, C. TUNIZ and G. E. JACOBSEN 

Australian Nuclear Science and Technology Organisation, PMB 1, Menai, NSW 2234 

Measurements of 10Be have commenced at the ANTARES AMS facility. First results compare very 
well with that obtained at other AMS laboratories routinely measuring 10Be. Plans are to increase the 
10Be measurement program through 1996 related to projects in the Earth Sciences (geomorphology, 
subduction and ice cores). 

A conventional gas ionization detector (using P10) preceded by an Ar absorber cell with Havar win- 
dows, a TV of 5.6 MV and selection of the 3+ charge state were used to identify 10Be. Particle trans- 
mission (using C stripper foils) was 15-20% and future work will employ our new gas stripper. The 
injector magnet was bounced at 2 Hz (50 msec 9Be, 450 msec 10Be) with 10Be/9Be ratios presented 
at 2-3-min intervals. 

Blank BeO produced from dissolved beryl consistently gave 10/9 ratios of 1 x 10'14 while that from 
our commercial Be0 ranged from 5-7 x 1014. Four standards (3 kindly supplied by S. Vogt from 
PRIME lab and one from University of Pennsylvania), ranging from 1 x 10'11 to 1 x 10'8, were mea- 

https://doi.org/10.1017/S0033822200061579 Published online by Cambridge University Press

https://doi.org/10.1017/S0033822200061579


Abstracts 33 

sured sequentially, each to within 10% of their respective nominal values. Background subtraction 
as a function of absorber boron rates will be used to correct measured ratios. Alternating extended 
measurement of a high level standard with the best blank showed a short term ion-source memory 
of -2 x 104, reducing by a factor of 5 after 60 min. 

Samples from 4 volcanic sites related to subduction projects were prepared at the University of 
Queensland using known methods for boron elimination. Ion source currents were -2MA (compared 
to 4-6 µA from blanks and standards) but two samples gave unacceptable boron rates. Blanks and 
standards showed negligible boron. Two meteorite samples, Tabor and Murray, which had previ- 
ously been analyzed at University of Pennsylvania, were measured at ANTARES (18.1 t 1.3 and 
10.4 t 1.0 dpm/kg) in excellent agreement (t 5%) with the University of Pennsylvania data. 

110Be, 26A1 AND 36C1 RESEARCH TOPICS IN EARTH SCIENCES AT ANTARES 

D. FINK, M. A. C. HOTCHKIS, G. E. JACOBSEN, E. M. LAWSON, A. M. SMITH and C. TUNIZ 

Australian Nuclear Science and Technology Organisation, PBM 1, Menai, NSW 2234 Australia 

In parallel with a comprehensive 14C measurement program, over the past two years, routine mea- 
surement of 26A1, 36C1 and more recently 10Be, has been demonstrated at ANTARES. The research 
program at ANTARES dealing with these radioisotopes is focussed on the Earth Sciences, largely in 
the fields of geomorphology and volcanism. 

Six projects using in-situ production of 10Be, 26A1 and 36C1 are in progress. Sample collection has 
been completed for all but one, and sample pretreatment and processing has commenced. These 
projects deal with: 1) the glacial history of the Prince Charles Mountains, Antarctica, using bedrock 
and boulder samples to estimate both exposure ages and uplift rates (with Barrie McKelvey, Univer- 
sity of New England); 2) timing and extent of deglaciation of the Pleistocene ice-cap on the Central 
Plateau of Tasmania using 36C1 in moraine boulders and 14C in sub-algal lake deposits (David Han- 
non, University of Tasmania); 3) measurement of 10Be in deep sand/sandstone regoliths along the 
coastal plains of Western Australia to distinguish between possible formation processes by either 
laterization or deposition (David Newsome, Murdoch University, WA); 4) exposure dating of sur- 
face formations exhibiting evidence of paleosiesmic events such as avalanches, slab fractures and 
pop-ups throughout central Australia; 5) dating the advance of weathering fronts in the formation of 
stepped granite bornhardts and of pediment surfaces with associated scarp bevels (Flinders Ranges) 
(Raul T widale, University of Adelaide, SA); and 6) date ages of depositioned and erosioned impact 
of catastrophic wave trains on the southern Australian coastline using large boulders and wave- 
eroded bedrock (with Robert Young, University of Wollongong). 

Rock crushing, mineral selection and pretreatment have been carried out at two of the above univer- 
sities (UNE and Tasmania), with rock and/or quartz dissolution to be performed at ANTARES. A 
total of -100 field samples are involved and new in-situ projects are being presently evaluated. 

Five projects are underway using 10Be to study subduction processes with samples from various 
island-arc volcanic zones, including Indonesia, Tonga, New Zealand and Japan. All samples are 
well characterized with respect to geochemistry and petrology, and most have available Sr, Nd and 
Pb systematics. Sample processing (by Tony Ewart) has commenced at the University of Queen- 
sland. A total of 55 sediment/volcanic samples will be analyzed (by John Foden, Janet Hergt, David 
Gust and Ian Smith at the Universities of Adelaide, Melbourne, Queensland and Auckland, respec- 
tively). 
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SOLAR AND GEOMAGNETIC EFFECTS ON THE CONCENTRATION OF 10Be AND 
36C1 IN THE GISP2 ICE CORE 

R. C. FINKEL 

Center for Accelerator Mass Spectrometry, Lawrence Livermore National Laboratory, Livermore, California 94551 USA 

K. NISHHZUMI and M. W. CAFFEE 

Space Sciences Laboratory, University of California at Berkeley, Berkeley, California 94720 USA 

10Be and 36C1 are produced in the atmosphere by the interaction of high-energy cosmic ray primaries 
and secondaries with atmospheric gases. Both solar and terrestrial magnetic fields can influence the 
production rates of these radionuclides in the Earth's atmosphere. Changes in atmospheric circula- 
tion and in snow accumulation rate can in turn affect the radionuclide concentration in polar ice sam- 
ples. In order to study these effects, we measured a continuous profile of 10Be and 36C1 concentra- 
tions in the GISP2 ice core, which spans the time period from the present to beyond 100 kyr BP.10Be 
concentrations were on the order of a few times 104 at/g ice and 36C1 concentrations about a factor 
of 5 less. We observed a large decrease in radionuclide concentration, about a factor of two, at the 
end of the Younger Dryas. Fluxes of 10Be and 36C1 calculated using the GISP2 accumulation rates, 
exhibited little or no change in concentration correlated with variations in the geomagnetic field 
such as are observed in the tree-ring 14C record. We do, however, detect fluctuations on a centennial 
time scale. These fluctuations are interpreted as resulting from variations in the solar magnetic field 
associated with quiet sun periods similar to the Maunder Minimum. 

This work was performed under the auspices of the U.S. Department of Energy at the Lawrence Liv- 
ermore National Laboratory under contract W 7405-Eng-48 and with support of the NSF Office of 
Polar Programs. 

IN-VIVO ABSORPTION OF ALUMINUM-CONTAINING ADJUVANTS USING 26A1 

R. FLACK,1 E. DANDASHLI,2 D. ELMORE,1 S. L. HEM,2 H. MASOOD,2 F. A. RICKEY,1 
M. SUCKOW3 andf. L. WHITE4 

Aluminum-containing adjuvants are used in vaccines because they enhance antibody production. 
Interest in adjuvants has increased due to the availability of biotechnology-generated antigens. Alu- 
minum-containing adjuvants are important because they are the only type approved for use by the 
Food and Drug Administration, and increased knowledge about adjuvants will help facilitate the 
production of more effective vaccines. Measurement of 26A1 by AMS offers the first opportunity to 
demonstrate that adjuvants are removed from the site of injection by dissolution in the interstitial 
fluid. Furthermore, the relative rates of in-vivo absorption of crystalline aluminum hydroxide and 
amorphous aluminum phosphate adjuvants can be determined. 

Procedures for precipitating small quantities of two 26A1 enriched adjuvants, aluminum hydroxide 
and aluminum phosphate, were developed and tested to insure that the 26A1 labeled adjuvants have 
the same chemical and physical properties as commercial versions. These adjuvants were then 
injected intramuscularly (IM) in New Zealand White rabbits (2 rabbits/adjuvant). One rabbit 
received an intravenous (IV) injection of 26A1 citrate, and an additional rabbit was used as a cross- 
contamination monitor. Each rabbit received a total of 0.85 mg Al, which is the standard amount 
contained in a vaccination. Blood samples were obtained periodically for 28 days, and tissue sam- 
ples were collected after day 28. Samples were then analyzed using AMS. 
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Data was analyzed using model independent analysis. The mean residence time (MRT) of 26A1 in the 
rabbit with the IV dose was -1.4 hr. The normalized area under the blood concentration curve 
(AUC) from t=0 to t=28 days was found to be 3.3 x 10'4 g'1 h for the aluminum hydroxide, 9.4 x 
10'4 g'1 h for the aluminum phosphate and 1.9 x 10'3 g'1 h for the IV dose. This indicates that, by 
day 28, 3x as much aluminum phosphate had been absorbed as aluminum hydroxide. Blood concen- 
tration of 26A1 for each of the rabbits receiving an adjuvant had not reached a terminal phase by day 
28, so it is difficult to determine the MRT of the adjuvants. However, it is clear that the aluminum 
hydroxide has a bi-modal absorption phase where the MRT of the first phase is <50 hr, and the MRT 
of the second phase is much longer. This difference in the dissolution profile of the two adjuvants 
has implications for the release profile of the absorbed antigen in vaccines. 

The increase in the aluminum plasma concentration from the 0.85 mg dose was approximately 1 ng/ 
ml which was masked by the background aluminum plasma concentration. 

Distribution of 26A1 among tissues for both adjuvants was bone > kidney > spleen > liver > heart > 
lymph > brain. 

For each tissue, retention of 26M was greater for the aluminum phosphate adjuvant than the alumi- 
num hydroxide adjuvant, which reflects the greater dissolution of the aluminum phosphate. 

1Department of Physics, Purdue University, West Lafayette, Indiana 47907 USA 
2Department of Industrial and Physical Pharmacy, Purdue University, West Lafayette, Indiana 47907 USA 
3Department of Veterinary Medicine, Purdue University, West Lafayette, Indiana 47907 USA 
4Department of Agronomy, Purdue University, West Lafayette, Indiana 47907 USA 

THE RECONSTRUCTION OF ATMOSPHERIC TRACE GAS COMPOSITION FROM 
ANTARCTIC ICE CORES 

R. J. FRANCEY 

CSIRO Division of Atmospheric Research, Aspendale, Victoria, Australia 

High-precision measurements of carbon dioxide, methane and other species over the last 1000 yr 
have been carried out on air extracted from bubbles in coastal Antarctic ice from Law Dome. Unique 
features of these records are a consequence of a very high accumulation rate coupled with low 
annual temperatures, and include the overlap of the most recent trapped air with direct atmospheric 
measurements plus high time resolution. 

The reconstruction of an atmospheric trace gas history from the ice core measurements is not 
straightforward and requires detailed knowledge of the effects of diffusion in the firn layer overlying 
the ice, and in the bubble close-off process. The corrections for diffusion effects are second-order for 
typical trace gas concentration precisions but become critical for higher-precision measurements 
such as the stable isotope ratios of CO2 and CH4. In all cases the histories are smoothed by diffusion 
and trapping effects. 

AMS dating of CO2 has played a key role in confirming the magnitude of diffusion and trapping cor- 
rections, and the degree of smoothing. AMS measurements on "bomb-spike" 14C02 in air from firn 
and ice are used as an independent check on the output of a firn diffusion and trapping model, which 
is initially calibrated with firn measurements for trace gas concentrations representing a range of 
diffusion coefficients and atmospheric growth rates. 
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The importance of the AMS-validated model is demonstrated with regard to atmospheric histories 
of b13C02 and S13CH4. Long isotope time series of recent measurements obtained from the Cape 
Grim Air Archive, a suite of samples of marine air collected in stainless steel containers since 1978, 

provide a unique opportunity to further verify the corrections. 

Biogeochemical implications of the isotopic records are briefly discussed. 

THE ROLES OF 13C AND 14C IN UNRAVELING THE GLOBAL ATMOSPHERE 
CARBON BUDGET 

R. J. FRANCEY 

CSIRO Division of Atmospheric Research, Aspendale, Victoria, Australia 

High-precision monitoring in the southern hemisphere of atmospheric carbon dioxide and its isoto- 
pic composition has revealed features not easily accommodated by existing models. The importance 
of understanding subtle changes in southern hemisphere atmospheric composition stem from its 
advantages in reflecting global behavior. The most obvious advantage is the remoteness of major 
anthropogenic and natural terrestrial sources of carbon so that a higher degree of integration of sur- 
face exchanges is anticipated. Coupled with this advantage is the fact that the best avenues for 
reconstruction of past global behavior appear to involve the extraction of archived air from Antarc- 
tic ice. 

AMS measurements of 14C have a potential role in elucidating mechanisms for temporal CO2 and 
b13C variations observed in the ice core records, as well as in recent southern hemisphere spatial gra- 
dients for both species. 

The application of AMS 14C measurements in ice cores has been spectacularly successful in quanti- 
fying the modifications to the concentrations and isotopic ratios of CO2 due to the diffusion and bub- 
ble formation processes in ice. The resulting 1000-yr atmospheric histories reveal subtle variations 
in global atmospheric CO2 of possible "natural" origins (the most recent example of which may 
have occurred through the early 1990s, and the most marked during the 1550-1800 AD period). 

Interannual variation in spatial gradients in the isotopic composition of CO2 over the southern 
oceans is creating considerable difficulties in inversion studies aimed at deriving surface fluxes 
from atmospheric concentration measurements. Multi-species measurements, including AMS 14C, 

have the potential to distinguish between atmospheric and oceanic transport as causes for the varia- 
tions. 

SAMPLE PRESENTATION IN 14C-AMS FOR BIOMEDICAL RESEARCH 

STE WARTFREEMAN, KURT HAACK and JOHN VOGEL 

Center for Accelerator Mass Spectrometry, University of California, Lawrence Livermore National Laboratory, Livermore, 
California 94551 USA 

14C samples for biomedical and environmental research continue to be measured at rates up to 300 
per day on the one day per week that the CAMS spectrometer is available to us. The high demand 
and low spectrometer availability encourage the use of high-output graphite as our sample presenta- 
tion method. The sealed-tube reduction of CO2 over zinc and titanium hydride on a cobalt catalyst 
is a reliable way to prevent sample-to-sample contamination and to retain the possibly high 14C con- 
centration in a sealed or low-vapor-pressure form to avoid contamination in the spectrometer build- 
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ing. We report on further performance parameters of this presentation mode, including a variable 
fraction of very high 14C concentration that occasionally appears at the start of many measurements. 
In pursuit of mating biochemical separation instruments to AMS, we have studied memory effects 
in a GC-type carbon analyzer and in a room-temperature CO2 adsorption material. Procedures are 
described for biological materials that we have found difficult to handle, such as urines with highly 
variable carbon contents. 

Work was performed under the auspices of the U.S. Department of Energy at Lawrence Livermore 
National Laboratory under contract W 7405-ENG-48. 

TRITIUM DEPTH PROFILING IN CARBON BY ACCELERATOR MASS 
SPECTROMETRY 

M. FRIEDRICH,1 G. SUN,1 R. GROTZSCHEL,1 R. BEHRISCH, 2 C. GARCIA-ROSALES2 and 
M. L. ROBERTS3 

For the measurement and depth profiling of hydrogen isotopes in the surface layers of solids, several 
methods have been developed. In Rossendorf, two methods have been successfully applied, elastic 
recoil detection analysis (ERDA) and nuclear reaction analysis (NRA). For the detection of very 
small amounts of tritium in carbon, such as deposited on the vessel walls of DD fusion experiments, 
the sensitivities are these techniques are not sufficient. A very sensitive method is accelerator mass 
spectrometry (AMS). A test facility for tritium detection by AMS was built at the Rossendorf 3 MV 
Tandetron. The Cs sputter ion source model 860-C is applied for generation of negative ions by sput- 
ter the carbon tiles to be investigated. The negative tritium ions are selected with the injector magnet 
and are accelerated with the Tandetron at a terminal voltage of 1.5 MV. After acceleration and analysis 
with the switching magnet, the tritium ions are counted with a surface barrier detector, while the ion 
currents of deuterium and carbon are measured with a Faraday cup at the accelerator entrance. The 
residual HD and heavier ions are stopped in an Al foil in front of the detector. For well-defined depth 
profiling, the sample to be sputtered is screened by the holder with an 1.5-mm diameter opening and 
is mechanically scanned over a 3.0-mm diameter area by two off-axis disks rotating at different 
speeds. Due to this scanning the bell-shaped sputter crater is changed into a more cylindrical shape. 
After 3 h sputter time a crater depth of ca. 20µm was measured. The tritium and deuterium depth pro- 
files measured at a carbon tile from the diverter of the fusion experiment ASDEX-upgrade at the Max 
Planck Institut fur Plasmaphysik in Garching are shown. The absolute isotope rations TIH, including 
the isotope fractionation, are obtained by measurement of a standard sample from the Center for AMS 
of the Lawrence Livermore National Laboratory. The range of the isotope ratios T/H or T/D, which 
can be measured at our facility, is at present ca. 10-6 to 1013. It is limited by the maximum counting 
rate of the detector and by the tritium contamination of the ion source, respectively. 

1Forschungszentrum Rossendorf, Dresden, Germany 
ZMax-Planck-Institut fur Plasmaphysik, Euratom, Garching, Germany 
3Lawrence Livermore National Laboratory, Livermore, California USA 
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THE DEVELOPMENT OF A GAS AE-POSITION SENSITIVE E DETECTOR FOR AMS 
STUDIES 

N. FUNAYA, T. BABA, N. MIYAZAKI, T. TAKAHASHI, T. KAIKURA, R. SEKI, K. FUR UNO and 
Y. NAGASHIMA 

AMS Group, Tandem Accelerator Center, University of Tsukuba, Japan 

An AMS system at the University of Tsukuba has been realized by a molecular pilot beam method. 
A di- or tri-molecular beam is generated together with a particles of interest for the terminal poten- 
tial control (Nagashima et al. 1993, 1994). This method essentially requires changing the charge 
state of the particles by passing through a thin foil in order to separate the pilot particles from the 
particles of interest. After passing through the foil, the particles diverge by multiple-scattering in the 
foil and consequently the size of a particle spot on a detector becomes large. In the case of 36C1 mea- 
surement, the diameter of a Cl spot is observed to be ca. 15 mm. Adding to this enlargement, the spot 
moves around the center by the influence of long-term instability of electronic instruments. Maxi- 
mum fluctuation width observed is 8 mm. So, our AMS studies, at least, require a EE-E detector 
with an entrance window of 23 mm in diameter. On the other hand, the large acceptance of the detec- 
tor may cause unforeseen background increment. The background increment might be suppressed 
by using position information if these background particles are focused to a different position on the 
plane of the entrance window. 

Here, a detector that consists of a gas AE and a two-dimensional position-sensitive E counter has 
been developed. Diameter of the entrance window is 30 mm. A Capton window foil, 7.5µm thick, 
is strong enough to keep 40 Ton ionization gas pressure without any foil supporter. The 48 x 48 
mm2 active area of the two-dimensional position sensitive E counter is big enough to cover the size 
of the entrance window and the particle divergence in the ionization gases. The detector is operated 
with iso-butane gasses. Pressure is precisely controlled by a gas flow system. 

We will report the result of performance test, with a sources as well as some preliminary results of 
radio-isotope detection. 

REFERENCES 

Nagashima, Y. et al. 1993 Nuclear Instruments and Methods in Physics Research A328. 
1994 Nuclear Instruments and Methods in Physics Research B92. 

AUTOMATED SYSTEMS AND TECHNIQUES UTILIZED AT THE NOSAMS SAMPLE 
PREPARATION LABORATORY: AN UPDATE OF PRODUCTIVITY AND QUALITY 
ISSUES 

A. R. GAGNON,1 A. P. McNICHOL,1 D. L. HUTTON,1 E. A. OSBORNE2 and J. C. DONOGHUE 1 

The primary charge of the National Ocean Sciences AMS (NOSAMS) Facility at the Woods Hole 
Oceanographic Institution is to supply high-throughput, high-precision AMS 14C analyses for sea 
waters collected as part of the World Ocean Circulation Experiment (WOCE). To accomplish this 
we have automated as many sample preparation systems as possible. At AMS-6, preliminary labo- 
ratory automation was described (Cohen 1993), as well as external and internal checks on quality 
control issues pertaining to sample preparation (Osborne 1993). In July of 1995, automation of the 
graphitization system in the Sample Preparation Lab (SPL) was completed. Major improvements 
included a second CO2 splitting line (aliquots for 13C, 14C, and archiving), a linear track system 
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(allows the automated cryogenic transfer of CO2 from splitting line to graphite reactor), and auto- 
mated data transfer to the SYBASE database upon graphite reaction completion (minimizes manual 
data entry). Through these developments we can now conduct up to 26 graphite reactions per day. 

The SPL goal for 1996 is to become more productive through increased automated batch processing. 
In order to achieve this, we are presently duplicating the automated sea water stripping system to 
allow a two-fold increase in production (from 10 to 20 samples/day). Recent S13C analyses of local 
sea water (internal standard) stripped of CO2 in the SPL indicate the overall precision of the analysis 
is between 0.04-0.06%o. Work has begun towards automating the organic carbon combustion pro- 
cess, and automated batch processing of CaCO3 hydrolysis reactions has recently been imple- 
mented. These systems will be described, as well as issues pertaining to insuring high quality results 
while increasing productivity. 

REFERENCES 

Cohen et. al. 1994 Nuclear Instruments and Methods in Physics Research B92:129-133. 
Osborne et. a1.1994 Nuclear Instruments and Methods in Physics Research B92: 58-161. 

1National Ocean Sciences Accelerator Mass Spectrometry Facility, Department of Marine Geology and Geophysics, Woods 
Hole Oceanographic Institution, Woods Hole, Massachusetts 02543 USA 

2Lockheed Martin Missiles and Space Inc., Sunnyvale, California 94089 USA 

60Fe MEASUREMENTS WITH AN EN TANDEM ACCELERATOR 

P. GARTENMANN, C. SCHNABEL, M. SUTER 

Institute of Particle Physics, ETH Honggerberg, CH-8093 Zurich, Switzerland 

and 

H. A. SYNAL 

Paul Scherrer Institut, c/ o Institute of Particle Physics, ETH Honggerberg, CH-8093 Zurich, Switzerland 

The measurement of the long-lived radionuclide 60Fe (f3-decay, no 'y, t =1.5 x 105 yr) is of interest 
for different applications. The main production mechanisms of 60Fe are double neutron capture in 
58Fe and spallation reactions of copper or nickel. In astrophysics these processes are of importance 
in providing information (e.g., from meteorites) about the early solar system and supernovae. The 
long half-life may also have implications on the management of waste produced by accelerators or 
nuclear reactors. The very low abundances of 60Fe can only be measured with accelerator mass spec- 
trometry. First experiments were made by Kutschera et al. (1984,1986) with a FN tandem linac 
using a 360 MeV ion beam. Sample material from a beam dump (spallation of copper) and a mete- 
orite were examined giving 60Fe/ Fe ratios of 10- (Kutschera et al. 1984), resp.10-14 (Kutschera et 
a1.1986). In combination with a specific activity measurement, the first experiment was used for the 
determination of the half-life (Kutschera et al. 1984). 

A new attempt to measure 60Fe at low energies is being made using our EN tandem accelerator. At 
6 MV the maximum yield from a carbon stripper foil in the terminal is for charge state 9+, resulting 
in an energy of 60 MeV. A pure iron sample (99.99%) gave unexpectedly high nickel rates (60Ni/ Fe 

0.3 %o) in the detector. This can be explained by the much higher negative ion yield for nickel rel- 
ative to iron and by contamination from ion source surfaces. Due to 60Fe having a two units lower 
nuclear charge than stable 60Ni, an isobar suppression in our gas ionization chamber of almost six 
orders of magnitude was possible. To reduce the high counting rates of nickel, we plan to use our 
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gas-filled magnet to separate the isobars spatially. A gain of another two orders of magnitude in iso- 
bar suppression is expected. The resulting background level will enable first measurements on sam- 
ples from nuclear reactor material or from beam dumps of high energy accelerators. 

REFERENCES 

Kutschera et al. 1984 Nuclear Instruments and Methods in Physics Research B5: 430. 
1986 Nuclear Instruments and Methods in Physics Research B17: 377. 

A COMPACT MULTI-SAMPLE HIGH-INTENSITY NEGATIVE ION SOURCE 

W. Z. GELBART,1 R. R. JOHNSON,1 M. PAUL, 2 D. BERKOVITS, 2 F. CIFARELLI,1 
R. B. SCHUBANKI and Y. SHAHAR3 

A high-intensity negative ion source based on the design of Middleton (Middleton 1984) and a com- 
pact 28-position sample changer were built and tested. The main modifications brought to the orig- 
inal source design are the following: 1) a Cs oven located inside the source body feeds Cs vapor to 
the ionizer shield region through a short (6cm) capillary tube with a high temperature gradient; 2) an 
external insulator, shielded by a cooled trap from Cs vapors, supports the cathode and sample 
changer assembly. The copper cathode holding the sample is cantilevered from its insulator, locked 
into precise position and cooled by freon circulation; 3) a 0.2-mm-thick Ta aperture shaped as an 
immersion lens for the Cs beam and thermally insulated from the cathode, was designed after 
Koslowsky et al. (1995) to reduce memory effects; and 4) the extractor insulator is protected from 
vapors by a concentric baffle. The fully pneumatic sample changer is composed of a rotary-actuated 
target wheel from which a cathode is pushed, locked into position by an actuator rod and retracted 
back into the wheel by taper friction. The wheel is directly indexed on its periphery using a precision 
Geneva-drive mechanism, eliminating any mechanical link with the rotary mechanism and allowing 
for fast drop-in loading. A gate valve insulates the vacuum in the source body during wheel loading. 
A viewing port allows for visual inspection of the samples and cathodes in the wheel. Negative ion 
beam currents obtained match or exceed ion sources of similar designs; current tests and experi- 
ments performed with the ion source will be reported. 

REFERENCES 

Middleton, R. 1984 Nuclear Instruments and Methods in Physics Research B5: 193. 
Koslowsky, V. T., Andrews, H. R., Davies, W. G., Forster, J. S. and Imahori, Y. 1995 Proceedings of ICIS, 6th International 

Conference on Ion Sources. Whistler, British Columbia, Canada, 10-16 September 1995. 

1Triumf, Vancouver, British Columbia, V6T 2A3 Canada 
2Racah Institute of Physics, Hebrew University, Jerusalem, Israel 91904 
3Accelerator Laboratory, Weizmann Institute, Rehovot, Israel 76100 
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NEW DETECTOR CONCEPTS FOR AMS 

R. GOLSER, A. PRILLER, P. STEIER 

VERA Laboratory, University of Vienna, Wahringerstrasse 17, A-1090 Wien, Austria 

0. BENKA and E. STEINBAUER 

Institute for Experimental Physics, Johannes-Kepler-University, A-4040 Linz, Austria 

We propose two new detector concepts that may be particularly well suited for AMS measurements 
with small accelerators: 1) a fully solid state 0E-E detector for light ions utilizing ion-induced elec- 
tron emission from foils, and 2) a time-of-flight (TOF) system based on a two-dimensional elec- 
tronic chopper. 

The Foil Detector 

When a fast ion passes through a thin self-supporting foil, the yield of ion-induced electrons is a 
function of nuclear charge and velocity of the projectile, and is roughly proportional to the electronic 
stopping power dE/dx. Thus, particle identification is possible by measuring the number of electrons 
emitted with a multichannel plate and the projectile energy with a surface barrier detector. The use 
of a large number of foils (typically 10) greatly increases the detector efficiency and the resolving 
power. 

The Electronic-Chopper TOF System 

In a typical TOP measurement in AMS, the start detector is a multichannel plate measuring ion- 
induced electron emission from a thin foil. In the present system, a two-dimensional electronic 
chopper is used. This avoids limitations due to energy straggling and charge-state changes in a foil. 
However, one has to find other means to generate the start signal in a well-defined relation to the 
ion's position. By applying harmonic voltages V0 sin w t and V0 cos w t to x- and y-deflection 
plates, respectively, a monoenergetic ion beam describes a circle on the detector located at some dis- 
tance from the deflection plates. Let the TOP measurement be started at t = 0, and let an ion enter the 
deflection plates at an arbitrary time t = t1. It then hits the detector after its TOP at some point with 
polar coordinates (r, j) on the circle, where it generates the stop signal. The radius r depends on the 
ion energy, the angular position j depends on t1, j = w t1. To obtain the ion's TOP, t1 has to be sub- 
tracted from the measured time difference and hence, j has to be known. The experimental design 
can be greatly simplified, if the j-position is detected by a delay-line that is matched to the chopper 
period t =1/w (delay time td = 0 for j = 0, td = t for j = 2p). Thus, the measured time difference 
gives the ion's TOP without further correction. The particular advantages of this new spectrometer 
are very high duty cycle due to the continuous operation, and relatively low power requirements due 
to the harmonic excitation. 

THE NEW HVEE MULTI-ELEMENT AMS-SYSTEM 

A. GOTTDANG and D. J. W. MOUS 

High Voltage Engineering Europa B.V, The Netherlands 

During the last two decades, AMS has become an important tool in mass spectrometry for long- 
lived radioisotope measurements. Besides 14C, other elements such as 129I are of growing interest for 
research fields where the higher sensitivity of the AMS method is used instead of conventional 
counting techniques. Nowadays isotopes like 10Be,14C, 26A1 and 129I can be measured with "small" 
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AMS-machines (terminal voltage --3 MV) down to the 10-15 level with precisions of 5% down to 
0.3%. Low-background and high-precision measurement requires specific AMS-techniques for 
each element. In order to design a multi-element system we have combined the advantages of the 
high-precision 14C-AMS spectrometer based on simultaneous injection (M.-J. Nadeau, this confer- 
ence) and the flexible sequential injection for other elements. In this article the layout of the system 
and its physical characteristics will be presented. 

A PROBLEMATIC SOURCE OF ORGANIC CONTAMINATION OF LINEN 

H. E. GOVE,1 S. J. MATTINGLY,2 R. DAVID3 and L. A. GARZA-VALDES2 

Microscopic observations of a putative sample of linen from the Turin Shroud reveal that individual 
fibers of the cloth are surrounded by a bioplastic coating produced by bacteria-like microbes. The 
latter are thought to obtain their sustenance from carbon dioxide in the air. Fungal material is also 
found among the threads (Garza-Valdes et al. 1995). Similar observations have been made on vari- 
ous linen mummy wrappings. In particular, samples of the linen wrapping of an Egyptian mummi- 
fied ibis dating between ca. 330 and 30 BC have been examined and the presence of this bioplastic 
coating was established. This coating is not removed in the standard acid-base-acid cleaning proce- 
dure that is recommended for cleaning cloth prior to carbon dating. The question is whether the pres- 
ence of this coating materially affects the age of the cloth as obtained by carbon dating from what 
would be obtained if the actual cellulose of the flax from which the linen was made was dated. To 
obtain some answers to this question AMS radiocarbon measurements will be made at the NSF Ari- 
zona AMS Facility at the University of Arizona on the collagen in bone samples from this ibis and 
of samples of the linen wrapping of the ibis cleaned in the recommended fashion. In addition, it will 
be possible to obtain bone and linen wrapping samples from several human mummies owned by the 
Manchester Museum on which similar AMS 14C measurements can be made. If the measurements 
show that linen mummy wrappings are substantially younger than the associated bone collagen, pro- 
cedures will be explored to recover glucose as a degradation product of the linen's cellulose. The 
ages of this cellulose and the associated bone collagen should be in agreement, barring the presence 
of cellulose-producing bacteria. It is worth noting that, because these bacterial infestations form 
surficial bioplastic coatings, they are most likely to have their maximum impact on the 14C measure- 
ments of the ages of cloth as opposed, for example, of parchment. The surface-to-volume ratio of 
cloth vastly exceeds that of other organic artifacts. 

REFERENCE 

Garza-Valdes, L. A. et al. 1995 Abstract I-44 of the 95th General Meeting of the American Society for Microbiology, Wash- 
ington, D.C. May 1995. 

1Nuclear Structure Research Laboratory, University of Rochester, Rochester, New York 14627 USA 
2University of Texas Health Center, San Antonio, Texas 78284 USA 
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A NEW ACCELERATOR MASS SPECTROMETER FOR TRACE ELEMENT 
ANALYSIS AT THE NAVAL RESEARCH LABORATORY 

K. S. GRABOWSKI, D. L. KNIES, G. K. HUBLER 

Naval Research Laboratory, Code 6670, Washington, DC 20375-5345 USA 

and 

H. ENGE 

Deuteron Inc., 20 Nason Hill Rd., Sherborn, Massachusetts 01770-0201 USA 

A new accelerator mass spectrometer (AMS) facility is under construction at the Naval Research 
Laboratory (NRL) to improve capabilities for trace element analysis of electronic and geologic 
materials. The trace element AMS (TEAMS) facility is based on an existing National Electrostatic 
Corporation 3-MV Pelletron tandem accelerator at NRL. The design goal is to provide parallel mass 
analysis over a broad mass range for conducting and insulating samples, l0 ;um lateral image reso- 
lution, depth profiling, and sensitivity to tens of ppt of trace impurities. To attain these goals, our 
TEAMS facility has incorporated a number of unique features. 

We will use a modified commercial secondary ion mass spectrometer (SIMS) (Physical Electronics, 
model 6300) as the source of secondary ions. This instrument inherently provides our required 
imaging, depth profiling, and sample manipulation capabilities. The broad mass range of secondary 
ions generated by the SIMS source will be accelerated to 40 keV, then injected into the accelerator 
through a tunable Pretzel magnet notch-mass-filter (Knies, this conference). This unique magnet 
will simultaneously transmit from 1 to 200 amu of 40-keV ions by first dispersing the masses along 
the mid plane of the magnet, then recombining them as they exit. A flag system located along the 
mid plane will permit attenuation of intense matrix-related beams. The recombined ions will be 
focused to the object position of the accelerator with an Einzel lens. 

We minimize background signals by providing low pressure (-10--S Ton) in the beam line and com- 
ponents, and by designing the ion optics to avoid small angle scattering of the beam. After acceler- 
ation, a single charge state of ions will be focused and selected by the combination of an electrostatic 
quadrupole triplet (EQT) and a 3° electrostatic bend. Only the selected ions will enter a large gap (41 
mm) spherical electrostatic analyzer (ESA). An entrance aperture to the ESA will prevent the beam 
from striking its deflection plates. The 2.2-m-radius ESA will energy-analyze the beam through its 
30° bend (E/iE = 800) and, combined with another EQT, focus the beam to the object position of an 
Enge split-pole magnetic spectrograph. 

This spectrograph will provide parallel analysis over a broad mass range (Mme/Mmin = 8) with high 
resolution (M/OM =2500). The spectrograph is double focusing with second-order-correct focusing 
along the 1.5-m-long dispersion plane. We expect a beam size of ca. 100 µm. Initially, we will use 
only a few surface barrier detectors, but in the near future hope to obtain Si micro strip detectors to 
cover the entire focal plane. With appropriate high speed electronics, we will be able to produce 
multielement images of a sample with 10µm lateral resolution and 1-nm depth resolution. At this 
fine scale, sensitivity will be volume limited. 

REFERENCE 
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'°Be INVESTIGATIONS OF SEDIMENTS, SOILS AND LOESS AT GNS 

I. J. GRAHAM, R. G. DITCHBURN, R. J. SPARKS and N. E. WHITEHEAD 

Institute of Geological and Nuclear Sciences Ltd., P.O. Box 31312, Lower Hutt, New Zealand 

The past three years have seen rapid advancement in 10Be analytical methods at GNS, and the initi- 

ation of three research projects involving "garden variety" 10Be in surficial deposits. A study of 
nearshore marine sediments from the Wanganui Basin (Castlecliff Section) has identified a 6-8 fold 
increase in 10Be immediately above the location of the Brunhes-Matuyama paleomagnetic reversal, 
ca. 780 ka. A second 10Be "anomaly" of similar magnitude further up the sequence, ca. 700 ka, 

shows the increase in 10Be cannot be attributed solely to the paleomagnetic reversal, but in large part 
reflects a major global climatic change at those times resulting in an influx of 10Be during post-gla- 
cial ice melting. 

The 10Be inventory of a soil formed on till on the inland edge of the Transantarctic Mountains (Ant- 
arctica) yields an apparent age of 80 ka (using average global 10Be flux). This age is very much less 
than the age of the surface estimated by geological and pedological reasoning, the difference being 
due to much lower rates of infall of 10Be onto the land surface than the global average value. An 
alternative interpretation of the data assuming constant 10Be flux and known decay rates suggests an 
age of 12-20 Ma, consistent with the geological evidence. 

A 0-500 ka loess sequence at Rangitautau East (Wanganui) has been analyzed for 10Be content (both 
4-53-m and <4-m sized separates). Interim results contrast with those of the Chinese Loess Plateau 
and hint at differences in 10Be flux rates between the Northern and Southern Hemispheres. The 
results are difficult to interpret in the absence of additional geochemical data, but show a broadly 
decreasing trend in 10Be (and 10BePBe) with increasing depth. The overall level of 10Be in these 
loesses is about twice that of loess from the Chinese Loess Plateau, reflecting a lower sedimentation 
rate and/or a higher 10Be source. 

THE LEIBNIZ-LABOR AMS FACILITY AT THE CHRISTIAN-ALBRECHTS- 
UNIVERSITAT, KIEL, GERMANY 

P. M. GROOTES,1 H. ERLENKE USER,1 A. GOTTDANG, 2 D. J. W. MO USE, 2 M. -J. NADEA U,1 

J. M. SARNTHEIN,3 M. SCHLEICHERI and H. WILLKOMMI 

The Leibniz-Labor fur Altersbestimmung and Isotopenforschung of the Christian-Albrechts Uni- 
versity accepted its new AMS facility from High Voltage Engineering Europa in September 1995. 
The system is based on a 3MV Tandetron with a single Cs ion source and a beam separator-recom- 
binator for simultaneous injection of the three isotopic carbon beams similar to the NOSAMS Facil- 
ity at Woods Hole Oceanographic Institution, USA, and the AMS system at the Centrum voor Iso- 
topen Onderzoek at the University of Groningen, the Netherlands. The AMS system, its technical 
installations, and workshops are housed in a separate hall, adjacent to a building housing AMS sam- 
ple- and target preparation laboratories and offices as well as the Kieler radiocarbon dating and mass 
spectrometry laboratories that are now part of the Leibniz Labor. We will present some of the spec- 
ifications of the AMS system and its technical installations and discuss the new design features of 
the Leibniz AMS-machine, e.g., the successful reduction of X-rays by permanent magnets. Exam- 
ples of the system performance will be given. This includes results of the acceptance tests showing 
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that Poisson counting statistics at 0.15% and 0.22%, respectively, determined the statistical uncer- 
tainty in the 14C/12C ratios measured for the individual samples of two test series. 

1Leibniz-Labor fur Altersbestimmung and Isotopenforschung, Christian-Albrechts-Universitat, Max-Eyth Str.11-13, 24118 
Kiel, Germany 

2High Voltage Engineering Europa B.V. Amsterdamseweg 63, 3812 RR Amersfoort, The Netherlands 
3Geologisch-Palaontologisches Institut, Christian-Albrechts-Universitat, Ludewig-Meyn Str.10, 24118 Kiel, Germany 

DATING AND CORRELATING PROXY RECORDS OF CLIMATE CHANGE 

P. M. GROOTESI and M. STUIVER 

Department of Geological Sciences and Quaternary Research Center, University of Washington, Seattle, Washington 98195 
USA 

Evidence is increasing that significant climate fluctuations are essentially global in nature, though 
they may be recorded in ice cores, on land, and in deep-sea sediments with various delays and atten- 
uation. Accurate, independent dating is therefore important to prove the synchroneity and correla- 
tion of events in different records of climate change. Once correlations have been established, the 
detailed layer-counts of the ice-core records from the summit of the Greenland ice sheet (back to ca. 
50,000 yr) allow a refinement of the timing of events in other records, provided such events can be 
unambiguously correlated with the ice-core record. 

I will discuss some of the new isotope results from Greenland and Antarctica and plausible ice- 
ocean-land correlations for the last glacial/interglacial cycle. 

1Present address: Leibniz Labor, Christian-Albrechts-Universitat, Max-Eyth Str.11-13, 24118 Kiel, Germany 

HIGH-RESOLUTION RADIOCARBON DATING OF A KODIAK ISLAND (ALASKA) 
LATE GLACIAL COLD EVENT 

IRKA HAJDAS,1 GEORGES BONANI,1 DOROTHY M. PETEET 2 and DANIEL H. MANN3 

A cold reversal at the end of the last deglaciation has been found at many sites around the globe. In 
most cases radiocarbon dates place those Younger Dryas type events between 11 and 10 kyr BP. An 
interesting question which we can address here is-were those events simultaneous to the Younger 
Dryas in Europe? 

In the sediments recovered from lakes of Kodiak Island (Alaska) Peteet and Mann (1994) have 
found a cold and dry event which correlates with the Younger Dryas known from the North Atlantic 
region. Using high-resolution 14C dating of macrofossils selected from sediment of Phalarope Pond, 
we try to reconstruct changes in atmospheric 14C content that are known to have taken place during 
the Younger Dryas. A dramatic rise in atmospheric 14C content at the beginning of the Younger 
Dryas or 14C plateau (decreases in 14C content) at 10 kyr BP provides an opportunity for close corre- 
lation between paleo records of Kodiak Island and the European lakes. 

1ETH Honggerberg, 8093 Zurich, Switzerland 
2Lamont-Doherty Earth Observatory, Columbia University, Palisades, New York 10964 USA 
3University of Alaska Museum, Fairbanks, Alaska 99775 USA 
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ASSESSMENT OF THE AAA PRETREATMENT TECHNIQUE FOR CHARCOAL AND 
OTHER ORGANIC MATERIALS USED FOR 14C AMS STUDIES 

M. J. HEAD 

Quaternary Dating Research Centre, Division of Archaeology and Natural History, Research School of Pacific and Asian 
Studies, The Australian National University, Canberra, ACT 0200 Australia 

G. JACOBSEN and C. TUNIZ 

AMS Facility, ANSTO, PMB 1, Menai, NSW 2234 Australia 

Combustion of wood involves a complex series of physical transformations and chemical reactions 
that are further complicated by the heterogeneity of the substrate. Wood, and cellulosic materials in 
general, do not burn directly, but under the influence of sufficiently strong heat sources they decom- 
pose to a mixture of volatiles, tarry compositions, and highly reactive carbonaceous char. Gas-phase 
oxidation of the combustible volatiles and tarry products produces flaming combustion. Solid phase 
oxidation of the remaining char produces glowing or smouldering combustion, depending on the 
rate of oxidation. 

The production of volatiles leaves a solid residue that is neither intact substrate nor pure carbon, but 
a different material at various stages of charring and carbonization. The intermediate chars are char- 
acterized by the functional groups present (including aromatic and olefinic structures); a high con- 
centration of free radicals trapped in a rigid structure or stabilized by aromatic and olefinic struc- 
tures; a large surface area; and a high degree of reactivity. All of these depend on progression of the 
secondary reaction in the solid phase. 

Hence, wood charcoal and other organic components of sediments most likely contain relatively sta- 
ble, but potentially active functional groups that may react with the surrounding micro environment 
relatively rapidly, or may lie dormant for a long period of time. Treatment of these types of materials 
with alkali in the presence of air could quite feasibly provide a mechanism for the incorporation of 
atmospheric CO2 into the organic structure of the material to form carboxylate functional groups 
which would not be removed by further acid treatment. This treatment thus has the potential to 
incorporate younger carbon into the organic samples. 

A series of charcoal samples have been analyzed for possible carboxylate functional groups using 
Fourier transform infra red spectrometry. These charcoals have then been given an acid-alkali-acid 
treatment without taking the precaution of providing an inert atmosphere, and the resulting residue 
has also been analyzed for possible carboxylate functional groups. A group of these samples (having 
apparent 14C ages >20 k BP) both before and after treatment have been dated using 14C AMS in order 
to gauge the possible contamination effect, and the results are presented. The potential for decarbox- 
ylation of these materials will be discussed. 

THE PROPERTIES OF HUMUS MATERIAL SEPARATED FROM PALAEOSOLS IN 
LOESS-PALAEOSOL SEQUENCES FROM THE LOESS PLATEAU IN CHINA 

M. J. HEAD,1 W. J. ZHOU,2 G. JACOBSEN,3 and C. TUNIZ3 

The Loess Plateau of northern China contains loess-palaeosol sequences up to 200 m thick, formed 
over the last 2.5 myr. These sequences provide an extremely useful record of palaeoclimatic change 
within this area, and they have been quite well correlated with palaeoclimatic data from 5180 deter- 
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minations on foraminifera from deep-sea cores, and ice-core data from Greenland. However, it is 
extremely difficult to establish accurate chronologies for these sequences covering the last 30,000 yr. 

These loess-palaeosol sequences are quite porous and are perched well above present-day water 
tables. The land surface is also subject to extensive agriculture. Consequently, the palaeosols (pres- 
ently containing between 1 and 2% carbon) experience vadose conditions, with extensive amounts 
of water-soluble organic material passing through them to the water table below. The palaeosol 
matrix essentially consists of fine-grained reworked loess, with a relatively high clay content. 

14C age determinations on the bulk organic material from palaeosols have been unreliable because 
of the incorporation of younger material. The separation of humic acids using alkali leaching tech- 
niques has provided material that seems to produce representative 14C ages. The molecular weights 
of these extracts vary between 1200 and 1800. A long-term study has been carried out on the chem- 
istry of these "humic" extracts, and purification techniques have been developed to remove any low 
molecular weight organic components that have been adsorbed within the humic polymer structure. 
Solid state 13C NMR data indicate that these compounds basically consist of aromatic and carboxyl 
carbons, similar to those found in highly oxidized volcanic soils. 

Further studies involving the use of UV radiation, ESR and FTIR spectra to determine the presence 
of stable free radicals have been carried out in order to determine the mechanism of formation of 
these humic "remnants", and to assess the viability of the purification techniques used. 

1Quaternary Dating Research Centre, Division of Archaeology and Natural History, Research School of Pacific and Asian 
Studies, The Australian National University, Canberra, ACT 0200 Australia 

2Xi'an Laboratory of Loess and Quaternary Geology, Chinese Academy of Sciences, P.O. Box 17, Xi'an 710061, Shaanxi 
Province, China 

3AM5 Facility, ANSTO, PMB 1, Menai, NSW 2234 Australia 

AMS 14C DATING OF LIME MORTAR 

JAN HEINEMEIER,1 HOGNE JUNGNER, 2 ALF LINDROOS, 3 ASA RINGBOM, 4 

THORBORG VONKONOW5 and NIELS RUDI 

There has long been great interest in possibility of radiocarbon analysis directly on mortar to date 
the construction time of buildings where no other type of material is available for dating or can be 
safely associated with the time of construction. Mortar has great potential as dating material, not 
only because of its ample availability and clear association with the construction to be dated but also 
because the carbonate formed from the burnt limestone (CaO) in the hardening process represents a 

sampling of the contemporaneous atmospheric CO2 content. 

However, mortar is a very complex material, consisting of not only mortar carbonate but also 
unburnt fossil limestone inclusions and other carbon-bearing minerals and organic components. 
Attempts to apply conventional 14C dating has thus proven very difficult. Likewise, the seemingly 
obvious solution of utilizing AMS to selectively date the organic fraction has often led to exceed- 
ingly high ages (Thbbs and Kinder 1990). Strydonck et al. (1992) used both carbonate and organic 
fractions and found very scattered results. 

Because of the urgent need for reliable mortar dating, we have continued work to develop a tech- 
nique to isolate the pure mortar carbonate fraction from the rest of the crude mortar components. 
The preparation process includes not only mechanical and chemical separation but also mineralog- 
ical microscopy control of the success of this separation. So far, a large series (>100 samples) of dat- 

https://doi.org/10.1017/S0033822200061579 Published online by Cambridge University Press

https://doi.org/10.1017/S0033822200061579


48 7th International AMS Conference 

ing results on different chemical fractions from a number of different (medieval) buildings have 
shown promising internal consistency. Some of these have been reported in Heinemeier et al. 
(1995). 

The separation techniques and examples of mineralogical analysis will be presented along with 
series of dating results on medieval churches from Aland, Finland and, as a curiosity, the Newport 
Tower, Rhode Island, USA. 

REFERENCES 
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1Institute of Physics and Astronomy, University of Aarhus, DK-8000 Aarhus C, Denmark 
2Dating Laboratory, University of Helsinki, POB.11, FIN-00014 Helsinki, Finland 
3Department of Geology and Mineralogy, Abo Academy University, FIN-20500 Turku, Finland 
4Department of Art History, Abo Academy University, FIN-20500 Turku, Finland 
SDepartment of Inorganic Chemistry, Abo Academy University, FIN-20500 Turku, Finland 

THE AMS FACILITY AT THE UNIVERSITY OF AARHUS, DENMARK 

J. HEINEMEIER, H. L. NIELSEN and N. R UD 

Institute of Physics and Astronomy, University of Aarhus, DK-8000 Aarhus C, Denmark 

The accelerator mass spectrometry (AMS) system based on the 6 MV EN tandem accelerator at the 
Institute of Physics, Aarhus is described. The current sample preparation methods, measurement 
procedures and system capacity for 14C measurements are discussed. Information will be given on 
precision, accuracy and background level for different sample sizes and preparation techniques. 

IN-SITU PRODUCTION OF COSMOGENIC NUCLIDES: ACCELERATOR 
SIMULATION EXPERIMENTS WITH MUONS AND MEASUREMENT OF DEPTH 
PROFILES 

B. HEISINGER,1 M. NIEDERMAYER,1 S. NEUMAIER,1 F. J. HARTMANN,1 G. KORSCHINEK,1 
E. NOLTE,1 G. MORTEANI,2 C. PETITJEAN,3 P. KUBIK,4A. SYNAL4 and S. D. IVY OCHS4 

The in-situ production of cosmogenic nuclides is important for the determination of background 
events in all low-level detection experiments (e.g., the experiment 205T1(ve, e') 250Pb (Neumaier, 
Nolte and Morinaga 1991), for many geophysical applications (e.g., the determination of erosion 
rates or dating of old groundwaters) and for industrial applications. In the present paper, the in-situ 
production of cosmogenic radionuclides was investigated by performing accelerator simulation 
experiments with slow negative muons at PSI Villigen and with 200 GeV muons at CERN and by 
measuring concentrations of 10Be and 26A1 in natural quartz samples up to depths of 260 m. 

The in-situ production rate was calculated as a function of depth z taking into account spalation 
reactions, reactions with stopped negative muons, reactions with fast muons and background reac- 
tions. The production rate due to4u- capture can be expressed by Pµ_(z) = Iµ_(z) f fD f* with the 
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rate of stopped negative muons I_(z), the chemical compound factor fc, the probability of nuclear 
capture fD and the probability f* of the reaction channel after nuclear µ' capture to the investigated 
nuclide. The production due to fast muons is given by Pµ,fast(z) _ fast a with the flux of fast 
muons µ,fast The energy-dependent cross section a is given by a = a° Fe07 according to the 
Wolfendale rule with the mean muon energy Emean in GeV at the considered depth. 

With the PSI irradiations, the following probabilities f* of particle emission channels after u cap- 
ture have been measured: f* _ (5.2 ± 0.6) 10'3 for O(µ',vµapxn)10Be [x =1-3], and f* _ (1.4 ± 0.4) 

10'3 for S(µ',vaxn)26A1 [x = 2-4,6]. From the result of the oxygen irradiation and the earlier result 
obtained for 26A1 from the irradiation of quartz (Strack et al. 1994), the production ratio of 26A1 to 
10Be after,u' capture in quartz has been deduced to be P(26Al)fP(i°Be) = 7.3 ± 1.5 (Heisinger et al. 
in preparation). In another experiment, the channel probability from Ca to 36C1 was measured. 

For the determination of the fast muon cross section a° of 10Be (from 0),14C (from 0), 26A1(from 
Si, S and Al), 36C1 (from Ca), 53Mn (from Fe) and 250Pb (from Tl), several targets have been irradi- 
ated at CERN. This work is still in progress. 

Depth profiles of 10Be and 26A1 in natural quartz samples were measured in northern Bavaria up to 
depths of 260 m and were compared with calculated profiles taking into account erosion. From this 
comparison, the erosion rate in the last million years was determined to be ca. 51um yr-1(Heisinger 
et al. in preparation). 
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USING COSMOGENIC RADIONUCLIDE CONCENTRATIONS TO DETERMINE 
GLACIAL EROSION ACROSS ALPINE VALLEYS 

LINDA L. HORN,1 JONHARBOR,1 DAVID ELMORE,2 PANKAJ SHARMA,2 ADAM DUNNE,2 
and ANDREW ELMORE3 

Recent work has shown the value of cosmogenic radionuclide techniques in addressing substantive 
questions in geomorphic processes and landscape histories. In addition to exposure ages, the 36C1 

technique can be used to determine erosion rates and the extent of soil/snow/tree cover since initial 
exposure of a rock surface. Recent advances at PRIME Lab have focused on isolating the neutron- 
activation production component from the spallation component using mineral separates. This new 
technique provides data that can be used to determine both the erosion rate and exposure age of sur- 
face samples. 

A field sampling program has been designed with the aim of using this new 36C1-36C1 AMS method 
to yield insight into rates and patterns of glacial erosion. As part of this we have calculated distribu- 
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tions of bedrock-surface radionuclide concentrations across a glaciated valley as a function of gla- 
cial erosion rates and patterns. Using equations describing the build up of radionuclides with depth 
for a rock undergoing erosion, we can predict valley-scale cross-sectional patterns of radionuclide 
concentration at bedrock surfaces, for a range of hypothetical patterns and rates of glacial and non- 
glacial (beyond the ice margin) erosion. To validate our calculations we collected samples along a 
cross-section of a glacial valley in the Wind River Range, Wyoming. The collected bedrock samples 
are being analyzed by AMS for 36C1. Results of our calculations suggest that cosmogenic radionu- 
clide techniques have the potential to accurately constrain both relative and absolute erosion rates, 
as well as patterns of glacial and non-glacial erosion. 

1Department of Earth and Atmospheric Sciences, Purdue University, West Lafayette, Indiana 47907 USA 
2PRIME Lab, Purdue University, West Lafayette, Indiana 47907 USA 
DDepartment of Physics, Purdue University, West Lafayette, Indiana 47907-1397 USA 

THE 129! MEASUREMENT PROGRAM AT THE ANTARES AMS CENTER 

M. A. C. HOTCHKIS, D. FINK, G. E. JACOBSEN, E. M. LAWSON, A. M. SMITH and C. TUNIZ 

Australian Nuclear Science and Technology Organisation, Private Mail Bag 1, Menai, NSW 2234, Australia 

An 1291 measurement capability has been developed at the ANTARES AMS Centre. Measurements 
have been performed using the 11+ charge state at 6.5 MV with C foil stripping. The key components 
that minimize the interference from 127I in the detector are the high-resolution injection magnet (M/ 
AM X200) and the 22°, 5m radius electrostatic analyzer. The detection system incorporates a 600mm 
time-of-flight system (TOF) and a Si detector to measure total energy. We have achieved a TOF res- 
olution of 500ps, which is sufficient to resolve the 1291 from remaining 127I interference. A back- 
ground corresponding to a 129I/1271 ratio of 1.5x10-13 has been achieved. 

We have been funded by the Australian Safeguards Office to develop this capability and measure 
anthropogenic 1291 as part of an international programme under the auspices of the IAEA. This has 
required the development of techniques to extract iodine from a variety of sample materials includ- 
ing water, sediments and biological materials. We are also currently engaged in a research project 
aimed at the measurement of naturally occurring 129I in iodoargyrite in an attempt to date the forma- 
tion of the secondary zone of the orebody at Broken Hill, Australia. 

DESIGN OF A COMPACT 1 MV AMS SYSTEM FOR BIOMEDICAL RESEARCH 

B. J. HUGHEY, R. E. KL INKO WSTEIN, R. E. SHEFER 

Newton Scientific, Inc., Winchester, Massachusetts 01890 USA 

P. L. SKIPPER, S. R. TANNENBAUM and J. S. WISHNOK 

Division of Toxicology and Department of Chemistry, Massachusetts Institute of Technology, Cambridge, Massachusetts 
02139 USA 

The acceptance of accelerator mass spectrometry in biomedical research will require the develop- 
ment of cost-effective, laboratory-sized AMS systems which can be used in conjunction with con- 
ventional gas and liquid phase separation techniques. This paper describes the design of a low- 
energy AMS system optimized for the detection of 14C and 3H in organic samples. The system uti- 
lizes a compact 1 MV tandem accelerator that incorporates a foil stripper and a solid-state high-volt- 
age switching power supply developed by Newton Scientific, Inc. (NSI). The low energy analyzer, 
accelerating column, and high-energy analyzer are designed for efficient transport and analysis of 
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both carbon and hydrogen beams using the minimum number of optical elements. The resulting 
instrument is very compact: the entire AMS system including the injector, ion source and high 
energy analyzer is just under 3 m wide and is ca. 1.3 m high and 1 m deep. The relatively small size 
of this system will allow its installation in most biomedical laboratory facilities. 

The NSI AMS system is based on stripping of 14C to the 2+ charge state at approximately 1 MeV 
using a thin carbon foil. We have obtained new experimental results demonstrating that foil strip- 
ping at this energy results in the elimination of molecular interferences in the 2+ charge state to a 
level more than adequate for detecting 14C at or near contemporary levels. The use of a carbon foil 
stripper is advantageous because of its simplicity and short insertion length; however, it introduces 
greater scattering and energy spread compared with a gas stripper. These effects have been analyzed 
through experiments and computer simulations and the results used to determine the required accep- 
tance of the beam optical components downstream of the stripper. 

Performance of the NSI AMS system in conjunction with a gas chromatograph has been evaluated 
for the analysis of post-labeled organic samples of interest in toxicology research. The system is pre- 
dicted to provide high measurement accuracy for the quantitation of sample sizes at the attomole 
level. Quantitation of sample sizes down to the zeptomole level will also be attainable, with the 
accuracy limited by the counting statistics on the small number of detected 14C atoms. The system 
design and performance analysis will be presented. 

This work was supported by the National Institutes of Health under Grant No. R43CA66400 and the 
National Science Foundation under Grant No. DMI-9461636. 

EXPERIMENTAL INVESTIGATION OF THE DESTRUCTION OF 1 MeV 12CH2 

MOLECULES IN SINGLE AND DOUBLE STRIPPING FOILS 

B. J. HUGHEY, R. E. SHEFER, R. E. KLINKOWSTEIN 

Newton Scientific, Inc., Winchester, Massachusetts 01890 USA 

X. L. ZHAO, W. E. KIESER and A. E. LITHERLAND 

IsoTrace Laboratory, University of Toronto, Toronto, Ontario, Canada M55 1A7 

Recent interest in the use of accelerator mass spectrometry for the analysis of biomedical samples 
has led to the design of compact AMS systems using tandem accelerators with terminal voltages of 
1 MV and below. Detection of 14C in the 2+ charge state is advantageous for a low-energy AMS sys- 
tem because of the increased transmission efficiency and reduced system complexity compared with 
detection of the 3+ charge state using the same terminal voltage. We have performed experiments at 
the IsoTrace Laboratory examining the destruction of mass-14 interfering molecules in the 2+ charge 
state after passage through both single and double carbon stripping foils at 1 MeV. For single foils 
with thicknesses of 2-31ug/cm2, the molecular background ratio was measured to be <20% of con- 
temporary 14C with no detector energy resolution. Use of a thin detector entrance foil to provide 
energy dispersion between the surviving molecules and 14C ions, coupled with threshold energy dis- 
crimination, was shown to reduce this background level to 5% of contemporary 14C, while allowing 
detection of 95% of the incident 14C ions. 

It has been suggested that, if molecular survival can be attributed primarily to the wake-riding effect, 
then the use of a foil pair may provide much higher molecular attenuation than a single foil of equal 
thickness (K. H. Purser and A. E. Litherland, personal communication). The results of experiments 
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performed using pairs of carbon foils conclusively demonstrate, for the first time, that the passage 

of molecular ions (12CH2 and 13CH) through a pair of thin carbon stripping foils at 1 MeV results in 

significantly increased attenuation of molecular ions in the 2+ charge state as compared to passage 

through a single carbon foil of comparable total thickness. The detected molecular counts after pas- 

sage through a single 4.4 Ag/cm2 foil correspond to a surviving fraction of 7-47 x 10-11, depending 

on the assumed energy and angular spread introduced by the foil. No statistically significant molec- 

ular survival was observed for pairs of stripping foils with a combined thickness of 4.0-4.6 µg/cm2. 

The upper limit on surviving molecular fraction for the double foils was a factor of 15 lower than for 

a single foil of comparable thickness. These results show that a low-energy AMS system based on 

the detection of 14C in the 2+ charge state after a foil stripper will provide more than adequate dis- 

crimination for the analysis of biomedical samples labeled at or above contemporary 14C and that 

low-energy systems employing double foils may be potentially useful for radiocarbon dating. 

This work was supported by the National Science Foundation under Grant No. DMI-9461636 and 

the National Institutes of Health under Grant No. R43CA66400. 

MEASUREMENTS OF PROTON- AND NEUTRON-INDUCED PRODUCTION CROSS 

SECTIONS FOR 36C1 FROM Ca AND K 

M. IMAMURA,1 K. NISHIIZUMI,2 M. W. CAFFEE3 and S. SHIBATAI 

Production cross sections for 3601 have been measured for the nat.K(p,x), 39K(p,x), nat.Ca(p,x), and 

40Ca(p,x) reactions. In addition to these proton reactions, neutron cross sections up to 40 MeV for 

the nat.K(n,x) and nat.Ca(n,x) reactions have also been measured. 

Radionuclides produced in extraterrestrial surface materials by energetic solar flare particles pro- 

vide clues about the history of solar activity. Changes in solar activity are reflected in the particle 
intensities and energy spectra averaged over the mean lives of the radionuclides measured (Reedy et 
al. 1983). Recently Nishiizumi et al. measured a 36C1 depth profile in lunar surface rock 74275 
(1991) and 64455 (1995). The observed profiles of 36C1 in the top several g/cm2 were discussed with 
the constancy of solar energetic particle flux and spectrum using new 36C1 production cross sections. 
Since investigation of the solar flare energetic particle intensity over the past half million years 
absolutely requires 36C1 production cross sections from the major target elements Ca and K, CaCO3 

and KNO3 targets were bombarded with both protons from the INS SF cyclotron and semi-monoen- 
ergetic neutrons (produced via the 7Li(p,n) reactions using the same cyclotron). For the proton bom- 

bardments we used both natural and isotopically enriched targets. These targets were subsequently 
chemically processed after adding Cl carriers, following which the 36C1 activities were measured by 

AMS at LLNL. 

Figures 1 and 2 (not given here) show the proton-induced production cross sections for Ca and K tar- 
gets, respectively. Figure 1 also displays the data recently reported by Shiekel et at. (1994). We will 
present neutron-induced cross sections as well. 
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2Space Sciences Laboratory, University of California, Berkeley, California 94720 USA 
3Lawrence Livermore National Laboratory, Livermore, California 94550 USA 

FORAMINIFERAL 14C RECORD OF THE YOUNGER DRYAS IN SANTA BARBARA 
BASIN, ODP HOLE 893A 

B. LYNN INGRAM 

Department of Geography, University of California, Berkeley, California 94720 USA 

and 

JAMES P. KENNETT 

Marine Science Institute and Department of Geological Sciences, University of California, Santa Barbara, California 93106 USA 

Radiocarbon dating by accelerator mass spectrometry of coexisting planktonic and benthic foramin- 
ifers separated from Santa Barbara Basin sediments was used to provide a chronology for the upper 
70 m of core from Ocean Drilling Program Hole 893A. The 14C chronology allows a determination 
of the age of the Younger Dryas (YD) in Santa Barbara Basin, and provides evidence for changes in 
ocean circulation in the eastern Pacific over the past 20,000 yr. The YD event is represented in Santa 
Barbara Basin by a climatic change based on oxygen isotopic shifts measured in planktonic and 
benthic foraminifers, and occurs in a non-laminated interval within laminated sediments at a depth 
of 17.60 to 20.40 mbsf. The event was dated using six planktonic foraminifer samples. The cali- 
brated 14C age for the initiation of the YD in Santa Barbara Basin is 12,970 yr BP, coincident with 
that in North Atlantic deep-sea cores, glacial deposits in New Zealand, and ice-core records. The 14C 

age for the termination of the YD in Santa Barbara Basin is poorly constrained due to a 1300-yr 14C 

plateau, falling between 11,000 and 12,300 yr before present. Assuming a constant sedimentation 
rate in the core, the termination age would be 11,220 yr BP, with a duration of 1750 yr. During the 
YD, the planktonic-benthic age difference averaged 90 yr, compared with an average value of 470 
yr in younger and older sediments. The age decrease of surface to bottom waters during the YD may 
reflect a change in source of Pacific Intermediate Water, with a greater proportion originating from 
a more proximal source. 

CHEMICAL BEHAVIOR OF Be AND Al DURING AMS TARGET PREPARATION 
INVESTIGATED WITH CHEMICAL SPECIATION CALCULATIONS 

SUSAN IVY OCHS 

Institut fur Teilchenphysik and Ingenieugeologie, ETH Honggerberg, CH-8093 Zurich, Switzerland 

and 

MICHAEL OCHS 

BMG Engineering Ltd., CH-8952 Zurich-Schlieren, Switzerland 

The chemical extraction of Be and Al from quartz for surface exposure dating studies is not only 
time-consuming but very crucial with respect to the final exposure age and associated errors. The 
complex multi-stepped procedure is often treated in a black-box-like manner; it is not always clear 
in what chemical form the Be and Al exist. As a matter of fact, it is not difficult to "mysteriously 
lose" one or the other in the course of the extraction. Chemical speciation calculations reveal the 
chemical form and thus subsequent behavior of both Be and Al during each of the extraction steps. 
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Such chemical calculations can be used to predict the interferences resulting from an excess of, e.g., 

fluoride or unwanted major cations (Mg, Ca, Fe), as well as the behavior of the different cations dur- 
ing ion exchange processes. As an example, in our experiences with some of the weakly metamor- 
phosed granites from the Swiss Alps, inclusions and intergrowths of muscovite or epidote are very 
difficult to separate from the quartz. The presence of just a few of these inclusions can yield, e.g., 

Mg and Ca in the milligram range, greatly affecting both the column efficiency and the conditions 
for precipitation. After a quick check of the chemical make-up of the sample solution with the ICP- 

AES, one can model the extraction steps with a chemical speciation program. In this way one can 

head off problems by adding additional extraction steps, thus tailoring the preparation uniquely to 
each sample. 

PROBLEMS IN THE CHRONOLOGY OF THE GLACIATIONS OF THE SWISS ALPS 
ADDRESSED WITH SURFACE EXPOSURE DATING 

SUSAN IVY OCHS,1 CHRISTIAN SCHLUCHTER,2 PETER W. KUBIK,3 HANS ARNO SYNAL3 

and JURG BEER4 

Questions about the exact timing of the Last Glacial Maximum (LGM) in Switzerland as well as on 

the synchroneity of the maxima of the largest glaciers, e.g., the Rhone and the Rhine, remain unan- 
swered. Huge erratics dot the Swiss foreland and mark the furthest extent of the respective glacial 
lobe. We have begun to exposure date some of these erratics. By using 10Be, 26A1 and 36C1, limita- 
tions imposed by rock type are avoided. 

The post-LGM glacial collapse was punctuated by a sequence of readvances which left behind 
moraines of, e.g., the Gschnitz, Clavadel, Daun, and Egesen stands. As a first step we have dated 
blocks found along the crest of an Egesen moraine at Julier Pass. Egesen moraines are thought to be 
coupled with the Younger Dryas (11,000 to 10,00014C yr ago), based on geomorphological consid- 
erations, equilibrium line depression values, regional correlation, and radiocarbon dating. The suite 
of six boulders we have dated yielded two distinct exposure ages for the double-walled moraine of 
the Lagrev glacier. The outer moraine has an exposure age of ca. 12,000 yr while the inner has an 
age of 10,300. Taken together the moraine complex has an exposure age of 11,000 yr. 

The final stage of the demise of the glaciers was their disappearance from the high mountain passes. 
We are dating a series of samples from Grimsel Pass to pinpoint the time of its deglaciation. This 
provides more information about the timing of the warming-up and the rate of deglaciation at the 
end of the LGM and can be compared with pollen information on influx of pioneer vegetation into 
the mountain valleys. 

1Institut fur Teilchenphysik and Ingenieugeologie, ETH Honggerberg, CH-8093 Zurich, Switzerland 
2Geologisches Institut, Universitat Bern, CH-3012 Bern, Switzerland 
3Pau1 Scherrer Institut c/o Institut fur Teilchenphysik, ETH Honggerberg, CH-8093 Zurich, Switzerland 
4EAWAG, CH-8600 Diibendorf, Switzerland 
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ASPECTS OF TARGET PREPARATION AT THE ANTARES AMS CENTER 

G. E. JACOBSEN, Q. HUA, D. FINK, M. A. C. HOTCHKIS, E. M. LAWSON, A. M. SMITH and 
C. T UNIZ 

Australian Nuclear Science and Technology Organisation, PMB 1, Menai, NSW 2234 Australia 

To date, the ANTARES Target Preparation Laboratories have concentrated on setting up the proce- 
dures for processing carbon samples for AMS measurement. Graphite targets are prepared by the 
reduction of carbon dioxide over an Fe catalyst using Zn as the reducing agent (Slota et a1.1987). 
Samples containing 0.3 mg or more of original carbon are processed routinely for radiocarbon anal- 
ysis. The current 14C chemistry background for 1 mg carbon is O.3% of modern carbon. With the 
increasing demand for measurement of extremely small samples, we are currently investigating 
methods for the preparation of targets containing tens of micrograms of carbon. 

We are also expanding the capabilities of the laboratories to encompass the preparation of targets for 
the measurement of other isotopes such as 129I, 36C1,10Be and 26A1. 

The difficulties associated with the handling and digestion of iodine samples is well documented. 
Foti (1979) has shown that losses can occur in the collection and drying of the sample and there have 
been numerous and conflicting recommendations for the ashing or digestion of samples for iodine 
analysis (Book 1979; Muramatsu, Ohomo and Christoffers 1984; Marchetti, Rose and Strume 
1994). At present this group is testing procedures for the extraction of iodine from a variety of envi- 
ronmental samples. 

In addition, this laboratory is also setting up procedures for the extraction of in-situ 10Be, 26A1 and 
36C1 from terrestrial rocks. A laboratory in a separate building is to be used for the preparation of 14C 

samples for a biomedical tracer experiment. A sealed-tube technique for combustion and graphiti- 
zation is presently being tested, following Vogel (1992). 
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STUDY OF ALUMINUM MEDICAL APPLICATION BY 26A1 TRACER 

SHANJIANG, SONGSHENG JIANG, SHAOYONG WU, MING HE 

China Institute of Atomic Energy, P.O. Box 275-49, Beijing 102413 China 

WEIDONG WU, XIAOFA QIN and SHIJE LIU 

Beijing Medical University, Beijing 100083 China 

Pneumoconiosis remains the most serious occupational disease in China. Therefore, it is a very 
important research program to prevent and treat such disease in the field of occupational Health. 

In the last several decades, a lot of research has been done on the prevention and treatment effects 
of aluminum citrate on pneumoconiosis, indicating that aluminum citrate is effective and with fewer 
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side effects. But, its mechanism has still been poorly understood so far. For this purpose, a collabo- 
rative program using 26A1 as tracer is underway between the AMS Laboratory of the Chinese Insti- 
tute of Atomic Energy and the Department of Occupational Health at Beijing Medical University. 

The focus of this study is to explore the retention difference of Al in rat lungs, depending on whether 
it was administrated intratracheally singly or with Si02. The rats were sacrificed 2 or 7 days later fol- 
lowing the administration and the amount of 26A1 in the lungs and blood serum was determined. 

DETERMINATION OF THE HALF-LIFE OF 79Se WITH THE ACCELERATOR MASS 
SPECTROMETRY TECHNIQUE 

SONGSHENG JLANG, JINGRU GUO, SHANJIANG, CHUNSHENG LI, ANZHI CUI, MING HE, 
SHAOYONG WU and SHILIN LI 

China Institute of Atomic Energy, P.O. Box 275(49), Beijing 102413 China 

Half-lives of radioisotopes are important nuclear data and have applications in science and technol- 
ogy. Due to technical problems, half-lives of some of radioisotopes, in particular, long-lived radio- 
isotopes, have had values with large uncertainty; the 79Se half-life is one of those. In the recent chart 
of the nuclides the half-life of 79Se has an upper limit of only 6.5 x 104 a. 

In this paper we present a measurement of the half-life of 79Se. The number of 79Se atoms was deter- 
mined from the measured 79Se/Se ratio using the accelerator mass spectrometry (AMS) system at 
the China Institute of Atomic Energy, and the decay rate of 79Se in the samples was determined by 
counting the emitted f3 rays with the liquid scintillation spectrometer. The 79Se was separated from 
the high-level waste of a nuclear fuel reprocessing plant. The extracted Se (9Se) was transformed 
into CdSe for use in the AMS measurement of the 79Se/Se ratio. The main problems in the determi- 
nation of 79Se with the AMS system are the isobaric and isotopic interferences. The interfering iso- 
topes, 78Se and 81Se, can be separated using an electrostatic deflector. However, the isobar, 79Br, can- 
not be separated by the accelerator mass spectrometry system, due to energies (ca. 100 MeV) that 
are not high enough for the separation. Fortunately, bromine has two isotopes, 79Br and 81Br, with 
well-known abundance in natural materials, and 81Br is the only stable nuclide having a mass num- 
ber of 81 in nature. We have deduced the 79Br interference from the 81Br measurement in the same 
samples. From the measured decay rates and number of atoms for 79Se in three samples, the half-life 
was deduced to be (1.1 ± 0.2) x 106 a. Additionally, we have re-examined the half-life of 79Se 

reported in Parker et al. (1949) and the upper limit of the half-life was re-calculated to be 6.5 x 105 

a, not 6.5 x 104 a as reported in the original paper, 
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AMS IMAGING OF RADIOCARBON DISTRIBUTION IN RAT BRAIN 

Z. X. JIANG,12 C. BRONK RAMSEY,1 R. E. M. HEDGES,1 P. SOMOGYI,3 J. D. B. ROBERTS3 
and A. COWEY2 

Radiocarbon has been an important labeling element in biological metabolism studies. By interfac- 
ing an accelerator mass spectrometer (AMS) with a scanning microprobe secondary ion source, it is 
possible to image the 14C distribution in a biological sample at high resolution (1 micron), high sen- 
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sitivity and in a short time. The AMS at Oxford is normally dedicated to 14C measurements and 
detects secondary 14C- ions as single 1403+ ions with an overall efficiency of ca. 25-30%. 

We studied biological samples from rat brain microinjected in-vivo with a 14C-labeled neurotrans- 
mitter GABA (4-amino-n-[U-C14] butyric acid), which is selectively taken up by neurons having 
GABA carriers and using GABA as transmitter, and also by glial cells. The brain tissue was per- 
fused and fixed with a mixture of paraformaldehyde and glutaraldehyde, in order to bind covalently 
the accumulated transmitter to proteins, then embedded in epoxy resin and sectioned serially at 
0.5 µm using standard histological procedures. The two adjacent sections to those used for AMS 
imaging were either immunolabeled with antibodies to GABA to reveal GABA-containing cells, or 
stained with toluidine blue in order to visualize every cell, so that the distribution of 14C revealed by 
AMS could be matched to the distribution of all cells. The average concentration of radiocarbon 
(14C/12C) was measured to be 10. By simultaneously measuring the 14C, 13C and 12C signals, we 
were able to demonstrate that the localized peaks of radiocarbon activities could be readily identi- 
fied and matched to GABA-immunopositive neurons and filial cells by aligning the radiocarbon- 
deficient blood vessels with the vessels in the adjacent histologically stained section. The results 
revealed the selective uptake of the neurotransmitter, GABA. The technique compares favorably 
with high-resolution autoradiography. Other applications in neuroscience at cellular and subcellular 
level using radiocarbon imaging by AMS will also be discussed. 

'Radiocarbon Accelerator Unit, Oxford University, 6 Keble Road, Oxford, OX1301, England 
2Department of Experimental Psychology, Oxford University, South Parks Road, Oxford, OX13UD, England 
3MRC Anatomical Neuropharmacology Unit, Oxford University, Mansfield Road, Oxford, OX13TH, England 

MEASUREMENTS OF ALUMINUM TRANSPORT IN WHEAT AT THE CELLULAR 
LEVEL 

R. R. JOHNSON,1 A. GLASS, 2 H. KRONZUCKER, 2 Z. GELBART, 3 E. VENCZEL, 4 M. PAUL, 5 

D. BERKOVITS,s A. CATANS and S. GHELBERGS 

AMS can be used to address a longstanding and serious agricultural problem, namely, aluminum 
toxicity in a crop species, wheat. Understanding the toxicity mechanism will allow management 
strategies for dry-land soils laden with aluminum. Numerous mechanisms of Al toxicity and toler- 
ance in plants have been proposed in recent years (Foy 1988; Roy et al. 1988; Mehrg 1991) but a 
clear consensus is not evident mostly because of a lack of a good measurement technique. Even the 
location of the primary lesion resulting from aluminum exposure has yet to be determined. 26Al is 
the only tracer isotope that can register the evolution of aluminum in plants. We have studied the 
transport of aluminum through the plasma membrane of wheat cells and its accumulation by tracing 
26&1 with AMS. We have observed residence times for the aluminum in several compartments and 
have noted distinct differences between aluminum-tolerant and aluminum-sensitive wheat cultivars 
Maringa and Katepwa, respectively. Young wheat plants are exposed for 24 hr to tracer quantities of 
26A1(0.2 ng/l) introduced in a 50,uM A13+ plus nutrient bath. The plants are removed from the solu- 
tion and placed in a fresh tracer-free nutrient solution. The solution, after elution from the plant 
roots, is collected and replaced at timed intervals varying from 10 sec to over 8 hr. A carrier solution 
of 27A1 is added to the samples and A1203 samples processed from the solutions are analyzed at the 
Rehovot Koffler 14UD Pelletron. The amount of aluminum released versus time is reflected in the 
measured 26A1/27A1 ratios that vary between ca.10-10 to 10-13 in two very striking steps. There is a 
100-fold drop in the aluminum release in the first 40 min followed by a very long time constant 
release over the following 8 hr. Both aluminum-sensitive and aluminum-tolerant varieties exhibit 
this behavior with the sensitive plants possessing much more residual aluminum in the long time 
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constant compartment. The utility of AMS to study the transport of aluminum in plants has been 
demonstrated. The sensitivity of the technique allows standard plant cell experimental manipulation 
techniques to be applied to agriculturally relevant cultivars. This allows a direct understanding of 
aluminum toxicity in agriculture at a cellular level. 
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RADIOCARBON AMS DATING OF THE THERMOPHILOUS MOLLUSC SHELLS 
FROM PETER THE GREAT GULF COAST, RUSSIAN FAR EAST 

GLENN A. JONES,1 YAROSLAV V. KUZMIN2 and VLADIMIR A. RAKOV3 

We have studied the 14C age of thermophilous molluscs (i. e., species that were not found alive in the 
area since the 1930s, but occur now ca. 500 km southward) in Peter the Great Gulf, northwestern 
Sea of Japan. The 14C AMS dating of individual shells of three thermophiles, Andara subcrenata 
(Lischke), A. inaequivalvis (Bruguiere) and Meretrix lusoria (Roding), based on 1994 fieldwork 
around Vladivostok and the Posiet Bay. The shell samples were collected from both coastal outcrops 
and shell middens of the Early Neolithic Boisman culture. The Yoldia johanni individual shell col- 
lected alive in the Wrangel Inlet in 1932 (submitted for dating by K. A. Lutaenko 1994) gave the 
range 505 ± 30 BP (05-3024). This value is the reservoir correction for the area and should be 
applied to all the ages shown here. 

The results of 14C dating may be subdivided into three groups in terms of age. The first and largest 
group contains 14C dates corresponding to the Holocene Climatic Optimum. There are all the dates 
made on Meretrix lusoria shells: Vostok Bay (submitted by G. A. Evseev 1994), 6460 ± 50 BP (OS- 
3032); Boisman 1, 5690 ± 45 BP (OS-3030); Boisman 2, 6070 ± 35 BP (OS-3031), and 6140 ± 40 BP 

(OS-3033). The majority of both Andara subcrenata andA. inaequivalvis samples also have similar 
ages: Talmi Lagoon core, 4760 ± 30 BP (OS 2319) and 4770 ± 30 BP (OS-2320); Talmi Lagoon sec- 
tion, 5320 ± 45 BP (OS-3020); Troitsa Inlet, 6280 ± 35 BP (OS-3029), and 7010 ± 55 BP (OS-3021), 
Boisman 2, 7640 ± 35 BP (OS-2318). The second group (shells of A. inaequivalvis) corresponds to 
Subboreal and Early Subatlantic periods: Amur Bay, 2750 ± 35 BP (OS-3023); Ussuri Bay, 1760 ± 
45 BP (OS-3022). The third group is represented by only one date (A. inaequivalvis) and may be con- 
sidered as modern (ca.10014C yr old due to reservoir correction of ca. 500 yr.): Amur Bay, 690 ± 
25 BP (OS-3025). 

The first results of 14C AMS dating of thermophiles on Peter the Great Coast show that A. inaequi- 
valvis does not appear to be restricted to the mid-Holocene; rather, the dates obtained seem to sug- 
gest that it my still be alive in the area. Previously, the results of conventional 14C dating gave only 
mid-Holocene dates (see review in Lutaenko 1993). 
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CHLORINE-36 IN AUSTRALIAN RAINFALL: HYDROLOGICAL AND 
ATMOSPHERIC IMPLICATIONS 

M. D. KEYWOOD,1,2 A. R. CHIVAS,1 R. G. CRESSWELL3 and L. K. FIFIELD3 

The applications of 36C1 in hydrology require an understanding of its deposition on the Earth's sur- 
face. The atmospheric production of 3601 by cosmic-ray spallation on 40Ar suggests that 36C1 could 
also be useful as a tracer of such processes as stratosphere-troposphere exchange. We report on a 
survey of the 36C1 composition of atmospheric precipitation from remote areas of Australia, in terms 
of their impact on the use of 36C1 as a hydrological and atmospheric tracer. 

Bulk precipitation samples were collected from two rainfall-collection arrays at three-monthly inter- 
vals over two years: the WE array (10 sites) extended in a west to east direction from the coast of 
Western Australia south of Geraldton, inland to Warburton in Central Australia, and the SN array (8 
sites), extended in a south to north direction from Port Lincoln in South Australia to Kakadu in the 
Northern Territory. 

With the exception of the tropical sites, which are anomalously high, the mean 36C1 fallout in atoms/ 
m2/s follows the form of latitude dependence predicted by Lal and Peters (1967), but at levels 1.4 x 
greater than predicted. This is in contrast to measurements in the northern hemisphere, which 
require an even larger normalization factor of 3-4. We believe the difference is due to enhanced 
stratosphere-troposphere exchange in the northern hemisphere, promoted by the greater area of 
landmass and the predominantly asymmetric thermal structure of the northern atmosphere. 

At non-tropical latitudes, maximum fallouts were observed in spring, presumably due to the sea- 
sonal changes in the height of the tropopause, in agreement with northern hemisphere measure- 
ments. 

The anomalously high fallout in northern Australia occurs in summer at the time of the monsoon, 
and is attributed to direct entrainment of stratospheric air during monsoonal cumulus cloud activity. 

Mean 36C1/Cl ratios generally increase with distance from the coast. These are governed by stable Cl 
concentrations which decrease with distance from the coast with a dependence which is well- 
described by two exponentials. Comparisons with previous stable chloride measurements from Aus- 
tralia, however, demonstrate this relationship to have a significant geographic variability. 
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ION SOURCE DESIGN CRITERIA FOR AMS 

L. R. KILIUS,1 A. E. LITHERLAND, X.-L. ZHAO, R. P. BEUKENS and W. E. KIESER 

IsoTrace Laboratory, University of Toronto, 60 St. George Street, Toronto, Ontario, Canada M5S 1A7 

A variety of ion sources is being designed for AMS and these include both negative and positive ion 
sources. The emphasis is usually on high ion currents because of the high isotope ratios, stable and 
reproducible operation for accurate measurements, rapid sample changing to maximize throughput, 
and the minimization of memory effects. These requirements are difficult to fulfil for moderate 
accuracy (<1%) measurements and very difficult for high accuracy measurements (<0.1%). Some 
recent contributions from the IsoTrace Laboratory towards these goals will be discussed. 

1Deceased January 1996 

MOLECULAR FRAGMENT PROBLEMS IN HEAVY ELEMENT AMS 

L. R. KILI US,1 X.-L. ZHAO, A. E. LITHERLAND and K. H. PURSER 

IsoTrace Laboratory, University of Toronto, 60 St. George Street, Toronto, Ontario, Canada M5S 1A7 

Heavy element AMS is made more difficult by the presence of the negative ion fragments of mass 
and charge (m,q) which come from molecules with the same mass as the heavy element M. If the 
heavy element after atomic or molecular dissociation has charge Q then a useful quantity is the inte- 
ger n given by n = Mq-mQ. When n =0, a rare heavy element is accompanied by strong beams of 
lighter molecular fragments (pilot beams) which usually prohibit the measurement of the rare spe- 
cies. The same problem occurs for n =1 because molecular beams undergo Coulomb explosion even 
in a gaseous target and the energy spread results in the increase of the resolution requirements of the 
high energy electric analyzers. The resolution needed for both velocity and electric analyzers, 
assuming that a higher resolution magnetic analyzer is also used, is given by mQ/n. In the case of 
1291+4 analysis, 97Mo+3 interference and the add up from the other fragment can overwhelm the rare 
ions, requiring charge +5 to be used. Fortunately 103R1i+4 is very rare. Strategies for solving this 
heavy element AMS problem and some recent results will be discussed. 

1Deceased January 1996 

DETERMINATION OF RADIONUCLIDE PROTON CROSS SECTIONS ON THIN FOIL 
TARGET MATERIAL - IRRADIATION DETAILS, CHEMICAL SEPARATION 
TECHNIQUES, AND AMS MEASUREMENTS 

K. J. KIM,1 A. BEVERDING,1 P. A. J. ENGLERT,1 J. M. SISTERSON, 2 M. W. CAFFEE, 3 

C. CASTANEDA, 4 J. VINCENT 5 and R. C. REEDY 

Protons are the major constituent of galactic and solar cosmic rays (GCR and SCR, respectively). 
These protons have produced radionuclides in terrestrial and extraterrestrial materials since the for- 
mation of our solar system. Although both the GCRs and SCRs are dominated by protons, their 
energies are considerably distinct: SCR protons typically possess <200-MeV energy while typical 
OCR proton energies are 0.1-10 GeV. The long-lived radionuclides 10Be and 26A1 are especially 
important because their half-lives span geologically and cosmologically interesting and significant 
time periods. Studies of cosmogenic nuclides such as 10Be and 26A1 and their applications in studies 
of extraterrestrial and terrestrial materials have been hampered by the lack of reliable cross-section 
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measurements. Proton irradiation, chemical separation, and accelerator mass spectrometry (AMS) 
are the three major experimental components in the determination of cross sections. 

To obtain optimum precision in the cross-section value for each element, the proton flux in each irra- 
diation procedure should be properly monitored and isobaric interferences in chemical separation 
procedure should be minimized. The target materials Al, C, Mg, Si, and Si02 were irradiated with 
protons whose energies ranged from the threshold for the reaction of interest to 500 MeV. Target and 
proton-energy selections were based on the scarcity of proton cross-section data. Proton irradiations 
were performed at the University of California, Davis, Crocker Nuclear Laboratory cyclotron 
(Ep<67.5 MeV), Harvard Cyclotron Laboratory (60<Ep<160 MeV), and TRIUMF (250<Ep<500 
MeV). The proton energy loss in each target was calculated using Monte Carlo techniques. The 
beam current was measured with a Faraday cup and compared to 22Na production in aluminum mon- 
itor foils. At lower energies, below reaction thresholds, a secondary electron emission monitor was 
utilized. 

Carriers of Al and Be were added at the beginning of the chemistry procedure for each of the targets. 
After dissolution of the target material, the Al and Be from each target were then chemically sepa- 
rated by ion chromatographic techniques. For the AMS measurement of 10Be, it is critical that inter- 
ferences from 10B be minimized. Repeated purification before and after cation exchange procedures 
provided significant reduction of boron contamination in these samples. Approximately 70 targets 
were irradiated for 10Be and 26A1 cross-section measurements. Because of radioactivity from short- 
lived radionuclides, it is necessary to wait 3 yr before sample preparation can begin. At the present 
time over half of the targets prepared for 10Be and 26A1 measurements have been measured by AMS. 
The 26A1/27A1 ratios vary from 1 x 10.9 to 1 x 10'14 and the 10Be/9Be ratios range from 1 x 10'12 to 
1 x 10'14. The errors in the AMS measurements are relatively small, so reasonably accurate excita- 
tion functions for each element can be obtained. It was observed that using accelerator mass spec- 
trometry, the detection limit can be reduced down to 105 of 10Be atoms in a sample. 

1Nuclear Science Facility, San Jose State University, San Jose, California 95192 USA 
2Harvard Cyclotron Laboratory, Cambridge, Massachusetts 01238 USA 
3Lawrence Livermore National Laboratory, L-206, Livermore, California 94550 USA 
4Crocker Nuclear Laboratory, University of California, Davis, California 95616 USA 
STRIUMF, University of British Columbia, Vancouver, British Columbia, V6T 2A3 Canada 
6Los Alamos National Laboratory, Group NIS-2, MS-D436, Los Alamos, New Mexico 87545 USA 

GASTROINTESTINAL ABSORPTION OF ALUMINIUM IN PATIENTS WITH 
ALZHEIMER'S DISEASE MEASURED BY 26A1 ACCELERATOR MASS 
SPECTROMETRY 

S. J. KING,1 J. P. DAY,1 P. B. MOORE,2 G. A. TAYLOR,2 J. A. EDWARDSON,2 L. K. FIFIELD3 
and R. G. CRESSWELL3 

The possible implication of aluminium in the aetiology of the senile dementia known as Alzheimer's 
Disease (AD) is controversial. Whilst it appears to be firmly established that aluminium concentra- 
tions in Alzheimer brain tissue are elevated relative to healthy controls, and that at the microscopic 
level aluminium is located particularly in senile plaques and neurofibrillary tangles (characteristic 
lesions of the disease), it is not established whether the aluminium is a cause or a result of the con- 
dition, or even merely a spectator. Previously, we have shown that gastrointestinal absorption of alu- 
minium is enhanced in Down's Syndrome, a condition in which some of the neuropathological fea- 
tures (especially plaques and tangles) of AD appear by early middle age, and which (in common 

https://doi.org/10.1017/S0033822200061579 Published online by Cambridge University Press

https://doi.org/10.1017/S0033822200061579


62 7th International AMS Conference 

with AD) may reflect an expression of the APP (amyloid precursor protein) gene located on chro- 
mosome 21. Noting the possible connections, we have now investigated aluminium uptake in 
Alzheimer patients. 

Following ethical approval, a total of 13 patients and 13 control subjects were investigated. Subjects 
were given a citrate-containing drink labeled with 26A1(20ng, with 20µg 27A1 carrier), and blood 
taken at 1 hr. Plasma was spiked with 27J, converted to A1203, and the 26A1:27A1 ratio determined 
by AMS using the 14UD accelerator at the Australian National University. Aluminium uptake was 
estimated by assuming a patient plasma volume of 31. Whilst we have shown previously that the 
plasma-Al concentration under these conditions is determined by a number of kinetically controlled 
mechanisms, and are therefore not able to give an absolute measure of uptake, we argue that inter- 
comparison of the values obtained in the manner described for the members of the investigated 
groups should allow reliable values for relative uptakes to be derived. On this basis, we find that, 
compared to the control group (who show little within-group variation), the AD group show a wide 
variation in uptake, ranging upwards from the average value shown by the controls to ca. 5 times 
this value. Although means of the two groups are not significantly different at the 5% probability 
level (although they are distinguished at the 10% level), it seems possible that the AD group com- 
prises two sub-groups, one of which is shows markedly different behavior the controls (to test this 
hypothesis will require a study on ca. 10 times the present scale). 

1Department of Chemistry, University of Manchester, Manchester, United Kingdom 
2MRC Neurochemical Pathology Unit, Newcastle General Hospital, Newcastle upon 1}+ne, United Kingdom 
3Department of Nuclear Physics, Australian National University, Canberra, ACT Australia 

THE INFLUENCE OF DISSOLVED SILICATE ON THE PHYSIOLOGICAL 
CHEMISTRY OF ALUMINIUM, STUDIED IN HUMANS USING TRACER 26A1 AND 
ACCELERATOR MASS SPECTROMETRY 

S. J. KING,1 C. OLDHAM,1 J. F. POPPLEWELL,1 J. P. DAY,1 P. B. MOORS, 2 G. A. TAYLOR, 2 

J. A. EDWARDSON, 2 L. K. FIFIELD 3 and R. G. CRESSWELL3 

Aluminium is now recognized as a toxic element and control of human exposure is seen as a desir- 
able public health objective. Uptake of ingested aluminium is known to be affected by chemical spe- 
ciation, and it has been postulated that interaction with silicate could be a major factor affecting gas- 
trointestinal availability. Additionally, silicate could affect aluminium physiology, for example 
cellular uptake, tissue storage and renal handling. 

These hypotheses have now been tested in two human subjects. Blood aluminium concentrations 
and urinary excretion have been measured at frequent intervals for 7 days following ingestion of an 
26A1-labeled Al dosing solution (20 ng in 20,ug, respectively), both with and without added silicate 
(2 mg, also in solution). Blood plasma was separated into low and high molecular size fractions by 
membrane ultrafiltration at 5 kD cut-off. Biological samples were spiked with 27A1, converted to 
A1203, and the 26A1:27A1 ratio determined by AMS using the 14UD accelerator at the Australian 
National University. The measured isotope ratio ranged from 10-9 to 10-13, the effective baseline 
in these experiments being -10-14. The tracer concentration was used to derive the total Al intake, 
uptake, retention and excretion as a function of time, using a simple 3-compartment kinetic model. 
Major differences were observed in Al behavior in the absence and presence of silicate. In the 
former case, plasma-Al concentrations passed through a single maximum ca.1 hr after dosing, ca. 
5% of the plasma-Al was ultrafilterable, and renal excretion could be quantified by one clearance 
parameter (-5% nominal maximum clearance, perhaps corresponding to the ultrafilterable fraction). 
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In the latter case, plasma-Al concentrations pass through two distinct maxima, the later one appar- 
ently corresponding to that observed without silicate, and renal excretion was initially higher than 
that observed previously. We suggest that silicate interacts chemically with Al in solution, and that 
talumino-silicate complex so formed is both absorbed and excreted more rapidly than non-(Si)-com- 
plexed Al. 

These observations could be relevant to the interpretation of epidemiological studies of the inci- 
dence of Alzheimer's disease, which has been correlated with Al concentrations in drinking water, 
as dissolved silicate could act as a confounding factor in those studies. There are also public health 
implications if aluminium uptake and retention is affected by silicate concentrations in drinking 
water supplies. 

1Department of Chemistry, University of Manchester, Manchester, United Kingdom 
2MRC Neurochemical Pathology Unit, Newcastle General Hospital, Newcastle Upon Tyne, United Kingdom 
3Department of Nuclear Physics, Australian National University, Canberra, ACT Australia 

RADIOCARBON DATING ORGANIC RESIDUES AT THE MICROGRAM LEVEL 

D. L. KIRNER, R. BURKY, R. E. TAYLOR 

Radiocarbon Laboratory, Department of Anthropology, Institute of Geophysics and Planetary Physics, University of Califor- 
nia, Riverside, California 92521 USA 

and 

J. R. SOUTHON 

Accelerator Mass Spectrometry Laboratory, University of California Lawrence Livermore National Laboratory, Livermore, 
California 94550 USA 

Previous studies have determined that the total system 14C background in AMS systems for catalyt- 
ically-reduced graphitic carbon samples below ca. 500µg are inversely proportional to their weights 
(Vogel, Nelson and Southon 1987). We have examined this relationship down to 10 µg using 
assumed 14C-"dead" blanks (purported Pliocene wood) and to 40 Mg using contemporary standards 
(ANU sucrose) (Kirner, Taylor and Southon 1995). Our observations are consistent with Vogel, Nel- 
son and Southon (1987) with respect to the inverse relationship between sample weight and 14C 

activity. The data indicate a constant addition of modern contamination during the graphitization 
process resulting in the observed background 14C activity in graphitic carbon samples. This report 
will focus on our current studies, which include the differential effects on background and contem- 
porary standards using cobalt and iron as catalysts and the results of the AMS 14C dating of micro- 
gram amounts of amino acids extracted from fossil bone. 

REFERENCES 

Kirner, D. L., Taylor, R. E. and Southon J. R. 1995 Reduction in backgrounds in microsamples for AMS radiocarbon dating. 
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INVESTIGATIONS OF THE HUMAN ALUMINUM BIOKINETICS WITH 26A1 AND 
AMS 

G. KISLINGER,1 CHR. STEINHA USEN,1 CHR. HOHL,1 T.-H. ITTEL2 and E. NOLTEI 

Aluminum biokinetics in humans was studied by administering oral and intravenous doses of 26A1 

to four healthy volunteers of ages between 21 and 54 yr and two patients with renal failure of ages 
54 and 57 yr. The oral dose was 100 ng 26A1 together with 100 5g Al as A1C13. The IV dose was 1 

ng 26A1 together with 20 5g Al, also as AIC13. The administered doses were far from saturation val- 
ues. The radiation energy doses calculated for the whole body with the compartment model to be 
described were 0.1 and 0.7 5Sv, respectively. Blood samples were taken at times between 20 min 
and half a year after administering the doses. The daily urine was collected in the first nine days, 
spontaneous urine samples were taken at later times when the blood samples were obtained. Creat- 
inin renal clearances and haematocrite values were measured in the time period of the investigation 
as well. After addition of Al carrier and physical and chemical treatment of the samples was taken, 
26A1 was measured with the Munich Tandem accelerator using the Wein velocity filter and a Bragg 
ionization chamber. The detection limit for 26A1/Al was <10-15. 

For the IV administered doses, and after one day for the doses administered orally to the healthy vol- 
unteers, a roughly linear dependence is observed between the logarithm of 26A1 concentrations in 
serum and logarithm of time. This dependence is also observed in a human IV study by Day et al. 
(1994) over a period of three years. Both patients show time curves that are different than those of 
the healthy volunteers. 

An open-compartment model was developed and used in order to describe the ime dependences of 
the measured 26A1 concentrations in blood and urine and also to establish the human Al biokinetics. 
The model comprises stomach and duodenum for oral administering, three central compartments for 
blood and interstitium (Al in interstitium) and three peripheral compartments that are needed to 
describe the time depenence for the long observation period of up to three years. Two peripheral 
compartments are connected with the protein-bound central Al compartment. The third peripheral 
compartment (interpreted as bones) is connected with the interstitium. The excretion occurs from 
the central compartment comprising the Al-soluble in serum into the urine. 

From the collected daily urine samples, the Al resorption factors were determined to be in the range 
of 0.1% for all doses administered orally as AC13. No differences are seen in the resorption factor 
between healthy volunteers and patients. By comparing creatinin and 26A1 renal clearances, the 
amount of Al soluble in serum was obtained. Time constants (i. e., inverse-rate constants) between 
the compartments were derived. These time constants are in the range of 10 min to 1 yr. The model 
is able to reproduce the measured time dependences in blood and urine and also the amount of 4% 
of 26A1 still observed in the body after three years of IV administered 26A1 (Day et at. 1994). In the 
model, this 4% is found to be bound to the bones. For the patients, the sizes of the two peripheral 
compartments connected to the central compartment of the protein-bound Al are obtained to be dif- 
ferent as compared to the healthy volunteers. Al compartment sizes are the maximum number of Al 
places available and to be occupied in a compartment. These sizes are given by the ratios of the time 
constants. 

1Faculty of Physics, Technical University of Munich, D-85747 Garching, Germany 
2Medical Clinic II, RWTH Aachen, D-52057 Aachen, Germany 
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ENRICHMENT OF SUB-MILLIGRAM SIZE CARBON SAMPLES 

H. KITAGAWAI and J. VAN DER PLICHT 

Centre for Isotope Research, Groningen, The Netherlands 

Enrichment of carbon isotopes has been developed in the past for conventional dating to extend the 

radiocarbon time scale beyond 50 ka. For AMS, the necessary system can be scaled down consider- 

ably. We have developed an enrichment system for use in conjunction with the Groningen AMS. 

Our goal is to increase the 14C count rate for very small (even for AMS) samples. 

We enriched samples in the form of CO by thermodiffusion. We built a column with a height of 3 m, 

with a central hot wire with a temperature of ca. 900 K. The enriched CO is collected in a reservoir 

connected to a graphitization cell. For 13C we obtained an enrichment of about a factor of 3, depend- 

ing on various parameters. Consequently, we expect for 14C an enrichment of about a factor of 6. 

Preliminary AMS measurements will be presented at the conference. 

1Visiting from Kyoto University, Japan 

AMS AT THE MUNICH GAS-FILLED ANALYZING MAGNET SYSTEM GAMS 

K. KNIE, T. FAESTERMANN and G. KORSCHINEK 

Technische Universitat Mi nchen, Fakultat fur Physik, 85748 Garching, Germany 

For AMS measurements with heavy isotopes (e.g., 59Ni), the deflection of the ions by a gas-filled 

magnet is a very effective and efficient method to suppress isobaric background. Interacting with the 

gas atoms, the ions get an average magnetic rigidity depending on their nuclear charge. Measure- 

ments were done at Argonne National Laboratory (Paul et al. 1989) with a Split Pole and in Munich 

(Korschinek et al. 1994) with a Q3D-spectrograph. The weak points of these systems are field 

arrangements, where only 40-50% of the ion paths in the gas-filled regions are covered by magnetic 

field. Therefore, a simple bending magnet should reveal optimum conditions. Here nearly the total 

length of the trajectories in the gas is covered by magnetic field, so the statistics of the charge state 

fluctuations improve, while the small-angle scattering is unchanged. For these reasons we have set 

up a dedicated gas-filled magnet system GAMS (p =135°, R= 90 cm). The first and the third of the 

detector's four energy loss sections are split to obtain the position and angle of the incoming ions. 

For additional suppression of isotophic background a 3.5 m time-of-flight path has been installed. 

First measurements of the nuclides 36C1, 53Mn, 59Ni and 60Fe have been performed. Background lim- 

its achieved here were 59Ni/Ni < 1 x 10'13, 60Fe/Fe < 1 x 10-14 and 36C1/Cl < 3 x 10'ls. 

REFERENCES 

Korschinek, G., Facstermann, T., Kastel, S., Knie, K., Maier, H. J., Fernandez-Niello, J., Rothenberger, M. and Zerle, L. 1994 
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ONE TO 200 AMU TUNABLE PRETZEL MAGNET NOTCH-MASS-FILTER AND 
INJECTOR FOR TRACE ELEMENT ACCELERATOR MASS SPECTROMETRY 

D. L. KNIES, K S. GRABO WSKI, G. K HUBLER 

Naval Research Laboratory, Code 6670, Washington, DC 20375-5345 USA 

and 

H. A. ENGE 

Deuteron, Inc., 20 Nason Hill Rd., Sherborn, Massachusetts 01770-0201 USA 

A tunable Pretzel magnet notch-mass-filter and injector was developed to facilitate the study of 
trace element distributions in electronic and geologic materials using the Naval Research Labora- 
tory (NRL) trace element accelerator mass spectrometer (TEAMS) (Grabowski et al. 1996). The 
high energy beam transport system is capable of simultaneously analyzing a broad momentum range 
of Amax/pmin -2.8 (Mmax/Mmin 8). Therefore, a wide-mass-band injection system had to be devel- 
oped to fully utilize the high energy capabilities. 

A Pretzel magnet (Enge 1963) (magnetic mirror) with a field index n of 0.925 and a loop of 264.6° 
provides beam optical properties that are ideal to use as a mass-filter for the injection system. Its 
optical properties are basically parallel to point to parallel in both planes. All trajectories have the 
same shape, but loop size is dependent on momentum. The penetration depth along the mirror plane 
scales with particle momentum as (momentum)l/(n+l). The NRL design has a 70-cm-long mirror 
plane with a flag system built into slots in both of the poles for positioning up to 8 beam masks with 1 mm resolution. The masks will be used to block intense matrix-related beams (e.g., Si, SiO, Si3, 
etc.) while passing other less intense beams of more interest into the accelerator. Otherwise, charge 
exchange and multiple scattering events from the intense beams would introduce background and 
mask interesting parts of the mass spectra. The mass filter will have near-amu mass resolution over 
the range of 1 to 200 amu at 40 keV. 

The primary and secondary columns of a Physical Electronics model 6300 quadrupole secondary 
ion mass spectrometer (SIMS) form the key components of the negative ion source for the injection 
system. These commercially proven components will facilitate depth profiling, imaging, and the 
analysis of both conducting and insulating substrates at pressures as low as 10-10 tort. The secondary 
column is equipped with a 90° spherical electrostatic analyzer (ESA) with an energy resolution of E/ 
DE of 25. Because the maximum beam energy of the secondary column is only 350 eV, the beam 
will be accelerated to 6 keV once it leaves the column by a low-aberration double gap lens. This lens 
will focus the beam to the focal position of a 40-kV accelerator tube, thus providing the required 
parallel beam to the subsequent Pretzel magnet notch-mass-filter. After leaving the Pretzel, the par- 
allel beam will be focused to the object position of the accelerator using a high conductance Einzel 
lens. This will keep the base pressure in the first accelerator tube in the 10-8 torr range. Further detail 
of the injector will be presented. 

REFERENCES 

Enge, H. A. 1963 Review of Scientific Instruments 34: 385. Patent approved. 
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CURRENT STATUS OF THE AMS SYSTEM AT THE UNIVERSITY OF TOKYO 

K. KOBAYASHI,1 S. HATORI,1 H. NAGAI, 2 K. YOSHIDA, 3 M. IMAMURA, 4 H. MATSUZAKI, S 

M. MURAYAMA, 6 M. SAKAMOTO, 7 Y. ARAMAKI, 6 M. TANIKAWA, S U. ZOPPI,1 S. SHIBATA, 4 

H. OHASHI8 and T. SAITOIP 

The tandem accelerator facility constructed between 1991 and 1994 at the University of Tokyo was 
designed with special emphasis on micro-analytical studies using techniques like AMS, PIXE, RBS, 
NRA and nuclear microprobe analysis, and on researches in atomic and nuclear physics. The new 
facility is equipped with a 5 MV tandem accelerator, two ion sources for gas and solid materials (the 
latter one is a multi-cathode Cs sputter type used mainly for AMS), nine beam lines dedicated to 
micro-analytical researches and many special items designed for AMS experiments. The facility is 

called MALT, which stands for "Micro Analysis Laboratory, Tandem accelerator". During the last 
year we struggled against many initial failures occurring both in hard- and software and ca. 40% of 
the machine time has been used for AMS programs including research and development. 

The largest problem still remained unsolved is the low beam transmission through the accelerator 
that might be caused by wrong alignment or by squeezed setting of the optical elements. For the case 
of 14C measurements with 5 MV terminal voltage, the best particle transmission we have obtained 
so far was ca. 50%. Similar values were also measured for 10Be and 26A1, which affects the repro- 
ducibility, sensitivity and accuracy of all the measurements performed with the sequential injection 
method (jumping method). This is not the case for the measurements carried out using the internal 
beam monitor method that is not influenced by the wrong beam transmission. In the table is shown 
the performance of the MALT AMS in the initial developing stage. 

For the near future we plan to carefully investigate the origin of the background and to extend the 
AMS measurements to other radioisotopes. For the 36C1 measurement a gas-filled magnet is pres- 
ently under development. In addition, a TOF system, which will be used for 129I-AMS, has been 
already installed and will be tested soon. 

Nuclide AMS method 
Typical ion current from 

ion source; mA X*/X = 

'°Be Beam monitor BeO-;1 
14C Beam monitor C-; 30 (graphite) 

Sequential injection C-; 5 (amorphous) 3-4 
26 Sequential injection Al-;1 

1Research Center for Nuclear Science Technology, The University of Tokyo, Japan 

2College of Humanities and Science, Nihon University, Japan 
3The University Museum, The University of Tokyo, Japan 
4Institute for Nuclear Study, The University of Tokyo, Japan 
SFaculty of Science, The University of Tokyo, Japan 
6Graduate School of Environmental Earth Science, Hokkaido University, Japan 

7National Institute of Japanese History, Japan 
8Laboratory of Physics, Tokyo University of Fisheries, Japan 
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LONG-TERM VARIATIONS OF SOLAR INTERNAL AND EXTERNAL ACTIVITY 

G. E. KOCHAROV and 0. G. GLADYSHEVA 

Physico-Technical Institute, Russian Academy of Sciences, St. Petersburg, Russia 

We discuss the status and potential of studying solar flare and modulation activity, solar neutrino 
flux over long-time scales by high-precision and sensitivity measurements of cosmogenic isotope 
content in natural archives of cosmic rays and long-lived nuclides in Earth's crust that were pro- 
duced by solar neutrinos. 

1. What is the nature of the global deficit in solar neutrinos? 

In all four series of experimental data there is a deficit in solar neutrino fluxes in comparison with the 
prediction of standard solar models (SSM). Such a general deficit was predicted by Kocharov and 
Starbunov in 1969 based on the hypothesis of increased abundance of 3He in the deep solar interior. 
To explain the data obtained, the 3He abundance has to be 3 x 10'5, which is several times more than 
SSM prediction. Such an increased abundance is possible: if the primordial Sun already had helium- 
3 or sudden mixing may have occurred at some time in the solar interior (the idea of W. Fowler, 
1972). In the last case, the Sun now should be in a transition region. The forthcoming experiments of 
Superkamiokande and Borexino will answer the questions formulated above. In the case of a positive 
answer, geochemical experiments based on the reactions 98Mo(ve,e-)98Tc, 97Mo(u,e-)97Tc become 
the first priority. 

2. What is the highest possible total energy of solar flare accelerated particles? 

Available experimental data show that the higher the total energy of solar cosmic rays, the lower the 
observation probability. Therefore, to get maximum value we need measurements on a long-time 
scale. At the moment, there is only one possibility, connected with high-precision measurements of 
nitrate abundance in polar ice and 14C abundance in the natural archives of cosmic rays: tree rings, 
ice cores, corals, etc. 

3. What is the nature of deep solar minima? 

High-precision year-by-year measurements of 14C abundance in tree rings first allowed the recon- 
struction of GCR intensity before, during, and after deep solar minimum (Maunder). It is shown that 
even during deep minimum GCR modulated by the Sun. Extremely important are year-by-year mea- 
surements of 14C abundance in the tree rings for the Sporer minimum (AD 1416-1534) of solar activ- 
ity. Based on the data for two minima with high probability, the problem of solar modulation of GCR 
during deep minima has to be solved. 

60Fe, A PROMISING AMS ISOTOPE FOR MANY APPLICATIONS 

G. KORSCHINEK, T. FAESTERMANN, K. KNIE and C. SCHMIDT 

Fachbereich Physik der Technischen Universitat MUnchen, 85748 Garching, Germany 

60Fe(T111,=1.5 My) (Kutschera et al. 1984) has been considered as an AMS isotope in only a few 
cases: once for measurements in meteoritic studies, due to its production in spallation reactions in 
iron meteorites by galactic cosmic rays (Paul et al. 1989); it has also been recognized applications 
in medicine (Paul and Korschinek 1989). 
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Using our dedicated gas-filled GAMS (Knie et al. this conference), we have studied some applica- 

tions of 60Fe. Three major fields have been identified: 

1. Medicine-Studies of the iron metabolism in humans at extremely low specific radioactivity. 

Additional use of another long-lived radioisotope, SSFe(T112=2.7 yr), also detectable by AMS 

(MUller et a1.1990), allows even double tracer studies with low specific radioactivity. 

2. Nuclear Physics-The mass distributions of fission products from neutron-induced fission 

have been measured already down to about the mass 68. In order to look for superasymmetric 

fission, the extremely sensitive detection of 60Fe in fission products opens the possibility of 

testing present fission theories. 
3. Astrophysics-Type II supernovae are expected to be the main sources for 60Fe distributed in 

the interstellar medium. By detecting the 60Fe concentration in sediments on Earth, one could 

get the first positive measurement of 60Fe abundance in the interstellar medium and thus infor- 

mation on the nucleosynthesis in supernovae and the galactic transport of matter released by 

supernovae. 

Type II supernovae are expected to be the main sources for 60Fe distributed in the interstellar 

medium. By detecting the 60Fe concentration in sediments on earth, one could get the first positive 

measurement of the 60Fe abundance in the interstellar medium and thus information on nucleosyn- 

thesis in supernovae and the galactic transport of matter released by supernovae. For all these appli- 

cations, sensitivities down to a level of 10'14 are needed. We have studied the GAMS for measure- 

ments of 60Fe. For this purpose, a calibration sample with a concentration of 9 x 10-12 has been 

produced. First measurements and the achieved sensitivities will be presented. 
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THE REDUCTION OF SAMPLE MEMORY EFFECTS IN THE CHALK RIVER AMS 

ION SOURCE 

V. T. KOSLOWSKY, H. R. ANDREWS, W. G. DAVIES and Y. IMAHORI 

AECL, Chalk River Laboratories, Chalk River, Ontario, Canada KOJ 1J0 

At Chalk River 36C1/Cl or 129I/[ ratio determinations of samples collected from nuclear facility envi- 

ronments have, on occasion, been compromised by sample-to-sample interference from residue 

within the ion source. This limits the dynamic range of ratio measurements to a factor of 500 and 

often leads to excessive downtime for ion-source refurbishing. In order to understand and reduce ion 

source memory effects, the distribution of sputtered material has been measured by radioactive 

tracer techniques. In addition, in-situ measurements by elastic recoil detection on an operating ion 

source have identified the levels of surface contaminants as a function of surface temperature. These 

measurements indicate that the remembered ions originate from a region immediately surrounding 

the sample. Memory effects can be mitigated by operating this portion of the ion source above 

350°C and by screening this region through careful sample-holder design. The presentation will 

describe these measurements and our findings. 
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THE CHALK RIVER AMS TIME-OF-FLIGHT DETECTION SYSTEM 

V. T. KOSLOWSKY, H. R. ANDREWS, W. G. DAVIES and K. MURNAGHAN 

AECL, Chalk River Laboratories, Chalk River, Ontario, Canada KOJ 1JO 

At Chalk River the final detection and identification of 129I is performed through time-of-flight 
(TOF) measurements over a 2.5-m path following rigidity and velocity analyses. The start/stop sig- 
nals are derived from microchannel plates that detect accelerated secondary electrons emitted from 
thin carbon films. Because velocity straggling affects the time resolution and hence the ability of a 
TOF system to discriminate against neighboring mass contaminants, the Chalk River start detector 
has been constructed so that the particle beam is unobstructed by grids. It provides a resolution of 
400 ps (FWHM) for the 50 MeV 5+ iodine ions. The TOF peaks are gaussian to the 0.0002 level and 
masses 128 and 130 are separated from 129I by ca. 2 ns. 

In addition to TOF, the total energy (E) of the ions is measured with a Si surface barrier detector. 
Although 1291 standards and NaI blanks require only TOF for unambiguous identification of 1291, 

many environmental samples are characterized by a plethora of peaks where both TOF and E are 
essential for unambiguous identification of 129I. This presentation will provide details of the appara- 
tus and our operating experience. 

[THE CHALK RIVER AMS SAMPLE CHANGER AND ION SOURCE, Koslowsky et al.: see p. 134] 

THE ERLANGEN AMS FACILITY: STATUS REPORT AND RESEARCH PROGRAM 

W. KRETSCHMER, G. ANTON, M. BERGMANN, E. FINCKH, B. KOWALZIK, M. KLEIN, 
M. LEIGART, S. MERZ, G. MORGENROTH and I. PIRINGER 

Physikalisches Institut, Universitat Erlangen-Nurnberg, D-91058 Erlangen, Germany 

The Erlangen AMS facility (Arsian et al. 1994) consists of a high current sputter ion source, a 90° 
injection magnet with fast isotope switching, an EN tandem accelerator, a 15° electrostatic deflector, 
a 55° analyzing magnet (for 14C), a 120° magnetic split pole spectrometer (for the heavier ions), and 
a AE-E gas detector. The sputter ion source (Hopfl et al. 1992) equipped with a spherical ionizer and 
a cassette for 50 samples is fully computer controlled and delivers 12C- currents of up to 150µA at 
an energy of 55keV. Improvements of the vacuum situation within the ion source (10-6 mbar), the 
low and high energy beam line (5 x 10- mbar) led to a strongly improved particle transmission 
through the facility of up to 80% taking into account the charge distribution in the high voltage ter- 
minal. Thus even with conservative ion source conditions with 25uA 12C- current a 14C count rate 
of 100Hz can be obtained for an ANU calibration sample. Another consequence of this improved 
vacuum was a drastic reduction of the machine background determined with graphite samples which 
are measured with 0.07 PMC 14C-content corresponding to an apparent age of 58,000 yr. 

In the last year, efforts have been made to optimize the sample preparation for the sputter targets pro- 
ducing high 12C- currents independent of the original sample material. For sediment- and tree-sam- 
ples the usual acid-alkali-acid pretreatment is performed. The remaining material is oxidized by 
heating it to 900°C under vacuum in a closed quartz glass tube together with copper oxide and silver 
wool. Then graphitization takes place by heating a mixture of CO2 and H2 at 625°C with iron pow- 
der as a catalyst. The 14C background induced by this chemical processing has been measured to be 
<0.7 PMC from graphite samples which were treated in the same way. For very small samples con- 
taining less than ca.100,ug carbon a new reduction facility with a total volume of only 3.8 cm3 has 
been built recently. This will enable AMS measurements of pollen and environmental air samples. 
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In the routine sequence of AMS measurements the quality of the whole facility is first checked by 

calibrated samples (ANU, wood from 1860 AD, 23 PMC IAEA, graphite) which have been chemi- 

cally treated in the same manner as the unknown samples. Then 2-3 unknown samples are measured 

before another calibrated sample is used. In this way accuracies of better than 1% have been estab- 

lished. 

At the moment, the research program involves only 14C measurements, but after the installation of 
a new injection system consisting of a 90° electrostatic deflector followed by a new stronger 90° 

magnet applications with heavier elements will be pursued. Now the interest is mainly focused on 

the dating of sediment profiles from Bavaria. In addition, several archaeological samples and volca- 
nic samples have been dated. A new project starting this year involves 14C measurements on chlo- 
rine hydrocarbons. The aim of this project is to deduce the origin of these compounds, e.g., natural 

or anthropogenic, from the measured 14C content. 

Supported by the Deutsche Forschungsgemeinschaft. 
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14C DATING OF SEDIMENT SAMPLES 

W. KRETSCHMER,1 G. ANTON,1 M. BERGMANN,1 E. FINCKH,1 B. KOWALZIK,1 M. KLEIN,1 

M. LEIGART,1 S. MERZ,1 G. MORGENROTH,1 I. PIRINGER,1 H. J. KUSTER,2 R. D. LOW2 and 
T. NAKAMURA3 

The research program at the Erlangen AMS facility (Kretschmer 1996) is mainly concentrated to the 

dating of sediment samples. Recently we investigated some peat profiles from South Bavaria as part 

of the program "Change of the Geo- and Biosphere During the Last 15,000 Years, Continental Sed- 

iments as Expression of Changing Environment." The dating of several continuous peat profiles at 

different locations together with corresponding pollen analyses should help to establish a better 

chronology of climate and vegetation of Holocene in Bavaria. 

First, bulk sediment samples were obtained from the core by AAA treatment, conversion to CO2 

under vacuum and finally H2 induced graphitization with the use of iron as a catalyst. One problem 

with the radiocarbon dating of peat samples is the "hard water effect" since the plants on which the 

peat is based can assimilate CO2 both from the air and from the water. If old carbonates are dissolved 

in the water the dating of the bulk sediments may be obscured by this effect and the resulting ages 

become older. This problem can be solved if the dating is performed on the pollen, which are blown 
in from outside. Therefore we plan pollen dating to obtain more reliable results. For the extraction 
of the pollen we use a filter with a 100µm nylon mesh; besides the pollen the filtrate contains also 

silicates, amorphous organic material and cellulose, which are removed by chemical treatment 
described in Faegri and Iversen (1989), and sieving through a 20µm nylon mesh. The result of this 

procedure is checked under microscope and converted first into CO2 and then via graphitization into 

sputter targets. First pollen dating has been performed and the results are encouraging. 

Another point of interest was the eruptive chronology of the Sakurajima volcano in southern 

Kyushu, which is one of the most active volcanoes in Japan. Tephra layers of large-scale eruptions 

of this volcano may serve as time markers in this region and have been investigated extensively 

(Machida and Arai 1996). Since the oldest tephra layer is subject to a controversy concerning its 
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age, several samples of this layer have been dated with our AMS facility. Preliminary results of 
25,000-26,000 yr BP confirm the results of Machida and Arai (1996) and imply that eruptive history 
of the Sakurajima volcano started at this time. 

This work was supported by the Deutsche Forschungsgemeinschaft. 
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PRODUCTION RATES FOR EXPOSURE DATING: TO BE WITHIN THE 
RADIOCARBON CALIBRATION CURVE 

P. W. KUBIK,1 S. IVY OCHS,Z3 C. SCHLUCHTER4 and M. FRANKS 

Sample preparation and the measurement of the cosmogenic nuclide concentration using ultrasensi- 
tive mass spectrometric methods such as accelerator mass spectrometry (AMS) are, under normal 
circumstances, not the limiting factors anymore for the accuracy of an exposure age or an erosion 
rate. The main contribution comes from the limited knowledge of the production rates of cos- 
mogenic nuclides, both as a function of location and time. The uncertainty is estimated to be of the 
order of 10% for ages in the 10 kyr range (Nishiizumi et a1.1989) and quite unknown for time scales 
of the order of millions of years. 

The production rates used today are generally based on radiocarbon ages of material found either on 
the rock surfaces (rock varnish) or somewhere nearby, and are associated with glacial events 
towards the end of the last glacial cycle (Nishiizumi et al. 1989), which are of course not dated in an 
absolute fashion. One can also expect an uncertain delay for the rock varnish to build on a fresh sur- 
face. In any case however, in principle 14C ages can be converted to calendar ages using the 14C cal- 
ibration curve. This curve, however, extends undisputed only to ca. 10,000 BP. The difference 
between 14C ages and calendar ages at ca. 10,000 BP is already ca. 1000 yr or ca. 10%. The samples 
used so far to determine production rates fall outside this range increasing the uncertainty. It would 
be very desirable to, as a first step, obtain production rates for events within the 14C calibration 
curve. 

We have identified such an event with known calendar age from calibrated 14C dates, sampled rock 
surfaces and measured (so far only) 10Be concentrations in them. This event was an enormous rock 
slide near Kofels (Austria) (Erismann et a1.1977), where ca. 2-3 km3 of rock slid off a mountain and 
deposited material on the other side of the valley as high as 500m above the valley floor. The event 
has been dated to 871014C yr (Heuberger 1966) with tree material found in a exploratory mine shaft 
driven into the deposited material ca. 300 m above the valley floor. Additional tree material will be 
dated at the Zurich AMS facility to confirm the age. We have taken samples from the sliding surface 
(polished quartz planes) and samples from the crest of the toe of the landslide on the other side of 
the valley. Preliminary results are in the expected range. Shielding corrections for the surrounding 
mountains, estimates for shielding by forest vegetation and snow cover have still to be looked into 
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more accurately. We expect to have a series of rocks measured, and we plan to present the data in a 

form that allows discussion the various corrections made to the final result for a time integrated pro- 
duction rate for the last 10,000 yr. 
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AMS FACILITY AT NATIONAL INSTITUTE FOR ENVIRONMENTAL STUDIES 

HIROSHI KUME, YASUYUKI SHIBATA, ATSUSHI TANAKA, MINORU YONEDA, YUICHIRO 

KUMAMOTO and MASATOSHI MORITA 

Environmental Chemistry Division, National Institute for Environmental Studies, 16-2 Onogawa, Tsukuba, Ibaraki 305 Japan 

A new AMS system based on a 5 MV tandem accelerator has been installed at National Institute for 
Environmental Studies (NIES), Tsukuba. This system, NIES-TERRA (Tandem accelerator for Envi- 
ronmental Research and Radiocarbon Analysis), is used primarily for precise measurement of 14C/ 

12C and 13C/12C isotope ratios to investigate the origin and global circulation of greenhouse gases 

such as CO2 and CH4. Our research program is also directed towards using 10Be, 26J, 36C1, 41Ca, 

and 1291 as both tracers and chronometers in environmental studies. 

The construction of the total system was contracted with NEC. The accelerator is a horizontal tan- 

dem Pelletron (15SDH-2) whose charging system can deliver ca. 250,uA to the high-voltage termi- 

nal. Negative ion injection is performed by two combinations of ion source and injector. One of the 

ion sources is a multiple cathode cesium sputter type for solid target (MC-SNICS). Up to 40 cath- 

odes at a time can be held on the fluid cooled cathode ring. Negative ions produced in the source are 

accelerated to a maximum of 80 keV and fed into a fast bouncing sequential injector through a 45° 

spherical electrostatic analyzer (305-mm radius). This injector has a 90° double focusing magnet 

(ME/Z2=15, 457-mm radius) with a chamber insulated electrically from the ground to maintain the 

constant magnetic rigidity. Fast sequential injection of isotopes is performed by applying short high- 

voltage pulses to the insulated magnet chamber. The second ion source produces negative carbon 

ions by using cesium to sputter pure titanium surface onto which sample gas is continuously bled. 

Details of this multiple gas feed negative ion source (MGF-SNICS) are reported elsewhere in this 

conference. The MGF-SNICS is dedicated to accurate radiocarbon dating with a simultaneous iso- 

tope injector. In this injector, two magnets are used to separate and combine the negative ions of 
masses 12, 13, and 14 in the horizontal plane. Einzel lenses are provided to focus the ion beams into 

and out of the magnets. At the midpoint of the magnets, there is a slot lens for focusing three ion 

beams vertically. The rare radioisotopes are detected by a multiple electrode ion chamber. A time of 
flight setup with a path of 3 m can be used for a measurement of heavy isotopes. 

Current status of our AMS facility will be reported. 

https://doi.org/10.1017/S0033822200061579 Published online by Cambridge University Press

https://doi.org/10.1017/S0033822200061579


74 7th InternationalAMS Conference 

VERA: A NEW AMS FACILITY IN VIENNA 

W. KUTSCHERA, P. COLLON, H. FRIEDMANN, R. GOLSER, P. HILLE, A. PRILLER, W. ROM, 
P. STEIER, S. TAGESEN, A. WALLNER, E. WILD and G. WINKLER 

VERA Laboratory, University of Vienna, Wahringerstrasse 17, A-1090 Vienna, Austria 

VERA is an acronym for Vienna Environmental Research Accelerator, a new center for accelerator 
mass spectrometry associated with the Institut fur Radiumforschung and Kernphysik at the Univer- 
sity of Vienna. The name of the facility indicates its primary mission, i. e., the tracing of long-lived 
natural and artificial radionuclides in the five domains of our environment: atmosphere, biosphere, 
hydrosphere, cryosphere and lithosphere. 

VERA is housed in a small two-story palace from the last century under landmark protection, whose 
interior was completely reconstructed to generate a modern laboratory for AMS. At the same time, 
efforts were made to preserve the original features of the building as much as possible. The total 
floor space available (600 m2) was divided into four areas of roughly equal size: accelerator, 
mechanics and electronics shops, sample preparation, and offices including a seminar room. Partic- 
ular emphasis was placed on providing ample space for sample preparation. 

VERA is based on an AMS facility built by National Electrostatics Corporation in Wisconsin, USA. 
An important design feature is the capability of transporting ions up to the heaviest elements. The 
main components of VERA are a 40-sample Cs-beam sputter source, a 45-degree spherical electro- 
static analyzer, a double-focusing 90-degree injection magnet with an insulated vacuum chamber for 
fast sequential isotope injection, a 3-MV pelletron tandem accelerator, a double focusing 90-degree 
analyzing magnet with a mass-energy product of 176 MeV amu, and a Wien Filter. Several different 
particle detector systems are under construction in Vienna. VERA is fully computer-controlled and 
integrated into the Internet, thus providing the possibility to interact with it from essentially any 
place on Earth. 

VERA will initially be used to perform AMS measurements of 10Be,14C, and 26\1. In a second 
phase, suitable peripherals will be developed to utilize the full mass range of radionuclides. In this 
report, an overview of the facility with its current status and prospects for the future will be pre- 
sented. 

RADIOCARBON AMS DATING OF THE SITES WITH EARLY POTTERY FROM THE 
RUSSIAN FAR EAST 

YAROSLAV V. KUZMIN,1 A. J. T. JULL,2 ZOYA S. LAPSHINA3 and VITALYE. MEDVEDEV" 

We recently obtained radiocarbon AMS dates from two key sites in the Russian Far East, lower 
Amur River basin, Gasya and Khummi. They both contain the earliest remains of archaeological 
pottery, and belong to the Osipovka culture of Incipient Neolithic. 

At the Gasya site (48°45'N, 135°40'E), charcoal collected from the hearth is associated with pottery 
(depth 2.1-2.4 m below surface) that was dated using conventional decay counting to 12,960 ± 120 
BP, LE-1781. The other charcoal sample (depth 1.4-1.6 m) was AMS dated to 10,875 ± 90 BP, AA- 
13393. 

At the Khummi site (50°34'N, 137°06'E), a conventional 14C date associated with the upper level of 
the Osipovka stratum is 7,760 ± 120 BP, GIN-6945. Another charcoal sample from this level was 
AMS dated to 10,345 ± 110 BP, AA-13391. The second AMS date from the lower level of the Osi- 
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povka stratum is 13,260 ± 100 BP, AA-13392. Charcoal collected without close association with 

artifacts and located 1 m away from any artifacts was AMS dated to 42,800 ± 1,900 BP, AA-13394. 

These new 14C AMS dates allow us to suggest that the appearance of pottery in the Incipient 

Neolithic of the lower Amur River basin could be as early as ca. 13,000-13,200 BP. Both the Gasya 

and Khummi sites have similar 14C dates to the Fukui Cave and Kamikuriowa site in southern Japan 

(12,200-12,700 BP). Thus, the pottery appeared in the Russian Far East at a similar time to that in 

the southern Japanese Islands. 

1Pacific Institute of Geography, Radio St. 7, Vladivostok 6900441 Russia 

2NSF Arizona AMS Facility, The University of Arizona, Tucson, Arizona 85721 USA 

3City Museum, Mira Pro. 8, Komsomolskon-Amur 683016, Russia 

4Institute of Archaeology and Ethnography, Lavrentiev Pr. 17, Novosibirsk 630090 Russia 

RADIOCARBON IN MARINE DISSOLVED ORGANIC MATTER 

M. LE CLERCQ, J. VAN DER PLIGHT, H. A. J. MEIJER 

Centre for Isotope Research, Groningen, The Netherlands 

and 

H. J. W. DE BAAR 

NIOZ, Texel, The Netherlands 

Dissolved organic carbon is the largest active reservoir of reduced carbon on Earth. It is defined as 

all organic material in water that passes a 0.2 micrometer filter. Part of the DOC is biologically 

active (young) and plays an important role in the ecology of surface waters as food source for bac- 

teria (the microbial loop) and in the distribution of nutrients and carbon in the water column. 

Another part of DOC appears to be very refractive (old) and is present as a background for pro- 

longed periods. 

Analytically it is a very difficult property to measure because of its high chemical stability and its 

low concentration and consequent blank problems. We have developed a new method for oxidation 

of DOC and the recovery of the CO2 for isotopic measurement. We use the supercritical phase as 

oxidation medium to ensure a complete oxidation and prevent problems with salt precipitation. This 

method is used for isotopic measurement of the DOC (13C, 14C). Knowledge of the 14C content gives 

insight into the relation between old and young DOC and the dynamics of the old pool. At the con- 

ference this method and its first results will be presented. 

FIELD VARIABILITY OF CARBON ISOTOPES IN SOIL ORGANIC CARBON 

S. W. LEAVITT,I E. A. PAUL2 and E. PENDALLI 

The question of homogeneity of carbon isotopic composition of soil organic carbon becomes critical 

when trying to obtain some representative value for a site, and especially when attempting to quan- 

tify small changes in the isotopic composition in these carbon pools over time. Several years of free- 

air CO2 enrichment (FACE) experimentation have been done at the Maricopa Agricultural Center of 

The University of Arizona, ca. 50 km south of Phoenix. Among specific investigations, the petro- 

leum-derived CO2 (14C- and 13C-depleted) used to enrich the FACE plots in cotton and wheat exper- 

iments was used as an isotopic tracer to follow atmospheric carbon into the plants and then into the 

soils. The early work (Leavitt et al. 1994) with cotton indicated an isotopic shift in S13C of the FACE 
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soils consistent with ca. 10% input of freshly derived carbon during the experiment, whereas 
TAMS-measured 14C activity produced some inconsistencies which prevented independent confir- 
mation of the 10% input figure. The first few S13C numbers also actually produced initial ambiguous 
results, but the weight of additional measurements produced a clearer picture. We hypothesized that 
some combination of lab precision and field variability may have contributed to uncertainty with 
few initial data points. In this study, soil was sampled from the location of eight new circular plots 
(23-m-diameter plots embedded in a ca. 9 ha farm field) just prior to the beginning of 1995-1996 
FACE experiments with wheat. Each plot was sampled with at least four soil cores taken along 
equally spaced radii from the center and at depths of both 0-30 cm and 30-60 cm; in the case of two 
of the plots, 8 cores were taken. Soil samples were acidified with 1N HCl to remove soil carbonates, 
and plant fragments were removed by skimming from the liquid surface and by manual removal 
from dried, ground soil using forceps under 20x magnification. Multiple combustion and analyses 
of the same soil sample indicate precision of ca. 0.3%o. The g13C results on this total organic carbon 
fraction produced a range of average values among the plots of ca. 4%o for the 0-30 cm depth and 
ca. 1%o at the 30-60 cm depth. Within plots, the 813C range was as much as 3%o for both 0-30 cm 
and 30-60 cm soils, although the standard deviations for the deeper soils were in all cases smaller 
than for the surface soils. The results indicate substantial variability in the isotopic composition of 
the soil organic carbon, especially in the surface layer, in spite of the fact this layer has been heavily 
plowed over several decades of farming. These fields were leveled early in their history, which 
could account for some of the variability depending upon specific removal and additions of soils to 
different areas in the field. Our results demonstrate the need for sufficient subsampling to character- 
ize the isotopic composition of this organic carbon pool, and to detect isotopic changes. 
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14C BOMB PULSE IN FIRN AND ICE AT LAW DOME, ANTARCTICA 

V. A. LEVCHENKO,1 D. M. ETHERIDGE,1 R. J. FRANCEY,1 C. TUNIZ,2 E. M. LAWSON,2 
A. M. SMITH, 2 G. E. JACOBSEN, 2 

Q. HUA, 2 M. A. C. HOTCHKIS, 2 D. FINK, 2 V. MORGAN3 
and J. HEAD4 

Air bubbles in high accumulation Antarctic ice cores with unequalled time resolution are being used 
for the reconstruction of atmospheric concentration and isotopic records of trace gases (C02, CH4, 
N2O, etc.). Knowledge of the air trapping process which determines the age and age spread of the 
enclosed air is essential for these reconstructions. In this study, radiocarbon measurements have 
been used to characterize the trapping process. 

The dry extraction technique was used to recover CO2 from ice samples taken from the DE08 and 
DE08/2 ice cores from Law Dome, Antarctica. The apparatus is able to process ice samples up to 2 
kg in size, and the dry extraction process preserves ice crystals that may contain in-situ produced 14C, thus eliminating a possible source of interference with 14CO2 trapped in air bubbles. A fast 
recovery procedure and nearly closed system approach reduced the overall contamination in the 
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extraction and graphitization processes to 1.5-2 µg of modern carbon. The in-situ production was 

found insignificant for these cores mostly due to extremely high snow accumulation rate. 

Measurements are presented of the 14C "bomb pulse" recorded in firn air and ice air bubbles, and are 

compared with the expected profile derived from air diffusion studies and trapping modeling using 

atmospheric data as the input. High-precision measurements (up to 1% for ice samples) by AMS 

technique at ANSTO, Sydney, allowed the age spread of entrapped air and the air-ice age difference 

to be determined with high accuracy. The possibility of ice core and ice core air dating using the 

AMS 14C measurements is also discussed. 

1Division of Atmospheric Research, CSIRO, PMB 1, Aspendale, Victoria 3195 Australia 

2Australian Nuclear Science and Technology Organisation (ANSTO), PMB 1 Menai NSW, 2234 Australia 

AAntarctic CRC and Australian Antarctic Division, GPO Box 252c Hobart, Tasmania 7001 Australia 

4Australian National University, P.O. Box 4 Canberra ACT 2601 Australia 

PROGRESS IN EXTRACTING IN SITU-PRODUCED COSMOGENIC 14C FROM 

QUARTZ: IMPLICATIONS FOR INTEGRATED LATE QUATERNARY PRODUCTION 

RATES 

NATHANIEL A. LIFTON, A. J. TIMOTHYJULL and JAY QUADE 

Department of Geosciences, The University of Arizona, Tucson, Arizona 85721 USA 

In situ-produced cosmogenic 14C (in-situ 14C) holds great promise for estimating exposure ages and 

long-term average erosion rates for late Quaternary geomorphic surfaces. Reliable and reproducible 

in-situ 14C production rate estimates are crucial to these applications, yet they have proved very dif- 

ficult to achieve. We previously reported integrated late Quaternary production rates for in situ 14C 

of 19 ± 3 atoms g-1 yr-1, based on whole-rock fusion analyses of one quartzite and two basalt sam- 

ples collected from pristine shoreline features of well-known age and unambiguous exposure history 

associated with Pleistocene Lake Bonneville, Utah (Lifton et a1.1993, EOS 74: 649). Unfortunately, 

we have been unable to reproduce those results in subsequent analyses of the same samples. 

We have thus endeavored to identify and reduce or eliminate sources of variability in our extraction 

procedures. Careful analysis of our results has suggested that we were unable (1) to adequately con- 

trol the temperature and/or oxidizing conditions in the sample crucible using an induction furnace, 

and (2) to adequately remove other gases released with the CO2 during the melting of the rock. 

Additionally, we have found that different whole-rock samples may release their in-situ 14C at sig- 

nificantly different temperatures. Backstreaming oil vapors from our diffusion and roughing pumps 

may also have influenced some of our results to an unknown degree, while solvents and other vapors 

from the building vacuum lines may have affected some samples while drying in our vacuum oven. 

Several steps have been taken to address these issues. We now use a resistance furnace in our extrac- 

tion line, allowing more stringent temperature control, higher 02 pressures, and much cleaner oper- 

ation than the previous induction furnace. Additionally, a more vigorous gas cleanup procedure has 

proved successful in quantitatively removing gases other than CO2 from our samples. The extraction 

line has been cleaned thoroughly, and we have installed equipment and instigated procedures to pre- 

vent backstreaming pump oil from entering our extraction line in the future. We have also constructed 

a graphitization line dedicated to preparing our in-situ CO2 samples for AMS analysis, with similar 

backstreaming protection. Additionally, our vacuum oven is now connected to a dedicated vacuum 

pump to eliminate the potential for contamination via the building vacuum system. Extensive testing 

of our blanks has confirmed that these steps have minimized past blank variability problems. 
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We are presently limiting our analyses to quartz separates collected from Bonneville-level, wave-cut 
quartzite benches to eliminate uncertainties arising from compositional and mineralogic variability. 
Our new procedure involves step-heating a pair of samples-one exposed at the surface, the other 
shielded at depth. Comparing the 14C thermal release patterns from each sample should allow us to 
identify the in-situ 14C component unambiguously. We will use these improved methods to refine 
our integrated late Quaternary production rate estimate for in-situ 14C. This production rate estimate 
should provide a strong basis for geomorphic applications of in-situ 14C, as well as providing cross- 
checks for production rates of other cosmogenic nuclides. 

NEUTRAL INJECTION FOR AMS 

A. E. LITHERLAND and L. R. KILI USI 

IsoTrace Laboratory, University of Toronto, 60 St. George Street, Toronto, Ontario, Canada MSS 1A7 

Neutral injection was used successfully for nuclear physics experiments with helium and neon ion 
beams >30 yr ago and has not yet been used for AMS as negative ion beams have bean found to be 
more convenient. However, there are many elements which form negative ions with difficulty. The 
positive ions of such elements can usually be generated quite easily by sputtering with negative ions. 
Isobar suppression can be undertaken by a variety of methods at low energies (Kilius and Litherland 
1995). Neutral injection, if done by resonant electron transfer below 100 key, gives a high quality 
neutral beam which can then be changed to a positive or negative ion beam in the terminal of a suit- 
able tandem accelerator for further acceleration. The completion of the molecular destruction at high 
energies, and isobar separation, if necessary, has a number of advantages. Examples such as the 
detection of 39Ar and 135Cs will be discussed. 

1Deceased January 1996 

REFERENCE 

Kilius, L. R. and Litherland, A. E. 1995 Patent number 5386116, USA 

OIL FORMATION AND FLUID CONVECTION IN RAILROAD VALLEY, NV: 
A STUDY USING COSMOGENIC ISOTOPES AND NUMERICAL SIMULATIONS TO 
DETERMINE THE ONSET OF HYDROCARBON MIGRATION 

XIANHUA LIU, UDO FEHN and RAY T. D. TENG 

Department of Earth and Environmental Sciences, University of Rochester, Rochester, New York 14627 USA 

The onset of hydrocarbon migration is a critical question for the understanding of the formation pro- 
cess of many oil reservoirs. We present here first results for the use of cosmogenic isotopes and 
numerical simulations to address this question. The characteristics of 1291 (half-life T/ =15.7 Ma; 
strong biophilic nature of iodine) make this isotopic system a particularly well suited candidate in 
this context. Although 1291 is produced in the atmosphere by the interaction of cosmic rays with 
xenon isotopes, the important production mechanism for this application is that by spontaneous fis- 
sion of 238U in the subsurface. In a non-migrating situation, 129J levels in hydrocarbons will reflect 
the secular equilibrium attained in the source rock as a function of uranium concentrations. Once 
migration starts, this signal will be carried along by the fluids into the reservoir rock which has in 
general a lower uranium concentration than the source rock. A comparison between the observed 
1291 levels in oil field brines to those supported by the uranium concentration in the reservoir rock 
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can be used to calculate the onset time of hydrocarbon migration. We combined this approach with 

numerical simulations to model the impact of crust fluid flow on oil generation within host and gra- 

ben structures where the effects of convective heat transfer through fluid migration within sedimen- 

tary basin of the kind for oil formation have been recognized. 

We tested this approach on samples from oil fields in the Railroad Valley, Nevada. These oil fields 

are found in part of the Great Basin, characterized by relatively thin crust, high thermal gradients, 

and high angle faulting. Commonly, these oil fields are associated with geothermal systems, most of 

which are active close to the center of graben structures. The simplified two-dimensional models of 

hydrothermal fluid and oil migration constructed for the structurally-controlled basin within two 

extensional faults indicated that the vertical flow rate is on the order of several millimeters per year 

and upwelling zones are correspondent to the oil field reservoirs. The link between structural activ- 

ity, hydrothermal convection and oil maturation and migration is evident and of potential signifi- 

cance for the understanding of oil resources. Ages calculated using the 1291 system in oilfield brines 

in Railroad Valley range from 6Ma to 24Ma. They indicate that brines coexisting with oil were sepa- 

rated from source regions at different times during the evolution of fluid migration system; the old- 

est age coincides with a major event of structural faulting which could have provided the heat source 

for the onset of geothermal convection. The oldest time estimated in our study corresponds well 

with the age of the initial fault movement in this area as obtained by field investigations and is in 

agreement with numerical model calculations for fluid convection in this area. Our results suggest 

that geothermal convection associated with structural activity could play an important role in hydro- 

carbon maturation and migration. Hydrocarbon maturation could be a result of upwelling of geo- 

thermal fluids heated by deep circulation along faults or the juxtaposition of formations with dispar- 

ate temperatures as a result of faulting. Oil migration was initiated during the main episode of 

faulting and probably is still continuing in the Basin and Range provinces. 

THE TECHNICAL IMPROVEMENT IN PKUAMS 

XIANG YANG L U, KUN LI, KEXIN LI U, BIN LI, ZHI YU G U0, JIANJ UN WANG, 

QING ZHAO 

Department of Technical Physics, Peking University, Beijing 100871 China 

and JINGLIN YUAN 

Institute of Heavy Ion Physics, Peking University, Beijing 100871 China 

In the PKUAMS injection system upgrade project, we adjusted the ion source parameters to get bet- 

ter Cs focus and the smallest emittance. Redesigning the sample changing mechanical device pro- 

vided a more reliable sample change process. The other improvement is to rebuild the injection con- 

trol system by using an IPC. It is more stable, reliable and easy to use. With the improvement of 

sample preparation and optimized beam optics, now, PKUAMS has the ability to measure a sample 

that is <100 µg. 

A DATABASE FOR SAMPLE CURATION AT PRIME LAB 

X. Z. MA, D. ELMORE, M. LIPSCHUTZ, M. PERKY, F. RICKEY and P. SHARMA 

PRIME Lab, Purdue University, West Lafayette, Indiana 47907-1396 USA 

At PRIME Lab, >260 AMS samples are chemically processed, 1265 targets are measured, and 3950 

unknowns, standards and blanks are loaded into sample holders per year. Every sample requires five 
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procedures for an AMS measurement: sample collection, chemical processing, loading into holders, 
AMS measurement and data analysis. Each procedure involves several pieces of data, which range 
from historical background to information needed to calculate results. A data management system 
is needed for sample tracking and for accountability. For quality assurance/quality control it is 
important for records to be accurate and complete. 

Records containing parameters and results for all samples measured since 1993 are stored in disk 
files. Although these records are readily accessible (results from them are available to users on the 
World Wide Web), they do not contain an inclusive description of auxiliary sample data. 

We are developing a full-scope sample-data management system to meet the demands for collection, 
chemistry, loading, measurement, evaluation, reports and billing for a large number of samples. The 
sample database will eliminate data redundancy, prevent data inconsistencies, link data together, 
allow concurrent access by several users, and maintain database integrity and security. The database 
will be under the control of Oracle, since it is the most widely used database management system. 

FIRST AMS IN INDIA; PROPOSAL AND PROGRAM 

D. P. MAHAPATRA, 1 B. L. K. SOMAYAJUL U2 and K. GOPALAN3 

Realizing the need for an Accelerator Mass Spectrometer (AMS) in the country, it is proposed to 
augment the 3 MV tandem accelerator (NEC, Pelletron, 9SDH-2) facility at the Institute of Physics, 
Bhubaneswar. There are two negative ion sources (SNICS and ALPHATROSS) which inject 60 keV 
ions into the machine through a 45 deg analyzing magnet (ME/Z =15). There is a high resolution 
90 deg analyzing magnet =151 A MlM = (ME/Z2 0001 at AX - - t 1 mm). The injection as well as 
the high energy side of the machine will soon be modified and a new beamline added to carry out 
measurements involving 14C in the first phase and 10Be later, 

Y 
The first phase of AMS applications 

will be in the field of Earth Sciences, especially those aspects that are relevant to the studies that are 
being carved out in India. These pertain to 1) global change; 2) air-sea exchange; 3) paleoseismicit 
and 4) archaeology. Monsoon is the phenomenon that controls the 

y' 
climate and associated aspects of 

the Indian subcontinent and one of the ways of understanding it is through the PAGES approach of 
IGBP. The paleomonsoonal/ aleoclimatic/ aleoceanogr P p aphic records are stored in the "margin" and 
"open" sediments of the Bay of Bengal and the Arabian Sea. These sediment cores from monsoon- 
induced upwelling regions of the Indian coasts are being analyzed for several "proxies" and 14C dat- 
ing will be carried out using AMS. 

There are several rivers in India which get flooded as a result of high monsoonal rainfall causin 
devastating effects. These waters ultimately reach the Bay of Bengal. 

g 
Y y Paleofloods, past fresh water 

inputs to the Bay and the paleomonsoons are all connected and a comprehensive study of these are planned; sampling is underway. 14C and 10Be measurements along with those of organic carbon and 8180 on select species of foraminifera from oceanic sector will provide an important data set of past variations and their connections for modeling. Studying paleoseismicity in the Himalayan area is 
another area of focus. Simultaneous efforts towards sample collection and augmentation of the Bhu- baneswar machine for AMS use are underway. An update will be presented. 
1Institute of Physics, Bhubaneswar 751005 India 
2Physical Research Laboratory, Ahmedabad 380 009 India 
3National Geophysical Research Institute, Hyderabad 500 007 India 
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SEPARATION OF NICKEL FROM COPPER METAL FOR THE DETERMINATION OF 
63Ni USING ACCELERATOR MASS SPECTROMETRY 

A. A. MARCHETTI,1 L. J. HAINSWORTH, 2 J. E. McANINCH, 2 M. R. LIEVERS,1 P. R. JONES, 3 

I. D. PROCTOR2 and T. STRA UMEI 

Measurements of 63Ni (t/ =100 yr) produced by the reaction 63Cu(n,p)63Ni could be used in the 
assessment of fast-neutron fluences from the Hiroshima A-bomb. Such measurements would add 
new information to help resolve the current discrepancy between measured thermal neutron activa- 
tion values and those calculated with the DS86 dosimetry system. It has been estimated that the 63Ni 

production near the hypocenter was N10 atoms/g Cu. Because of its sensitivity, accelerator mass 
spectrometry (AMS) is ideal for measurements at this low level. However, 63Ni has to be separated 
from large amounts of stable atomic isobar 63Cu (69% of pure Cu). In this study, a procedure is pre- 
sented for the electrochemical separation of small amounts of Ni from Cu. The method was devel- 
oped using samples of electrical Cu wire that were irradiated with fission neutrons from a ZsaCf 

source. The wire samples were electrochemically dissolved in a solution containing 1 mg of Ni car- 
rier. The Cu was selectively deposited on a cathode at controlled potential. Measurements of total Ni 
after electroseparation indicate -100% carrier recovery. To prevent Cu contamination, AMS targets 
were prepared by nickel carbonyl generation. The AMS results show a successful quantitative sep- 
aration of -10atoms of 63Ni from 2-20 g samples of Cu. 

Performed under the auspices of the USDOE by the Lawrence Livermore National Laboratory 
under contract W-7405-Eng-48. 

1Health and Ecological Assessment Division and Center for Accelerator Mass Spectrometry, Lawrence Livermore National 
Laboratory, Livermore, California 94550 USA 

2Center for Accelerator Mass Spectrometry, Lawrence Livermore National Laboratory, Livermore, California 94550 USA 
3University of the Pacific, Stockton, California 95221 USA 

10Be AND 26A1 IN COSMIC SPHERULES AND ORBITAL CHARACTERISTICS OF THE 
INTERPLANETARY DUST 

H. MATSUZAKI,1 U. ZOPPI,1 K. KOBAYASHI,1 M. IMAMURA2 and H. NAGA13 

The orbit of the interplanetary dust particles that originated in the asteroid belt, or were produced 
either by short period comets or high eccentric meteor streams, is gradually changed by the pressure 
of solar radiation. During their secular evolution towards the Sun, the dust particles are subjected to 
solar and galactic cosmic rays produce radionuclides such as 10Be and 26A1. A correlation between 
radioisotope concentrations, particle sizes and orbital characteristics can be observed even after con- 
sidering the ablation process due to the atmospheric entry. For this,10Be and 26Al concentrations in 
cosmic spherules of a fixed size collected from deep sea sediments were measured by means of the 
AMS technique. Due to the small sample weight, the carrier amount was kept very low (ca. 50,ug 
for Be and between 100 and 2001ug for Al). In addition, a theoretical estimation for the radioisotope 
distribution will be presented and compared to experimental data. This allows us to derive the 
orbital characteristics of interplanetary dust particles and hence their origin. 

1Research Center for Nuclear Science and Technology, University of Tokyo, 2.11-16 Yayoi, Bunkyo-ku, Tokyo 113 Japan 
2Institute for Nuclear Study, University of Tokyo, 3-2-1 Midori-cho, Tanashi, Tokyo 188 Japan 
3College of Humanities and Sciences, Nihon University, 3-25-40 Sakurajosui, Setagaya-ku, Tokyo 156 Japan 
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DETECTION OF 63Ni AND 59Ni BY ACCELERATOR MASS SPECTROMETRY USING 
CHARACTERISTIC PROJECTILE X-RAYS 

J. E. MCANINCH,1 L. J. HAINSWORTH,1 A. A. MARCHETTI,1 M. R. LEI VERS,1 P. R. JONES, 2 

A. E. D UNLOP,1 R. MA UTHE,1 J. S. VOGEL,1 I. D. PROCTORI and T. STRA UME 1 

The long-lived isotopes of nickel have current and potential use in a number of applications includ- 
ing cosmic ray studies, biomedical tracing, characterization of low-level radioactive wastes, and 
neutron dosimetry. Methods are being developed at LLNL for the routine detection of these isotopes 
by AMS. One intended application is in Hiroshima dosimetry. The reaction 63Cu(n,p)63Ni has been 
identified as one of a small number of reactions which might be used for the direct determination of 
the fast neutron fluence emitted by the Hiroshima bomb (Marchetti and Straume 1996, Appl. Radiat. 
Isotop. 47, 97). AMS measurement of 63Ni (t/ =100 yr) requires the chemical removal of 63Cu, 
which is a stable isobar of 63Ni. Following the electrochemical separation of Ni from gram-sized 
copper samples (reported by Marchetti, et al., these proceedings), the Cu concentration is further 
lowered to < 2 x 108 (Cu/Ni) using the reaction of Ni with carbon monoxide to form the gas 
Ni(CO)4. The Ni(CO)4 is thermally decomposed directly in sample holders for measurement by 
AMS. After analysis in the AMS spectrometer, the ions are identified using characteristic projectile 
X-rays, allowing further rejection of remaining 63Cu. In a demonstration experiment, 63Ni was mea- 
sured in Cu wires (2-20 g) which had been exposed to neutrons from a 252Cf source. We successfully 
measured 63Ni at levels necessary for the measurement of Cu samples exposed near the Hiroshima 
hypocenter. For the demonstration samples, the Cu content was chemically reduced by a factor of 
1012 with quantitative retention of 63Ni. Detection sensitivity (3Q) was -20 fg 63Ni in 1 mg Ni carrier 
(63Ni/Ni 2 x 1011). Significant improvements in sensitivity are expected with planned incremen- 
tal changes in the methods. Preliminary results indicate that a similar sensitivity is achievable for 
59Ni (t/ =105 yr). We will also report on initial work on the application of this isotope as a biomed- 
ical tracer in living systems. 

Performed under the auspices of the USDOE by the Lawrence Livermore National Laboratory 
under contract W 7405-Eng-48. 

1Lawrence Livermore National Laboratory, Livermore, California 94550 USA 
2University of the Pacific, Stockton, California 95221 USA 

NORMALIZATION OF BERYLLIUM-10 IN MARINE SEDIMENTS AND ASSOCIATED 
PROBLEMS 

L. R. MCHARGUE, P. E. DAMON, D. J. DONAHUE and A. J. T. JULL 

NSF Arizona AMS Facility, The University of Arizona, Tucson, Arizona 85721 USA 

The cosmogenic radionuclide 10Be is predominately produced in the upper atmosphere and is 
quickly precipitated onto the surface of the Earth. Its production rate in the atmosphere is a function 
of the intensity of the geomagnetic field, solar activity, and the primary cosmic-ray flux. Thus,10Be 
can be a valuable source of information for the previously stated geophysical and astrophysical phe- 
nomena. Nevertheless, the deposition and consequent transport of 10Be through the environment can 
obscure the original influences on its production. Presumably, such problems incurred upon trans- 
port can be limited by studying polar or mountain-ice archives because of direct precipitation of 
10Be onto the ice. However,10Be concentrations in the ice are influenced by glacial rheology and 
local precipitation. Potentially, marine sediments record a 10Be production-rate signal that is more 
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globally representative because of latitudinal transport and mixing of seawater. Unfortunately, inter- 

pretation of toBe data measured from marine sediments is also fraught with difficulties. 

Initially, it was hoped that normalization of 10Be to 9Be would separate the initial production-rate 

signal of toBe from later changes in its concentration. 9Be, the stable isotope of beryllium, had been 

assumed to have a largely terrigenous origin. After transport to the sea, 9Be would mix evenly with 

10Be assuming a sufficiently long oceanic residence time. Hence, any changes in the concentration 

of loBeg 
, caused by depositional processes, is mimicked by the 9Be concentrations. This assumption 

is shown only to be partly true in our analyses of three marine sediment cores from the Gulf of Cal- 

ifornia the Sea of Japan, and the Blake Ridge in the Atlantic Ocean. The correlation of 10Be to 9Be 

varied from nonexistent at a deep site on the Blake Ridge, to relatively tight on a ridge in the some- 

times restricted Sea of Japan basin. 9Be, measured from the Blake Ridge sediments, has a deep 

water origin separate from that of 10Be. In contrast, at the Sea of Japan location, both isotopes are 

influenced by shallow water processes. 

Measurement of other elemental data is very helpful in unraveling the origins of 10Be in the sedi- 

ments. All three sediments cores have quite different geochemical histories. Aluminum is of partic- 

ular help. It clearly has a terrestrial or eolian origin in the sea and that information can be used to 

selectively determine the transport of beryllium. In anoxic waters such as those above and within the 

sediments of the Gulf of California, iron and manganese can be significantly depleted. Calcium is 

largely transported to the sediments by marine organisms, and dilutes 10Be concentrations. Magne- 

sium concentrations, in part, are controlled by pore water chemistry in the sediments. 

Of utmost importance, for the attainment of a reliable 10Be production-rate signal, is the sedimenta- 

tion rate. The 10Be concentrations from the sediments from the Sea of Japan, even normalized to 9Be 

or the other elemental data, poorly track production-rate variations inferred from recent paleomag- 

netic publications. The sedimentation rate for the Sea of Japan core varied between 10 and 15 cm/ 

kyr. A 10Be record consistent with the paleointensity record, for the time period ca. 60 to 70 kyr, was 

obtained from the more rapidly deposited sediments on the Blake Ridge, ca. 30 cm/kyr. It was nec- 

essary, though, to normalize the 10Be concentrations to a sum of the elemental data to remove the 

influences of sedimentation rate on its concentration. On the other hand, the unnormalized 10Be con- 

centrations from the Gulf of California, appear to accurately track paleointensity variations. The 

Gulf of California sediments were largely unbioturbated and deposited at a nearly constant rate of 

100 cm/kYr. Ironically, normalizing 10Be to the elemental data is ineffective for this core unlike the 

other cores, due to diagenesis of iron and manganese, infusion of aluminum in the sea during glacial 

meltwater events, and mixture of 9Be from variable sources. Lund et al. (1995) determined that a 

reliable paleomagnetic signal can be obtained only from those marine sediments that were deposited 

at rates above 30 cm/kyr. Apparently, comparable sedimentation rates are also necessary for a reli- 

able 10Be record. 

https://doi.org/10.1017/S0033822200061579 Published online by Cambridge University Press

https://doi.org/10.1017/S0033822200061579


84 7th InternationalAMS Conference 

COSMOGENIC 10Be EXPOSURE-AGE DATING OF THE POST-WISCONSIN 
DEGLACIATION OF INDIANA 

MELANIEL. McQUINN, JON HARBOR 

Department of Earth and Atmospheric Sciences, Purdue University, West Lafayette, Indiana 47907-1397 USA 

and 

DAVID ELMORE 

PRIME Lab, Department of Physics, Purdue University, West Lafayette, Indiana 47907-1396 USA 

Cosmogenic 10Be has been measured in samples from large, well-exposed glacial erratics in Indiana, 
north of the Wisconsin Stage boundary. These erratics are situated on both till and outwash surfaces. 
The 10Be concentrations of five erratics from a less than one-quarter square mile area on a terrace of 
the Wabash River will provide information on the reproducibility of the technique, and should pro- 
vide a minimum age for the terrace. In west central and northern Indiana the exposure ages of addi- 
tional erratics on till surfaces should yield critical information on the deglaciation history, because 
they provide the only chronolo is control where 14C data from intertill and postglacial organics are 
sparse or absent. 

As comparisons with conventional techniques establish the accuracy and reliability of cosmo epic 
techniques for dating Wisconsin age tills and more recent de 

g 
posits, the method will increasingly be 

used in efforts to refine glacial chronology by dating other erratics within the Laurentide ice sheet 
boundary and by correlating till units based on direct dates rather than on bracketing or absent 14C 
data. Thus, the technique has the potential to significantly improve our understanding of the chronol- 
ogy of the last deglaciation, by providing data in areas where other techniques are not appropriate. 

AMS TECHNIQUES APPLIED TO NEGATIVE-ION STUDIES 

ROYMIDDLETON and JEFF KLEIN 

Department of Physics and Astronomy, University of Pennsylvania, 209 S. 33rd Street, Philadelphia, Pennsylvania 19104- 6396 USA 

The techniques and equipment developed for AMS studies are well suited for identifying exotic 
negative ions. When double-negative ions consisting of clusters of seven or more carbon atoms were 
suggested as the explanation for peaks of half-integral mass (molecules were assumed to be of the form 12Cn-113C2-) obtained using conventional mass spectrometry (Schauer, Williams and Com ton 
1990), we decided to use the AMS system at the University of Penn 

p 
sylvanla to incontrovertibly con- firm the existence of these molecular dianions. We used our multianode AE-E detector to identify 

the positive atomic ions produced by stripping negative-ion clusters at the terminal of the tandem. 
Transmission from ion source to detector was high (>10%) so that it was possible to detect many (in 
some cases all of the ions produced from the breakup of a single cluster. The presence of 2n positive 
ions of C arriving at the detector nearly simultaneously while injecting masses of n* 12, provided 
definite proof of the existence of carbon clusters with double-negative charges. To examine the physical structure of the dianions, we replaced several stripper foils at the terminal of the tandem 
with track detectors consisting of very thin (.-21ug/cm2) carbon foils positioned N1 mm from Lexan 
sheets. The Coulomb explosion in the carbon foil resulted in separations of several tens of microme- 
ters between the tracks produced by the ionized atoms from the breakup of a single molecule. Count rates were keep low enough so that the clusters of tracks from individual molecules were distinct. 
Similar searches for polyatomic dianions of Li, B, 0, and Si were unsuccessful. 
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We have also studied the polyatomic anions (singly charged) of several light elements of general 
interest to the AMS community. Somewhat surprisingly, we have detected currents of stable 14N2-, 

and 14N3 ions with lifetime >10 ms. Use of AMS techniques allowed us to distinguish between 
diatomic N (mass 28, 29, or 30) and monatomic Si, and between triatomic molecules of N and other 
possible molecules with the same mass made of other elements. 

REFERENCE 

Schauer, S. N., Williams, P. and Compton, R. N. 1990 Physical Review Letters 65(5): 625-628. 

MODIFICATIONS TO PRIME LAB CESIUM SPUTTER ION SOURCE 

T. E. MILLER, B. ALEXANDER, D. BRYANT, L. DEP, D. ELMORE, R. FLACK, 
K. A. MUELLER, M. PERRY, E. PROVIN, T. TRAM and H. J. WOO 

Department of Physics, Purdue University, West Lafayette, Indiana 47907-1396 USA 

The spherical-ionizer cesium sputter ion source used at PRIME Lab was purchased from Southern 
Cross Corporation (Model IS-1A). This source is now being sold by High Voltage Engineering 
Europa B.V. (HVEE). Our source is identical to those used at the Woods Hole Oceanographic Insti- 
tution radiocarbon facility except it contained a single-sample changer. A multi-sample changer has 
been constructed to increase the sample throughput. The new freon-cooled rotating copper wheel 
holds up to eight sample cathodes and can be rotated in either the clockwise or counterclockwise 
directions. A precision indexing Geneva drive rotates the wheel, whose axis is parallel to but dis- 
placed from the source axis. Four opto-reflective sensors measure the sample position and relay the 
information through a fiber-optic system to the computer CAMAC crate. The sample position is 
changed by the computer in about three seconds. Through the use of a dual shaft rail system and a 
vacuum lock a wheel can be changed in a few minutes using a semi-automated vacuum pumpdown 
system. 

We have made several improvements to the ion source. We redesigned the cesium reservoir and 
feedtube assembly to incorporate a conflat flange design and eliminate the outer feedtube heater 
jacket. We found that large stable chlorine beam currents require good ion source pumping to avoid 
memory effects, so the source vacuum was improved by enlarging all pumpout holes where possi- 
ble. A new outer shield was installed to improve the cesium shielding of the cathode insulator. 
Finally, an improved ionizer shield was constructed with eight uniformly spaced spray holes for a 
more uniform cesium spray. These improvements have resulted in typical AMS operating currents 
of 5 µA for BeO, 300,uA for Al, 3 µA for I, and 84uA for Cl. 

Chlorine-36 measurements require the suppression of the stable isobar 365. We mount our AgCI 
samples on a surface of reagent-grade AgBr, which fills a 8 mm diameter hole drilled into our 9.5 
mm diameter copper cathodes. Negative ion formation is suppressed on the AgCI and AgBr sur- 
faces. The ratio of the rate of 36S- to Cl- ions leaving the source ranges from 10 to 1000 x 10-12 
depending on ion source conditions, sample size, and quality of the chemical sample preparation. 
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36C1- A POTENTIAL DATING TOOL 

G. M. MILTON, S. J. KRAMER, J. C. D. MILTON, H. R. ANDREWS, R. J. CORNETT, 
W. G. DAVIES, B. F. GREINER, V. IMAHORI and V. T. KOSLOWSKY 

Chalk River Laboratories, AECL, Chalk River, Ontario, Canada KOJ 1JO 

The need for an isotopic tool capable of extending our ability to date fossil organic materials beyond 
the 50,000-yr range of 14C has been recognized for some time. Chlorine-36, a cosmogenic nuclide 
with a half-life of 300,000 yr, appears to be eminently suited to this role. It exchanges readily with 
stable chloride, which is present in ppm quantities in most living materials, and can be measured 
accurately at extremely low levels by accelerator mass spectrometry. 

Dating is most commonly performed on fossil remains of organic material, some of the more com- 
mon being wood, pollen, seeds, peats, and small organic lenses located in strata composed of mainly 
inorganic detritus. Largely inorganic materials such as bones and teeth are also sometimes suitable 
for dating. In order to demonstrate the applicability of 36C1 to paleodating, it is necessary to prove 
both the maintenance of a unique signal for this isotope in any given growing season, and the reten- 
tion of that signal during burial and diagenesis. 

Using AMS techniques to measure 36C1/Cl, we have shown that good agreement exists between this 
ratio in plant leaves and seeds and that in the soil pore water utilized by the plant, suggestive of long- 
term equilibrium between seed and precipitation values. We subsequently identified the large pulse 
of 36C1 injected into the stratosphere during atmospheric weapons testing, recorded in conifer seeds 
grown in the 1950s, and hence providing verification of the uniqueness of the annual input signal. 

In order to prove that this signal is retained over long time frames, we have made some preliminary 
measurements of 36C1 and stable chloride in peats and organic-rich sediments. The non water-leach- 
able chloride component of a "modern" peat (14C "age"? 6000 yr BP) has a 36C1/Cl component sim- 
ilar to those we have measured in pre-1950 seeds and other vegetative materials grown early in this 
century. 36C1/Cl measurements in older organic-rich sediments previously dated by optical dating 
methods, and some measurements in mastodon teeth, are in progress. 

A NEW INTERPRETATION OF THE DISTRIBUTION OF BOMB-PRODUCED 
CHLORINE-36 IN THE ENVIRONMENT, WITH SPECIAL REFERENCE TO THE 
LAURENTIAN GREAT LAKES 

J. C. D. MILTON, G. M. MILTON and THE CHALK RIVER AMS GROUPI 

AECL, Chalk River Laboratories, Chalk River, Ontario, Canada KOJ 1JO 

In the early days of AMS, 36C1 was thought to be an ideal hydrological tracer. For old waters, except 
in rare cases, e.g., the Great Artesian Basin in Australia (Bentley et al. 1986), this hope proved vain. 
The difficulties were proved to be the result of 36C1 production by other than cosmological means- 
in particular, production in surface rocks by cosmic ray neutrons, and production by fission neutrons 
in the aquifer. Nevertheless, it was still believed that chlorine in the hydrological environment 
existed primarily in the ionic form, Cl-, and was "conservative", that is, it moved with the water at 
the same rate, and hence for waters younger than ca. 50 yr, the bomb-produced pulse of 36C1 would 
still be useful as a tracer. However, vastly improved information on Cl behavior in vegetation, litter 
and surface soils (Milton et al. 1995) brings the "conservative" assumption into question. Strong 
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support for this new interpretation comes from the previous knowledge that Cl in the atmosphere is 

found largely in organic compounds (Rahn et al. 1976). 

It is now clear that Cl is recycled by vegetation, and furthermore is held up for considerable periods 

in the ground waters of at least some of the seasonal wetlands that cover a large fraction of the Cana- 

dian Shield, and in particular, the drainage basin of Lake Superior. This new knowledge is used to 

improve our understanding of the concentrations, previously considered anomalous, of 36C1 in the 

Great Lakes (Milton et al. 1994), and may be able to throw some light on the very large variation in 

the measured amounts of bomb-produced 36C1 at different geographic locations. It is also pertinent 

to the movement of the many chlorine-containing pollutants in the biosphere. 
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COSMOGENIC RADIONUCLIDE CONTENTS OF ANTARCTIC METEORITES FROM 

ALLAN HILLS HAVING HIGH NATURAL THERMOLUMINESCENCE 

J. MOKOS, S. VOGT and M. E. LIPSCHUTZ 

Purdue University, West Lafayette, Indiana 47907-1393 USA 

We analyzed a group of 15 H4-H6 chondrites recovered from the Main Allan Hills blue ice field of 

Antarctica. Previous studies indicate these chondrites exhibit high TL level (>100 krad) unusual by 

most meteorite standards (Benoit and Sears 1993).14C analysis of two meteorites reveal terrestrial 

ages s2300 yr (Benoit and Sears 1993). At Purdue's PRIME lab facility, we determined 10Be, 26A1, 

and 36C1 activities that range from 15.4 ± 0.40 to 18.4 ± 0.35 dpm kg-1 meteorite, 38.1 ± 1.18 to 58.0 

+ 2.14 dpm kg-1 meteorite and 18.4 ± 0.61 to 23.9 ± 0.60 dpm kg-' metal, respectively. An unusual 

three-isotope plot of 10BeP6A1 vs. 36C1P6A1 illustrates a highly significant positive linear correlation 

with a 0.906 coefficient, corresponding to a p-value <<0.001. These results demonstrate a relation- 

ship between natural TL and cosmogenic isotope abundance for at least one suite of samples. These 

two parameters may be simultaneously used to determine the irradiation and orbital history these 

meteorites have experienced (Benoit and Sears 1991). 

The high TL correlation differs markedly from that involving Antarctic meteorites previously ana- 

lyzed at Purdue (Michiovich 1994). Sampling plays an important role when comparing these two 

populations. While the earlier sampling involved 43 H-chondrites for which volatile trace elements 

had been determined by RNAA, our sample selection was based strictly on TL levels. Previously 

analyzed H-chondrites were randomly selected to minimize both pairing and weathering for RNAA 

purposes. On a three-isotope plot, prior data yield a correlation coefficient of 0.388, only a weak cor- 

relation. These results require a correction due to long terrestrial ages, increasing the correlation 

coefficient to 0.544, still significantly lower than that of the high TL suite. 
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Despite differences in petrographic type, H4-6, the high TL meteorites may derive from a single par- 
ent object as suggested b Benoit and Sears Radionu Y (1993). Glide activities are all close to saturation 
values, indicating that the parent meteoroid was relatively small. The three-isotope plot for high TL 
samples suggests a simple irradiation history, which also supports the notion of a relatively small 
sized object. In addition to saturated radionuclide concentrations, the unusually high TL levels are 
consistent with the suggestion that the meteorite suite experienced an orbital change from Z1.1 A.U. 
to 1.0 A.U. within the last 105 yr: samples were irradiated at perihelia Z1.1 A.U. and were unable 
to adjust TL levels to the warmer temperatures at 1.0 A.U. before entering the Earth's atmosphere. 
By comparing radionuclide concentrations, TL data, petrographic types, geographic locations, and 
terrestrial ages, we conclude that these meteorites are fragments of a single parent object that expe- 
rienced an unusual orbital change over a short time period (<105 yr). Currently, AMS studies are 
underway to determine the 14C content of each meteorite. 
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SURFACE 129IODINE/127IODINE RATIOS - MARINE VS. TERRESTRIAL 

JEAN E. MORAN,1 PETER SANTSCHI, 2 DAVID R. SCHINK, 3 SARAH OKTAY, 4 UDO FEHNS 
and USHA RAOS 

1291/1271 ratios measured in surface marine materials such as seawater, recent marine sediments and 
modem seaweeds, are compared with ratios measured in surface terrestrial materials such as fresh- 
waters, soils and terrestrial plants. At the Earth's surface the 129I inventory is dominated by anthro- 
pogenic inputs. Away from point sources (nuclear fuel reprocessing facilities), anthropogenic 1291/ 
1271 ratios measured in terrestrial materials are at least an order of magnitude greater than those from 
marine materials. For example, surface seawater from the Gulf of Mexico has a ratio of approxi- 
mately 60 x 1012, while ratios measured in freshwater from the Trinity River on the adjacent con- 
tinent are ca. 1100 x 10-12. Likewise, terrestrial and aquatic plants exhibit higher ratios than sea- 
weeds (on the order of 10.8 and 10-w, respectively). Ratios from surface soils and marine sediments 
near the sediment/water interface show a similar relationship. This is perhaps not surprising, given 
that ambient stable iodine concentrations are in general at least an order of magnitude lower for ter- 
restrial materials than for their marine counterparts. 

Data from soils and plants from Texas and from Western New York, along with an estimate for the current atmospheric ratio from rainwater and epiphyte samples will be presented. High ratios in riv- 
ers and lakes apparently reflect bomb fallout plus a component of atmospherically-delivered fuel reprocessing deposition. This suggests that this iodine has a relatively short residence time in water- 
shed soils and plants. Fundamental unknowns are the residence time of various forms of iodine in 
soils, the stability of 1291/1271 ratios in soils and biota, and the nature and level of the atmospheric 
anthropogenic component. 

The large difference between marine and terrestrial 129I/127I ratios has several potential uses. We have begun a project for which the goal is to establish 1291 as a tool to identify and trace terrestrial 
organic carbon in marine sediments. Post-bomb organic material in sediments from coastal areas 
could be characterized as primarily derived from terrestrial or marine inputs, based on the 1291/1271 
ratios measured. This information is crucial in global carbon cycle models, since the largest marine 
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reservoir for carbon is continental shelf sediments. In addition, anthropogenic 1291/1271 ratios can be 

used to study the biogeochemical iodine cycle, about which little rate-related information is avail 

19I could be used as a surrogate for studying the movement of the short-lived biohazard 
able. Thus, 

- 

1311 through the biosphere, and for the study of releases and transport of iodine radionuclides from 

nuclear facilities. 

1Department of Oceanography, Texas A&M University, College Station, Texas 77843 USA 

2Texas A&M University at Galveston, 5007 Ave. U, Galveston, Texas USA 

3Department of Oceanography, Texas A&M University, College Station, Texas 77843 USA 

4Texas A&M University at Galveston, 5007 Ave. U, Galveston, Texas USA 

SDepartment of Earth and Environmental Science, University of Rochester, Rochester, New York 14627 USA 

PREPARATION OF ANTHROPOGENIC 129IODINE SAMPLES USING CARRIER 

IODINE - POTENTIAL PROBLEMS 

JEAN E. MORAN, DAVID R. SCHINK 

Department of Oceanography, Texas A&M University, College Station, Texas 77843 USA 

PETER SANTSCHI and SARAH OKTAY 

Texas A&M University at Galveston, 5007 Avenue U, Galveston, Texas USA 

The requirement of a 1-mg iodine sample for 1291/1271 ratio measurement by AMS often presents a 

significant challenge in the chemical preparation of these samples. Post-bomb materials generally 

have high enough ratios that carrier iodine of known ratio is added to increase the bulk of the final 

silver iodide sample. Virtually all anthropogenic ratios reported in the literature are calculated from 

a weighted average, using measured values for the weight of iodine from the sample and carrier, the 

ratio of the carrier, and the ratio of the combined sample. 

We performed two laboratory tests to determine the accuracy of the carrier method for post-bomb 

1291 seawater and seaweed samples. A repeated extraction was performed on a 1-L surface seawater 

sample, with 2.5 mg of I carrier (as iodate) added at the beginning of the procedure. The seawater + 

carrier solution was left overnight, then iodine was extracted into carbon tetrachloride, and back- 

extracted into a sulfuric acid/sodium bisulfite solution, and the iodide in solution was precipitated 

using silver nitrate. The procedure was repeated two more times on the "waste" (+ additional carrier 

iodine from the CC14 extraction. Results show that the measured ratio approaches the ratio of the 

carrier slowly, suggesting that the iodine in the seawater matrix is extracted at <100% efficiency into 

the CCl4. The ratio of carrier to seawater iodine (which in the first case is 5:1) may also effect the 

extraction efficiency. The third extraction had a ratio that was within 2 Q of the measured ratio for 

the carrier I. 

We also extracted iodine from modern seaweeds using the alkali leach and fusion method, adding 

carrier at different stages of the extraction, and as a control, making samples from the iodine-rich 

Laminaria without carrier. Two mg of carrier I (as iodide) was added, in one experiment as the 

leachate became liquid during heating, and in a second, after back-extraction into the sulfuric acid/ 

sodium bisulfite solution. In both cases, the calculated ratio was higher by a factor of two to three 

than the ratio measured on the sample without carrier. Agreement was better in the case in which 

carrier was added at the later stage. It appears that carrier I may be lost during sample preparation, 

in greater proportion than organically bound I from the seaweed. 
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Two potential pitfalls are evident. One is that even if the carrier iodine is in the same oxidation state as iodine from the sample, extraction efficiencies for the carrier and sample iodine may differ due to matrix effects. Another is that accurate measurement of stable iodine concentrations at various stages during the extraction is imperative. Given that determination of iodine at low concentrations 
in solids, and in matrices with high dissolved solids is not at all trivial, the absolute accuracy of some reported anthropogenic ratios may be in question. 

y 

INVESTIGATION OF CHANGING BIOSPHERE BY 14C-DATING OF PEAT PROFILES FROM BAVARIA 

G. MORGENROTH, G. ANTON, M. BERGMANN, E. FINCKH, B. KOWALZIK, M. KLEIN 
W. KRETSCHMER, M. LEIGART, S. MERZ, I. FIR INGER 
Physikalisches Institut, Universitat Erlangen-Nurnberg, D-91058 Erlangen, Germany 

H. J. KUSTER andR. D. LOW 

Institut fur Vor- and Fruhgeschichte, Universitat Munchen, D-80992 Munchen, Germany 

As part of the program "Change of the Geo- and Biosphere During the Last 15,000 Years" some eat sediment profiles from South Bavaria, provided by H. J. Kuster 
peat 

y have been dated using the Erlangen AMS facility (Arslan et al. 1994; Kretschmer et al. 1996). The sediment cores have been roughly 
predated by pollen-analytical methods, but due to local climatic variations this method has an esti- mated error of up to 2000 yr. With several sediment datings together with pollen analyses it should be possible to establish a better chronology of climate and gy vegetation of Holocene in Bavaria. By our measurements we found that the Eggstatt peat with an age of 13,000 BC is one of the oldest con- 
tinuous peats in South Bavaria. 

The sediment samples were pretreated with the usual acid-alkali-acid method to remove carbonates 
and humic acids. The remaining material was converted to CO2 by heating it up to 900°C with Cu0 and silver wool under vacuum. Then the CO2 was catalytically reduced with H2 and iron powder at a temperature of 625°C. These so called bulk sediment samples were dated by AMS. 
To eliminate dating errors due to the "hard water effect" we try to date extracted pollen itself. The first step of the preparation procedure is the treatment of the sample with hot NaOH to remove humic acids. Afterwards the sample is sieved with a 100µm nylon mesh. The filtrate is then repeat- 
edly heated with NaOH followed b HCl to remove carbonates. Y As described in Faegri and Iversen (1989) we use for the removal of silicates hot HF and HCI, for the deflocculation of amorphous 
organic material a treatment with NaOCI is performed and at last the cellulose of the residues is removed with H2S04. After each step the dissolved material is separated from the pollen by sieving with a 20 ,um nylon mesh. The efficiency of this separation method is finally checked by micro- scope. The adjacent conversion to sputter targets is done in the usual manner described above. But due to the small sample size the reduction is performed in a newly built reduction facility with a vol- ume of 3.8 cm3. The resulting material contains 50-500 car 

Y 
,ug bon. First pollen datings have been performed and the results are encouraging. Future measurements with pollen will lead to a more reliable dating of sediments. 

This work was supported by the Deutsche Forschungsgemeinschaft. 
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A COMPACT 14C ISOTOPE RATIO MASS SPECTROMETER FOR BIOMEDICAL 

APPLICATIONS 

D. J. W. MOUS 

High Voltage Engineering Europa B.V. Amersfoort, The Netherlands 

and 

K H. PURSER 

Southern Cross Corporation, Danvers, Massachusetts, USA 

The absence of molecular interferences and isobar suppression has given AMS its superior sensitiv- 

ity in the field of isotope ratio mass spectrometry and has made the detection of long-lived radioiso- 

topes possible. In the case of 14C, AMS rejects the isobar 14N completely, as nitrogen does not form 

stable negative ions which are needed for injection into tandem accelerators. Consequently, 14C can 

be easily detected with small tandem accelerators and terminal voltages as low as 2-3 MV. More- 

over, it has been demonstrated that 14C can be detected at a terminal voltage of only 1.4 MV, using 

charge state 2+ (Lee 1992). 

In recent years, interest has increased in applying 14C in biomedical studies. Here, the high sensitiv- 

ity of AMS allows the study of the kinetics and the pathway of toxins, mutagens and carcinogens at 

levels corresponding to actual environmental exposures (Davis 1994). 

In this article we present the performance and layout of a small AMS 14C systems especially 

designed to the requirements of biomedical research. 
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STATUS OF THE PRIME LAB UPGRADE 

K A. MUELLER, D. ELMORE, T. E. MILLER, B. ALEXANDER, D. BRYANT, E. PROVIN, 

T. TRAM 

Department of Physics, Purdue University, West Lafayette, Indiana 47907-1396 USA 

and 

K H. PURSER 

Southern Cross Corporation, P.O. Box 7, Topsfield, Massachusetts 01983 USA 

The first phase of the upgrade program currently underway at PRIME Lab has been completed. This 

phase of the upgrade included the installation of an NEC Pelletron charging system, shielded col- 
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umn grading resistors, spirally-inclined titanium-electrode acceleration tubes, an 8-position sample 
changer for the ion source, electrical filtering of all low voltage wiring entering the accelerator pres- 
sure vessel, new software for controlling the injector and analyzing magnets, new cryopumps, and 
the removal of much obsolete equipment. Operational experience with the initial phase of the 
upgrade demonstrates great improvement in the useful operating voltage, the frequency of tank 
sparks which were reduced by more than an order of magnitude, the beam transmission, and the 
beam stability. This and other improvements have resulted in a factor of two improvement of the 
AMS precision for 36C1 measurements and a factor of 3 to 5 improvement in sample measuring 
capacity. 

The next phase of the upgrade is currently underway. This phase will include rebuilding the beam 
line between the source and the injector magnet, and rebuilding the stripper assembly in the accel- 
erator terminal, and the integration of the controls for this equipment into the VISTA control system 
which will ultimately control the entire accelerator. 

Most of the components for the beam line have already been purchased, and a large number of cus- 
tom components have been sent to the machine shop for construction. It is expected that most of the 
components will be finished by the time of the AMS7 conference. Most of the drawings for the ter- 
minal components are completed. A large pressure test vessel (a used small accelerator tank) has 
been purchased and is currently being installed. The entire terminal stripper assembly will fit in this 
test fixture to permit pressure testing and leak checking of most of the components before the accel- 
erator is shut down for this part of the upgrade. Several critical components for the terminal, such as 
one of the turbo pumps, are ready for pressure testing. The upgrade of the terminal will include the 
installation of a fiber-optic communication system to permit computer control of the new terminal 
components. These improvements are expected to make a substantial improvement in the beam 
transmission and stability for AMS measurements. 

Initial planning is underway for the installation of the new AMS injector. Only minor changes have 
been made to the design presented in AMS6. This design will provide for the ability to do fast 
switching once the positive ion analysis portion of the accelerator is also upgraded. The computer 
control system will be integrated into the accelerator systems during the upgrade to eliminate the 
need for the construction of manual controls. 

THE LONG-TERM VARIATION OF 10Be FLUX CHANGES AT ODP SITE 925B ON THE 
SEARA RISE IN THE EQUATORIAL ATLANTIC 

M. MURAYAMA,1 H. NAGAI, 2 M. IMAMURA, 3 S. HATORI, 4 K. KOBAYASHI4 and A. TAIRAS 

In recent study, the radionuclide 10Be (half life: 1.5 x 106 yr) has been used in flux studies as a 
geochemical and a sedimentological tracer. The progress of flux studies has provided opportunities 
to understand its behavior, its residence times in the ocean and the process by which it is removed 
to the sediments (i.e., boundary scavenging). 

Our primary goal in this study was to assess the long-term variation of 10Be flux changes and to esti- 
mate the source of fluxes on the Seara Rise in the equatorial Atlantic. 

Age-corrected 10Be flux concentrations range from 40 to 140 x 10 atoms/cm2 (average 60 x 10 
atoms/cm2). The variations of 10Be flux can be explained by source change in the sediments. We can 
mention at least the following conclusions from the present study. 
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1. The highest values of 10Be flux after 1 Ma reflect remarkably an increased lateral terrigenous 
input from the Amazon drainage area. 

2. The higher values of 10Be flux before 6 Ma were influenced by an enhanced vertical input caus- 
ing the high paleoproductivity in the ocean surface. 

3. The lower values of 10Be flux near ca. 4 to 5 Ma might be explained by low paleoproductivity 
in the ocean surface and/or winnowing effects with bottom current, although a precise determi- 
nation of the cause could not obtained. 
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14C AMS MEASUREMENTS ON N- AND S-HEMISPHERE TROPICAL TREES IN THE 
BOMB-PULSE PERIOD 

J. MURPHY 

Department of Applied Mathematics, Monash University, Clayton, VIC, Australia 

E. M. LAWSON, D. FINK, M. A. C. HOTCHKIS, Q. HUA, G. E. JACOBSEN, A. M. SMITH 
and C. TUNIZ 

Australian Nuclear Science and Technology Organisation, PMB 1, Menai, NSW 2234 Australia 

Tropical and temperate forests have considerable relevance in the global ecosystem and are a signif- 
icant component of the biosphere and carbon cycle. It is considered that they also have an important 
role in damping the CO2 content of the atmosphere, which is currently increasing at a constant rate 
of ca. 0.5% per year. Growth rate information about tropical and temperate trees, especially species 
with commercial value, is also necessary to allow management and planning for planting, harvesting 
and rotation times. Growth rate estimates can also be used to calculate biomass gains/losses. 

Unlike trees of temperate latitudes, most tropical tree species do not exhibit annual growth rings. 
Consequently, information from a major, climatically important region is unavailable for modeling 
and does not contribute to dendroclimatology. 

However, teak (Tectona grandis) is a tropical tree species which does exhibit annual growth rings. 
This arises because of the deciduous nature of teak, and not from significant temperature ranges 
over the seasons. However, year-to-year ring width variation is governed by the level of precipita- 
tion and the season. We report radiocarbon measurements using the ANTARES AMS spectrometer 
from the bomb-pulse period 1955-1980 on cross-dateable teak tree samples from both the Northern 
(India) and Southern hemispheres (Java). Based on six samples over the 25-yr period 1955-1980 we 
find the measured e14C values to agree closely with atmospheric 14C concentrations from the appro- 
priate hemisphere. 
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A NEGATIVE ION SURVEY 

M. J. NADEA U,1 A. E. LITHERLAND, 2 X. -L. ZHAO, 2 M. A. GARWAN3 and L. R. KILI US2,4 

The negative ion properties of many of the elements of the periodic table have been known for some 
years; however, there are some 31 elements for which conclusive experimental evidence for the 
existence of a stable negative ion has not been found. After a brief overview of the experimental 
method used, we will present the results obtained for the three elemental groups studied (group II, 
lanthanides, actinides). We will then conclude stressing the similarities between different elements 
and different elemental groups. We will also show the evolution in our knowledge of negative ions 
since our last presentation at this conference. 

1Leibniz-Labor fur Altersbestimmung and Isotopenforschung, Christian-Albrechts Universitat, Kiel, Germany 
2IsoTrace Laboratory, University of Toronto, Toronto, Ontario, Canada M5S 1A7 
3Department of Physics, King Fahd University for Petroleum and Minerals, Dhahran 31261, Saudi Arabia 
4Deceased January 1996 

PERFORMANCES AND CHARACTERISTICS OF THE LEIBNIZ-LABOR AMS 
FACILITY MASS SPECTROMETER 

M.J. NADEAU,1 M. SCHLEICHER,1 A. GOTTDANG,2 D. J. W. MOUSE2 and P. M. GROOTESI 

The new facility, accepted in September 1995 from High Voltage Engineering Europa, is similar in 
design to the NOSAMS Facility at the Woods Hole Oceanographic Institution and the AMS system 
of the University of Groningen, all based on a 3MV tandem accelerator and the simultaneous injec- 
tion of the three carbon isotopes. Three aspects of the system will be addressed: the stability of the 
system, the background inherent to the spectrometer and the response of the isotope ratios to varia- 
tions of different parameters of the system. The system has shown very encouraging performances 
during the acceptance tests and other stability tests performed afterward; the result of these will be 
presented and compared with the result of a sequential measurement (by opposition to simultaneous 
injection). We will also discuss the different sources of spectrometer background and the steps taken 
to reduce it. The system has also shown to be quite insensitive to small variations such magnetic and 
electrostatic drifts. The effect of such variations on the isotope ratios in comparison with the accu- 
racy and stability of the respective power supplies will be presented. The issue of the symmetry of 
the recombinator relative to the three carbon beams will also be mentioned. 

1Leibniz-Labor fur Altersbestimmung and Isotopenforschung, Christian-Albrechts Universitat, Kiel, Germany 
2High Voltage Engineering Europa BY, Amersfoort, The Netherlands 

LATITUDINAL DISTRIBUTIONS OF 7Be AND 10Be IN THE ATMOSPHERE 

H. NAGAI,1 M. UCHIDA,1 M. MURAYAMA, 2 N. ARAGON, 3 M. IKEHARA, 3 M. IMAMURA, 4 

S. HATORIS and K KOBAYASHIS 

Distributions of cosmogenic 7Be and 10Be in the atmosphere were measured for the area between 
latitudes of 60°S-40°N and longitudes of 140-170°E over the Pacific Ocean and the Antarctic Sea. 
Samples were collected during two expeditions of R/V "Hakuho-Maru", KH94-3 (September- 
October 1994) and KH94-4 (December 1994-February 1995). The samples of atmospheric particu- 
late were collected on filter papers at a flow rate of 1 m3/min for ca. 24 h using a high-volume air 
sampler. Activities of 7Be in the filter papers were directly measured by HP-Ge detectors within 2 
months after sample collection. For measurements of 10Be, each half of the filter papers was ashed 
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and treated with 2N HCI. After adding 0.1-0.2 mg 9Be carrier,10Be was purified by cation exchange 

column. AMS measurements were performed with the MALT 5UD Pelletron at the University of 

Tokyo. 

Observed concentrations of 7Be in the atmosphere ranged from 103 to 5 x 104 atoms/m3, while 10Be 

ranged from 104 to 105 atoms/m3. Although the concentrations of these two nuclides largely varied, 

similar latitudinal distributions were found. The distributions have two maxima at 20-30° in both 

hemispheres and two minima at the equator and 60°S. The concentration ratios 10Be to 7Be were ca. 

1.3 in the northern hemisphere but increased in the southern hemisphere by factor 2 to 3. This high 

10BePBe value may be attributed to the larger air flow from stratosphere to troposphere in the south- 

ern hemisphere than in the northern hemisphere, or to the increase of the production rate ratio 10Be 

to 7Be with decreasing cut-off rigidity. 

1Department of Chemistry, College of Humanities and Sciences, Nihon University, Tokyo 156 Japan 

2Graduate School of Environmental Earth Science, Hokkaido University, Sapporo 060 Japan 

30cean Research Institute, University of Tokyo, Tokyo 164 Japan 

4Institute for Nuclear Study, University of Tokyo, Tokyo 188 Japan 

SMicro Analysis Laboratory Tandem Accelerator, Research Center for Nuclear Science and Technology, University of 

Tokyo, Tokyo 113 Japan 

ACCELERATOR MASS SPECTROMETRY AT THE KYOTO UNIVERSITY TANDEM 

ACCELERATOR 

MASANOB U NAKAMURA, YUJI TAZA WA, HIROSHI MATSUMOTO, MASANORI HIROSE 

Department of Physics, Kyoto University 

KOYA OGINO, MASUCHIKA KOHNO and JUNJI FUNABA 

Department of Nuclear Engineering, Kyoto University 

The Kyoto University 5MV tandem Van de Graaff was replaced by an 8UDH pelletron in 1990 

(Nakamura et al. 1988). This machine is mainly used for nuclear science, interdisciplinary field 

using ion beam and education of students for nuclear and its related science. 

The AMS project is being developed to determine long-lived radioisotopes, e.g., 36C1, 41Ca and 1291 

and also 14C for checking the whole AMS system. A high intensity 60-sample ion source (High Volt- 

age Engineering Europa) is placed on a 200-kV injector deck. The low energy beam line includes an 

off-axis Faraday cup for measuring a main isotope beam (e.g.,14C' ion beam) and a mesh system for 

beam attenuation. In the high energy section, the 90 deg analyzing magnet has been fitted with addi- 

tional small pole tips to allow good transmission of all isotopes of interest. An off-axis slit system is 

used for stabilizing the terminal voltage using an ion beam produced by a molecular beam, e.g., a 

13C4+ beam produced by 13CH- beam. 14C4* ions were separated from 14N4+ and (7Li2)4+ ions by 

use of thin Al foil (3 microns) and a silicon energy detector. 

The experience at the Kyoto University tandem accelerator AMS system will be discussed. 

REFERENCE 

Nakamura, M. et a1.1988 Nuclear Instruments and Methods in Physics Research A268: 313. 
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AMS 14C CHRONOLOGICAL STUDY ON HOLOCENE ACTIVITIES OF AC FAULTS IN JAPAN 
ACTIVE 

T. NAKAMURA,1 M. OKAMURA, 2 K. SHIMAZAKI, 3 T. NAKATA, 4 N. CHIDA S Y. SUZUKI 6 
M. OKUNO7 and A. IKEDAI ' 

Slipping of active faults generates earthquakes. If we can detect traces of ancient slips of faults, we can correlate them with earthquakes that occurred in the past. The scale of a slip correlates with the time interval between the slip and the previous one during which strain accumulated in the fault system. Thus it is very important to examine the history of fault activities in the late Quater- nary, to provide a risk estimation of the next slip time for prevention of disasters. To establish chro- nology of past slips of active faults, AMS 14C dating of macro fossil, charcoal and soil organic mate- rial samples collected around the fault is very promising, because the method requires carbon samples of very small size. 

Some active faults were discovered in a shallow sea area. They provided us an ideal field t behavior of a fault during the Holocene because sea sediments deposited continuously, by recording seismic events of the faults in them. The following procedures areapplied to two submarine active fault systems located in the northwestern art of B 
cove 

p eppu Bay, eastern Kyushu and off the coast of the town of Futami in the northwestern Shikoku, Japan: 1) surveying an exact line of a submarine fault and continuation of sediment layers on both sides of it by using a high-resolution single-channel seismic profiler; 2) collecting sediment samples on both sides of the fault by using a piston core sampler; 3) analyzing core samples for magnetic susceptibility, micro aleontolo and litholo correlating exactly each sediment layer 
p ' gy, 4) 

Y of the cores on both sides of the fault to recognize several seismic events by relative vertical displacements of relevant layers between the two core 5) establishing chronology of the event 
sediments; 

g gy s by AMS 14C dating of mainly shell fossil samples selected from the sediments. 

We also applied AMS 14C dating to establish the chronology of the Nojima fault located in Aw 
" 

ima, Hyogo Prefecture, which is one of the faults 
alsh- 

that generated the 1995 Hyogoken Nanbu Earth- quake that occurred on 17 January 1995 and destroyed the city of Kobe. Preliminary chronological i results are: 1) the Nojlma fault has repeated the d' 
Y g cal 

sli ' lsplacements a few times in the last 2000 yr; 2) a 
p definitely occurred along the Nojima fault ca. 2000 yr ago; 3) several types of deformation, including an open crack, were likely to be formed close to the fault, associated with an earthquake that occurred 400 yr ago, that is probably assigned as the 1596 Keicho Earthquake. 

1Dating and Materials Research Center, Nagoya University, Japan 
2Faculty of Science, Kochi University, Japan 
3Earthquake Research Institute, University of Tokyo, Japan 
4Department of Geography, Hiroshima University, Japan 
SFaculty of Education, Oita University, Japan 
6Faculty of Literature, Aichi Prefectural University, Japan 
7Graduate School of Human Informatics, Nagoya University, Japan 

ENVIRONMENTAL 905r MEASUREMENTS 

M. PA UL,1 D. BERKOVIT5,1 H. FELDSTEIN, 2 L. DEWAYNE CECIL3 and S. VOGT 4 

90Sr (T=28,5 yr) is a long-lived anthropogenic radionuclide produced in fission. The current and his- torical distribution of 90Sr in the environment is useful for the prediction of the behavior nuclide released into the environment. The rapid 
of this 

radiochemical detection of 90Sr in environmental 
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samples poses non-trivial problems mainly because its pure beta activity is masked by a shorter- 
lived strontium isotope 89Sr, also a fission product. AMS offers a direct, fast and sensitive measure- 
ment of 90Sr concentration by atom counting, the major detection problem being in this case the 
interference of stable isobaric 90Zr impurities. The 90Y isobaric daughter reaches secular equilibrium 
where 90Y/90Sr = 2 x 10 and is insignificant in atom counting. AMS measurements of 90Sr were 
performed with the Rehovot 14UD Pelletron accelerator at a terminal voltage of 11 MV using our 
standard detection system. Samples of SrH2 were prepared by reduction of Sr0 to Sr and conversion 
to hydride in a hydrogen chamber at 400 deg C. SrH3' are the preferred ions owing to high beam 
intensity and low Coulomb explosion effects. The ions were identified by measuring time-of-flight, 
total energy and three independent energy loss signals in an ionization chamber filled with 15.7 ton 
of isobutane. The measurements are normalized to a known standard of 905r/Sr = 4.3 x 10'11. For 
this standard 400 90Sr11+ ions were counted in 13 min. A ratio of 90Sr/Sr = 2 x 1013 was measured 
for a blank sample (3 counts in 33 min), probably due to the vicinity of the intense group of 90Zr ions 
in the spectra. This sensitivity corresponds in practice to a 90Sr specific activity of 0.2 pCi/L in envi- 
ronmental samples, a factor of ca. 5 better than typically achieved in standard beta counting meth- 
ods. Environmental samples are being prepared and studied with our AMS system. 

Work was supported in part by the International Atomic Energy Commission (Vienna) and the 
Department of Energy (USA). 

1Racah Institute of Physics, Hebrew University, Jerusalem 91904 Israel 
ZSoreq NRC, Yavne, Israel 
3U.S. Geological Survey, Idaho Falls, Idaho 83403 USA 
4Department of Chemistry, Purdue University, West Lafayette, Indiana 47907 USA 

EXPANDED SMALL SAMPLE CAPABILITIES AT NOSAMS: PREPARATION AND 
ANALYSIS OF CONVENTIONAL GRAPHITE TARGETS CONTAINING 0.15 .tg 
CARBON 

A. PEARSON, A. P. McNICHOL, R. J. SCHNEIDER and K. F. VON REDEN 

Woods Hole Oceanographic Institution, Woods Hole, Massachusetts 02543 USA 

Eighty small AMS samples containing between 15 and 150µg carbon were prepared by reduction of 
CO2 over cobalt metal at 625 ± 25°C in the presence of excess H2. Analysis of the graphitization pro- 
cedure shows that optimal reduction conditions favor temperatures below 608°C, and success rates 
improve with larger sample sizes. AMS results for the 410xI and OxII standards found that 84% of 
targets containing > 20µg carbon had "good" (accurate to within 2% of "true" and imprecision of 
-2%) performance, while only 20% of targets containing <20 µg carbon were classified "good". 
Mean fm results are 1.051 ± 0.015 (HOxI) and 1.364 ± 0.015 (HOxII), for an overall imprecision of 
±15%o. The graphitization blank is insignificant-equivalent to -0.01 mmol modern carbon. 

Detailed analysis of the raw AMS data suggests that machine efficiency issues are critical below the 
100 µg threshold and must be addressed to achieve high quality results on small samples. Sample 
12C current output (I12) scales linearly with sample size. The low currents associated with small 
samples in turn affect the isotopic ratios 14C/12C and S13C. The depression in 14C/12C ratio is espe- 
cially significant and is not believed to be the result of an unquantified "dead" carbon blank. While 
application of a size-calibrated model correction factor to all calculations is possible, the use of size- 
matching standards is recommended as the preferable option for analysis of sub-milligram samples. 
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REDUCING THE MAGNET SWITCHING TIME FOR AMS AT PRIME LAB 

M. PERRY, D. ELMORE, F. RICKEY 

Department of Physics, Purdue University, West Lafayette, Indiana 47907-1396 USA 

B. BHUKHANWALA and E. CHONG 

Department of Electrical Engineering, Purdue University, West Lafayette, Indiana 47907-1396 USA 

Although we have plans for a fast-switching system ("Status of PRIME Lab Upgrade", K. A. Muel- 
ler et al., abstract presented at this conference), for the first few years of operation at the Purdue Rare 
Isotope Measurement Laboratory we are cycling magnets to obtain isotope ratios. To increase the 
precision, it is important to minimize the total cycle time. The magnet change time is a significant 
fraction of the total cycle time since the magnets must be steady to within a few hundred ppm before 
measurements can begin. PRIME Lab's goal was to obtain isotope ratios to a precision of 1% or bet- 
ter given sufficient counting statistics. 

The injector and analyzer magnets of PRIME Lab's tandem accelerator (FN, 8 MV) have large iron 
cores which are not laminated. Therefore, changes in the magnetic field give rise to large eddy cur- 
rents within the iron cores. These have a damping effect on the field. For example, prior to this 
development effort, the analyzer magnet required ca. 25-45 sec to stabilize following a 3% step 
change in current. For a cycle consisting of three magnetic field changes, ca. 1.5 min were spent 
waiting for the magnetic field to settle down. If the radionuclide is counted for 2 min and the stable 
isotopes are counted for 30 sec each, approximately one-third of the cycle time is wasted. 

The acceptable tolerance in the magnetic field is that necessary to achieve the 1% desired precision 
level. The settling-time is defined as the time taken by the magnetic field to reach and stay within 
the tolerance band. The injector magnet (before the accelerator) is the most critical since the accel- 
erator has the smallest acceptance of all beam-optical elements. Field changes in this magnet as 
small as 0.003% (30 ppm) have noticeable effects on measurements; fortunately, this magnet stabi- 
lizes much more quickly than the larger analyzing magnet. 

A dual controller was designed to meet this objective. The dual controller consists of an optimiza- 
tion algorithm, which is called the settling-time optimizer, and a fuzzy logic controller. The settling- 
time optimizer reduces the settling-time with every cycle based on the history of previous cycles and 
the fuzzy logic controller compensates for any disturbances in the system over larger time scales. 

CHLOE: A PROGRAM FOR INTERPRETING IN-SITU COSMOGENIC NUCLIDE 
DATA FOR SURFACE EXPOSURE DATING AND EROSION STUDIES 

FRED M. PHILLIPS and MITCHELL A. PLUMMER 

Department of Earth and Environmental Science, New Mexico Tech, Socorro, New Mexico 87801 USA 

Cosmogenic nuclides offer many new possibilities for unraveling surficial histories and processes. 
Although calculations for spallogenic nuclides in simple no-erosion or steady-state erosion cases on 
flat surfaces are straightforward, many cases of interest involve nuclides produced by low energy 
neutrons, complex geometries, or combinations of erosion and finite age. We have developed 
CHLOE (CHLOrine-36 Exposure program), an Excel-based spreadsheet program to facilitate such 
computations. The program is oriented toward calculations involving 36C1, but also incorporates 
most other commonly-used in-situ cosmogenic nuclides. The program uses a database of nuclear 
parameters to calculate all of the macroscopic low-energy neutron cross-sections used in neutron 
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flux computations, enabling quantification of the compositionally-dependent neutron fluxes as a 

function of depth. It also computes background (radioactive-decay induced) neutron fluxes as a 

function of composition. The program computes scaling factors for the cosmic-ray flux as a function 
of latitude and altitude. Given data on sample surface angle and topographic shielding it calculates 
the effects on the surface cosmic-ray flux and attenuation length. As output the program will calcu- 
late erosion rates as a function of surface exposure age and will produce multiple-nuclide diagrams. 
Planned improvements include incorporation of nuclide production by muons and a routine to com- 
pute optimal sample size and carrier addition during sample processing. 

COSMOGENIC EXPOSURE AGE CONSTRAINTS ON TECTONIC HISTORY AND 
SEMI-ARID LANDSCAPE EVOLUTION 

W. M. PHILLIPS,1 N. A. LIFTON,1 A. J. T. JULL,1 J. C. GOSSE, 2 C. D. HARRINGTON, 2 

P. SHARMA, 3 S. VOGT 3 and J. KLEIN4 

Without unequivocal correlation with dated stratigraphic units, determining the timing of last move- 
ment along faults is extremely difficult. Cosmogenic nuclides provide the possibility of addressing 
some of these problems. We have used two in-situ cosmogenic radionuclide methods to obtain geo- 
chronological evidence in the form of exposure ages to constrain the timing of last movement along 
three faults bordering Yucca Mountain, Nevada, for the first time. This site is undergoing character- 
ization as a nuclear waste repository. The first method involved the measurement of cosmogenic 14C 

in quartz in exposed bedrock fault-line scarps. The 15 measurements, including four from the base of 
scarps on the Solitario Canyon and Wind Wash faults along the west side of Yucca Mountain, indicate 
that the scarp has been exposed beyond the saturation value of cosmogenic 14C, and therefore that no 
movement had occurred along these scarps in the last 20 kyr. The second method involves the mea- 
surement of 10Be and 26A1 in quartz from bedrock knobs, protruding ridges that are crossed by the 
Ghost Dance fault on the east side of Yucca Mountain. Five preliminary 10Be data from samples that 
bound the fault indicate that bedrock on the Antler and Whaleback ridge tops have been exposed for 
at least 200-680 kyr and 380-1060 kyr. This suggests that the ridge surfaces have been stable since 
at least the mid-Quaternary and with other data may suggest that there has been considerable time 
since significant displacement along the fault. These two sites provide a good example of what can be 
achieved using cosmogenic exposure-age dating to examine tectonic history. 

1NSF-Arizona AMS Facility, The University of Arizona, Tucson, Arizona 85721 USA 

2Earth Environmental Science Division, MS D 462, Los Alamos National Laboratory, Los Alamos, New Mexico 87545 USA 

3PRIME Laboratory, Purdue University, West Lafayette, Indiana 47907 USA 
4Tandem Accelerator Laboratory, University of Pennsylvania, Philadelphia, Pennsylvania 19104 USA 

FIRST PERFORMANCE TESTS OF VERA 

A. PRILLER, R. GOLSER, P. HILLE, W. KUTSCHERA, W. ROM, P. STEIER, A. WALLNER 

and E. WILD 

VERA Laboratory, University of Vienna, Wahringerstrasse 17, A-1090 Vienna, Austria 

VERA is a new 3-MV pelletron tandem AMS facility in Vienna (see corresponding contribution), 
which was installed during the last months of 1995 and is currently in the test operation phase. The 

goal of this phase is to establish the conditions for performing AMS measurements of 10Be,14C and 
26 
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The present report will discuss the performance characteristics of the facility established so far, and 
present first measurements. 

THE INFLUENCE OF ARCHAEOLOGICAL CONTEXT ON THE STUDY OF MARINE 
RESERVOIR AGE VARIATION 

CHRISTINE PRIOR,1 MARKPETERSON2 and JOHN SOUTHON3 

Radiocarbon age calibration for marine samples requires the application of a reservoir correction. 
The magnitude of this correction depends on the regional balance between upwelling and ocean 
atmospheric CO2 exchange and is important for both paleoenvironmental and archaeological appli- 
cations. To account for regional differences in reservoir age, Stuiver et al. (1986) define a term 
called delta-R. The OR suggested for southern California, 225 ± 35, is averaged from seven samples 
located between Bolinas Bay and San Diego (Stuiver et al. 1986). Because offshore depth, currents, 
and upwelling, among other factors, contribute to local variation in the reservoir effect, accurate 14C 

age calibration requires a site-specific correction factor. 

In this study, comparison of three archaeological deposits from southern California illustrate the 
complexities surrounding the estimation of marine reservoir age corrections and the calculation of a 
local AR. Fourteen shell-charcoal pairs were recovered from archaeological sites along the Newport 
Coast. AMS 14C analysis was necessary to maximize the sampling context given the small specimen 
size. Wood charcoal remains were removed from inside each shell. The AMS results indicated that 
the OR obtained for each set appeared to be dependent on the formation of the archaeological 
deposit. The study implied that samples recovered from an open site lacking vertical strata were 
more accurate. In contrast, samples recovered from dense rock-shelters with stacked cooking areas 
contained shell-charcoal remains that were not contemporaneous and thus less appropriate for cal- 
culating AR. 

REFERENCE 

Stuiver, M., Pearson, G. W. and Braziunas, T.1986 Radiocarbon Age Calibration of Marine Samples back to 9000 cal yr BP. 
In Stuiver, M. and Kra, R. S., eds. Calibration Issue. Radiocarbon 28(2B): 980-1021 

'Radiocarbon Laboratory, Department of Anthropology, University of California, Riverside, California 92521 USA 
2Peterson & Associates, 17626 Jordan Avenue #28-D, Irvine, California 92715 USA 
3Center for Accelerator Mass Spectrometry, Lawrence Livermore National Laboratory, P.O. Box 808 L-397, Livermore, Cal- 
ifornia 94551-9900 USA 

A NEUTRAL BEAM AMS SYSTEM FOR ULTRASENSITIVE DETECTION OF ATOMS 
THAT DO NOT FORM NEGATIVE IONS 

KENNETH H. PURSERI 

Isotrace Laboratory, University of Toronto, Toronto, Canada 

In a companion paper, Litherland and Kilius discuss the usefulness of neutral beam injection for the 
AMS detection of atoms, such as krypton, that form negative ions with difficulty or not at all. A fea- 
ture of neutral injection is that within the drift region between ground and the high voltage terminal, 
where the polarity of such particles is converted from neutral to positive, the trajectories are unaf- 
fected by the electric field. Consequently, the direction of the electric field can be strongly angled to 
the path of the neutral beam, causing any unwanted secondary particles to be removed within a few 
centimeters of their formation point. Thus, the normal voltage gradient limitation of long tubes, 
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known as the total voltage effect, can be avoided allowing the reliable use of very high electric 

fields. With proper surface coatings, electric fields above 5MVlmeter appear to be practical, allow- 

ing the neutral beam drift distance to be short and the optical magnification between the virtual 

source of the neutral particles and a beam cross-over at the center of the terminal charge changing 

canal or jet, to be close to unity. A relevant factor is that in such devices high vacuum, rather than 

high pressure sulfur hexafluoride gas, may become very desirable for high voltage insulation. Apart 

from the very high voltage gradients that become usable, vacuum insulation allows the elimination 

of the triple point between glass, vacuum and electrode together with radial pumping of gas mole- 

cules that exit from the terminal stripper or jet rather than axial along the tubes. A description will 

be presented of a proposed vacuum insulated neutral beam AMS instrument for 81Kr detection. 

1Permanent address: Southern Cross Corporation, 30A Cherry Hill Drive, Danvers, Massachusetts 01923 USA 

AMS DETECTION OF CHLORINE-36 USING SMALL TANDEMS 

KENNETH H. PURSERI 

Isotrace Laboratory, University of Toronto, Toronto, Canada 

The most significant interference that is present during AMS detection of 36C1 atoms is the stable 

isobar 36S. Sulfur readily forms negative ions and it has been found that the ubiquitous sulfur con- 

tamination that is present within almost all samples produces a background 365 events that cannot be 

completely eliminated by any practical combination of electric and magnetic filters. It has been 

found that to achieve useful 36C1-36S isobaric separation, it is necessary to not only take great care 

during sample preparation to eliminate sulfur contamination but also to accelerate the ions to ener- 

gies of at least 30MeV before they are directed into an ionization detector for element identification. 

Achieving such final energies requires the use of large nuclear physics-type tandems capable of 

operating at terminal voltages above 5MV. The present paper describes a new detection system 

which avoids this requirement. The principles are as follows: A small tandem accelerates wanted 

ions in the 4+ charge state to an energy of 15MeV. At this energy, the ions are post-acceleration ana- 

lyzed and stripped to select only mass-36 particles in the 7+ charge state. Following this selection, 

the ions are directed into a conventional ionization detector located within a high voltage terminal 

that is maintained at an electric potential of -3MV. Thus, 21MeV is added to the energy of the ions 

after the previous analysis for a final energy of 36MeV. Such a detection arrangement uses well- 

established detection and high voltage generation technology. This new detector can be designed to 

be compact and operate reliably with little maintenance. 

1Permanent address: Southern Cross Corporation, 30A Cherry Hill Drive, Danvers, Massachusetts 01923 USA 

HYBRID ION SOURCES: RADIOCARBON MEASUREMENTS FROM MICROGRAM 

TO MILLIGRAM 

C. BRONK RAMSEY and R. E. M. HEDGES 

Oxford University Radiocarbon Accelerator Unit, 6 Keble Rd., Oxford, OX13QJ, England 

Gas ion sources provide a very efficient way of dealing with very small samples and, by injecting 

samples in a stream of helium carrier gas, measurements can be obtained from as little as 1 ug car- 

bon. This is particularly useful for measurements on high activity samples and for the study of sam- 

le contaminants in relation to high precision AMS measurements. Another benefit of gas based 
P 
measurements is that they can be made in real time and we discuss the range of possible applications 
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such as GC-AMS and LC-AMS which could make AMS more widely applicable in the life sciences. Graphite ion sources provide a more efficient use of accelerator time for the measurement of large samples because of the higher carbon currents attainable. The precisions attainable is this way are so good that re-evaluation of possible sources of systematic error 
Y 

(such as low level contamination and sample size effects) is essential. Hybrid ion sources capable of operating on either as or allow the advantages of both techniques to be exploited. 
graphite 

With minor modifications to the gas ion source at Oxford we are now able to run on both sample types. Currents from as are typically 10- 121uA and those from graphite 40-50 A. Maximum currents from graphite exceed 3004uA We dis- cuss the implications of this for the future development of radiocarbon AMS facilities designed for a wide variety measurements and research. 

APPLICATION OF ANTHROPOGENIC 1291 AS A TRACER OF NUCLEAR EMISSIONS: A STUDY AROUND POTENTIAL POINT SOURCES AT A NUCLEAR FUEL REPROCESSING PLANT AND TWO NUCLEAR POWER PLANTS IN UPSTATE NEW YORK 

USHA R40 and UDO FEHN 
Department of Earth and Environmental Sciences, University of Rochester, Rochester, New York 14627 USA 

We have investigated the presence of anthropogenic 1291 in upstate New York where several poten- tial point sources of this long-lived radioisotope exist. For the stud 
P 

Pe y samples were collected of sur- face waters, soils and biological materials around the nuclear fuel reprocessing facility at West Val- ley near Buffalo (operated between 1966-1972), and 
g Y 

), near two active nuclear power plants at Ginna near Rochester and at Nine Mile Point near Oswego, both along the Lake Ontario shoreline as well as at several other sites in and outside upstate New York. 

A striking signal of 1291 levels of 1011 atoms/L of discharge was detected just outside the West Valle site boundary in Buttermilk Creek which drains t 
y 

he site. This signal can be tracked into Lake Erie via Cattaraugus Creek which receives Buttermilk Creek before flowing into Lake Erie at Silver Creek. Levels in other creeks in the region oft 
g 

he reprocessing plant were on the order of 109-1010 atoms/L, and showed marked directional trends that could be correlated with predominant wind directions at the time of minor releases at the site. Levels of 1291 in surface waters decreased with dis- tance from West Valley and were constant at 108 atoms/L for the entire upstate New York area out- side a 50-mile radius of the site, including around the two nuclear power plants in the region. 129J 
levels in surface waters outside upstate New York in areas such as the Adirondacks region of eastern New York, Maine, Vermont, Canada, etc. are on the order of 10 atoms/L. Although these concen- trations are an order of magnitude lower than levels in upstate New York, they are still elevated by over three orders of magnitude above pre-nuclear values. Waters and plants around an active nuclear power plant in Ohio also show 129I levels within this same order of magnitude as other non-point source locations outside upstate New York. 

Soil, grass and aquatic plant samples collected from these various locations and were AMS measurement by alkali leach/fusion extraction 
prepared 

and subsequent extraction into carbon tetra- chloride. This data also show similar spatial trends, with highest levels around West Valley. data for aquatic plant/water and bi 
Some 

grass/soil oconcentration factors will also be presented. As part of the same study, we made some pilot measurements of 129I levels in tree-rings obtained from t trees at West Valley and at Rochester. 
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Data obtained so far suggest that ring-porous woods such as elm, maple and locust are better indi- 
cators of 1291 preservation in annual tree rings than are diffuse-porous woods such as Cherry. The 
limiting of the water-conducting tissue, xylem, to the outermost annual ring in ring-porous woods 
appears to minimize transport of iodine across tree rings via the hydrologic system, in contrast to 
diffuse-porous woods in which the xylem is distributed through all the growth layers of the tree. 

1291 levels in all the above reservoirs, i.e., waters, aquatic vegetation, grass, soil, and trees in the 
West Valley region from this study and from other workers were all compared with total 1291 esti- 
mated to have been released from the site during its operation. Despite a striking signal of 1291 out- 
side the site boundary over two decades after the site was closed, the total 1291 around the site is in 
fact only a very small fraction of this radionuclide released at the site. This indicates that most of the 
129I has migrated off-site by this time, leading to a signal that can be tracked to the Great Lakes and 
also causing a stronger presence of this isotope in upstate New York than elsewhere. 

CHEMICAL PREPARATION OF ENVIRONMENTAL WATER AND BIOLOGICAL 
SAMPLES FOR THE DETECTION OF ANTHROPOGENIC 1291 BY AMS 

USHA RAO, RAY TENG and UDO FEHN 

Department of Earth and Environmental Sciences, University of Rochester, Rochester, New York 14627 USA 

We have carried out an analysis of anthropogenic 1291 levels in upstate New York where an inactive 
nuclear fuel reprocessing facility and two active nuclear power plants are housed. Recent 1291 pro- 
duced since the onset of the nuclear era has found its way into all reservoirs in exchange with the 
atmosphere, and has led to elevated 129I/I ratios there. In order to evaluate levels of this isotope 
around potential point sources in the study area, we prepared samples of surface waters, aquatic veg- 
etation, soils, grasses and wood collected around these specific sources and other locations for back- 
ground comparison for AMS analysis. 

Rainwater and surface waters collected from creeks and lakes have extremely low concentrations of 
iodine averaging 0.2,ug/L for >70 samples measured. This necessitated the vacuum distillation of 
one to two liters of water for each sample down to a few hundred milliliters, to increase iodine con- 
centration in the samples to levels where detection by ion chromatography was possible. The origi- 
nal iodine concentration in each sample was then calculated from the pre- and post-distillation sam- 
ple volumes, and the concentration after distillation. Carrier iodine of known 129I/I ratio and iodine 
concentration was added to the sample after vacuum distillation in order to increase the bulk of the 
sample and to eliminate contamination of the ion source by hot samples, i. e., those high in 1291, dur- 
ing AMS measurement. The sample and carrier was extracted into carbon tetrachloride after conver- 
sion to periodate to achieve isotopic equilibrium and then back-extracted into the aqueous phase fol- 
lowing standard procedures (see Fehn et al. 1992). 

Biological samples such as vegetation and soils have much higher concentrations of iodine, typi- 
cally 1-5 mg kg', yet pose a different challenge in the form of extracting iodine successfully from 
organic materials. After experimentation with methods such as oxygen combustion in a Parr oxygen 
bomb, an alkali leach/fusion extraction was chosen as the best of available alternatives for extracting 
iodine from biological materials. This process is a modified version of one originally utilized by K. 
Nishiizumi (1982) for meteorite samples with successive adaptations by J. Fabryka-Martin (per- 
sonal communication) and others. Sample size required usually varies from 1 to 10 mg, depending 
on concentration of iodine in sample type and the amount of carrier iodine which could be added 
which in turn depends on the expected 129I/I ratio in the sample. Saturated sodium hydroxide was 
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added to dried samples in previously unused metal crucibles. This mixture was thoroughly mixed 
and dried for 24 hr under a heat lamp. Sodium peroxide was added to the samples to break down the 
organic molecules. The sample crucibles were subsequently heated in a furnace for two hours at 
temperatures of 600°C. A 50150 mixture of 2N sulfuric acid and sodium bisulfite was added to the 
fluxed sample, to reduce iodine present to iodide. Carrier iodine was added at this stage and extrac- 
tion was completed following the same procedure as for the water samples. In the case of a few test 
samples and three soil samples obtained from NIST (non-certified), carrier iodine was added prior 
to fluxing the samples in order to monitor recovery rates during fluxing, which typically varied 
between 40-70%. 
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FIRST 14C OBSERVATIONS IN WATERS OF THE GREAT AUSTRALIAN BIGHT 

J. RIBBE, J. T. BYE, M. TOMCZAK 

The Flinders University of South Australia, School of Earth Sciences, GPO Box 2100, Adelaide 5001 SA, Australia 

G. E. JACOBSEN, E. M. LAWSON, A. M. SMITH, D. FINK, M. A. C. HOTCHKIS and C. TUNIZ 

Australian Nuclear Sciences and Technology Organisation, PMB 1, Menai 2234 NSW, Australia 

The Great Australian Bight (GAB) to the south and the Indonesian Passage to the north of Australia 
are both important passages for the flow of surface, intermediate and deep water between the Indian 
Ocean and Pacific Ocean. Both field observations and ocean models have clearly identified the role 
of the Indonesian Passage for the global thermohaline circulation. In contrast, less well understood 
is the flow pattern south of Australia; both in direction as well as in absolute quantities. 

14C is a tracer of this flow and for the first time, water samples for subsequent 14C analysis were col- 
lected at several locations in the Bight during the RV Franklin cruise of July 1994. The first samples 
from two profiles in the eastern domain of the GAB were analyzed recently and we report and dis- 
cuss the observed 14C distribution in relation to the general hydrography of the region. 

For all sample depths, a close agreement of the data with previous measurements obtained during 
the international Geochemical Ocean Sections Study (GEOSECS) from the southeast Indian Ocean 
was found. We obtained A14C values for surface, intermediate and deep water with approximately 
90%o, -100%o and -150%o, respectively. The minimum concentration found at 200-m depth coin- 
cides with a subsurface minimum observed during the GEOSECS expedition. The value is most 
likely representative of newly formed Sub-Antarctic Mode Water. 

Our data represent the first successful Australian AMS Spectrometry measurements for ocean water 
samples with a precision of <0.5%. This high precision is required to identify the weak horizontal 
gradients of the natural radiocarbon distribution within the deep ocean. 

The GAB 14C data link the Indian Ocean and Pacific Ocean data bases established within the frame- 
work of the World Ocean Circulation Experiment (WOCE). Our measurement program of 14C in 
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Australian ocean waters is now established, allowing commencement of the analysis of WOCE sam- 

ples at ANTARES. 

CHOLESTEROL TURNOVER AND METABOLISM STUDIES IN HUMAN SUBJECTS: 

THE ROLE OF OXYSTEROLS 

FRANKA. RICKEY, DARKEN HILLEGONDS, X. Z. MA, K. A. MUELLER, PANKAJ SKARMA 

PRIME Lab, Purdue University, West Lafayette, Indiana, USA 

and 

RICHARD OSTL UND 

Washington University in St. Louis School of Medicine 

Cholesterol absorption, turnover and metabolism in the human body is a subject of great interest to 

the medical profession. Oxysterols, the products of cholesterol oxidation, can have detrimental 

effects (many investigators believe that they are a cause of atherosclerosis), but have potentially 

desirable effects, in that they seem to mediate the actions of cholesterol. Cholesterol circulates in the 

body in relatively large quantities, but oxysterols do not. Concentrations of labeled oxysterols 

become unmeasurable by conventional techniques in a few minutes. 

AMS Provides the capability of conducting studies of the action on cholesterol of oxysterols. Phys- 

iologically trivial amounts of 14C-labeled cholesterol and 7-a-hydroxycholesterol can be injected 

into human subjects, and their concentrations in plasma followed for several days. The sterols are 

extracted from plasma, and purified by chromatography. The two fractions are then analyzed by 

AMS at PRIME Lab. Techniques for handling extremely small samples of oxysterols are empha- 

sized. Preliminary results of studies will be presented. 

THE LLNL AMS FACILITY 

M. L. ROBERTS, G. S. BENCH, T. A. BROWN, M. W. CAFFEE, R. C. FINKEL, 

S. P. H. T. FREEMAN, L. J. HAINSWORTH, M. KASHGARIAN, J. E. MCANINCH, 

I. D. PROCTOR, J. R. SO UTHON and J. S. VOGEL 

Center for Accelerator Mass Spectrometry, Lawrence Livermore National Laboratory, Livermore, California 94551 USA 

The AMS facility at Lawrence Livermore National Laboratory routinely measures the isotopes 3H, 

7Be,10Be,14C, 26A1, 36C1, 41Ca, 63Ni, and 1291. During the past year, over 15,000 research samples 

have been measured. Of these samples, approximately 30% were biomedical 14C tracer samples, 

40% were 14C samples for archaeology and the geosciences, with the remaining 30% for the other 

isotopes. During the past two years, a significant amount of work at LLNL has gone into the devel- 

opment of the Projectile X-ray AMS (PXAMS) technique. PXAMS uses induced characteristic X- 

rays for discrimination of competing atomic isobars. PXAMS has been most fully developed for 

63Ni and shows promise for the measurement of several other long lived isotopes. During the past 

year LLNL has also conducted an 1291 interlaboratory comparison exercise. 

Recent hardware changes to our facility include the installation and testing of a new thermal emis- 

sion ion source, a new multi-anode gas ionization detector for general AMS use, a new cryo-vacuum 

system for the AMS ion source, and the re-alignment of the vacuum tank of the first of the two mag 

nets that make up the high energy spectrometer. In addition, we have begun design studies and car- 

ried out tests for a new high-resolution injector and a new beamline for heavy element AMS. 
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This work was performed under the auspices of the U.S. Department of Energy at the Lawrence Liv- ermore National Laboratory under contract W 74OS- 
gy 

rY Eng-48. 

129! INTERLABORATORY COMPARISON 

M. L. ROBERTS, M. W. CAFFEE and I. D. PROCTOR 
Center for Accelerator Mass Spectrometry, Lawrence Livermore National Laboratory, Livermore, California 94551 USA 

An interlaboratory comparison experiment for 1291 has been organized and conducted. A total of six laboratories participated in the exercise to either a full or limited extent. In the comp arison a suite of 11 samples were used. This suite of standards contained 
' 

both synthetic "standard type" material (e.g., AgI) and environmental materials. The isotopic 129I/127I ratio of the samples varied from 10-8 to 10-14. Results of the comparison are presented. 

This work performed under the auspices of the U.S. Department of Energy at the Lawrence Liver- more National Laboratory under contract W 7405-Eng-48. 

DEVELOPING A 14C-TARGET PREPARATION SYSTEM FOR THE LEIBNIZ-LABOR 
AMS-FACILITY 

M. SCHLEICHER, P. M. GROOTES, M. J. NADEAU and H. ERLENKE USER 
Leibniz-Labor fur Altersbestimmung and Isotopenforschung, Christian-Albrechts Universitat, Kiel, Germany 

At the Leibniz-Labor fur Altersbestimmung and Isotopenforschung of the Christian-Albrechts-Uni- 
versity a target preparation system for AMS 14C measurements is under construction. The is to produce CO2 from organic material with a closed-quartz-tube 

planning 
combustion and from inorganic material by hydrolysis with phosphoric acid. The CO2 will be converted to graphite with the stan- dard Fe/H2 catalyzed reduction and then pressed into an aluminum holder. For the reduction we will install manifolds with 10-12 reduction units. For the target preparation systems several factors are considered, namely: 1) the effect of the amount of carbon and of the Fe/C mixing ratio on current intensity, sample endurance, isotope ratio and backgrou 

g 
nd, 2) the effect of pretreatment and particle size of the Fe catalyst on reduction rate and background; and 3) and background contamination incurred during sample preparation (presently 40,000-45,000 yr apparent 14C age for a "dead" for- aminiferal carbonate). We will report and discuss results obtained thus far. 

DEEP WATER FORMATION AND EXCHANGE RATES IN THE ARCTIC OCEAN: IMPLICATIONS FROM THE DISTRIBUTION OF 14C 

PETER SCHL OSSER,1 BERND KROMER, 2 BRENDA EKW URZEL,1 GERHARD BOENISCH 1 
ANNMcNICHOL,3 ROBERT SCHNEIDER,3 KARL VONREDEN3 and GOTE OESTLUND4 
We present and discuss a 14C data set covering all major basins of the Arctic Ocean Nansen Amundsen, Makarov and Canada basins). The data were collected during two cruises of RV Polarstern to the Nansen, Amundsen and Makarov basins of the Arctic Ocean (ARK IV/3 1987 and Arctic 91 expedition), ' and a cruise of the Canadian icebreaker CCGS Louis St. Laurent to the Canadian Basin (Arctic Ocean Section 94). The data set consists of ca. 250 large-volume samples measured radiometrically at the University of Heidelber g and ca. 150 small-volume samples mea- sured at the Woods Hole AMS facility. 814C values of bottom waters reach from ca. -75%o in the Amundsen Basin to ca. -105%o in the Makarov and Canada basins. S14C values of the bottom waters 
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in the Nansen Basin fall between these two values (-85%o). The 814C values of the bottom waters in 

the Makarov and Canada basins are remarkably constant. There is no detectable gradient below ca. 

2000 m across the entire Canadian Basin. The bottom waters of the Eurasian Basin (Nansen and 

Amundsen basins) contain traces of bomb tritium. The bomb tritium is used to correct the measured 

values for bomb 14C. Mean "ages" of bottom waters derived from the corrected S14C values range 

from ca. 250 to 300 yr in the Eurasian Basin to ca. 350 to 400 yr in the Makarov Basin. Simple time- 

dependent tracer balances (box models) are used to convert these "ages" into mean deep-water for- 

mation and exchange rates. 

1Lamont-Doherty Earth Observatory of Columbia University, Palisades, New York, USA 

2Institut fur Umweltphysik, University of Heidelberg, Heidelberg, Germany 

WWoods Hole Oceanographic Institution, Woods Hole, Massachusetts, USA 

4Rosenstiel School of Marine and Atmospheric Sciences, University of Miami, Florida, USA 

DETERMINATION OF PROTON-INDUCED PRODUCTION CROSS SECTIONS AND 

PRODUCTION RATES OF 1291 FROM Te IN THE MEDIUM ENERGY RANGE 

C. SCHNABEL,1 H. A. SYNAL,2 M. SUTER,1 R. MICHEL,3 M. GLORIS,3 I. LEYA and 
U. HERPERS4 

The radioisotope 1291 (t/=1.57 x 10 yr) can be employed to examine the constancy of the galactic 

cosmic ray (GCR) flux on longer time scales than by determination of S3Mn (t/=3.7 x 106 yr). In 

extraterrestrial material, Te is one of the main target elements for the production of 1291 (mainly by 

secondary neutrons). 

In the course of a systematic investigation of proton-induced reactions with different target ele- 

ments, production cross sections of 1291 from Te were determined after irradiation of samples of 

Cu2Te (500 mg Te) with doses varying from 1.9 x 1014 to 1.2 x 1015 protons x cm'2 at six different 

energies of the incident beam between 330 and 1600 MeV at Laboratoire Nationale Saturne (LNS), 

Saclay. Cross sections as determined in these experiments are the basic input data of model calcula- 

tions of production rates and provide the means to validate these. 

As part of experiments to simulate the production of cosmogenic nuclides by GCR protons, samples 

of Te were placed at different depths in artificial meteoroids made of gabbro ("stony meteoroid", 

dose: 1.3 x 1014 protons cm'2) (Michel et al. 1995) and iron ("iron meteoroid", dose: 2.17 x 1014 

protons cm'2) (Michel et al. 1993), respectively, were irradiated isotropically with 1600 MeV pro- 

tons at LNS, Saclay, to determine the production rates of 1291 from Te. Production rates derived from 

such simulation experiments can be used to validate the production rates of nuclides produced by 

GCR particles because of the known irradiation conditions in the simulation experiments. 

Iodine was separated from the irradiated samples by digestion with NaOH after addition of iodide and 

iodate carriers of low isotopic 1291/1271 ratio. In the case of Cu2Te, sodium thiosulfate was added to 

avoid formation of iodine and precipitation of CuI. After reduction to iodide using HSO3 , Te was 

removed by extraction of iodine into chloroform after oxidation by NaNO2. Reduction to iodide and re- 

extraction into water was followed by precipitation of AgI. The 1291/1271 ratios (on the order of 10'10) 

were measured at the ETH/PSI tandem accelerator using 4.7 MV on the terminal and charge state 5+ 

from the gas stripper. A time-of-flight spectrometer was used to suppress background from traces of Te 

in the samples. 
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KINEMATIC EFFECTS IN THE SPUTTERING OF CARBON ISOTOPES 

R. J. SCHNEIDER,1 J. HARTMAN, 2 K F. VON REDENI and A. P. McNICHOLI 

Isotopic data accumulated by AMS on sputtered carbon from processed and unprocessed graphite 
has revealed effects due to the presence of the iron catalyst. These effects have been noted before, 
in the literature, but never quantified. In opposition to the usual preferential sputtering of the lighter 
isotope at small angles, we see a small enhancement of the heavier isotope, when the iron catalyst is 
present. This amounts to ca. 5%o higher g13C values than those for pure graphite. We have attempted 
to model this effect using molecular dynamics calculations. We used a simple representation for the 
graphite and iron lattices, and assumed that the iron is uniformly coated with graphite. Results indi- 
cate that the fractionation differs with lattice orientation, and that the carbon ions show extended 
emission from the iron-containing lattice. The implications for AMS analysis will be discussed. 
1National Ocean Sciences AMS Facility, Woods Hole Oceanographic Institution, Woods Hole, Massachusetts 02543 USA 
2California Institute of Technology, Pasadena, California 91125 USA 

THE PRIME LAB EXTERNAL RESEARCH PROGRAM 

PANKAJ SKARMA, DAVID ELMORE 

Department of Physics, Purdue University, West Lafayette, Indiana 47907 USA 

and 

STEPHAN VOGT 

Department of Chemistry, Purdue University, West Lafayette, Indiana 47907 USA 

PRIME Lab is a national facility supported primarily by the Geosciences Directorate of the National 
Science Foundation for measurement of the long-lived cosmogenic nuclides 10Be,14C, 26A1, 36C1, 
41Ca, and 1291. Since its inception in 1991 (when we started our external research) we have measured 
ca. 4500 samples and have chemically prepared ca. 2000 samples. Currently there are a total of ca. 
110 external users conducting research using AMS data obtained at PRIME Lab. There are ca. 160 
ongoing external research projects. Ca. 60% of the samples measured at PRIME Lab belong to the 
external research program and ca. 40% of these are prepared in the PRIME Lab chemistry labora- 
tory. We have a special seed analyses program to attract new users and to allow them to obtain pre- 
liminary data for proposals. 

Currently the external research program is very multidisciplinary. Areas of research for the external 
program are atmospheric science, ocean science, hydrogeology, planetary science, glacial chronol- 
ogy and geomorphology, soil science, archaeology, anthropology, environmental science and biol- 
ogy. Ca. 50% of the research projects are centered around applications of in-situ-produced cos- 
mogenic nuclides (10Be, 26A1 and 36C1) for geomorphology and climate change. Applications of in- 
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situ-produced nuclides include studying glacial chronology, erosion and paleolake shorelines; deter- 
mining tectonic uplift rates and seismic hazards; dating of landslides, volcanic lava flows, rock art 
and paleoearthquake events. 

'lopes of other research applications include: radionuclide fallout and mapping over the United 
States; soil dynamics and chronology; cosmic ray intensity variations; digenesis of ferromanganese 
crusts; distribution of 1291 and carbon cycling in the oceans; groundwater tracing; assessment of low 
level and high level radioactive waste repositories; release of radioactivity from fuel reprocessing 
facilities and reactors; toxicity and uptake of Al by plants and animals; determination of neutron 
energy spectra from atomic bombs at Hiroshima and Nagasaki; exposure histories and terrestrial 
ages of the meteorites and tektites. 

APPLICATION OF 36C1 SURFACE EXPOSURE AGE DATING TO CENTRAL ANDEAN 
VOLCANOLOGY AND GLACIOLOGY 

PANKAJ SHARMA,1 SHANAKA L. DE SILVA,2 DAVID ELMORE,1 STEPHAN VOGTI and 
ADAM DUNNEI 

The Central Andes (14-27°S) is characterized by high altitude (.-4000 m), arid climate (precipita- 
tion <20 cm a), extremely low erosion rates (N1 mm ka'1) and superb preservation of the geology. 
Here we describe two ongoing research projects that utilize in-situ-produced cosmogenic 36C1 as a 
late Pleistocene chronometer to better understand the magmatic evolution and quaternary paleocli- 
mate of this region. 

The Central Volcanic Zone of the Andes is probably one of the best preserved young volcanic 
regions in the world. Studying the magmatic processes of this region will help us to better under- 
stand magmatism and geodynamics at such margins globally. Our objectives are to: 1) constrain pro- 
duction rates of 36C1 and calibrate 36C1 exposure ages using high precision 40Ar--39Ar ages on the 
same lava flows; 2) estimate rates of growth and evolution of volcanoes; 3) estimate regional 
magma generation rates; and 4) compare radiometric ages with the remotely sensed geomorpholog- 
ical data. We have completed preliminary sampling of Volcan Tata Sabaya in southwest Bolivia as 
it is <1 Ma old and its volcanic and petrologic evolution is well known. A total of 30 samples have 
been collected from lava flows and debris avalanche blocks for age dating using 36C1 and 40Ar--39Ar 

methods. Analytical work on recently collected samples is in progress. During the coming summer 
we intend to complete sampling at Tata Sabaya and sample the Volcan Parinacota, another major 
volcano in this region. 

Quantitative estimates of past climates are required to better address global climatic changes and 
evaluate the predictive capabilities of general circulation models. We have initiated a study of the 
glacial landforms in the mountains of the Western Cordillera and Altiplano of Bolivia to decipher 
the late Quaternary glacial record in the tropical regions. Three well preserved moraine sets have 
been identified on the basis of superposition and terminus elevation at Cerro Tunupa. Surface expo- 
sure ages have been determined using 36C1. Three main periods of glacial advance are suggested. An 
advance during isotope stage 3 is suggested by the 43 ka age obtained from the oldest moraine set 
(Group III). The dates spanning from 32-15 ka for moraine set II corresponds to advance during iso- 
tope stage 2 Late Glacial Maximum. Boulders from the lateral moraine on the youngest and most 
extensive glacial valley yields ages of 14-12 ka corresponding to a late glacial advance. These data 
indicate a close correspondence between the neoglacial and paleolake history of the Altiplano and 
will provide constraints to central Andean paleoclimate reconstruction. 
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1PRIME Lab, Purdue University, West Lafayette, Indiana 47907 USA 
2Department of Geography and Geology, Indiana State University, Terre Haute, Indiana 47809 USA 

A PRELIMINARY REPORT ON THE CHARACTERISTICS OF A CO2 GAS ION 
SOURCE MGF-SNICS/SIMULTANEOUS INJECTOR AT NIES-TERRA 

YASUYUKI SHIBATA, HIROSHI KUME, ATSUSHI TANAKA, MINORU YONEDA, YUICHIRO 
KUMAMOTO and MASATOSHI MORITA 

Environmental Chemistry Division, National Institute for Environmental Studies, 16-2 Onogawa, Tsukuba, Ibaraki 305 Japan 

The accelerator mass spectrometer at the National Institute for Environmental Studies (NIES- 
TERRA; Tandem accelerator for Environmental Research and Radiocarbon Analysis) has two ion 
source-injector combinations, i.e., the combination of multi-cathode Cs sputter source for solid sam- 
ples (MC-SNICS) with a fast bouncing sequential injector, and that of multiple gas feed negative ion 
source (MGF-SNICS) with a simultaneous injector dedicated to the carbon isotope analysis of gas- 
eous samples. The MGF-SNICS (Ferry, in press) was developed based on the SNICS-II source with 
influences from the existing gas sources (Bronk and Hedges 1987; Middleton, Klein and Fink 
1989). The target is composed of a piece of high purity (99.999%) Ti mounted in a small aluminium 
shell. CO2 sample is fed from a 1.5 ml stainless steel cylinder through a 75-cm-long stainless steel 
tube. The gas flow rate is controlled by a metering valve attached on a side of each cylinder. The 
source has twelve independent sets of the above target-tube-valve/cylinder complex in a target mag- 
azine assembly to minimize the chance of cross contamination between the samples. 

The negative carbon ions extracted from the MGF-SNICS are separated and then combined by the 
two magnetic analyzers and three electrostatic lenses for the simultaneous detection of 14C, 13C and 
12C isotopes after acceleration. The basic design of the simultaneous injector is influenced by the 
system developed by Southon et al. (1990). Combination of a gas ion source with a simultaneous 
injector is expected to effectively suppress space charge effects (Bronk Ramsey and Hedges 1994) 
caused by the presence of large amount of 0-. 

Preliminary data on the performance of MGF-SNICS will be reported. 
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MICROBEAM AMS: PROSPECTS OF NEW GEOLOGICAL APPLICATIONS 

S. H. SIE, T. R. NIKLAUS and G. F. SUTER 

Heavy Ion Analytical Facility, CSIRO Exploration and Mining, P.O. Box 136, North Ryde, NSW 2113 Australia 

AMS applications in geology have hitherto concentrated on the use of cosmogenic isotopes and rare 
in-situ produced isotopes for geomorphological and geophysical studies. Special features of AMS 
lend themselves to more general applications to other isotopes and geochronological systems. 
Advantages of in-situ microanalytical techniques over bulk techniques have been demonstrated not 
only in terms of expedience but also in allowing analysis of microscopic geological samples (e.g., 
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inclusions) or micro-features of minerals (e.g., zoning) not amenable to bulk methods. In-situ mea- 

surements in geochronology has been carried out with ion-microprobes, but isobaric and molecular 

mass interferences restrict the scope to special systems where the problem is minimal. AMS can be 

used to alleviate this mass interference problem, and opens up the prospect of a less restrictive in- 

situ microanalysis for geochronology. At CSIRO, a microbeam AMS system designed to achieve 

this capability is under construction. With this system, several interesting applications such as the 

Re-Os system became accessible more conveniently. The U-Pb system becomes accessible for 

hydrous minerals, and Rb-Sr systems for Rb rich samples. In addition, AMS allows determination 

of trace elements at lower level than those accessible with the proton microprobe. The paper will 

discuss these prospects and describe the AUSTRALIS system (AMS for Ultra Sensitive TRAce 

element and Isotopic Studies) being developed at CSIRO. 

THE AUSTRALIS MICROBEAM ION SOURCE 

S. H. SIE, T. R. NIKLAUS and G. F. SUTER 

Heavy Ion Analytical Facility, CSIRO Exploration and Mining, P.O. Box 136, North Ryde, NSW 2113 Australia 

The AUSTRALIS (AMS for Ulta Sensitive TRAce eLement and Isotopic Studies) system being 

developed at the HIAF laboratory is a microbeam AMS system designed for in-situ microanalysis of 

geological samples for ultra-trace (sub-ppb) and isotopic data. In the first stage of the development 

now completed, the microbeam source was implemented by modifying a HICONEX source. The 

modification results in a versatile source that can be used both for high intensity macrobeam appli- 

cations, as well as microbeam. The sample chamber features a sample viewing system at normal 

takeoff angle, in the reflected geometry, enabling live observation of the sputtering process and 

visual tuning of the microbeam. A microbeam of Cs+ as small as 30 microns in diameter has been 

obtained in the tests. The secondary ion extraction system features a "screen" electrode that is used 

to correct the microbeam trajectory affected by the secondary ion extraction field, in order to return 

it to the geometric center of the sample. The paper will describe the source, sample chamber and 

results of the test. 

A FAST ISOTOPE SWITCHING SYSTEM FOR HIGH ENERGY IONS 

S. H. SIE, T. R. NIKLAUS and G. F. SUTER 

Heavy Ion Analytical Facility, CSIRO Exploration and Mining, P.O. Box 136, North Ryde, NSW 2113 Australia 

To achieve the high precision required for isotopic ratios in geochronological applications of AMS, 

a fast isotope switching system has been implemented for the AUSTRALIS (AMS for Ulta Sensi- 

tive TRAce element and Isotopic Studies) system being developed at the HIAF laboratory. Slow 

drifts in the accelerator stability as well as in beam transport components dictates that the sequence 

of isotopes of interest should be counted for as short an interval as possible. For a narrow range of 

transmission typical for most analyzing magnets, fast switching (<1 ms) of the field is not possible 

if steady state is also desired. We have thus devised an electrostatic means to modulate the beam tra- 

jectory in a static magnetic field. The system is based on a pair of deflector plates sets, deflecting in 

the orbit plane, at the entrance and exit of the high energy analyzing magnet. Originally designed as 

an energy modulator, the principle readily adapts as an isotope switcher. The paper will discuss the 

design of the system and its performance. 
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QUANTIFICATION OF TRACE ELEMENT ANALYSIS BY AMS USING PIXE 
S. H. SIE 

Heavy Ion Analytical Facility, CSIRO Exploration and Mining, P.O. Box 136, North Ryde, NSW 2113 Australia 

There is increasing recognition, matched by increased development effort, of the ultra-trace detec- 
tion capability of AMS, especially in materials science and geological applications. The destruction 
of molecular ions by Coulomb explosion after the charge-changing collisions in the accelerator ter- minal simplifies the detection of many elements, even at sub-ppb level. Quantification of the results 
however, still presents a challenging problem, arising mainly from matrix effects of the sputtering 
process. For a simple matrix e.g., 

' 
silicon, standards can be prepared to solve the problem. In a com- 

plex matrix, e.g., typical geological samples, the challenge can be quite formidable. Matrix effects 
include compositional and conductivity effects. The concentration of the trace elements of interest 
in the standards cannot be made too high to avoid non-linearity problems over too large a dynamic 
range. PIXE is an ideal technique for characterizing standards with g trace elements in the ppm range, 
allowing a good range of overlap of the sensitivity ranges of AMS and PIXE. Prospects and an 
example in PGE calibration in meteorites will be discussed. 

MEASUREMENT OF PROTON PRODUCTION CROSS SECTIONS OF 10Be AND 26A1 
FROM ELEMENTS FOUND IN LUNAR ROCKS 

J. M. SISTERSON,1 K KIM, 2 P. A. J. ENGLERT, 2 M. CAFFEE, 3 C. CASTANEDA, 4 J. VINCENTS 
and R. C. REEDY6 

Long-lived radionuclides are produced in extraterrestrial materials from cosmic ray interactions. 
From this cosmogenic archive the exposure history of the object can be characterized. In man 
instances, the goal of cosmogenic radionuclide measurements is to determine 

many 
the duration of expo- 

sure to cosmic rays of the object as a meter-sized body. In some instances, the use of several cos- 
mogenic radionuclides can be used to constrain complex exposure histories. Alternatively, the pre cise measurement of several radionuclides in extraterrestrial mater als can be used to estimate the 
solar proton flux over a time frame comparable to the half-lives of the radionuclides an d 
Marti 1991. I 

(Reedy 
In this environment, 98% of solar cosmic rays and 87% of galactic cosmic rays are 

protons, so the cosmogenic archive can be analyzed if, and only if, the proton production cross sec- 
tions are well known. Although the development of Accelerator Mass Spectrometry (AMS has 
made it possible to perform radionuclide measurements readily, many of the relevant cross sections 
have never been measured or only a single measurement is available for a particular target material 
(see for example Sisterson et al. 1994; Bodemann et al. 199 3). 

'°Be and 26A1 production from carbon, silicon, aluminum, magnesium and quartz targets have been measured over aProton energy range ofN30- 500 MeV using three accelerator facilities for the target 
irradiations. To minimize both proton scattering out of the stack and secondary neutron production 
within the stack, thin targets with "catcher" foils are used. At most, N2 MeV is lost in any target and -10 MeV in the entire stack. A transmission ion chamber or secondary electron emission monitor 
calibrated with a Faraday cup for each irradiation energy, gives a direct measure of the number of pro- tons through the target stack. Monitor foils are used as an additional dosimetry check. Irradiation 
times were optimized to produce 107-10814C atoms in each target (Sisterson et al. 1994. At most energies, these irradiation times produced sufficient 10Be and 26A1 atoms in the target for analysis to be possible; the chemistry for 10Be and 26M was performed at San Jose State University and the AMS measurement made at Lawrence Livermore National Laboratory AMS facility (Southon et a1.1990). 

https://doi.org/10.1017/S0033822200061579 Published online by Cambridge University Press

https://doi.org/10.1017/S0033822200061579


Abstracts 113 

We report new measurements for the cross sections 0(p,x)10Be, C(p,x)10Be, Si(p,x)10Be, 
Mg(p,x)10Be, Al(p,x)10Be, Si(p,x)26A1 and Mg(p,x)26A1. These values and values for the 0(p,x)10Be 
cross section reported before (Sisterson et al. 1992), will be compared to those in the literature and 
implications for solar proton fluxes over the time period characterized by the radionuclides 10Be and 
26A1 considered. 
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THE ACTINIDES MEASUREMENT PROGRAM AT ANTARES: INITIAL TESTING OF 
THE NEW HIGH ENERGY, SPHERICAL ELECTROSTATIC ENERGY ANALYZER 

A. M. SMITH, D. FINK, M. A. C. HOTCHKIS, G. E. JACOBSEN, E. M. LAWSON, C. TUNIZ 

Australian Nuclear Science and Technology Organisation, Menai, Australia 

and 

D. ELMORE 

PRIME Lab, Department of Physics, Purdue University, West Lafayette, Indiana 47907 USA 

A major goal at ANTARES is to develop a program for measuring actinides with AMS. We plan to 
develop techniques for detecting rare radionuclides such as 236U, 229Th, 230Th, and 2Pu at natural 
levels, utilizing a purpose-built beam line. In addition, we plan to investigate the advantages of 
AMS for measuring isotopic ratios for major isotopes at low concentrations directly in the original 
matrix. 

The "actinides beamline" will be constructed from all new components, using electrostatic lenses 
for mass independent focusing. Following the ideas of Purser (in press), an electrostatic quadrupole 
doublet immediately following the accelerator will focus the beam at a gas post stripper, where the 
second stripping to high charge states will allow us to 1) bend high masses at higher energies with 
an affordable magnet, and 2) reject molecular fragments having similar m/q. A consequence of this 
approach is that the electrostatic quadrupole will have to be capable of focusing charge state 1+ ions 
at energies up to 16 MeV. Following the post stripper, another electrostatic doublet will transport the 
beam through the existing analyzing magnet to the object of a 90° spherical electrostatic analyzer 
(ESA). Following the ESA will be a new analyzing magnet with resolving power similar to the ESA 
which will permit separation of ions that enter the accelerator as hydrides. 

As the first step in the construction of this beamline, the 90° electrostatic analyzer has been deliv- 
ered to ANTARES and is undergoing testing. This unit was manufactured by DanFysik (Denmark) 
and has a mean radius of 2.5 m with a plate separation of 25 mm. The plates have a spherical geom- 
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etry and so the analyzer is double focusing for transmitted ions with a nominal maximum rigidity of 
E/q = 7.6 MeV and it has an energy dispersion of 5000 mm in the image plane. The analyzer has 
been voltage conditioned in the factory beyond the rated voltage of ±80 kV. 

Initial testing of the ESA has commenced at ANTARES. For these tests, the ESA has been mounted 
on the 0° port of the high energy analyzing magnet and the focal and energy dispersive properties of 
the ESA have been assessed. Results of these beam tests will be presented at the conference. The 
results of additional tests with existing equipment aimed at assessing the performance of the ion 
source, terminal strippers and TOF system will also be presented. 

REFERENCE 

Purser, K. H., Kilius, L. R., Litherland, A. E. and Zhao, X., in press, Detection of U: A possible 100-million year neutron 
flux integrator. Proceedings of the 4th European Conference on Accelerators in Applied Research and Technology Zurich. 
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A LONG-TERM RECORD OF UPWELLING FROM THE SANTA BARBARA BASIN, 
SOUTHERN CALIFORNIA 

J. R. SOUTHON 

Center for Accelerator Mass Spectrometry, Lawrence Livermore National Laboratory, Livermore, California 94551 USA 

and 

T. A. BA UMGARTNER 

Scripps Institution of Oceanography, University of California, San Diego, La Jolla, California 92093 USA 

A record of radiocarbon ages of surface ocean water in the Santa Barbara Basin, southern California, 
has been derived from AMS 14C measurements on samples of the pelagic pteropod Limacina helic- 
ina, preserved in varved sediments. Ocean reservoir ages, derived from these data and the atmo- 
spheric (tree-ring) 14C record, vary from 600 to >1000 yr, and show clear trends over time. The 
record suggests that increased rates of upward mixing of 14C-depleted subsurface water began ca. 
AD 1410 and again ca. AD 1660, and that these excursions are superimposed on a long-term trend 
towards decreased upwelling. 

This work was supported by the U.S. DOE under contract W 7405-Eng-48 to LLNL and by the 
NOAA Paleoclimatology Program under award GC93-337b. 

A PROGRAM FOR LONG-TERM RETENTION STUDIES OF 14C-LABELED 
COMPOUNDS IN HUMANS USING THE LUND AMS FACILITY 

KRISTINA STENSTROM,1 SIGRID LEIDE-SVEGBORN, 2 BENGT ERLANDSSON,1 
RAGNAR HELLBORG,1 SOREN MATTSSON, 2 LARS-ERIK NILSSON, 3 BERTIL NOSSLIN2 and 
GORAN SKOG4 

Organic compounds labeled with 14C are routinely and to a wide extent used in clinical medicine and 
biomedical research to demonstrate abnormalities in the metabolism, study liver function or demon- 
strate abnormal activity of gastrointestinal bacteria. There are, however, considerable uncertainties 
in the current estimates of absorbed doses to man from 14C-labeled radiopharmaceuticals, mainly 
due to lack of reliable long-term biokinetic data the difficulty of performing highly sensitive mea- 
surements of the retention of 14C in the body by conventional radiometric techniques. In this paper 
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a project is described using AMS to perform investigations of the long-term biokinetics of 14C- 

labeled pharmaceuticals in humans. So far, the investigations have been performed by analysis of 

expired 14C02. The use of the AMS technique makes it possible to follow the turnover of the admin- 

istered radionuclide for extensive periods and also to lower the doses administered. 

1Department of Nuclear Physics, University of Lund, Solvegatan 14, S-223 62 Lund, Sweden 

2Department of Radiation Physics, University of Lund, Malmo University Hospital, S-205 02 Malmo, Sweden 

3Department of Clinical Physiology, University of Lund, Malmo University Hospital, S-205 02 Malmo, Sweden 

4Radiocarbon Dating Laboratory, Department of Quaternary Geology, University of Lund, Tornavagen 13, S-223 63 Lund, 

Sweden 

INVESTIGATION OF THE ALUMINIUM BIOKINETICS IN RATS USING 26A1 

C. STEINHA USEN, G. KISLINGER 

Faculty of Physics, E15, TU Muenchen, D-85748 Garching, Germany 

E. NOLTE and T. H. ITTEL 

Medical Clinic II, RWTH Aachen, D-52057 Aachen, Germany 

The radioisotope 26A1 was used as a tracer to investigate the aluminium biokinetics in rats. Two 

studies were performed. In the first study, 20 ng 26A1 were administered orally to 12 Sprague-Daw- 

ley rats. Six of them were controls. Renal failure was induced by 5/6 nephrectomy to another six ani- 

mals. Samples of blood serum, urine, trabecular bone, liver and spleen were taken 24 h after appli- 

cation. The aim of this study was to investigate differences between healthy and nephrectomized 

animals in gastrointestinal resorption, compartmentalization and elimination. In the second study 

0.2 ng 26A1 were applied intravenously to 15 controls and 15 uremic rats. The rats were sacrificed at 

different times of 1, 5, 24,125, 625 and 3000 h after administrating the 26A1. Tissue samples of 

blood serum, urine, trabecular bone, liver, spleen and muscle were taken. The aim of this study was 

to measure 26A1 in all important organs of the rats as function of time, to establish a compartment 

model simulating the aluminium kinetics in the body, and to assign the model compartments to 

organs and tissues. This model is to determine rate constants between organs or compartments. 

An open compartment model consisting of a central compartment representing the blood serum and 

three peripheral compartments was developed which is able to describe the aluminium biokinetics 

in rats. Time curves of aluminium concentrations in rats cannot be obtained simply by scaling down 

the time curves of human subjects (Steinhausen et al., in press). The compartment model was 

applied to the present studies and to Meirav et al. (1991), Sutton et al. (1991) and Jouhanneau et al. 

(in press). The model is able to describe the measurements. Time constants are derived. 
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AMS AT LOW ENERGIES 

M. SUTER, ST. JACOB 

Institute of Particle Physics, ETH Honggerberg, CH-8093 Zurich, Switzerland 

and 

H. A. SYNAL 

Paul Scherrer Institut, c% ETH Honggerberg, CH-8093 Zurich, Switzerland 

The investment and the running costs of an AMS facility are related to the size of the installation. It 
is therefore worthwhile to study what the smallest possible size of a Tandem AMS system might be 
for reliable and efficient analysis of long-lived radionuclides in natural concentrations. Pioneering 
work in this field has been done by the IsoTrace group in Toronto (Lee et a1.1984). More recently, 
several concepts have been discussed for small 14C AMS systems for biomedical applications where 
radioisotope concentrations are significantly higher than in natural samples (Purser 1993). 

This paper describes investigations made at the ETH/PSI AMS facility at low terminal voltages (ca. 
1 MV). The goal was to obtain data for the design of a new generation of AMS facilities. In case of 14C it is known that its isobar 14N does not form negative ions. The main problem is the separation 
or destruction of molecules, such as carbonhydrides and 7Li2. 

Destruction cross sections for the molecules have been determined by studying the counting rates as 
a function of stripper density. We also performed tests with various detection and identification sys- 
tems. Besides the traditional E-E gas counter arrangement, a combination of passive E (polypro- 
pylene foil of 100,ug/cm2) and a surface barrier detector placed 40 cm behind the foil were studied. 
The secondary electrons produced in the foil were detected in a microchannel plate and used for a 
time-of-flight measurement in combination with the surface barrier detector. Such a combination 
provides an excellent identification system at low energies. It allows separation of 12C, 13C and 14C 
independently of their energy. 

At 1 MV the stripping yield with Ar gas for charge state 2+ was measured to be 56% which is compa- 
rable to the yield at 2.5 MeV for charge state 3+. Presently, the 14C background is a few times 10-14 for 
samples processed with the conventional CO2 reduction technique using Co powder. With graphite 
the background is in the 10-15 range. The remaining background seems partially to be caused by 7Li2. 
Even when the molecules break up in the stripper, there is a chance that both fragments are in charge 
state 1+ and reach the final detector almost simultaneously and thus mimic a 14C event. With an appro- 
priate sample preparation this background should be reducible. Improvement of the detector system 
should also allow a finite separation of this Li background. 
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STATUS REPORT OF THE PSI/ETH AMS FACILITY 

H. A. SYNAL,1 F. AMES,2 G. BONANI,2 R. M. ENDER,2 P. GARTENMANN,2 P. W. KUBIK,1 
Ch. SCHNABEL2 and M. SUTER2 

The PSI/ETH tandem accelerator laboratory has served as a multi-user multi-isotope AMS facility 
for >10 yr. Since 1982 ca. 35,000 individual samples have been analyzed for their 10BefBe,14C/C, 
26A1/6J , 36C1/Cl or 129I/I isotopic ratios in routine AMS measurements. During the past, the through- 
put has increased constantly and >4000 samples have been analyzed per year in 1994 and 1995. In 
addition, a great variety of other long-lived radionuclides such as 32Si, 41Ca, 59Ni, 60Fe and 126Sn 

have been analyzed using AMS detection techniques. In this contribution, we will discuss the tech- 
nical and operational details of the AMS system and give an overview on new developments which 
have improved efficiency, sensitivity and accuracy of the measurements. The numerous applications 
connected with these measurements will not be covered. 

The system is based on a 6 MV EN tandem accelerator. In the original set-up only one simple mag- 
netic mass spectrometer has been used at the low energy side of the accelerator. A dedicated heavy 
ion spectrometer has been added for the injection of ion beams heavier than carbon. Pulsed beam 
operation is possible with both injection systems. They are equipped with our standard caesium 
sputter source utilizing a Cs gun to produce the caesium beam. A high current Cs sputter source is 
now also connected to the heavy ion injector. A new ion source with a micro-beam Cs gun is cur- 
rently being added to the heavy ion injector. This system will be used for stable trace element anal- 
ysis exploiting AMS detection techniques. At the high energy side of the accelerator only electro- 
static beam optic elements are used to perform a mass independent beam transport. A high 
resolution mass spectrometer is used for the final separation. 

Several techniques are applied to detect the analyzed beams, to identify radionuclides and to sepa- 
rate isobars. The standard technique uses a gas ionization detector to measure the specific energy 
loss of the ions stopped. We will discuss our experience and give details on isobar separation capa- 
bility. A gas-filled magnet is available as an additional isobar separator. It is used for 32Si, 59Ni and 
60Fe detection in combination with a gas ionization detector. Due to the limited amount of beam 
energy available from an EN tandem, isobar separation is limited strongly for higher masses using 
the techniques described above. We have researched the detection of projectile X-rays (PXD) with 
respect to its isobaric separation potential. Examples are given and limitations are discussed. Time- 
of-flight systems can be used to improve stable isotope suppression and, if the start detector is used 
as a passive absorber, for isobar separation. The latter has potential for the detection of radionuclides 
at low energies. For radionuclides analyzed routinely, the measurement set-up is described and the 
operational conditions are summarized. In particular, we discuss performance parameters, detection 
limits, sources of background and accuracy for 10Be,14C, 26A1, 36C1 and 129I measurements. 

1Paul Scherrer Institut, % ETH Honggerberg, CH-8093 Zurich, Switzerland 
2Institute of Particle Physics, ETH Honggerberg, CH-8093 Zurich, Switzerland 

https://doi.org/10.1017/S0033822200061579 Published online by Cambridge University Press

https://doi.org/10.1017/S0033822200061579


118 7th International AMS Conference 

RECENT APPLICATION OF 14C MEASUREMENTS TO SOIL ORGANIC MATTER 
DYNAMICS 

SUSAN E. TR UMBORE,1 MARGARET TORN,1 OLI VER A. CHADWICK2 and 
RONALD AMUNDSON3 

Radiocarbon may be used in several ways to understand the soil carbon cycle: 1) the observed 
increase in 14C in soil organic matter since 1960 (due to the incorporation of carbon labeled with 14C 

created by atmospheric testing of nuclear weapons) indicates the amount of carbon turning over on 
decadal and shorter timescales in soils; 2) 14C measurements of fractionated organic matter may be 
used to identify extremely labile or refractory components of soil organic matter; and 3) the 14C con- 
tent of decomposing organic matter (measured as the 14C content of soil CO2 or CH4) is a sensitive 
indicator of the turnover time of more rapidly cycling carbon. For the purpose of studying decadal 
changes in soil C and 14C, two components of soil organic matter are needed: fast cycling C (with 
turnover times of decades or less and consisting of undecomposed plant matter and exchangeable C 
on mineral surfaces) and passive C (stabilized for centuries or longer by mineral surfaces or aggre- 
gates). The relative amounts of fast cycling and passive C depend on soil forming factors, such as 
climate, vegetation, parent material and time. To study the influence of soil development and min- 
eralogy on the amount and residence time of C in passive soil organic matter, we studied a chronose- 
quence of 6 sites in Hawaii (300 y to 4,100 ky) with similar parent material, topography, vegetation, 
and climate. The amount and turnover time of organic matter in these soils is clearly associated with 
mineralogical changes in the soils over time. We studied the effect of climate on the turnover of fast 
cycling soil C using the observed 14C increase since 1960 in soils located along an elevation transect 
in the Sierra Nevada mountains, California. Average turnover times of fast cycling C in soils for 
which moisture is not a limiting factor are strongly related to temperature, ranging from <10 yr at 
18°C (mean annual temperature) to 60-80 yr at 3°C. Comparison of the results from the Sierra 
Nevada with other sites shows a general relation between temperature and fast- cycling organic mat- 
ter. An estimate of the amount of fast-cycling C globally, coupled with the strong dependence of C 
turnover on temperature for this fraction of soil organic matter, shows that transient C storage and 
loss in soils accompanying temperature anomalies may significantly affect atmospheric CO2 on 
interannual to decadal timescales. 

1Department of Earth System Science, University of California, Irvine, California 92717-3100 USA 
2Department of Geography, University of California, Santa Barbara, California 93106 USA 
3Division of Ecosystem Science, University of California, Berkeley, California 94720 USA 

THE AUSTRALIAN PROGRAM ON ACCELERATOR DATING OF ABORIGINAL 
ROCK ART 

C. T UNIZ,1 D. FINK,1 M. A. C. HOTCHKIS,1 E. M. LAWSON,1 G. E. JACOBSEN,1 Q. HUA,1 
A. M. SMITH,1 N. COLE, 2 B. DAVID, 3 J. CAMPBELL, 2 L. HATTE, 2 J. HEAD, 4 M. MORWOOD, s 

M. NOBBS, 6 R. RN, 7 M. ROWE8 andA. WATCHMAN9 

A research program on AMS/14C dating of aboriginal rock art has been funded by the Australian 
Research Council, the Australian Institute of Nuclear Science and Engineering and the Australian 
Institute for Aboriginal and Tones Island Studies. Present projects include detailed research into the 
probable antiquity of the rock art of Chillagoe and Laura, North Queensland, the Kimberly, Western 
Australia, and Olary District, South Australia and the Sydney Sandstone Basin in NSW. This archae- 
ological program is encouraged and supported by the Aboriginal Tribal Councils representing the 
traditional owners of the Australian rock art sites. A variety of materials is being analyzed, including 
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pigments, oxalate minerals, silica coatings, plant fibers, carbonized plant matter, fatty acids, bees- 
wax and mud-wasp nests. Different sample processing techniques are being explored at Lucas 
Heights Research Laboratories, at the Australian National University, at Data-Roche Watchman Inc. 
and at Texas A&M University, including low-pressure plasma techniques and laser extraction meth- 
ods. We recently used AMS/14C to date a microstratigraphic sequence in 2 mm-thick rock surface 
accretions, a very useful method to study rock art concealed within the encrustation. Using dilution 
techniques developed at ANSTO, samples corresponding to 20 µg of carbon have been analyzed. 
The significance of our first results will be discussed. 

1Australian Nuclear Science and Technology Organisation, PMB 1, NSW 2234, Australia 
2Department of Anthropology and Archaeology, James Cook University of North Queensland, QLD 4811, Australia 
SDepartment of Anthropology and Sociology, The University of Queensland, Qld 4072, Australia 
4Quaternary Dating Research Centre, Division of Archaeology and Natural History, Research School of Pacific and Asian 
Studies, Australian National University, Canberra, ACT 0200, Australia 

SDepartment of Archaeology and Paleonthropology, The University of New England, Armidale, NSW 2351, Australia 
6Department of Environmental Studies, Sturt Buildings, Flinders University, Bedford Park, SA 5042, Australia 
7Department of Geography, Arizona State University, Tempe, Arizona 85287-0104 USA 
SDepartment of Chemistry, Texas A& M University, College Station, Texas 77843-3255 USA 
9Data-RocheWatchman Inc. 1631 Rue Eden, Ancienne Lorette, Quebec, Canada G2E 2N2 

THE ANTARES AMS CENTRE: RECENT DEVELOPMENTS AND RESEARCH 
PROGRAM 

C. T UNIZ, D. FINK, M. A. C. HOTCHKIS, G. E. JACOBSEN, E. M. LAWSON, A. M. SMITH, 
QUANHUA, P. DREWER, P. LEE, J. FALLON, P. ELLIS and J. BOLDEMAN 

Australian Nuclear Science and Technology Organisation, Private Mail Bag 1, Menai NSW 2234, Australia 

A comprehensive AMS facility has been developed during the past six years at the Lucas Heights 
Science and Technology Centre, where the long-lived radioisotopes 14C, 26A1, 36C1,10Be and 1291 

can be measured with high precision and throughput (Hotchkis et al.; Smith et al.; Hotchkis et al., 
this conference; Fink et al., this conference). 

The key components characterizing the ANTARES AMS spectrometer are a 59-sample high inten- 
sity ion source, a fast isotope cycling system and two dedicated AMS beamlines. A gas stripper with 
terminal pumping and optical telemetry of gas pressure has been recently installed in addition to the 
foil stripper. Sample preparation laboratories are an integral part of the AMS facility (Jacobsen et 
al., this conference). A considerable effort is presently devoted to support advanced research pro- 
grams in Quaternary science and global climate change in collaboration with Australian research 
institutions and universities. This program is sponsored by the Australian Institute of Nuclear Sci- 
ence and Engineering, the Australian Research Council and the National Greenhouse Advisory 
Committee. 

The paleoclimatic records of the Quaternary period contain evidence of widespread and dramatic 
changes that can be used to understand responses and processes in environmental systems on a glo- 
bal scale. Australia has a responsibility to contribute to these investigations because its area, sur- 
rounding oceans and Antarctica, represents a very significant part of the Southern Hemisphere. Cor- 
als, deep sea sediments, tree rings and ice cores are some of the outstanding archives present in the 
Australian region spanning a meridian from the Antarctic to the equator. There are a variety of envi- 
ronmental situations to which only Australian data can contribute (Ribbe et al. this conference; Mur- 

phy et al., this conference; Levchenko et al., this conference; Fink et al., this conference; Barbetti et 
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al., this conference). The records of the human presence in this region spans the last 40,000 yr and 
is directly related to environmental changes in the Pleistocene (Tuniz et al., this conference). 

Our environmental monitoring program for nuclear safeguards, sponsored by the Australian Safe- 
guards Once and the IAEA, is based on the detection of 129I (and other long-lived radioisotopes 
produced by fission or neutron activation) to trace specific nuclear activities such as reactor opera- 
tions, uranium enrichment and weapons testing. AMS measurement of actinides in environmental 
samples is also being developed within this program (Smith et al., this conference). 
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IMPROVEMENTS OF THE AMS FACILITY AT UTRECHT 

K VAN DER BORG, A. VAN DEN BRINK, A. P. DE HAAS and H. J. H. KERSEMAEKERS 

Department of Subatomic Physics, R. J. Van de Graaff Laboratorium, University of Utrecht, P.O. Box 80.000, 3508 TA 
Utrecht, The Netherlands 

Adaptations have been made to the Utrecht facility based on an EN tandem accelerator. Especially 
for 14C analyses, a stable and efficient stripping has been accomplished through the circulation sys- 
tem in the gas in stripper based on a 3601/s turbopump. Rapid alternation of the isotope beams of 
Be, C, Al, and Cl is obtained with a new beam switching system. A preset sequence of HV pulses 
can be chosen with amplitudes between -3 and +6 kV and pulse lengths between 40 and 1000 s. 
To improve the detection limit, especially for the heavier radionuclides, we have installed a 90° elec- 
trostatic analyzer prior to the existing 90° injection magnet. Both analyzers are matched to form an 
achromatic system with a mass resolution m/Om =200. At the high-energy end we replaced the 90° 
existing analyzing magnet by a larger (R =110 cm) and double focusing one. The computer-con- 
trolled system allows us to perform automated measurement of batches containing 22 samples. For 
14C, the analytical precision reached is 0.3% for recent material, and the detection limit allows res- 
olution of residual activities back to 50,000 yr. For the heavier radionuclides the analytical precision 
reached is 1%, and the detection limit is 10-14. 

AMS IN GRONINGEN: A SURVEY OF PROJECTS 

J. VAN DER PLICHT 

Centre for Isotope Research, Groningen, The Netherlands 

Since the Groningen AMS system became operational for 14C analysis (summer 1994), ca. 2000 
samples have been analyzed for a broad range of applications and projects. Here we provide a sur- 
vey of the results obtained thus far. 
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In peat-bog deposits, a high resolution study showed natural 14C variations, enabling wiggle match- 

ing to obtain more or less absolute dates. In peat bogs an unexpected reservoir effect is found, as 

well as indications for rapid climatic change. With AMS wiggle matching we have studied Holocene 

peat-bog deposits in the Netherlands, and varved sediments from sites in Poland and Japan. 

A new application has been developed in soil sciences. A new Soil Organic Matter (SOM) fraction- 

ation method was developed recently and applied to both maize and pasture. The results indicate 

that fractions exist with ages ranging from 2 yr (coarse fractions) to >3000 yr (mineral associated 
with carbon). Maize cropping induced a strong rejuvenation of the finer fractions which represent 

colloidal organic material in association with soil particles. Because of the small sizes of the frac- 

tions, only AMS can be applied; this offers new possibilities for studying SOM dynamics in soils. 

In hydrology, a large program has been started for isotopic research in Botswana, where for 14C 

amounts of water only possible with AMS are available. Together with stable isotopes (2H, 13C, 180) 

unique information on water-resource development in the region will become available. 

In oceanography, we participate in some WOCE activities. At present we have measured 14C 

extracted from ocean water profiles in the Philippine Sea. We have also constructed a special system 

for ocean-DOC analysis. The first experiments on the North Sea are presently performed, as well as 

some key locations in the oceans. The goal is a better understanding of the role of DOC as part of 
the global carbon cycle. A related project just started concerns origin and characterization of partic- 

ulate organic matter (POC) in estuaries. Fractions are analyzed with Py-GC-MS for 13C and AMS 

for 14C. 

Atmospheric research has been devoted mainly to a system for "event trapping" at Kollum, a station 

set up 30 km northwest of Groningen for off-line isotopic analysis of tropospheric CO2 (13C and 180 

by MS, and 14C by AMS). 

THE BIOSCIENCE AMS PROGRAM AT LLNL 

JOHN VOGEL, KEN TURTELTAUB, MARKROBERTS, JEFFREYMcANINCH, 
LAURA HAINSWORTH, STEWART FREEMAN and ROBERT MAUTHE 

Center for Accelerator Mass Spectrometry and Biology and Biotechnology Research Program, University of California, 

Lawrence Livermore National Laboratory, Livermore, California 94551 USA 

A prediction at AMS-5 expected that by the year 2000 there would be more AMS facilities involved 

in bioscience applications than in geoscience research. With more than half of that time now passed, 

AMS retains the ability to surprise biological scientists with the sensitivity for isotope tracing, and 

numerous interesting studies have now been performed. However, the enthusiasm has not translated 

into large programs at other than a few isolated sites. The Center for AMS continues a vigorous 

demonstration of the usefulness of AMS in studies of pharmaco-kinetics, environmental tracing, 

toxicology, molecular damage and repair, elemental distribution, and human health risks. 14C 

remains the primary isotope used in labeled organic compounds, but we have shown the sensitivity 

of 3H detection, opening pharmacokinetics to unprecedented double-labeled studies. 41Ca studies 

form the basis of another contribution submitted separately. 59Ni exploratory efforts have been per- 

formed with rats after 63Ni capability had been shown useful for neutron dose reconstruction 

reported separately. Initial efforts in developing 79Se for seleno-protein tracing are on hold while 

further spectrometer equipment is installed. The much-requested (by biomedical scientists) avail- 

ability of 1291 measurements for labeled proteins and enzymes awaits construction of a new heavy 

ion detection line and further research into rapid sample conversion techniques. Using radiocarbon, 
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extensive tracing of human carcinogens such as benzene and phenyl-imidazo-pyridine have shown 
that some organic compounds are truly linear in their dose extrapolation to low human exposures, 
while others increase in tissue availability at these low levels. Multi-sector tandem mass spectrom- 
etry has been combined with AMS to determine the actual molecular targets of human carcinogens. 
AMS immunoassays are being used to look at environmental contaminants such as atrazine and 
PCBs. Finally, new programs have begun between CAMS and a consortium of campuses that prom- 
ise to bring a new spectrometer to LLNL for continued expansion of bioscience AMS at LLNL and 
the University of California. 

Work was performed under the auspices of the U.S. Department of Energy at Lawrence Livermore 
National Laboratory under contract W 7405-ENG-48. 

THE 36C1/36C1 METHOD FOR DETERMINING EXPOSURE TIME AND EROSION 
RATES OF SURFACES 

STEPHAN VOGT 

Department of Chemistry, Purdue University, West Lafayette, Indiana 47907 USA 

DAVID ELMORE, PANKAJ SHARMA and ADAM DUNNE 

Department of Physics, Purdue University, West Lafayette, Indiana 47907 USA 

Chlorine-36 is produced by interaction of galactic cosmic rays with rocks on the surface of the Earth 
by two different types of nuclear reaction: 1) spallation of calcium and potassium produces 36C1 with 
an experimental decrease with depth; and 2) thermal and epithermal neutron activation of 35C1 pro- 
duces 36C1 with a profile that first increases with depth, goes through a transition maximum at ca. 65 
g/cm2, and then decreases exponentially below ca. 100 g/cm2. Because of this opposite dependence 
on depth near the surface, the ratio of production from spallation to that from neutron activation in 
a single surface sample is a sensitive measure of erosion. Production by spallation alone, as is also 
the case for 10Be, is an excellent means for determining exposure time if erosion can be neglected or 
corrected for. 

Production systematics for 35Cl(n,y)36C1 in core and surface samples with negligible erosion have 
been studied in some detail (Dep et a!.1994a,b). Because of the variable and low chloride concen- 
tration in fluid inclusions of quartz, this approach has been discontinued. We are currently testing 
methods for determining both the spallation and neutron activation components of 36C1 using min- 
eral fractions with low- and high-chloride concentrations. From these, we can determine the rock 
exposure age and erosion history, as long as the total erosion is under ca. 65 g/cm2. Results will be 
presented for bulk rock and mineral separates in surfaces and core samples from the top of Mt. 
Evans, elevation 4300 m. 
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AMS MEASUREMENTS OF THE 14C DISTRIBUTION IN THE PACIFIC OCEAN 

K F. VON REDEN, A. P. McNICHOL and R. J. SCHNEIDER 

Woods Hole Oceanographic Institution, Woods Hole, Massachusetts 02543-1539 USA 

Over the last 5 yr, the National Ocean Sciences AMS Facility at Woods Hole Oceanographic Insti- 
tution has analyzed over 3700 seawater samples from World Ocean Circulation Experiment 
(WOCE) cruised in the Pacific Ocean. The data set accumulated so far covers a major part of the 
ocean basin with emphasis on the upper water column (0-2000 m). Statistical aspects of the data 
analysis will be discussed as well as database related issues. We will present a three-dimensional 
model of the current 14C distribution in the region of coverage. Using this model, we will attempt to 
quantify the 14C transport in comparison with GEOSECS data from 1973. 

1Principal investigators for AMS: R. Key, P. Quay, R. Toggweiler and P. Schlosser 

PROGRESS OF THE NOSAMS FACILITY WOCE 14C DATA ANALYSIS 

K F. VON REDEN, A. P. McNICHOL and R. J. SCHNEIDER 

Woods Hole Oceanographic Institution, Woods Hole, Massachusetts 02543-1539 USA 

The NOSAMS facility has processed over 3700 WOCEI Pacific seawater samples so far. In compar- 
ison, during GEOSECS a total of 876 Pacific large volume samples were collected and analyzed. 
The 20-yr progression of the 14C distribution from GEOSECS to WOCE will be shown for overlap- 
ping stations. We will discuss the status of the operations and give a preview of the results to be pre- 
sented at AMS-7. 

1Principal investigators for AMS: R. Key, P. Quay, R. Toggweiler and P. Schlosser 

EVOLUTION OF A14C IN THE SURFACE NORTH ATLANTIC OCEAN 

C. R. WEIDMAN 

National Ocean Sciences AMS Facility, Woods Hole Oceanographic Institution, Woods Hole, Massachusetts 02543 USA 

and 

G. A. JONES 

Texas Institute of Oceanography, Texas A & M University, Galveston, Texas 77553 USA 

Recent work using accelerator mass spectrometry (AMS) and micro-sampling methods has shown 
that the carbonate shell of the long-lived mollusc (Bivalvia)Arctica islandica can be used to recon- 
struct long-term, high-resolution L14C time series for the colder, higher-latitude northern North 
Atlantic Ocean (Weidman and Jones 1993). Here, time histories of the ocean's bomb-14C signal 
from three sites in the northeastern North Atlantic Ocean (southern North Sea, northern Norway, 

northern Iceland) are reported. These records, combined with previously published Arctica island- 
ica-derived (Weidman and Jones 1993) and coral-derived e14C time histories (Druffel 1989), now 
permit a more complete overview of the evolution of the radiocarbon signal in surface North Atlan- 

tic Ocean than has been previously possible. 

Pre-bomb (-1950) surface North Atlantic z 4C values average -59%o, and are most depleted in the 

Labrador Sea (- -70%Oo) and most enriched in the Sargasso Sea (- -50%Oo). North Sea and Norway 
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pre-bomb signals now show large depletions (-30%o) in the 1950s relative to the 1940s, perhaps 
related to the Suess effect. However, the Iceland pre-bomb signal shows no depletion at all. 

Initial appearance of the bomb-14C is synchronous in all North Atlantic &4C Ca. 1959 (± 1 yr). All 
North Atlantic e14C records show a steep rise during the early-to-mid 1960s and reach maxima in 
the late 1960s to late 1970s. The North Sea record has the largest bomb-signal amplitude (-320%o) 
and the Iceland record has the smallest (420%o). The prolonged residence time of shallow shelf 
water is suspected to have caused the extremely large amplitude and advanced phase of the North 
Sea signal relative to their North Atlantic signals. The North Atlantic bomb-14C signals show a sharp 
contrast between regions influenced by the subtropical gyre (Florida, Bermuda, North Sea) with the 
former being more depleted. These results likely reflect the contrast between the depths of the win- 
ter mixed-layer in the northern and southern regions (Robinson et a1.1979), but are also consistent 
with a depleted or deepwater contribution to the subpolar gyre (Tsuchiya 1989). A small east-west 
difference in the relative enrichment of the Norwegian signal versus the Georges Bank and Iceland 
signals is also in agreement with deeper mixing in the western section of the subpolar gyre, and the 
poleward advection of surface Atlantic water into the Norwegian Sea. 
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A THEORETICAL STUDY OF SOME NEGATIVE IONS OF INTEREST TO 
ACCELERATOR MASS SPECTROMETRY 

W. P. WIJESUNDERA 

IsoTrace Laboratory, University of Toronto, 60 St. George St. Toronto, Ontario, M55 1A7 Canada and Department of Physics 
and Astronomy, McMaster University Hamilton, Ontario, Canada L8S 4M1 

Recent experiments and theoretical calculations provide evidence that many atoms with closed sub- 
shells form stable negative ions. This was quite unexpected, since it had long been believed that 
these atoms, for example Ca, Sr and Ba, could not bind an extra electron to form stable negative 
ions. This view was abandoned with the prediction and observation of stable Ca-, Sr-, Ba- and Ra-. 

The purpose of the present work is to study the stability of negative ions, many of which are of inter- 
est and importance for AMS. In particular, the effects of interactions between valence electrons and 
relativity on Ca-, Ba-, Au', Al-, Tl- and many other ions have been investigated. 

THE GRONINGEN AMS TANDETRON 

S. WIJMA and J. VAN DER PLICHT 

Centre for Isotope Research, Groningen, The Netherlands 

The second machine of the so-called third generation AMS (employing simultaneous injection 
through a recombinator) is now in operation at Groningen for ca. 2 yr. The machine was built by 
HVEE in Amersfoort and is dedicated to 14C analysis. 
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The accelerator is a tandetron operating at 2.5 MV and equipped with a 59-sample ion source. The 
full automation enables overnight operation on a routine basis. In a typical measurement batch, 
every fourth sample is a standard. We use sucrose (IAEA-C6) as an internal working standard. 

Here we present a review of the first two years of operation, where >2000 measurements were per- 
formed. Overall performance per batch is better than 1%o for S13C and better than 0.5 pMC for 1401 
12C. Reproducibility tests indicate that the machine performance is better than these numbers. The 
final accuracy is mainly determined by target quality. 

The pure machine background (i.e., measured without target) is negligible (<100 ka). From back- 
ground target tests, we conclude that for real measurements the background is ca. 50 ka. 

MOLECULAR BREAKUP OF CO2 AND HOLD-UP TIME IN A MICROWAVE ION 
SOURCE 

J. S. C. WILLS, W. T. DIAMOND, R. A. LEWIS, H. SCHMEING 

Chalk River Laboratories, AECL, Chalk River, Ontario, Canada KOJ 1JO 

K. F. VON REDEN and R. J. SCHNEIDER 

Woods Hole Oceanographic Institution, Woods Hole, Massachusetts 02543 USA 

The production of C+ in a microwave ion source injected with CO2 gas has been investigated. The 
microwave ion source was operated with pure CO2 feed gas and the extracted beam was magneti- 
cally analyzed. Efficient breakup of the CO2 molecule was observed. In a separate experiment, a 
continuous flow of argon maintained the discharge and CO2 gas was pulsed into the source through 
an electromagnetic valve closely coupled to the plasma chamber. The C+ and 0+ components of the 
beam fell to one-half their original intensity <20 sec after the electromagnetic valve was closed. 
These results are considered promising for such applications as accelerator mass spectrometry of C 
isotopes in gaseous samples and for ion sources for radioactive ion beam facilities. 

'4C STUDIES ON THE GISP-2 ICE CORE: DO POLAR ICE SHEETS CONTAIN A 
RECORD OF PAST GALACTIC COSMIC RAY FLUX? 

A. T. WILSON 

Department of Geosciences, The University of Arizona, Tucson, Arizona 85721 USA 

Recent developments have made it possible to accurately measure the very small amounts of 14CO2 
present in samples of glacial ice (Wilson and Donahue 1990). This 14CO2 may originate as atmo- 
spheric 14CO2 trapped in voids in the ice or may be produced in-situ by cosmic ray spallation of oxy- 
gen atoms in the ice (Fireman and Norris 1982). In this paper we show how the amount of 14CO2 

present in glacial ice is related to many factors, including the age of the sample, rate of cosmogenic 
14C production and the degree of recrystallization of the snow-pack during firnification. The 14CO2 
concentrations from the GISP-2 ice core for the last 40 ka will be presented. Two important cases in 
which simplifying assumptions can be made about many of these factors will be discussed. Within 
the Holocene portion of the GISP-2 core, 14C dating can be used to estimate the age of ice samples. 
Within the section from the last glacial period, 14C02 measurements on samples of the same core 
were used to estimate cosmogenic 14C production and thus the galactic cosmic ray flux. Measure- 
ments of cosmogenic 14C production rate for the period 40-17 ka suggest that the galactic cosmic 
ray flux remained constant at current levels for the period 30-17 ka after a perturbation, possibly a 
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supernova event, which started ca. 35 ka ago and ended ca. 29 ka ago. Before this perturbation the 
data suggests that the galactic cosmic ray flux was 2.7 times greater than at present. 

TRACE-ELEMENT ANALYSIS OF MINERAL GRAINS USING ACCELERATOR MASS 
SPECTROMETRY - FROM SAMPLING TO INTERPRETATION 

GRAHAM C. WILSON, LINAS R. KILIUS,1 JOHN C. RUCKLIDGE, GANGJL4N DING, 
XIAO-LEI ZHAO and A. E. (TED) LITHERLAND 

IsoTrace Laboratory, University of Toronto, 60 St. George Street, Toronto, Ontario, Canada M55 1A7 

AMS of trace elements in natural materials has been limited to a few labs around the world, the 
majority of extant data stemming from work in Rochester, Toronto (e.g., Kilius et al. 1984) and 
Oxford. Early analyses utilized time-of-flight systems, whereas recent studies at IsoTrace employ 
high-resolution magnetic and electric analyzers. Most data concern rare precious metals: Au, Ag, Re 
and the six platinum group elements (POE). Most measurements are at ppb to ppm levels, observed 
abundances ranging from -0.01 ppb to 0.1 wt.% (Wilson et a1.1995). Many public-domain results 
may be invisible to the broader AMS community; a partial bibliography of PGE-Au-Ag work lists 
58 articles, abstracts, reports and theses (Wilson 1994: 33-37). 

The key feature of trace-element work at IsoTrace in the 1990s has been the use of AMS results as 
one component in integrated studies of minerals and metals in rock, meteorite and archaeological 
samples (e.g., Pavlish et al. 1995). Major and minor elements in chosen grains are often determined 
by electron microprobe analysis, and trace elements may be analyzed by proton microprobe (PIXE) 
or SIMS, prior to (more) destructive AMS analysis using a Cs+ primary ion beam 300-1000µm in 
diameter. Until now, in-situ analysis has been limited to conductive materials which, coupled with 
the relatively poor spatial resolution, has limited user interest. Reliable interpretation of the results 
must be based upon a comparison of all available data: textures observed by reflected-light micros- 
copy/SEM, plus the in-situ chemical data achieved on scales between 1 and 1000µm. It is suggested 
that one reason for the limited application of AMS in this context during the past 15 yr is the com- 
plex nature of the targets. Whereas homogenized (e.g., Rucklidge et al. 1992) or preconcentrated 
samples can be treated as identical point targets, natural targets require many decisions concerning 
target selection. 
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TEXTURAL AND IN-SITU ANALYTICAL CONSTRAINTS ON THE PROVENANCE OF 
SMELTED AND NATIVE ARCHAEOLOGICAL COPPER IN THE GREAT LAKES 
REGION OF EASTERN NORTH AMERICA 

GRAHAM C. WILSON,1 LARRYA. PAVLISH,2 GANG JIAN DINGI and RON M. FARQUHAR2 

In-situ (µg-mg, -1 mm) AMS analysis, as practiced with high-current Cs+ ion sources, permits the 
characterization of small crystals and sherds of rare or valuable samples. These include small slivers 
of metallic articles, such as copper or brass, snipped from inconspicuous loci on archaeological 
metal artifacts. Samples from a project in which instrumental neutron activation (INAA) of -200- 
mg aliquots is the standard bulk -analytical method (Hancock et al. 1991), were re-examined using 
a combination of wavelength-dispersive electron microprobe (10-element WDS-EPM) and AMS 
methods. Metal shavings were mounted in two polished formats: 1) thin sections with 20 2-5-mm 
slivers, suitable for metallographic study and EPM, and 2) sets of 12 sherds and standards in thick 
circular mounts, also suited to AMS of precious metals (Wilson et al. 1994). The samples are metal 
artifacts from the Great Lakes region, principally Ontario and Minnesota, plus native Cu (mineral 
specimens) from the Keweenaw Peninsula of northern Michigan. AMS 14C dating (Beukens et al. 
1992) indicates that some projectile points date to as old as 7,000 yr BP. Examination of 11 coppers 
suggested a rapid optical method of distinguishing artifacts made from native Cu versus smelted 
(trade or kettle) copper imported from Europe. Five samples of native copper were visually homo- 
geneous and free of inclusions. The six "smelter" coppers contain high but variable numbers of 
spheroidal cuprite (Cu2O) blebs, generally 1-10µm in diameter, indicative of incomplete separation 
of oxide slag from copper metal. Similar features were encountered in a later survey of 68 mm-scale 
slivers of other artifacts. Practical minimum detection limits (MDL) for the EPM are -200-1000 
ppm. This is far higher than ppb (PGE, Au) to ppm (Au, Ag) levels found for trace elements by 
AMS, so the data obtained are complementary but not directly comparable. EPM data are especially 
useful for microchemical typing (Zn, Sn, As) of associated brass trade items. The "sourcing" of cop- 
pers was confirmed by PGE-Au-Ag data obtained by AMS on 9 samples. Smelted Cu has higher Ag 
(±Pt) and much higher Au than native Cu. This is consistent with INAA data, which show that a 

suite of trace elements (Au, Ag, Sb, As) can reliably separate the copper types. 
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PRECIOUS METAL ABUNDANCES IN SELECTED IRON METEORITES: IN-SITU 
AMS MEASUREMENTS OF THE SIX PLATINUM-GROUP ELEMENTS PLUS GOLD 

GRAHAM C. WILSON, JOHN C. R UCKLIDGE, LINAS R. KILI US,1 GANG JIAN DING and 
RICHARD G. CRESSWELL2 

IsoTrace Laboratory, University of Toronto, 60 St. George Street, Toronto, Ontario, Canada M5S 1A7 

The metal phases of the coarser iron and stony-iron meteorites are well-suited to in-situ, single-crys- 
tal analysis by AMS. In contrast, the fine-grained Ni-Fe alloys of the Ni-rich ataxite (type IV) irons 
appear as micron-scale eutectoid intergrowths, broadly reminiscent of the quenched groundmass of 
NiS fire-assay beads, and in these samples AMS can only provide a mean analysis of many thou- 
sands of crystallites (nevertheless a small sample population relative to 100 to 1000-mg bulk analy- 
ses, which are several orders of magnitude larger still). The scale of sampling is especially relevant 
to in-situ ratio measurements of stable isotopes (Ding 1996; see also Ding et al., this conference). 
The elevated levels of POE and Au in bulk samples of iron meteorites render detection of these 7 
precious metals very straightforward, despite the widely variable sensitivity of AMS to each ele- 
ment (Wilson et al. 1995). Detection is harder for Ag (very low abundance) and Re (very low neg- 
ative ion yield). Six irons of types I, II, III and IV were studied at length: Canon Diablo, Negrillos, 
Welland, Manitouwabing, Weaver Mountains and Hoba. A detailed treatment of the results is avail- 
able (Wilson et al. 1993). 

AMS data on plessite (fine-grained material in the IVs), kamacite and taenite suggest a variation in 
overall precious-metal abundances of a factor of 16 between the most-enriched iron (Negrillos, 

PGE+Au = 270 ppm) and the least-enriched (Welland, 16-19 ppm). The use of chondrite-normal- 
ized PGE patterns is common in terrestrial petrogenetic and Ni-Cu-POE mineral deposit studies. 
They are seldom used for classification of iron meteorites because of wide variations in pattern 
within certain classes. Yet the POE "fingerprint" may still be valuable for well-constrained prob- 
lems. The use of POE patterns for a provenance study ("pairing", in this case) of meteoritic iron 
masses is presented for Welland (lilA), an 1888 find from southern Ontario. Few published data are 
available for Welland: comparison of a type sample with a smaller piece of unknown metal, with 
respect to POE pattern, major-element chemistry (electron microprobe data) and texture, indicate 
strongly that the latter is a fragment of the same iron. 
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AN AUTOMATIC CYCLING SYSTEM FOR MEASUREMENTS OF ISOTOPE RATIO 
AT CIAE AMS FACILITY 

BINGFAN YANG, SONGSHENG JIANG, BAOSHENG YANG, SHAOYONG WU, MING HE, 
SHAN JIANG, XINYI CHUI, CHO UXIN KAN and SHENGYUN SHU 

China Institute of Atomic Energy, P.O. Box 275(49) Beijing 102413 China 

An automatic cycling system for isotope ratio measurement has been developed at the China Insti- 
tute of Atomic Energy (CIAE) AMS facility. The main modification was focused on fast cycling 
injection of stable isotopes and radioisotopes of interest on the injector alternatively, and measure- 
ments of the stable isotopes behind the analyzing magnet. A new injector vacuum chamber insulated 
from the deflection magnet with two gap lenses has been constructed for beam energy modulation. 
The rebuilt analyzing magnet chamber and off-axis Faraday cups have been tested, the off-axis cups 
are movable for collection of different stable isotope currents, such as 9Be,13C, 27A1 and 35Cl ions 
while measuring 10Be,12C, 26A1 and 36C1, respectively. A micro-processor system has been used as 
a sequencer and timer to trigger the pulse power supply, to control the current integrator, the ion 
detector and computer data acquisition system. The pulse power supply is matched with injection of 
stable isotopes while the original power supply is held to inject radioisotopes. The pulse period and 
width are controlled by the micro-processor system, ranging from 0.1 to 9.9 s and from 1 to 99 ms, 
respectively. 

LEAVES TEACH US AIR POLLUTION 

K YOSHIDA,1 K KOBAYASHI, 2 Z. G UO3 and Y. S UNOHARA2 

Exhaust fumes from automobile engines are an important origin of air pollution. The contribution of 
exhaust fumes to air pollution was investigated by a simple method in which 814C values in leaves 
were measured with AMS at MALT (The University of Tokyo). 

At present, almost all engines use fossil fuel that is made of dead carbon. The 14C content in the air 
polluted by the exhaust fumes is expected to be low because of dilution by the dead carbon. Aver- 
aged 14C content in the air as CO2 gas is also expected to vary in different districts where the air pol- 
lution level is different. Plants grown in different districts have different 14C contents in their stems 
than in the leaves. 

To investigate directly the S14C values in CO2 gas is not easy because the S14C in the air samples, 
which are usually collected in a very short time, are affected by many conditions, such as the season, 
temperature, wind, weather, etc. This is not the case for leaves, which live a comparatively long 
time. 

The specimens used for the investigation are pine needles, which can be collected in any place in 
Japan. Similar species can also be collected on high mountains where the air pollution level is 

expected to be very low. The samples were collected in urban districts (Tokyo and Beijing) and, for 
comparison, collected in the suburbs of Tokyo and on a high mountain (3000-m altitude) in central 
Japan. 

The samples were treated with AAA treatment and the resulting cellulose components were pyro- 
lyzed to elemental carbon at 450°C in vacuum.14C/12C values in the samples were then determined 
by AMS. 
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The preliminary results reveal that the S14C values of the urban leaves are lower than those of the 
leaves from a high mountain, which shows the apparent air pollution in the urban districts by com- 
bustion of fossil fuel. 

The University Museum, University of Tokyo, Japan 
2Research Center for Nuclear Science and Technology, University of Tokyo, Japan 
3Institute of Heavy Ion Physics, Peking University, China 

26A1 UPTAKE AND ACCUMULATION IN THE BRAIN 

S. YUMOTO,1 H. NAGAI, 2 M. IMAMURA, 3 H. MAT USUZAKI, 4 K. HAYASHI, 2 A. MASUDA, 2 

H. OHASHIS and K. KOBAYASHI6 

We have demonstrated aluminum (Al) accumulation in the brain cell nuclei from patients with 
Alzheimer's Disease (senile dementia) using microbe particle-induced x-ray emission (PIXE) anal- 
ysis (Yomoto et al. 1995a), and secondary ion mass spectrometry (SIMS) analysis (Yomoto et al. 
1995b). Al is a highly neurotoxic substance and dialysis dementia in patients on hemodialysis is 
caused by contamination of dialysis fluid with Al. In this study, 26A1 accelerator mass spectrometry 
(AMS) was applied for the assays of Al uptake and accumulation in the brains of rats to investigate 
the cause of Alzheimer's Disease. When 26A1 was intraperitoneally injected into healthy rats, ca. 
0.002% of the injected Al was incorporated into the brain (cerebrum) 5-270 days after single injec- 
tion. 26A1 concentrations in the blood decreased remarkably after 75-270 days following the injec- 
tion. As much as 17% of the 26A1 incorporated into the cerebrum was measured in the brain cell 
nuclei. The present study strongly supports the theory that Alzheimer's Disease is caused by irre- 
versible accumulation of Al in the brain, and brain cell nuclei (Yomoto et a1.1992, 1993,1995a,b; 
Kobayashi et al. 1990). 
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26A1 AND 67Ga METABOLISM IN RATS 

T. A. ZAFAR, C. M. WEAVER, B. R. MARTIN 

Department of Foods and Nutrition, Purdue University, West Lafayette, Indiana 47907-1264 USA 

R. FLACK and D. ELMORE 

Department of Physics, Purdue University, West Lafayette, Indiana 47907-1264 USA 

Because of lack of a suitable isotope and a sensitive technique of analysis, aluminum has been stud- 

ied indirectly using analogues such as 67Ga (t/ = 78 hr). Recently with the development of Acceler- 

ator Mass Spectrometry (AMS), it has become possible to use the artificially produced radionuclide 

of aluminum, 26J, (t/ = 7.16 x 105 yr). AMS is used for measuring long lived and stable isotopes 

with the sensitivity of an attomole (10-18 mol). To compare aluminum and gallium metabolism, 

26A1C13 and 67GaC13 were coadministered to rats intraperitoneally (IP) by injection and orally by 

gavage (n=3/group). The injections contained 11 pCi 26&1 and 30 uCi 67Ga. The oral dose contained 

330 pCi 26M and 50 uCi 67Ga. Blood was collected periodically and on day 8, following perfusion, 

blood, liver, kidney, femur, brain, pancreas, and spleen were collected and analyzed for 67Ga and 
26&J Of all the tissues studied, 26A1 accumulation was greatest in the bone. Both 67Ga and 26A1 accu- 

mulated in tissues as bone>spleen>kidney-liver>pancreas>brain. 

Although the retention of 26A1 was 2-3 orders of magnitude less than the retention of 67Ga, absorp- 

tion and retention of 26A1(0.81 %) was significantly less than 67Ga (2.22%). Intestinal absorption 

was determined by calculating the ratio of the 26A1 retained in the tissues of the oral group and the 

26A1 retained in the tissues of the IP group. 26A1 cleared from the blood faster and more completely 

than 67Ga in both groups even after accounting for the decreased intestinal absorption in the oral 

group. Since 67Ga does not mimic aluminum metabolism, AMS is the only technique available for 

tracer aluminum study. 

THE 41Ca BOMB PULSE AND ATMOSPHERIC TRANSPORT OF RADIONUCLIDES 

L. ZERLE,1 Th. FAESTERMANN,1 G. KORSCHINEK,1 K. KNIE,1 J. BEER2 and E. NOLTEI 

Radionuclides produces as a by-product of nuclear weapons tests are very suitable tracers to study 

transport processes in the atmosphere or the ocean. Their input is sharp in time and bomb-produced 

concentrations are typically several orders of magnitude larger than the natural levels. The most 

studied bomb-produced radioactivities are 90Sr (UNSCEAR 1982; Joseph et al. 1971),14C (Nydal 

1968; Levin, MUnnich and Weiss 1980) 36C1(Elmore et a1.1982; Synal et al. 1990) and 123Cs. 

For the first time, the 41Ca bomb pulse has been measured. 41Ca concentrations have been deter- 

mined in Alpine ice of the Fiescherhorn glacier in the Aletsch region (44°N, 15°E, Switzerland) 

with accelerator mass spectrometry (AMS) with the Munich MP Tandem accelerator. The ice core 

was drilled at an altitude of 3750 m. After addition of 10 mg Ca carrier and chemical treatment, 

CaH2 samples were obtained for the ion source. Negative CaH3' ions were used for injection into the 

Tandem in order to suppress the disturbing isobar 41K. The AMS measurements were performed 

with the Wien velocity filter, a time-of-flight line and the gas-filled Q3D magnet spectrograph (Kor- 

shinek 1994). The detection limit for the 41Ca/Ca was 10'15. The 41Ca peak concentrations in the ice 

core have been observed to be ca. 3x106 atoms of 41Ca per kg in the 1950s. From the time of occur- 

rence of the peak, it has been found that 41Ca is produced essentially by the atoll bombs. 

https://doi.org/10.1017/S0033822200061579 Published online by Cambridge University Press

https://doi.org/10.1017/S0033822200061579


132 7th InternationalAMS Conference 

A universal box model able to describe atmospheric transport of radionuclides which are gaseous or 
attached to aerosols has been developed. The model has been applied to calculate the bomb pulses 
of 14C. 36C1, 41Ca, 90Sr and 137Cs and measured the concentrations of 14C and 90Sr in the atmosphere. 
For the transport of radionuclides which are attached to aerosols as 41Ca, 90Sr and 137Cs, sedimenta- 
tion (gravitational settling) in the upper stratosphere had to be taken into account. It has been found 
that 36C1 is essentially produced by the explosions on barges, that bomb produced 36C1 is gaseous in 
the stratosphere and that its deposition on the Earth's surface is delayed to that of 90Sr by about one 
year. Time constraints for exchange processes between upper and lower stratosphere and tropo- 
sphere and between northern and southern hemisphere and for gravitational settling in the upper 
stratosphere were obtained as well as neutron yields per Mt fusion and per Mt fission. 

For cosmogenic atmospheric radionuclides, e.g.,10Be and 36C1, the model was used to calculated 
delays between solar activity modulated production and deposition in natural archives as Greenland 
or Antarctic ice. 
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DISCUSSION ON THE RELIABILITY OF 14C DATING OF POLLEN CONCENTRATES 
FROM LOESS-PALEOSOL SEQUENCES BY ACCELERATOR MASS 
SPECTROMETRY 

WEIJIAN ZHO U, ZHISHENG AN 

National Lab of Loess and Quaternary Geology, Xi'an 710054 China 

D. J. DONAHUE and A. J. T. JULL 

NSF-AMS Facility, The University of Arizona, Tucson, Arizona 85721 USA 

Dating pollen concentrated from paleosol samples is a way to improve the chronology of loess- 
paleosol sequences. Pollen generally consists of two fractions: 1) pollen deposited simultaneously 
with sediments can provide reliable data and 2) reworked pollen including older pollen before sed- 
iments deposition in situ and younger pollen preserved in a stable environment can provide reliable 
age, such as pollen from either a closed lake or paleosol, while pollen preserved in an unstable envi- 
ronment cannot provide reliable data (for example, pollen in eolian sand or loess in an area where 
winter monsoon is predominant and strong). It is suggested that the reliability of pollen dating can 
be evaluated by comparison with wood cellulose or charcoal ages from the same stratigraphic level. 

The purpose of the present work is to study the stability of negative ions, many of which are of inter- 
est and importance for AMS. In particular, the effects of interactions between valence electrons and 
relativity on Ca', Ba', Cs', Au', Al', Tl- and many other ions have been investigated. 
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CLIMATIC TELECONNECTION BETWEEN EAST ASIA AND THE NORWEGIAN 
SEA DURING THE LATE GLACIATION 

WEIJLAN ZHO U, ZHISHENG AN 

National Lab of Loess and Quaternary Geology, Xi'an 710054 China 

D. J. DONAHUE and A. J. T. DULL 

NSF-AMS Facility, The University of Arizona, Tucson, Arizona 85721 USA 

Episodes of high frequency SST changes in the Norwegian Sea during the late glaciation might be 

linked to meltwater forcing creating a large degree of instability. Four major climatic events have 

been well documented in diatom records from the Southeast Norwegian Sea. Here, we present proxy 

results from loess-paleosol and lacustrine profiles in the desert/loess transitional belt. Accelerator 

mass spectrometry age control of the profiles enables us to correlate the proxy data in detail with 

oceanic records. The results indicate that the East Anian monsoon climate experienced Bulling (13- 
12.5 ka BP), Older Dryas (12.5-11.75 ka BP), Allerod (11.75-11.2 ka BP) and Younger Dryas (11.2- 

10.0 ka BP) periods and was characterized by significant variability of precipitation. The variability 

of precipitation in East Asia is greater than that of SST in the Norwegian Sea. It is suggested that 

monsoon front precipitation produced by the interaction between cold air mass from polar and high 

latitude areas and warm moist air mass from ocean may fluctuate in response to high northern lati- 

tude temperature and pressure changes that influence the land-to-ocean pressure gradient. 

NEW INTERPRETATION OF THE 10Be AND 26A1 CONTENT IN COSMIC SPHERULES 

U. ZOPPI,1 H. MATS UZAKI,1 K KOBAYASHI,1 M. IMAMURA2 and H. NAGAI3 

The observed concentrations of cosmogenic nuclides in extraterrestrial matter are usually inter- 

preted in terms of the exposure history of the irradiated specimen or in terms of the history of the 

cosmic radiation itself. For small meteorites in the microgram mass range we present a theoretical 

approach which allows a new interpretation of the measured concentrations. In particular, we show 

how to determine the size distribution of the interplanetary dust and how to investigate the related 

phenomena (radiation pressure, mutual collisions, atmospheric entry). For this, the concentrations 

of the radioisotopes contained in spherules from deep sea sediments were measured by means of the 

AMS technique. Due to the small sample size, the carrier amount was successfully kept very low- 
ca. 50µg for Be and between 100 and 200µg for Al. 

1University of Tokyo, Research Center for Nuclear Science and Technology, 2.11-16 Yayoi, Bunkyo-ku, Tokyo 113 Japan 

2Institute for Nuclear Study, University of Tokyo, 3-2-1 Midori-cho, Tanashi, Tokyo 188 Japan 

3College of Humanities and Sciences, Nihon University, Tokyo 156 Japan 

DEVELOPMENT PLANS FOR THE AMS FACILITY AT THE INSTITUTE OF 
GEOLOGICAL AND NUCLEAR SCIENCES, NEW ZEALAND 

ALBERT ZONDER VAN and RODGER SPARKS 

Institute of Geological and Nuclear Sciences, Ltd., P.O. Box 31312, Lower Hutt, New Zealand 

In this paper, we outline proposed upgrades to the New Zealand AMS facility for the next three 

years. Since the AMS facility began operating in 1987, ca. 10,000 graphite and 200 beryllium sam- 

ples have been measured for a wide range of applications, mainly in archaeology and earth sciences. 

Demands for higher sample throughput, a wider range of cosmogenic isotopes, smaller sample sizes 
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and improved accuracy and precision require constant improvements to instrumentation and tech- 
niques. Proposed improvements include a new ion source, Pelletron charging system, gas stripping 
with terminal pumping, redesigned injection optics and a more sophisticated detector to improve 
sensitivity for rare cosmogenic isotope measurements. An integrated accelerator control and data 
acquisition system is under development, and a prototype of the data acquisition section has already 
been implemented. 

[Addendum] 

THE CHALK RIVER AMS SAMPLE CHANGER AND ION SOURCE 

V. T. KOSLOWSKY, N. BRAY, V. IMAHORI, H. R. ANDREWS and W. G. DAVIES 
AECL, Chalk River Laboratories, Chalk River, Ontario, Canada KOJ 1J0 

Most AMS ion sources share the need for a sample changer that reliably exchanges samples with 
good positional repeatability, incorporates a large magazine that can be easily loaded or exchanged 
and minimizes the possibility of sample-to-sample contamination. A new sample magazine, sample 
changer and ion source is in use at Chalk River that meets these criteria. It features a readily-acces- 
sible magazine at ground potential that is external to the ion source and high-voltage cage. The sam- 
ples are held in an inert atmosphere and can be individually examined or removed, or exchanged en 
masse as a complete magazine without interruption of AMS measurements. Since only one sample 
is in the source at any time, sample-to-sample contamination is avoided. Sample changing is done 
pneumatically with a rabbit transfer system and two stages of differential pumping. It requires a few 
seconds for completion and can be performed without altering ion source potentials. At Chalk River 
this is routinely performed across a 200 kV potential. Sample positioning is precise, and hundreds 
of 36C1 and 129I samples have been measured over a period of several days without interruption or 
alteration of ion-source operating conditions. 
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