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Jade is found as a lithic archaeological artifact with principal sources in Asia and Mesoamerica. One 

variety is comprised of jadeite (NaAlSi2O6) and was valued by prehistoric artisans for both its visual and 

physical properties [1]. In this study, we have examined a bulk specimen from Japan (J1957) that has been 

cut, ground, and polished flat on one face [2].  

 

A Bruker M4 Tornado scanning micro-XRF equipped with a Mo (collimated to 1 mm) and Rh 

(polycapillary tube with a 20 um spot at Mo K) x-ray sources, was operated at 50 kV for spectroscopic 

imaging. X-ray fluorescence was collected using two opposing 60 mm2 silicon drift detectors (SDD).  The 

irregularly shaped specimen was pressed into modeling clay with the aid of hand press, to maintain a near 

zero degree tilt of the polished face before being examined under vacuum. 

 

An overview of the compositional imaging and associated spectra of J1957 reveals that some trace 

elements can be imaged without significant interference arising from x-ray diffraction (Fig. 1). Apart from 

increasing x-ray throughput, the dual detector geometry reduces the magnitude of such diffraction 

artifacts.  Despite the thin architecture of the SDD, a few hundred m in thickness, both Sn and Ba K lines 

were observed, above 25 and 32 keV respectively. Detection of these peaks was unexpected owing to the 

diminished quantum efficiency of the SDD at these high energies coupled with their low concentration in 

the specimen. 

 

A subset of the specimen was imaged at higher spatial resolution revealing Cr, Mn, Ni, Mg, and Ca 

enrichment in veins (Fig. 2 A-D). Among the initial chemical phases identified by multivariate statistical 

processing were two that matched the major element atomic proportions of jadeite. These two phases were 

combined and reprocessed. The FP results for jadeite compare favorably to the major and minor 

compositions determined by standards-based electron beam analysis (Table 1), particularly given the large 

difference in volume the two analyses represent.  Moreover, the XRF cation proportions on the basis of 

6 oxygens are equivalent to the electron beam result. The most significant difference is with respect to 

Mg, where the XRF reports a zero concentration compared to 1.4 wt % by EPMA. Upon inspection of 

the XRF spectrum, the Mg detection limit is not the issue, but rather an overestimate of the Rh scatter 

background. Five elements are reported at the 10s of ppm level (Mn, Ni, Sr, Zr, and Ba), some with 

spectral overlaps (Fig. 3 A,B). With such sensitivity for trace elements, their ratios offer a potential tool 

for heritage scientists to test jadeite provenance. While previous trace element studies of jadeite employed 

locally destructive methods, e.g. laser ablation ICP-MS [2], XRF is non-destructive, an important virtue 

for cultural heritage science [3]. 
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