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To the Editor—Humidification is vital in supporting the airways of
intubated and mechanically ventilated patients. We address the
technical and practical issues of humidification methods selection,
with recommendations to minimize bioaerosol dispersion during
mechanical ventilation of infected patients with severe coronavirus
disease 2019 (COVID-19)–related acute respiratory distress.

Severe pneumonia or sepsis has an estimated 20% occurrence
with COVID-19,1 and these conditions often require intubation
and mechanical ventilatory support. Clinical reviews have recom-
mended the use of a heat and moisture exchanger (HME) for
humidification during mechanical ventilation for intubated
patients with infectious disease to minimize the risk of exposure
the pathogens to healthcare workers (HCWs).2,3 HMEs are
designed to capture heat and humidity from exhaled gas and to
condition inhaled gas to a temperature of 29–32°C with 29–32
mg/L absolute humidity. A systematic review comparing the use
of anHMEwith a heated humidification system duringmechanical
ventilation showed no difference in artificial airway occlusion,
mortality, or pneumonia rate. However, the work of breathing
was greater in the HME group, possibly due to increased resistance
to gas flow.4 Additionally, HME is not recommended for use in
patients with copious, thick secretions or low tidal volumes, which
have been associated with mechanical ventilation of COVID-19
patients. Patients managed under lung-protective strategies likely
have low tidal volume, and the additional dead space of an HME
may further increase the ventilation requirement as well as increase
the partial pressure of carbon dioxide.1,2

Humans produce exhaled breath particles (EBP) ranging from
0.3 to 2.0 μm.4 EBP concentrations are positively associated with
tidal volume, ventilation ratio (tidal volume to vital capacity), deep
exhalation, and breath volume.4-6 A Taiwanese study found that
the EBP concentration from mechanically ventilated patients were
in the range of 0.47–2,554 particles per breath. Most EBPs are <5
μm, and 80% of them range between 0.3 and 1 μm.7 Therefore, a
bacterial/viral filter should be routinely placed at the end of expir-
atory limb of the ventilator circuit to prevent the pathogen-
containing EBPs from spreading to the hospital environment.

Simple HMEs may allow up to 60% of medical aerosol to pass
through,8 so only the use of HME with an electrostatic bacterial
filter (HMEF) should be considered to reduce exhaled pathogens

from intubated patients during mechanical ventilation. There are
2 types of bacterial filters: pleated hydrophobic filters and electro-
static filters.9 The efficiency of electrostatic bacterial filters is
greatly affected by humidity, in addition to internal volume, resis-
tance, and fully saturated time. When gas pressure is applied to a
wet filter in the ventilator circuit, the bacteria and viruses on the
filter might be carried through the filter. Furthermore, the conden-
sate in an HMEF might increase gas flow resistance and the risk
blockage due to ingress and absorption of the water. A pleated
hydrophobic filter is more suitable than an electrostatic filter in
a humidified ventilator system.9 We strongly recommend using
a high-efficiency particulate air (HEPA) filter at the expiratory port
of the ventilator as a superior alternative to an HMEF for pathogen
filtration in a humidified ventilator system.

One advantage for choosing an HME over heated humidifica-
tion is the prevention of contaminated condensate spray generated
when the ventilator circuit is disconnected from the patient.
However, this benefit has not been characterized. During circuit
disconnection, sudden depressurization generates shear-force
from high ventilator gas flow, resulting in the expulsion of poten-
tially contaminated condensates as bioaerosols. The dual-limb
heated ventilator circuits have thermal insulation and breathable
properties (ie, Evaqu ventilator circuit) to reduce the condensate
production in the circuits. One study showed that both a conven-
tional reusable ventilator circuit system and a disposable ventilator
circuit system combined with an autofilled heated humidifier and a
closed suction catheter grew a large number of bacteria in the ven-
tilator circuits.10 Thus, it is necessary to minimize the need for dis-
connecting the circuit from the ventilator, which greatly reduces
the pathogen exposure via droplets and contact transmission
to HCWs.

Intubated, mechanically ventilated COVID-19 patients who
develop thick secretionsmay need to receive heated humidification
rather than HME. In clinical practice, single-limb heated-wire
ventilator circuit is more commonly used, and the system is sensi-
tive to the surrounding temperature, generating a large volume of
condensates in the circuit, especially in the expiratory limb of
the ventilator circuit system. We recommend the use of aerosol
precautions by HCWs while opening the circuit when changing
the HME or ventilator circuit to decrease the risk of exposure to
bioaerosols. When changing the HME or dual-limb heated venti-
lator circuit, the ventilator should be placed on “stand-by” or “off”
mode before disconnecting the circuit from the patient. The end of
circuit should be capped immediately to prevent the expulsion of
bacteria- or virus-containing EBPs from the patient.
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In conclusion, to protect HCWs caring for COVID-19 patients
during mechanical ventilation, the of using an HME or a dual-limb
heated ventilator circuit with minimal condensate production
should be considered. The selection should made according to
the patient’s minute ventilation and the amount and properties
of secretions to provide adequate inhaled gas temperature and
humidity. To protect HCWs, a pleated hydrophobic filter with
at least 99.97% filtration efficiency should be placed in the expir-
atory limb of the ventilator, and it should not be replaced by an
HMEF in a mechanical ventilation system.
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To the Editor—Much is still being discovered about coronavirus
disease 2019 (COVID-19). Although originally described as viral
pneumonia, reports of nonrespiratory manifestations of
COVID-19 are increasing, including gastrointestinal, ocular, car-
diac, and neurologic presentations.1–3 Hospitals restrict visitors
with acute respiratory infections (ARIs), isolate and test all ARI
patients for severe acute respiratory coronavirus virus 2 (SARS-
CoV-2), and provide staff with full personal protective equipment
when managing ARI patients.4 Concerns about how to titrate
infection control measures for asymptomatic, presymptomatic,
and atypical infections5 are heightened by fears of subsequent
waves of COVID-19 from easing lockdowns. Transmission most
likely occurs via droplets from infected individuals with respiratory
symptoms, but it remains unclear whether SARS-CoV-2 is just as
transmissible by patients who do not have respiratory symptoms.

Since January 23, 2020, the 1,600-bed Tan Tock Seng Hospital,
co-located with the 330-bed National Centre for Infectious

Diseases (NCID), has managed >9,000 COVID-19 patients.6

Contact tracing was immediately performed for every COVID-
19 patient not managed at designated COVID-19 areas (fever
zones) in the emergency department or clinic, or not pre-emptively
admitted to an airborne infection isolation room (AIIR). In fever
zones, all staff donned N95 respirators, gowns, gloves, and eye pro-
tection, while patients and visitors wore surgical masks. In non–
fever zones, staff, patients, and visitors wore surgical masks and
observed standard precautions.

Between January 23, 2020, and July 25, 2020, the hospital man-
aged 5 COVID-19 patients without ARI symptoms who presented
with gastrointestinal symptoms (n= 2), upper-limb swelling
(n= 1), fever and muscle pain (n= 1), and anxiety symptoms
(n= 1) (Table 1).

Patient 1

A 68-year-old woman presented to the emergency department
non–fever zone on February 27, 2020, with a 2-week history of epi-
gastric pain and nausea without fever or respiratory symptoms. She
was admitted to a 5-bed cubicle in a general ward. On February 28,
an abdominal/pelvic computed tomography scan revealed ground-

Author for correspondence: Angela Chow, E-mail: angela_chow@ttsh.com.sg
Cite this article: Chow A, et al. (2021). Atypical COVID-19: Preventing transmission

from unexpected cases. Infection Control & Hospital Epidemiology, 42: 1146–1148, https://
doi.org/10.1017/ice.2020.419

© 2020 by The Society for Healthcare Epidemiology of America. All rights reserved. This is an Open Access article, distributed under the terms of the Creative Commons Attribution
licence (http://creativecommons.org/licenses/by/4.0/), which permits unrestricted re-use, distribution, and reproduction in any medium, provided the original work is properly cited.

1146 Angela Chow et al

https://doi.org/10.1017/ice.2020.418 Published online by Cambridge University Press

https://www.who.int/docs/default-source/coronaviruse/clinical-management-of-novel-cov.pdf
https://www.who.int/docs/default-source/coronaviruse/clinical-management-of-novel-cov.pdf
https://orcid.org/0000-0002-4063-736X
https://orcid.org/0000-0003-2307-0610
mailto:angela_chow@ttsh.com.sg
https://doi.org/10.1017/ice.2020.419
https://doi.org/10.1017/ice.2020.419
Undefined namespace prefix
https://doi.org/10.1017/ice.2020.418



