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Epidemic of Corneal Destruction Caused by Plasma Gas Sterilization 

Gina Pugliese, RN, MS 
Martin S. Favero, PhD 

Dr. Rose Duffy and colleagues, from 
the CDC's Hospital Infections Program, 
recently reported on an epidemiological 
investigation of corneal destruction caused 
by instruments sterilized by the Plazlyte 
Sterilizer (Abtox, Inc, Chicago, IL). This 
investigation is a classic example of the 
occurrence of patient injury because of the 
use of a sterilization system that was not 
only incompatible with the instruments 
being sterilized but also produced toxic 
products by the reaction of the sterilizing 
chemicals with the instrument materials. 

Toxic endothelial cell destruction 
(TECD) syndrome after intraocular oph
thalmic surgery is rare and can result from 
exposure to a variety of toxins. During 
January 8 to 14, 1998, six patients devel
oped TECD with corneal edema associated 
with unreactive or dilated pupils at Hospital 
A. A case-patient was defined as any hospi
tal A patient with TECD within 24 hours 
after surgery during January 5 to 14, 1998 
(epidemic period); a control-patient was any 
hospital A ophthalmic surgery patient with
out TECD during the epidemic period. The 
medical records of hospital A ophthalmolo
gy surgery patients during the preepidemic 
(ie, September 1, 1997-January 4, 1998) 
and epidemic periods were reviewed. 
Inductively coupled plasma atomic emis
sion spectrometry was used to detect trace 
inorganic elements on sterilized surgical 
instruments. Cannulated surgical instru
ments and laboratory rinsates were per

fused directly to the corneal endothelium of 
isolated rabbit and human corneas. Corneal 
endothelial ultrastructure and swelling 
were assessed. 

The rate of TECD at hospital A was 
higher during the epidemic than preepi
demic period (6/12 vs 0/118, P<M\). The 
only change during the periods was the 
introduction, on November 5, 1997, of a 
new sterilization method, AbTox Plazlyte, 
for sterilization of ophthalmic surgery 
instruments. Findings from spectrometry 
revealed that copper and zinc residues 
were higher in instruments sterilized with 
Plazlyte than in those sterilized with ethyl
ene oxide (median copper value, 7.64 mg/L 
vs 0.14 mg/L, respectively, P=.02; median 
zinc value, 5.90 mg/L vs 1.35 mg/L, respec
tively, P=2). Corneal endothelial perfusion 
of Plazlyte sterilized-instrument rinsates or 
laboratory solution with copper and zinc 
produced irreversible damage, similar to 
toxic corneal endothelial destruction, to 
rabbit and human corneas. The authors 
concluded that the Plazlyte Sterilizer 
degraded brass to copper and zinc on can
nulated surgical instruments, resulting in 
TECD of the corneas. 

Editorial comment: This problem is 
peculiar to the Plazlyte Sterilizer. During 
the cycle, a vapor of peracetic acid is pro
duced; this vapor condensed inside the 
lumens of the instruments that contain 
copper alloys, producing soluble copper 
salts such as copper sulfate and copper, 
acetate. Both forms of these copper salts 
are water-soluble and toxic. When injected 
into the rabbit eye, they have been shown 

to be capable of causing injury. These 
chemicals were retained in the instru
ments and produced eye injury. In addi
tion, the specific model of the Plazlyte 
Sterilizer had never been cleared by the 
FDA for marketing or for the sterilization 
of medical devices containing copper or 
having lumens. The AbTox Plazlyte 
Sterilizer was withdrawn from the US mar
ket during the CDC investigation. This 
effect would not be seen by ethylene oxide 
sterilization or by hydrogen peroxide gas 
plasma sterilization. With ethylene oxide, 
the chemical sterilant is removed from the 
instruments during the post-sterilization 
aeration process. With hydrogen peroxide 
gas plasma sterilization (ie, STERRAD 
Sterilization System, Advanced Steriliza
tion Products, Irvine, CA), the plasma ster
ilizer uses low-temperature hydrogen gas 
plasma to sterilize surgical instruments, 
and the system is dry. The formation of 
toxic, water-soluble salts such as copper 
acetate or sulfate would not occur under 
the oxidizing conditions of this steriliza
tion system, which does not utilize an 
organic acid that could potentially solubi-
lize copper. There are no known reports of 
any such occurrences with instruments 
processed in hydrogen peroxide gas plas
ma sterilizers, and, given the chemistry 
involved, none would be expected. 
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destruction caused by plasma gas steriliza
tion. Arch Ophthalmol 2000;118:1167-1176. 
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