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ABSTRACT. In order to facilitate the measurement of liquid-water content of snow in 
high mountains, a portable calorimeter named "Endo-type snow- water content meter" 
was developed. It is composed of a metal-coated container made of insulating matcrials 
and a lid of the container with a small-thermistor thermometer. Its strong points are its 
light weight, small size and easy fabrication with cheap materials. The total weight of the 
device is as light as 250 g, which is less than 10 % of the snow-water content meter widely 
used inJapan (Akitaya-type snow- water content meter). The results of experiments have 
revealed that the device is capable of measuring the liquid-water content within 2 minutes 
wit h an accuracy of2% by weight. 

INTRODUCTION 

It is well known that snow rapidly changes its structure 
when containing liquid water. Since the mechanical prop
erty of wet snow depends greatly on the amoun t of liquid 
water in snow, the measurement of liquid-water content is 
important in clarifying the dynamic behaviour of wet snow. 

There are various methods which have been used to 
measure the liquid-water content of snow: a centrifugal 
method (Kuroda and Furukawa, 1952; LaChapelle, 1956), a 
melting calorimetry (Yosida, 1960), a freezing calorimetry 
(Radok and others, 1961; J ones and others, 1983) and a di
electric method (Kuroiwa, 1951; Ambach and Denoth, 

1972). Recently, new methods for making field measure
ments of liquid-water content, including a solution method 
(Morris, 1981), a time-domain reDectometry (Stein and 
Kane, 1983), a dilution method (Davis and others, 1985) 
and an alcohol calorimetry method (Fisk, 1986) have been 

proposed. Comparative measurements of each method and 
each device have been made to assess the measurement ac
curacy and operating performance (Denoth and others, 
1984; Boyne and Fisk, 1990). 

Recently, inJapan, the melting calorimeter, designed by 
Akitaya (1978, 1985), has been widely used for measuring 
liquid-water content. This method uses hot water and has 

the advantage of faster measurement than the freezing ca
lorimeter, because the thermal equilibrium between hot 
water and the snow sample can be reached quickly. H ow
ever, the Akitaya-type snow-water content meter has 
several disadvantages due to its large size, heavy weight 
and time-consuming operation, which causes a transporta
tion problem and a poor efficiency of measurement in mak
ing observations in high mountains. In addition, Col beck 
(1978) has concluded from error analysis that melting calori
melry is inherently inaccurate. Does this imply that melting 
calorimetry is of no practical use? It may be necessary to re
examine the measurement error for melting calorimetry. 

To solve the above problems of the Akitaya-type snow-

water content meter, we have designed a portable melting 
calorimeter (Endo-type snow-water content meter) suit
able for use in the mountains. In this paper, the structure, 
procedure a nd accuracy of the new device is described to 
show its practical advantages. 

STRUCTURE OF THE DEVICE 

The schematic diagram and side view of the Endo-type 
snow- water content meter are shown in Figures I and 2, re
spectively. It is composed of a container and a lid made of 
insulating materials (styrene foam ). For durability, the con
tainer is put in a metal canister with a wall thickness of 

1.5 mm. A small thermistor with a digital display, whose 
weight and resolu tion are 60 g and 0.1 DC, respectively, is 
attached to the lid of the container to measure the temper
ature of water poured into it. Thejoint between the contain
er and its lid contains a tapered structure, which allows easy 

installation and removal of the lid, together with airtight-
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Fig. 1. Schematic diagram rif Endo-type snow- water content 

meter. 
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Fig. 2. Side-view if Endo-type snow-water content meter. 

ness of the container. The weight and volume of the Endo
type snow- water content meter a re 250 g and 1.6 x 103 cm 3

, 

respectively, showing that they are no more than 10 % of 
those of the Akitaya-type snow- water content meter. 

MEASURING PROCEDURES 

M easuring procedures ofliquid-water content by the Endo

type snow- water content meter are as follows: (I) 60- 100 

cm 3 of hot water (30- 40°C) are put into a small vessel and 
its mass, M 1, is measured. (2) The vessel is emptied of hot 
water by pouring into the container of the device and then 
the mass of the empty vessel, M 2, is measured. (3) After the 
lid is put on the container, the total mass of the device, 
including the hot water, M 3, is measured. (4) The temper
ature of the hot water, T1, is read on the thermometer while 
shaking the device. (5) Soon after the snow is taken with a 
cylindrical sampler which has been stored in the snow adja
cent to the sampling site, the lid is taken off for an instant 
and then the sample (20- 30 g) is put into the container. 
The snow sample is quickly melted by shaking the device, 
resulting in a rapid drop in temperature of the hot water. 
When the thermometer provides a stable temperature, T2 , 

we read it. (6) The total mass of the device, including hot 
water and snow sample, M 4, is measured. 

The liquid-water content, W , is defined as the ratio of 
the water weight to the total weight of wet snow in per cent, 
and can be calculated by 
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Fig. 3. Maximum absolute error (18WI) in the measurement 
qf liquid-water content by the Endo-type snow-water content 
meter as a Junction qf mass ratio qf hot water to snow sample 
(R). 

(1) 

where C is the specific heat of water (4.2 x 103 J kg- I K- 1
), L 

is the latent heat offusion of ice (3.34 x 105 J kg-I). M 1, M 2 , 

M3 a nd M4 are determined with an accuracy of 10- 4 kg, and 
Tl and T2 in Celsius with a n accuracy of 0.1 QC. 

ERROR ANALYSIS 

The liquid-water content is a function of six directly meas
ured values and can be described as 

(2) 

The maximum value of expected absolute error in the indir

ect measurement ofliquid-water content, 18WI, is derived by 

(3) 

where 8T; and 8NIj are the errors in the direct measure
ments ofTi and NIj , respectively. 

Equation (3) becomes 

IBWI = 100 [kR8Tl + k(R - 1)8T2 

1 +kT2 -W 1 + M {8Nh + 8M2 + R (8M3 + 8M4 )} (4) 
Ml - 2 

where 

a nd 

k=f 
L 

(5) 

(6) 

For a typical case where 8T1 = 8T2 = 0.1 °C, 8M1 = 
8M2 = 8M3 = 8M4 = 10 + kg, T2 = 10°C and Ml - M2 = 
8 X 10- 2 kg. 

18WI = 0.16 + 0.53R - 0.25 (R + l )W. (7) 

Figure 3 shows the maximum absolute error as a function of 
R [or various values of W. This clearly indicates that 18WI 
increases when R is large or W is small. Ifwe need an error 
of 18WI :s: 2% irrespective of W , it is required to keep 
R < 3.5. Thus, it can be concluded from the error analysis 
that the melting calorimeter proposed in this study is prac
tica lly available, if special attention is given to the mass ratio 
o[ the hot-wa ter-to-snow sample. 

EX PERIMENTAL MEASUREMENTS 

M e a s urenaentaccuracy 

To estimate how accurately the liquid-water content can be 
determined with the Endo-type snow- water content meter, 
49 samples of wet snow having known values ofliquid-water 
content, Wo, were artificially made in a cold room by add
ing known quantities of water at a temperature of O°C to 
known quantities of dry snow at a temperature of O°e. 
M easurements of liquid-water content by this device were 
made in a cold room controll ed to O°C and then measured 
va lues, W , were compared with W o. 

In Figure 4, W is plotted against Wo , showing a linea r 
relationship expressed approximately as 

W = 1.006Wo + 0.164. (8) 

Statistical considerations indicate that the average error 
and the probable error a re l.07 and 0.903 %, respectively. 
About 86% of W fall in the range within Wo ± 2% . These 
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Fig. 4. Relation between values if liquid-water coni ent ( Wo) 
and those measured by the Endo-type snow-water content 
meter (W). Solid and broken lines represent W = Wo and 

W = Wo ± 2%, respectively. 

imply that the device is capable of measuring liquid-water 
content with an accuracy of 2% by weight in most cases, 
which is consistent with the result of error analysis. Further

more, in spite of the fact that no consideration is given to the 
effect of heat flow from hot water to the container in Equa
tion (I), the data shown in Figure 4 are evenly distributed 
above and below the line which represents W = Wo, sug
gesting that this effect is negligible. 

Effect of h eat loss b y op ening the lid 

When the lid is kept open to put a snow sample into the con
tainer, heat loss can occur through the open top of the con
tainer. To estimate the effect of the time the lid is kept open 
on the measured liquid-water content, snow samples having 
a water content of 10% were prepared in the same manner 
as mentioned above and were measured by the Endo-type 
snow-water content meter with the opened time being 
changed from 2 s to 100 s. Two series of measurements were 
made when the temperature of hot water was 34° a nd 40°C. 
Changes in liquid-water content due to the opened time are 
shown in Figure 5. Roughly constant values of9-12% up to 
a time of 40 s are followed by a sudden decrease in liquid
water content in the case of a temperature of 34°C, whil e a 
sudden decrease begins at a time of only 10 s, when the hot 
water has a temperatu re of 40°C. Consequently, we can con
clude that the opened time does not have a significant effect 
on the measured value, if the temperature of hot water does 
not exceed 40°C, because the opened time is usually as little 
as about 2 s. 

Compa r ison with other d evices 

Three profiles of liquid-water content were obtained at 
Nagaoka, Japan on 7 March 1996 using the Endo-type 
snow-water content meter, the Akitaya-type snow- water 
content meter and the snow-surfacejvolume-wetness dielec
tric device. The last device was developed at the Institute for 
Experimental Physics, University of Innsbruck, to deter
mine a volumetric liquid-water content which can be trans

formed into a gravimetric one by use of the snow density. 
Measuring points a re horizontally spaced at 5 cm interva ls 
for each profile. The results are shown in Figure 6, together 
with the density profile and stratigraphy of the snow cover. 
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Fig. 5. Changes in liquid-wate?" content measured by the 
Endo -type snow- water content meter due 10 the time the lid 
of the device is kept open. Snow samples with a liquid-water 

content of 10% were measured. Open circles and solid circles 
represent the measured values when the temperature qf the hol 
waler is 34° and 40°C, respectively. 

The snow cover was entirely metamorphosed into a coarSe

grained granular snow with densities of 330- 490 kg m 3. 

Comparisons between three profi les ofliquid-water content 
show a n approximate agreement between the three, 
although the difference in measured values reaches 5% or 
more at heights of 14, 36 and 70 cm. These significant differ
ences, however, are not necessari ly attributable to the differ
ence of the measuring device, because the structure and 
properties of the snow cover become heterogeneous during 
the melt season. 

Using the Endo-type snow- water content meter and the 
snow-surface/volume-wetness dielectric device, the liquid
water content was measured at the same depth of the snow 
cover to compare meas ured values by them. M easured 
points for each device were horizontally spaced about 5 cm 
apart. A coarse-grained granular snow with densities of 

-'1 310- 520 kg m . was used for the measurements. The res ults, 
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Fig. 6. Liquid-water content, density prifiles and stmtigmphy 
if the snow cover at Nagaoka on 7 Jvlarc/z 1996. Gmin-shaj)e 
classification is r~fe1Ted 10 Colbeck and others (1990). 
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shown in Figure 7, indicate a switching relation between the 
mea ured value by the calorimetric method and that by the 
dielectric method; the former is smaller than the latter at 
lower water contents and the reverse is true at higher water 
contents. In other words, the latte r has a tendency to fall in a 
narrower range in comparison with the former. Although 
the reason for this is not clear, it may be possible that the 
water-saturation regime and the grain structure in wet snow 
exert an effect on the determination of liquid-water content 
by the dielectric method. 
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Fig. 7. Liquid-water content measured by a dielectric method 
in comparison with those by Endo-type snow-water content 
meter. 

During the observation shown in Figure 6, we could 
obtain the time required for each measurement of liquid

water content, which was made by two persons including 
an operator and a recorder. The mean time necessar y [or a 
measurement was calculated for the three types o[ device 
(Table I). As a result, 2 minutes were found to suffice [or a meas
urement by the Endo-type snow- water content meter and the 
dielectric device, whereas about 4 minutes were needed [or a 

measurement by the Akitaya-type snow- water content meter. 
The Endo-type snow- water content meter is superior in meas
urement rate to the freezing calorimeter Uones and others, 
1983), the dilution method (Davis and others, 1985) and the 
a lcohol calorimeter (Fisk, 1986) by a factor of at least 2. 

CONCLUSIONS 

A portable melting calorimeter was developed for measur
ing liquid-water content of snow by weight. Its major advan
tages lie in its light weight and small size, together with easy 
fabrication with cheap materials. The time required for a 
measurement by the device is as littl e as 2 minutes, which 
provides a benefit of much speed ier measurements than the 
current device inJ apan. Furthermore, the measurement ac
curacy is within ± 2% by weight and is not practically in
ferior to other snow-water content meters. For these 
reasons, the new device is suitabl e for measurements in high 
mountains where measuring instruments must be trans
ported using human power. On the other hand, it is impor
tant to recognize that measured values using this device are 
sensitive to the natural heterogeneity o[ water distribution 
in the snow cover, because rather small snow samples are 
used [or the measurements. 
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Table 1. Mean time requiredJor the measurement cif liquid
water content Jar three types cif snow-water content meter 

Device 

Endo type 
Akitaya type 
Dielectric method 
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