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Abstract
Fainting on a plane is quite common, and stewards are used to taking care of things.
Statistically, there is always a physician on board. This Letter to the Editor details a case
report that deals with inappropriate pacemaker inhibition during a flight.
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Case Report
During a New York (USA) to Paris (France) flight, a few minutes after taking off, the
stewards called for a physician because a man had fainted in business class; statistically, there is
always a physician on board.1 There were two physicians on board the flight: a psychiatrist and
an orthopedic surgeon. They both proceeded to take care of the sick passenger. Upon their
arrival, the patient was lying down on the floor but seemed to look well. He explained that
when the stewards authorized to unfasten seatbelts, he pressed the command of his seat to
extend the backrest, and then got sick and fainted. His medical history summed up in a
pacemaker implantation in 1998. His pacemaker had been replaced two months earlier
without any medical complications. The passenger wanted to repeat the scene by pressing the
command of the seat and fainted again. The physicians tested the seat but nothing happened.
The psychiatrist concluded that the passenger had flight anxiety. The passenger was then
advised to choose another seat and rest. The flight ended without a hitch.

Once arrived in Paris, the passenger went to his cardiologist to check the pacemaker
(Figure 1). The test showed that the pacemaker had been inhibited by a 50Hz electric
interference exactly during this flight.

Discussion
Inappropriate cardiac pacemaker inhibition depends on lead-sensing abilities. Modern
cardiac leads are bipolar; id est, they can sense the cardiac activity exclusively at the distal
extremity of the lead which is in contact with the myocardium.2

In the 1990s, leads were still unipolar, and sensing was performed in a large electric field
between the distal lead extremity and the cardiac generator. Cardiac-sensed signal had to be
slightly screened in order to be confounded neither with pectoral or phrenic myopotentials,
nor with 50Hz electric current.3,4 Indeed, it could cause an inappropriate cardiac pace-
maker inhibition.

As long as this interference persists, the pacemaker will be inappropriately inhibited,
thereby preventing the delivery of cardiac stimulation. If the patient has no escape rhythm,
this interference induces an asystole. Placing a magnet on a pacemaker will turn it into a
DOO mode (deaf mode): the device restarts pacing the heart without analyzing the
underlying rhythm. In this clinical case, the cardiologist lowered the ventricular detection
ability to prevent recurrence of this issue. Regarding the interference, it should be con-
sidered that there was an electrical disorder in the seat.

Conclusion
While inappropriate pacemaker inhibition has become rarer with bipolar rather
than with unipolar leads, it is still a recurrent issue. Any physician should have basic
knowledge of pacemakers or defibrillators and should at least know when and how to use
a magnet.

Conflicts of interest: none

Keywords: cardiac; pacemaker

Received: April 20, 2017

Accepted: July 17, 2017

Online publication: December 21, 2017

doi:10.1017/S1049023X17007117

LETTER TO THE EDITOR

Prehospital and Disaster Medicine Vol. 33, No. 1

https://doi.org/10.1017/S1049023X17007117 Published online by Cambridge University Press

mailto:thabouillot@hotmail.com
https://doi.org/10.1017/S1049023X17007117


References

1. Albert SB. Is there a doctor on the plane? N Y State Dent J. 2000;66(10):4-5.
2. Kowalski M, Ellenbogen KA, Wood MA, Friedman PL. Implantable cardiac

defibrillator lead failure or myopotential oversensing? An approach to the diagnosis

of noise on lead electrograms. Europace. 2008;10(8):914-917.
3. Astridge PS, Kaye GC, Whitworth S, Kelly P, Camm AJ, Perrins EJ. The response

of implanted dual chamber pacemakers to 50 Hz extraneous electrical interference.

Pacing Clin Electrophysiol. 1993;16(10):1966-1974.

4. Jilek C, Tzeis S, Vrazic H, et al. Safety of screening procedures with hand-held metal

detectors among patients with implanted cardiac rhythm devices: a cross-sectional

analysis. Ann Intern Med. 2011;155(9):587-592.

Roche © 2017 Prehospital and Disaster Medicine

Figure 1. Electrogram Recorded by the Pacemaker during the Flight.
Note: The first and second lines refer to the activity sensed respectively in the atrium and in the ventricle. The third line shows
the pacemaker interpretation of the above two lines. The beginning of this electrogram shows a spontaneous atrial rhythm (AS)
and a ventricular-paced rhythm (VP) corresponding to a DDD mode. Suddenly appears an electrical interference noise on the
ventricular lead (Arrows 1), which is sensed by the pacemaker as a succession of ventricular activities. Then, the pacemaker
stops pacing. The second arrow (Arrow 2) shows the apparition of too slow an escape rhythm, which is not sufficient to prevent
the faint.
Abbreviations: AS, atrial sensed; AR, atrial sensed in refractory period; VS, ventricular sensed; VP, ventricular paced.
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